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CERTIFICATE OF LEAK TEST

BLACKMORE, DAVID & ASSOC. Customer No: 2212400
ATTN: JOSEPH HUGHES | Date Sampla Collected: 04/27/00
3335 RIDGE PIKE Test Number: 30213
POTTSTOWN, PA 19464

This is to certify that the leak test on the indicated source (s) was counted on
04/28/00 and the results shown aceurataly ropresent the level of removable

contamination.
Top of- Source Rock ¥ Shield ng
Modal: MC-1DR Source(s)/Gauge Serial Number: MpD 70503724
* Removable Contamination
Source Activity { in migcroCuries)
AmBe 241 50 mCi .000003
Cs 137 10 mGi .000035

* 0.006 microcuries (185 Bq) or greater constitutes a leaking source.
This Source: May Remain in use.
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Reviewed by: Leak Tasting Quality Gontrol
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CERTIFICATE OF LEAK TEST

-~

BLACKMORE, DAVID & ASSOC, Customer No: 2212400
ATTN: JOSEPH MUGHES Data Sample Collected: 04/27/00
3335 RIDGE PIKE Test Numbor: 30124

POTTSTOWN, PA 18464

This is to certify that the leak test on the indicated source (s) was counted on
04/28/00 and the resulits shown accurately represent the level of removabla

contamination.
Botform of Gowse /Shytter Black Plate
Model: Mc-10R Source(s)/Gauge Serial Number- Mp 70503721
* Removable Contamination
Source Activity { in microCuries)
AmBe 241 50 mCi .000001S
Cs 137 10 mCi ~ .0000055

* 0.005 microcuries (185 Bq) or greater constitutes a leaking source.
This Source : May Remain in use.

Leplie it

Reviewed by: Laak Testing Quality Controi
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