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Milwaukee Medical Clinic 
3003 West Good Hope Road 

Milwaukee WI 53209-0996 
(414)3S2-3100 x5654 

ATOMLAB 900 MEDICAL SPECTROMETER S/N 722011 D2.1/M2.0 

WIPE TEST REPORT

Time: 17:50 Date: Mar 30, 2000

STANDARD: 
Isotope: other 

Detector: Probe 

Standard Count Time: §Q_ sec 

Activity: '-0.f7j uCi" 

LAB B ACKGROUND: 
Lab. Count Time: 'Qs sec

Date: Mar 30, 2000 

Time: 16:32 

Standard: 2883 cpm 

Lab. Background: _5Z cpm

WIPE RESULTS: 
Wipe Count Time: j4 sec

Wipe #* Location Wipe Counts 94e-yy

1 

2 

3 

4 

5 

7 
8 

9 

Technologi

/ACCMaV 19446 371 cpm 

.irt gja5~4~ege385 cpm 
~~ 367 cpm 

W~-cAY'npc 345 cpm 

_ _ _ _ _399 cpm 

,A~az-, w- w A ePfe 358 cpm 

* CZs'e-fl9•__Adr -x 344 cpm 

.Crp rO~te384 cpmi 

"A/_.4y;"Z 350 cpm 

st: •• • ---

0. S- ý--

108 

187 

85 

0 

267 

34 

0 

182 

0

dpm 

dpm 

dpm 

dpm 

dpm 

dpm 

dpm 

dpm 

dpm

0.00004 uCi 

0.00008 uCi 

0.00003 uCi 

0.00000 uCi 

0.00.012 uci 

0.00001 uCi 

0.00000 uCi 

0.00008 uCi 

0.00000 uCi

C..coments: 
I/. ,47 X i 

13 / '

ATOMLAB 900 MEDICAL SPECTROMETER

contamination



Site: Milwaukee. Medical Clinic Department-:
Manufacturer" 1--: h L,_ bP 
Meter Model : 
Calibration Source: 
Instruments Checks: 

Calibration Geometry:

Window:

Meter SI/N
145.7 mT

Type: o Ion Chamber 'XGM o NaI(TI) o Other 

914 1) iy Probe Mode": 4-'- -7 Probe 8/N: 9 ,, 
iCi of Cs-137 yielding AM mR/h at 1 meter on 31259 

Battery Check: .1,&..... mR/h, or 
Constancy Check: Integral Chk Source Indicates : 6 mR,,1, or, 

uCi of indicates_ mR/l

'V

Open ( ý Fixed

I . -J. L2�L]
Calibrated by:

"NUCLEAR CONSULTING 
&.SERVICES

10403 W, Feerick Place 
Wauwatosa, Wl. 53222 (414) 466,9644 

NRC License: 48-26708-01

Ofr
Car of Cal Srv Mtr_ mR per h

Shield Dist. mR/h Scale: 0.1 Scale: I Scale: 10 Scale: Scale; 
Factor cm Today Rdng JCorFac Rdng lCofFac Rdng ]CorFac Rdno iCorFac Rdng JCotFac 
0M 170.5 0.190 0.1,6 1 1... ..0_ 0 2 
0.002 0.040 0.042 OM_______ 1_________ ________ 0.1 1.600 14.0 A 1.0o 2 2_ _ 

o.02 DA0o0 0.,400o ... . 2 1 

__ _ _ __ 15.200 1 1.05 
0.25 4000 ___ 4.100 OM .9 

4 a 
1 53.9 18).000 _ _ _ _ 172.000 OM9 
0-25 40.00 1 37.000 1 

•1 I== 1 h "- -1 -eo~o -___ _ __ _ _ _____....__,'_........ .. .2 1500.000 1.07 

0 4800= 4M.000 1.00 
_ 2 

IbA *..• • ^ L..•.• .• ar.. A..i .. . .I " 4 __ _ _ __ I . _

1.11!1 1,1-0
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SEALED SOURCE LEAK TEST .RES ULTS

Fsi ly or MI'lwatikee MediqiCaI~ !Wr* 
TeW Date :II(
L;Qffi*

Dwight LehMan

f~kwd~deC047 
___ ___ ___ ___ 10 mCA 

___________Daft 21211M2 Jan40 

Mauponute Ainerham 
_____ OterQSII~I~ : $N : 360204SN 4131Q 

CPM .2 0 
Test 

7.0tsOP 0.0 

F0.0000 0.0000

Analyzed by D.W. Palmer using a Nuclear Chfcago 2 inch Nal Well Counter 
Efficienicy 1.15 OPMICPM at 120 keV 
Effiiency 3. 48 Q)PM/C;PM -at 662 key

li?~~U Wd, AL3
Nak~test DWe__

Nuclear Constiting 
and Servics NOC -MateUaS UMcMs

10.

Fite. :Leak- ENII 3 2599
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Advanced Healthcare, S.C.  
Milwaukee Medical Clinic 

P.O. Box 90996 
3003 West Good Hope Road 
Milwaukee, WI 53209-0996 

Bill Reichhoid 
U.S. Nuclear Regulatory Commission, Region III 
801 Warrenville Road 
Lisle, IL 60632-4351 

RRe: Closeout survey for old room for Materials License No. 48-26378-01 

.Mr. Reichhold: 

Here isthe Information required for the closeout survey-of the old Nuclear Medicine room. These items 
are referenced and numbered according to the memo that you sent to Chris Both on 3127100.  

a- A history of all isotopes used in the "old" facility are: Cesiumr137, Barium-133, Cobalt
57, Indium- 111, Gallium-67, Iodine-123, Iodine-131, Thallium-201, Strontlum-89, 
Technitlum-99m..  

b. Copies of the current leak tests of the sealed sources are Included. There was no 
history-of any sealed source leaking.  

c. A diagram of the "old" facility Is included with the survey and wipe tests numbered 
according to'specific locations.  

d. The person performing the closeout survey.and wipe tests was Dwight Lehman, CNMT
e. The surveys were performed on 3131/2000.  
. The survey meter was a Ludlum model 14C, serial number 92439 with a Ludlum GM 

probe. model 44-7, serial number 88868. The wipe tests were performed with an 
Atomlab 900 Medical Spectrometer, serial number 722011 D2.11M2.0.  

g. Background readings are approximately 0.02 mR/hr.  
h. The survey meter was last calibrated on 3/25/1999.  

If there Is any additional Information that you need, please call me at 414-352-5161 ext. 5654.  

Owight 2 hm CNMT


