UNITED STATES
NUCLEAR REGULATORY COMMISSION

REGION II
SAM NUNN ATLANTA FEDERAL CENTER
61 FORSYTH STREET SW SUITE 23T85
ATLANTA, GEORGIA 30303-8931

May 11, 2000

MEMORANDUM TO: John W. Hickey, Chief
Materials Safety Branch
Division of Industrial and Medical Nuclear Safety
Office of Nuclear Materials Safety and Safeguards

FROM: Douglas M. Collins, Director
Division of Nuclear Materials Safety

SUBJECT: REPORT OF STRONTIUM-90 OPHTHALMIC APPLICATOR
INSPECTIONS (TI 2800/028)

Region Il has completed inspections of licensee possessing strontium-90 ophthalmic
applicators as directed by T1 2800/028. Attached is a compilation of the required data collected
from inspections. Our technical contact is José Diaz Vélez and can be reached at (404) 562-
4736.

Attachment: Compilation of Findings from
T1 2800/028 Inspections

Distribution w/att:

J. Diaz, RII
M. Lesser, RII
C. Hosey, RII
OFFICE RI:DNMS RI:DNMS
SIGNATURE
NAME J.Diaz* M.Lesser*
DATE 5/11/2000 5/11/2000
E-MAIL COPY? YES NO YES NO YES NO YES NO YES NO YES NO YES NO

OFFICIAL RECORD COPY DOCUMENT NAME: C:\strontium-90.wpd




Compilation of Findings from T1 2800/028 inspections (Sr-90 eye applicators)

Region Il

License No. Docket No. License Name Last Make of Sr90 device Model of Source of Calibration Date of Calibration Decay Comments
Inspection SR90 device correct
Date adequate

45-00131-02 030-03298 Sentara Southside Hospitals 07/15/1998 Amersham SIA6 Vendor, 6.95 cGy/sec 12/25/1975 Yes One device in use, two
devices in storage

45-02207-01 030-03309 Centra Health Corporation 08/07/1996 Nuclear Associates 67-851 Vendor, 53 cGy/sec 02/05/1992 Yes

45-05594-01 030-03320 Rockingham Memorial Hospital 01/19/2000 N/A Device in Storage during
last 14 years

45-11035-01 030-03348 Virginia Beach General Hospital 12/03/1997 Not Available Not Available The licensee possesses
one Sr-90 device, but it has
been in storage for many
years. No plans to use.

45-11367-02 030-03350 St. Mary's Hospital 08/27/1996 Amersham SIAK.3158 Vendor, 85 cGy/sec 06/01/1988 N/A Possession Only

45-13692-01 030-03365 Memorial Hospital of Martinsville 03/17/1999 ICN Tracerlab RA-1 ADCL, 41 cGy/sec 04/01/1996 Yes

45-16209-02 030-14703 Williamsburg Comunity Hospital 11/17/1998 Nuclear Products 3M 3M6D1A Vendor, 5,700 cGy/min 09/25/1974 Yes

45-16222-01 030-09932 Vencor Hospital 02/24/1999 Tracerlab RA-1A Vendor 01/14/1964 N/A Sr-90 QM program in
place, not used since June
26, 95

45-17128-01 030-12235 Inova Fairfax Hospital 02/23/1999 NEN NB-1 Vendor, 57 cGy/sec 08/04/1977 Yes

45-18195-01 030-14647 Luise Obici Memorial Hospital 09/16/1998 Amersham SIA 20 Vendor, 65.4 cGy/sec 02/17/1994 Yes

45-25395-01 030-34470 Carilion Health System 09/24/1998 Amersham SIA 20 Vendor, 58.8 cGy/sec 04/22/1983 Yes

47-09576-01 030-03388 St. Mary's Hospital 09/09/1997 Tracerlab RA-1 Vendor, 30 cGy/sec 04/04/1984 N/A Device in Storage

47-17282-01 030-12498 Ohio Valley Medical Center 06/08/1998 Tracerlab RA-1A Vendor, 58 Roentg 03/30/1959 No The licensee indicated that

equiv. betas/sec use of decay factor will be

used if needed. Device not
used in last 3 years.

47-19142-01 030-17038 Bluefield Regional Medical Center 12/03/1998 Tracerlab RA-1 ADCL (Uof W), 11 07/07/1997 Yes Applicator calibrated in

cGylsec 1997 by UOW and in 1984

by NIST (cal. differences
resulted in no
misadministrations)
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