
800 Garfield Avenue Camden-Clark'ý-ý-sPOBo71 P0.O Box 718 
Parkersburg, WV 26102 Memorial Hospital (304) 424-2111 

For Your Lifetime 

January 29, 2001 

Hector Bermudez 
Division of Nuclear Materials Safety 
United States Nuclear Regulatory Commission 
NRC Region II 
Atlanta Federal Center 
61 Forsyth Street, SW Suite 23T85 
Atlanta, GA 30303-3415 

Dear Mr. Bermudez: 

Pursuant to our telephone conversation earlier today regarding the relocation of our nuclear 
medicine dose calibrator, I would like to document that Camden-Clark Memorial Hospital will 
abide by Regulatory Guide 10.8, Appendix C, which outlines a model procedure following repair, 
adjustment, or relocation of a dose calibrator.  

However, as a one-time exemption, I would like to request that the linearity test, which is to be 
performed as part of the model procedure, be delayed until the first opportunity following 
relocation of our dose calibrator (the previous linearity test was conducted on 1/22/01). During 
the period in which the linearity test is being performed, CCMH will use only isotopes less than 
30 millicuries. A full test of the dose calibrator will be completed by no later than Monday, 
February 5, 2001.  

Thank you very much for your time and attention to this request. If you should have any addition 
questions, please do not hesitate to contact me at (304) 424-2856.  

Sincerely, 

Venkat Kanumalla, Ph.D. I I 
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