
Department of Energy
Washington, DC 20585 QA: QA 

SNOV 19 2002 

M. H. Kohler, Manager 
Waste Package Materials Section 
Lawrence Livermore National Laboratory 
University of California 
P.O. Box 808 
Livermore, CA 94551-0808 

ISSUANCE OF DEFICIENCY REPORTS (DR) LLNL(O)-03-D-031, LLNL(O)-03-D:033 
AND LLNL(O)-03-D-034 RESULTING FROM THE OFFICE OF QUALITY ASSURANCE 
(OQA) SURVEILLANCE OQA-SI-03-002 

Enclosed are DRs LLNL(O)-03-D-031, LLNL(O)-03-D-033 AND LLNL(O)-03-D-034 as a 
result of OQA Surveillance OQA-SI-03-002.  

Please provide responses to these deficiencies that meet the applicable requirements of 
Administrative Procedure (AP) 16.1 Q, Management of Conditions Adverse to Quality. Send the 
original of your responses to Deborah G. Opielowski, Navarro Quality Services, 
P.O. Box 364629, Mail Stop 455, North Las Vegas, Nevada 89036-8629. Initial responses to the 
DRs are due ten working days from the date of this letter. Any extensions to the due dates must 
be requested in accordance with AP-16.1Q.  

If you have any questions, please contact either James Blaylock at (702) 794-1420 or 
Marilyn A. Kavchak at (702) 794-5423.  

R. Dennis Bro , Director 
OQA:JB-0287 Office of Quality Assurance 

Enclosures: 
1. DR LLNL(O)-03-D-031 
2. DR LLNL(O)-03-D-033 
3. DR LLNL(O)-03-D-034 

i Pnnted with soy ink on recycled paper sY) s.&S- 7



M. H. Kohler -2- NOV 19 2002, 

cc w/encl: 
N. K. Stablein, NRC, Rockville, MD 
Robert Latta, NRC, Las Vegas, NV (2 cys) 
S. W. Lynch, State of Nevada, Carson City, NV 
L. W. Bradshaw, Nye County, Pahrump, NV 
D. T. Krisha, BSC, Las Vegas, NV 
P. V. Auer, NQS, Las Vegas, NV 
W. J. Glasser, NQS, Las Vegas, NV 
M. A. Kavchak, NQS, Las Vegas, NV 
D. G. Opielowski, NQS, Las Vegas, NV 
J. R. Dyer, DOE/ORD (RW-2W), Las Vegas, NV 
B. M. Terrell, DOE/ORD (RW-40W), Las Vegas, NV



8.0 DEFICIENCY REPORT 

"OFFICE OF CIVILIAN flCORRECTIVE ACTION ORIGINAL RADIOACTIVE WASTE MANAGEMENT- REPORT 
ý14fLR MA E, U.S. DEPART -MENT OFENERGY'REPORT 'ATM-NT- N F NO. LLNL(0)-03-D-031 WASHINGTON, D.C. PAGE I-OF 

.,QA: QA 

DEFICIENCY REPORTICORRECTIVE ACTION REPORT .  
1. Controlling Document: (Document ID and Revision or Date) 2. Related Report No.: 
AP- 12.1 Q, Revision 0, ICN 2, Control of Measuring and Test Equipment and 
Calibration Standards - OQA-SI-03-002 -

3. Responsible Organization: 4. Discussed With: ..  

Lawrence Livermore National Laboratories (LLNL) Join Est ill, ,Vic Barish, David Fix, Charlie Warren 
5. Requirement:.....  

AP-12.1Q, Section 5.3.1 b), states in part: "Ensure that calibration documentation includes the following: 
* Procedure (including revision level) used to calibrate the'M&TE .  
• As found conditions of the M&TE, as approp~riate." -A " " 

6. Description of Condition: 

Contrary to the above requirement, calibration certificates for the Fowler Digital Caliper, Serial Number 63606 and Mettler 
Balance, Serial Number 1115473441 used in the Long-Term Corrosion Test Facility at LLNL,'did not contain the procedure, 
revision number, or "as found" condition as required. -v' , -' 

Has work been stopped? _--: Yes., [DNo ...  

7. Initiator: L,.I) , / 9. Does a stop work condition exist? 
Patrick V. Auer -Y-)-./es Z No El NiA..  
Printed Name- Sgnature . Date-, If Yes, Check One: , . []A - B E C6--- -- D 

10. Recommended Actions: 

None.  

11. QA Review: L z 12. Response Due Date:, a 
Patrick V. Auer - 10 W Days an 
Printed Name - - Signature - --- Working oays a

13. QAM Issuance Approval: 

Printed Name R. Dennis Brown Signature ..--. Date A /C -I7 
14. Corrective Actions Verified/Closure: . -15. QAM Closure Abproval: 

QAR Printed Name- Signature Date -Printed Name Signature Date

AP-16.1Q0.1 -.. .. Rev. 03/25/2002



8. [DEFICIENCY REPORT , 

OFFICE OF CIVILIAN CT 

RADIOACTIVE WASTE MANAGEMENT REPORT 

URIGINAL U.S. DEPARTMENT OF ENERGY' NO LLNL(O)-03-D-033 
S A RED STAL1P WASHINGTON, D.C. PAGE I OF 

QA: QA- 

DEFICIENCY REPORT/CORRECTIVE ACTION REPORT 
1. Controlling Document- (Document ID and Revision or Date) r 2. Related Report No.

AP-SV. 1 Q, Revision 0, I CN 3, Control of Electronic Management of Information OQA-S 1-03-002 
3. Responsible Organization: 4. Discussed With: 
Lawrence Livermore National Lab6ratory John Estiil; Charlie Warren, Victor Barish
5. Hequirem ent:

AP-SV.1Q, Section 5.2, Paragraph 4, requires process controls for electronically stored information be appropriate'to' 
maintain the accuracy and completeness when information is placed into, or modified within, an electronic information: 
management system. This can accomplished by a complete inspection of the information, random sampling of the 
information, use of checksums or cyclic redundancy checks, comparison of source hard copy to electronic input, or other 
standards and methods, as appropriate.  

6. Description of Condition: 

Contrary to the requirements, electronic temperature readings in the Long-Term Corrosion Facility vessels are 
electronically transferred into a software program (INTOUCH.32\ICF) where it is maintained as a supplement to 
Scientific Notebook (SN) SN-LLNL-SCI-241 -V1, but no evidence of an inspectiorn of the infbrmation trarisferred is 
documented. Further, following corrosion solution analysis by the inductively coupled mass spectrometry, information is 
electronically transferred through e-mail for inclusion in SN, SN-LLNL-SCI-469-V2, but not evaluated for accuracy and 
completeness as stated in the Scientific Investigation Plan described in the notebook.  

Has work been stopped? E] Yes M No

9- Does a stop work condition exist? 
El Yes 0 No El N/A 

If Yes, Check One ,- E A ]iB [IC E]D
10. Recommended Actions: 

?J wc.

11 QA Review hl 12 Response Due Date 
Marilyn A Kavchak , Printed Name S0 Working Days after Issuance 

Signature Date 
13. QAM Issuance Approval: 

Printed Name- R Dennis Brown Signature k Date' 
14. Corrective Actions Verified/Closure: 15. QAM Closure Approval: 

OAR Pnnted Name Signature Date Printed Name Signature Date

Rev 03/25/2002AP-16.1Q 1



8 NIDEFICIENCY REPORT 

"OFFICE OF CIVILIAN E] CORRECTIVE ACTION 
RADIOACTIVE WASTE MANAGEMENT REPORT 

ORIGINAL U.S. DEPARTMENT OF ENERGY NO LLNL(O)-03-D-034 

R•. Ik INAL• S .A,.0 , WASHINGTON, D.C.. PAGE I OF 

QA: QA 

DEFICIENCY REPORT/CORRECTIVE ACTION REPORT 
1. Controlling Document, (Document ID and Revision or Date) 2 Related Report No: 
AP-12.1 Q, Revision 0, ICN 2, Control of Measuring and Test Equipment and 
Calibration Standards OQA-SI-03-002 
3 Responsible Organization. 4 Discussed With: 

Lawrence Livermore National Laboratory (LLNL) John Estill, Charlie Warren, Victor Barish 
5 Requirement 

AP-12.1Q, Section 5.3, requires that material and test equipment (M&TE) is calibrated, adjusted, and maintained, as 
appropriate as established intervals, or prior to use.  

6. Descnption of Condition 

Contrary to the requirements, Wonderware In-Touch software, described by LLNL personnel as being integral to the 
M&TE located in the Long-Term Corrosion Facility vessels and exempt from the requirements of AP-SI.1 Q, Software 
Management, was not calibrated when the system's M&TE (thermocouples) were re-calibrated.  

Has work been stopped? El Yes 0 No 

7 Initiator / , A9. Does a stop work condition exist? 
Marilyn A Kavchak / V //- E]-.' El Yes 0 No [] NIA 
Printed Name Signature Date If Yes, Check One: E] A E] B E] C E] D 

10 Recommended Actions 

11 QA Review 12. Response Due Date: 

Marilyn A Kavchak 10 Working Days after Issuance 
Printed Name Signature Date 

13 QAM Issuance Approval

Printed Name R Dennis Brown Signature '.ID.te Date /,obZ 
14 Corrective Actions Verified/Closure 15 QAM Closure A proval 

QAR Printed Name Signature Date Printed Name Signature Date

AP-16.1Q 1 Rev 03/25/200,2


