
UNITED STATES 
NUCLEAR REGULATORY COMMISSION 

0 WASHINGTON, D.C. 20555-0001 

December 9, 2002 

Brian G. Pullen, President 
Trilux Technologies, Inc.  
3900-C Westpoint Boulevard 
Winston-Salem, NC 27103 

SUBJECT: NOTIFICATION OF DISCONTINUATION OF REVIEW AND EVALUATION FOR 
REGISTRATION OF GUN/BOW SIGHT MODELS TL2001, TL2002, TL2003, DNS
465 & DNS466 

Dear Mr. Pullen: 

This letter is in response to your application dated November 21, 2002, for the registration of Trilux 
Models TL2001, TL2002, TL2003, DNS-465 & DNS466 gun/bow sights. In reviewing the 
application, we find that it is lacking required information to conduct a safety evaluation. In the 
Enclosure to this letter, we have summarized the major issues not addressed in your application.  

With incomplete documents and unavailability of adequate information the NRC Staff is unable to 
complete a safety evaluation of your device. Therefore, we have discontinued the review of your
application. This Is without prejudice to re-submission of your application. When you decide to 
re-submit your application for registration, please ensure that you have Included the entire 
application with sufficient Information to allow NRC to evaluate your device. Please refer to 
NUREG-1556 Volume 3, Chapter 10 - Contents of the Application and the Review Process, Volume 
3, Appendix C - Application and Review Checklist, and Volume 8, Appendix 0 - Standard 
Requirements for Gun Sights Containing Tritium Gas Sealed in Glass Vials, for further detailed 
reference. The NUREG series of documents may be accessed through the Electronic Reading 
Room on the NRC main website (www.nrc.gov).  

If you have any questions, please contact Jonathan Rivera at (301) 415-5810, or Dr. John P.  
Jankovich at (301) 415-7904.  

Sincerely, 

"Marissa Bailey, Section Chief / 
Materials Safety and Inspection Bi'anch 
Division of Industrial and 

Medical Nuclear Safety 
Office of Nuclear Material Safety 

and Safeguards 

Enclosure: As stated 
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