
UNITED STATES
NUCLEAR REGULATORY COMMISSION

WASHINGTON, D.C. 20555-0001

July 25, 2002

Mr. Gary Robertson
President
Berthold Systems, Inc.
101 Corporation Drive
Aliquippa, PA 15001

SUBJECT: TRANSFER OF DEVICE CERTIFICATES OF REGISTRATION FROM APTEC-
NRC/CANBERRA TO BERTHOLD SYSTEMS, INC.

Dear Mr. Robertson:

As Berthold Systems, Inc. requested in a facsimile dated December 28, 2001, we are reviewing
the transfer of registration certificates numbered NR-0504-D-109-S and NR-0504-D-1 11-S,
issued to APTEC-NRC/CANBERRA, to inactive status and issuing new certificates for the
Model SH-300 Series and LS-101 devices to Berthold Systems, Inc. In reviewing the request,
we need the following additional information.

1. Since Berthold Systems, Inc. will continue to distribute these devices, please identify
how the serial numbers will be assigned to newly distributed devices and confirm that
they will not conflict with those device previously distributed by Aptec-NRC/Canberra
Industries, Inc.

2. Please confirm that you are in possession of all the referenced documents listed in
registration certificates numbered NR-0504-D-109-S and NR-0504-D-1 11-S in order to
assume compliance with the commitments made in the registrations.

Please submit the requested information within thirty days of the date of this letter and be
certain to address all the areas of concern cited herein. If you have any questions, please
contact me at (301) 415-7038.

Sincerely,

William R. Ward, P.E.
Mechanical Engineer
Materials Safety and Inspection Branch
Division of Industrial and

Medical Nuclear Safety
Office of Nuclear Material Safety

and Safeguards
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