
IlfInola Emergency Ma gement Agency
Division of Nuclear Safely

Rod R. Blagojevich, Governor

William C. Burke, Director

August 18, 2003

Edgar Bailey, CHP, Chief
Radiologic Health Branch
Division of Food, Drug, and Radiation Safety
California Department of Health Services
P.O. Box 942732
Sacramento, CA 94234-7320

Dear Mr. Bailey:

--Y ilPntis Emergency Managenent Ainc yEMA7lhere reports the apparent failure
of the shutters on four generally licensed gauging devices manufactured by NDC Infrared
Engineering. The devices are as follows:

Serial 0;
Number

2751

2966

3950

11467

Model,
Number

.Date
IEMA-orm
Informed

102 Jan 2003

102

103.

Apr 2002

Jui 2003

102 Jan 2003

For more information about this, please call me at 217-785-9918 or Mike Ewan at
217-785-9917.

Sincerely,

Steven C. Collins
Registration and Certification
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/cc: Paul Lohaus, U.S. Nuclear Regulatory Commission
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