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LEAK TEST CERTIFICATE

Issued To:
Simon Xramer Institute
Shin-min Lo, PH.D
15 Alliance Street
New Philadelphis, PA 17959

Purchase Order:

£1@ 785 5648 P.B2s82

Tests for leakage of radioactive material were performed by Ecology Services Inc. on the
following sealed sources/devices with the results as indicated.

Instrument Instrument Serial Activity Test Results
Make Model Nuwber Ysotope  (mCi) (1Ci)
Varian _ Clinac #4 20149 dU N/A <0.1

(Vartien  Clinac #6/100 20144 dU  N/A 01>
Varian Clinac #6/100 20178 du N/A <0.1

old wmd Prr Sclaylkl‘ll Concen Tresdmend Cofor,

Radiation Remarks/Levels: N/A

Date of Test:
Date of Next Scheduled Test:

(Maryland License: MD-27-061-01)
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Steverl Andrae Kelley
Health Physicist

leak Test Cenificate XNt

TOTAL P.32



