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June 18, 2001

Mr. FrederickSturz
SectionChief
Mail Stop:6F18
UnitedStatesNuclearRegulatoryCommission
OneWhiteFlint North
11555 Rockville Pike
Rockville,MD
20852-2738

DearMr. Sturz:

RE: Addition ofNew Subcontractor for the GammaMed 232 and 212 Sealed
Sources.

Pleasefind attachedtwo copiesofbothSafetyAnalysisReports,for theabovestated
sealedsources,to supportof an amendmentto addanew subcontractorto MDS Nordion
HaanGmbH. MDS Nordionwould like to amendtheUS NuclearRegulatory
Commission(USNRC) registryofradioactivesealedsourcesanddevicessafety
evaluationof sealedsourcesnumberNR-0220-S-123-Sfor theGammaMed232 sourceto
addanewsubcontractor.Similarly,MDS Nordionwould like to amendtheapplication
of April 19, 2001, to Mr. FredrickSturz,for theGammaMed212 sealedsourceto also
addanewsubcontractor.TheGammaMed212 applicationof April 19, 2001, is currently
underreviewby Mr. William Ward.

MDS Nordionwould like to addMDS NordionS.A. asanewsubcontractorto MDS
NordionHaanto manufacturetheGammaMed232 and 212sources.A copyofMDS
NordionS.A. manufacturingprocessis includedin bothreports. MDS Nordionwould
like the flexibility ofusingeitherMallinckrodt, MDS NordionS.A.oranysubcontractor
selectedunderMDS NordionHaanISO 9001 for themanufacturingoftheGammaMed
232 source.



If youhaveany questionsorrequirefurther informationpleasefeel freeto contactmeby
telephoneat(613) 592-3400extension2421 orby emailatrncharette(Zl~rnds.nordion.com.

Yourssincerely

RegulatoryAffairs SeniorAssociate
MDS Nordion

Attached:Amendmentto RegistryofRadioactiveSealedSourcesandDevicesSafety
Evaluationof SealedSourcefor theGammaMed232, Amendmentto Registry
ofRadioactiveSealedSourcesandDevicesSafetyEvaluationof SealedSource
for theGammaMed212.

Copyto: Ann WarbickCerone,MDS Nordion

Marc-AndréCharette


