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SATISFACTORY FINDINGS: 
Surveillance activities were performed in the Sorption Laboratory to  determine if corrective actions identified on 
Nonconformance Report 95-01 have been effectively implemented. The nonconformance report identified labels for reagents 
and standards were not referencing the Scientific Notebook control number and page number during preparation. In addition 
the Sample Control Log did not reference the correct storage location for samples and subsamples. The surveillance found 
that based on a review of reagents and standards performed on July 21, 1995, correct information is now being recorded or 
the appropriate containers. Additionally, the Sample Control Log was updated in May 1995, and now references the correct 
locations of samples and subsamples. This surveillance satisfactorily closes out Nonconformance Report 95-01 . 

UNSATISFACTORY FINDINGS: None 

NONCONFORMANCE REPORT h0.: None 
II 

ATTACHMENTS: Attachment A identifies which reagents and standards were reviewed during the surveillance. 

RECOMMENDATIONS/ACTIONS: 
None 
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1 .O Normal HCL 

8.0 Normal HCL 

1M Sodium 

SURVEILLANCE REPORT # 95-07 ATTACHMENT A 

SCIENTIFIC NOTEBOOK CONTROL AND PAGE NUMBER 

075174 

075174 

075173 

REAGENTS 

u238 5 PPM 0821 169 

STANDARDS 
I 

i 

11 STANDARD 1 SCIENTIFIC NOTEBOOK CONTROL AND PAGE NUMBER II 
~ 

0581210 (I (1 u238 1,000 PPM 


