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SURVEILLANCE SCOPE QA surveillance to verify labeling of shelf items in the Hydraulic Characterization Lab area. The 
surveillance took place in SwRllCNWRA Bldg. 51. 

REFERENCE DOCUMENTS: CQAM Section 8.3, Identification; QAP-004 Surveillance Control, Section 3.3 and 3.4. 

STARTING DATE: 6/1/95 ENDING DATE: 6/1/95 

QA REPRESENTATIVE: 6. Mabrito 

PERSONS CONDUCTING TESTIEXAMIACTIVITY: K. Meyer James 

SATISFACTORY FINDINGS: 1 ) Fisher chemicals, including Sodium Chloride (Certified ACS), Methanol (Certified ACS), and 
Magnesium Chloride (Enzyme Grade) were in containers that were appropriately labeled; 2) Test media, synthetic ground 
silica, was labeled "Test 7 Media;" 3) Aluminum Oxide used in the Thermohydrology Research Project was so labeled; 
4) Bottled Mercury, used in the Manometers in the Lab, and Propanol, used for cleaning of the AquaLab CX2 instrument, 
was appropriately labeled; 5) during the surveillance, one container of Calcium Hypochlorate 65% by weight (labeled) with a 
heavily corroded metal cap was removed from the cabinet because of the corrosion. 

There were no unsatisfactory findings concerning this limited scope surveillance. 

NONCONFORMANCE REPORT NO.: NIA. 

ATTACHMENTS: None. 

RECOMMENDATlONSlACTlONS: None. There was a discussion with Mrs. James regarding CNWRA scientific notebooks 
and reference to an instrumentlequipment calibration surveillance to occur in the near future. 
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