
h 

CENTER FOR NUCLEAR WASTE REGULATORY ANALYSES 

NONCONFORMANCE REPORT 

Project No. 20-5704-020 NCRNO. 95-04 

PART 1: DESCRIPTION OF NONCONFORMANCE 
During CNWRA Audit 95-01, one of the SwRI auditors could not be shown objective evidence that one 
of the calibrations on the Thermohydrology Research Project took place. The calibration of the 
datdogger, Fluke Hydra serial number 5777560, had been performed twelve (12) times, but one of the 
calibration actions had no objective evidence to support the action. 

Initiated by: Bruce Mab Date: 
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Action to correct nonconformance: h, - 
Target date for completion: 
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Proposed by: f- Date: 7 / 7 / 9  T 

PART 3: APPROVAL 
Element Manager: 

Director of QA: 
Comments/Instructions : 

PART 4: CLOSE OUT 
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