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+ CENTER FOR CLEAR WASTE REGULA RY ANALYSES 

NONCONFORMANCE REPORT 

Project No. 20-1402-571 NCRNO. 98-08 

PART 1: DESCRIPTION OF NONCONFORMANCE 
Omega Microprocessor thermometer model HH22 serial number T-94140, was found out of tolerance at temperatures 
below -300 degrees F 

Initiated by: Darrell S. Dunn 

PART 2: PROPOSED DISPOSITION AND CORRECTIVE ACTION 

Date: 6/19/98 

Disposition: Accept test results that used this instruments as-is 

Basis of Disposition: The instrument has not been used to measure temperatures below room 50 degrees F. In the 
temperature range used the measured temperatures were within tolerance. See NCR 96-03 for previous Basis of 
Disposition for this instrument. 

Action to Correct Nonconformance: Instrument was adjusted to meet manufacturer specifications. 

Target date for completion: 7/n/pg 
b 

Proposed by: Darrell S. Durn Date: 6/19/98 

PART 3: APPROVAL 

I Element Manager: r / .  d’ Date: 

PART 4: CLOSE OUT 

Comments: A / d d  

Verifiedb -u . Date: H/w 
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Certificate of Calibration 
9 December 1997 

lssu Man NCE 
Description: MICROPROCESSOR THERMOMETER 
Serial Number: T-94140 
Asset Number: 001997 

Temperature: 75 Deg.F Humidity: 40 %RH 

ICalibration Information b 

are on file and available for inspection. 

The uncertainty of the calibration was sufficient to determine that the instrument met the manufacturer's 

Interval: 6 months Received: Out of Tolerance 

Next Calibration Due: 9 Jun 98 

RemtXJT OF TOLE 
[Out of Tolerance Data I 
The unit was found to be in an Out of Tolerance condition as indicated below. An evaluation should be made 

CE bytheusert 

C?U STD 
AS RECEIVED AS RELEASED 

( T 1  - J T/C) 
-340.0 DEG.F -342.1 DEG.F -341.3 DEG.F +/- 1.42 DEG.F 
-300.0 DE 
-200.0 D O  
-100.0 DE 
-10.0 DEG.F -11.1 DEG,F -10.6 DEG.F +/- 1.09 DEG.F 
10.0 DEG.F 8.9 DEG.F 9.9 DEG.F +/- 1.09 DEG.F 

-200.0 DEG.C -201.2 DEG.C -200.2 DEG-C +/- 0.8 DEG.C 
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