______

SOUTHWEST RESEARCH INSTITUTE
Department of Quality Assurance
Calibration Laboratory ¢ 522-5215

WORK ORDER
WORK ORDER # - 145 asseT# 01577 DATE %0 9@ %

ITEM DATA:
Manufacturer _ULlLoon Model Of() i dla.
Description ,?ﬂ(’&(w &Q“@Q Serial # _ 7577
Accessories N : { . A

ACTION REQUESTED i // Ml loce use

custonian R0, fan e

Turned in by: W\Q\\"‘ Fhﬂ&f’mwf Phone 41‘5?;0

CHARGE # 20,014, 169 Date Required

INSTRUMENT USED ON:  [] (DOD/NASA) [A(NUCLEAR) [](GLP) [1(SPPE) [1](ISO)
[JOTHER ‘,

COPY OF CALIBRATION CERTIFICATE [/1(Yes) [1(No)
NEW WORK Llyes |Z|No If yes, an evaluation shall be made to verify capabilities.

By th‘ ) __ Date OQf{)'qq

Work involves proprietary/confidential information or equipment [ ](Yes) (No)

CONDITION RECEIVED: Out of tolerance
z/ln tolerance
— Damaged (Contact customer) .
____ Contact ' Date
—  Received into system, introduced or reactivated

52092

ACTION TAKEN: (Calibration/Repair/Parts)CA,Q

CAL ENVIRONMENT:

Temperature GV oF Humidity 2l L %R
CALIBRATED/@ M

By L Q/ __, CalProcedure CLLC P~ PT-ov!  Twn %9

Date (0-6-19 _ Accuracy __*2 Z

Cal Interval b vy _ Reliability Code ‘

Next Cal Due H=l- 0V Cal Time __/. ¢ Repair Time

Standards used (Asset #) __S_ 259

DATE COMPLETED l0-¢-99

DATE PICKED UP _10- 7»0«3\ PICKED UP BY
SwRi Form QA-174-0




PRESSURE CALIBRATION DATA SHEET

Date /0-£-99 Work Order 2(Z JJ_  Technician %/m/

Inst Cust. Awne Mcrie Ext___ Charge #20-01402-/$9 time / ¥

A) Unit Under Test IZaCs i ( 2 as

Model Serial No. 75727  AssetNo. 7§ 7

Range S0"HaVee Uncertainty 27 ES(z0.¢"Hy) Std Unc
B) Calibration Standard (1) __Mgrsor

Model _SpD/Y  Serial No. 340119/3 _AssetNo. <2 <9

Uncertainty =+ 0.003 Py (0oL Hy ) Std Unc

C) Calibration Standard (2)

Model : Serial No. Asset No.

Uncertainty Std Unc .~ ,

Comb Unec (rss B&C) *+0. 004" Hs TUR (A Unc/Comb UanDe/ /)

If less than 4:1, Total combined calibration Unc (kKXrss) J

k= Explanation

Env: Room Temp. _ £ 8'F Humidity __ 42%  BaroPress. £9./8 8" He

Conversion Factor(s) " Ha @0 ‘Q&Q 1] S'g ) = ‘>5)

STANDARD INCREASING DECREASING | TOLERANCE: +p, (“).(ﬁ

UNITS: "}y, [UNITS: w7, | UNITS: ysy | ONITS: ")a

AS FOUND i ‘ MIN MAX
(®) —_ — - 0. ¢ Ot
S 5.7 -1 9.y S L
/O /0.0 (0. ] 3.4 100
2 /5.0 /SO 4. Y4 /S L
20 2o 20.0 19.¢( 20.L
2y 25.2 A2 249. Y 2. L

AS DELIVERED
/,/"\7%(/

I

NOTES: Page | of (




