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SURVEILLANCE SCOPE:

Measuring equipment calibration verification; geochemistry and corrosion labs.

REFERENCE DOCUMENTS:
N/A

STARTING DATE: 1/8/92 ENDING DATE: 1/8/92

QA REPRESENTATIVE: R. D. Brient

PERSONS CONDUCTING TEST / EXAM / ACTIVITY:

B. Pabalan & N. Sridhar

SATISFACTORY FINDINGS:
I...................................................................................................................................................................................................................................................

1. Verified calibration of two mettler balances in the geochemistry lab, both due for recalibration in

May 1992.l May 199....................................................................... .......................................................................................................................

2. The Corrosion Lab has two potentiostats (for slowstrain rate tests) and two torque wrenches that are

due for recalibration, but have not yet been used. N. Sridhar will check into extending these
I...................................................................................................................................................................................................................................................

current calibrations due to lack of use.

3. During the surveillance, the ESC 440 Potentiostat and Keithley 614 were removed from service for recali
I .................................. ...............................................................................................................................................................................

4. All other Corrosion Lab equipment, i.e., PH meter, multimeters, and potentiostats, were in calibration

UNSATISFACTORY FINDINGS:
None ............................................................................................................................................................................................................................

...........................................................................................................................................................................................................................
NONCONFORMANCE REPORT NO.:

None
ATTACHMENTS: None

RECOMMENDATIONS / ACTIONS
None

...................................................................................................................................................................................................................................................

,........................................................................................................................................................................................................................... ...... .................
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