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On-Site Contamination Check/Leak Test Certificate
4344008

Upstate Group, Inc. f

11000 Curie(s) of Cs-137 as of 8/8/1998

Mounted in Device 143-45 Device Serial Number 2085

Contumination/Leak Test Results: :':_ 5 .00E"03 uCi on 4/16/2004

Ludlum Madel 2200 s.n. 106784
Leak Test Analyzed By: E¥ik CaPufal

NOTE:

ON-SITE LEAK TEST/ CONTAMINATION CHECK ARE PERF ORMED BY TAKING A
SMEAR ON THE AREA(s) OF THE DEVICE MOST LIKLY 70 DETERMINE IF THE
SEALED SOURCE(s) ARE LEAKING
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