APPENDIXB .. -

NUCLEAR MEDICINE INSPECTION FIELD NOTES" .
L s n Regxon I

Inspection Report No. -~ .. . . A License No. 2-4 ..... 2.-. CS97-D)
Licensee (Name and Address): =~ . ™" " Docket No. O80D ~ ) 9G42-
SZ /v)az,.;..f/ f,u ..... S
..../.8.5...Ce.n_vl&/ Y R
Licensee Contact: (pyia Locked.........  Telephone No@&) .?f%é 2043
Last Amendment No. g3 Datc of Amendment | 6 ~30-G 2.
Pnonly L

Program Code:

( ) 02110 - Broad Scope SR (V)'/2120 Limited

( ) 02121 - Custom o () 02200 - Private Practice - Limited

( ) 02209 - In Vivo ", () 02201 - Private Practice - Custom

( ) 02210 - Eyc Applicator © - () 02220 - Nuclear Medical Van

( ) 02230 - HDR ( ) 02410 - In Vitro

( ) 02400 - Veterinary ( ) Other - .
Date of Last Inspection /£ ~ 23—*9”1) _______
Date of This Inspection - 2~93
Type of Inspection: () Annmmc&cd ' (V)/Unannounccd

(&rRoutine - ( ) Special
( ) Initial ( ) Reinspection

Next Inspection Date c-g9b5 (u’ﬁonml ( ) Reduced ( )l_\lendcd

Summary of Findings and Action:
(¢4 No violations, Clear 591 or letter issued
( ) Violatons, 591 or leter issued
( ) Action on Previous Violations

Inspector: | . P 20 270 g A S S Date: &€~ 2/-923. .. ...

ot e -1

(Signature) ' /

"All areas indicated in ficld notes are not required to be addressed during cach inspection.
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ORGANIZATION " S
a. Organizational structure meets license requirements (L/C) v)/ Y ()N _

Remarks: Vcr 57:4416 A{n'f,/;\,& Yun. b d}&. Archotivces. 10f Mewoi U
BextRa. 'Peter—Staken. 1o, M. MMM Loria.l c.zéo/-m
Viao ﬁrwc!&w/ f cv/a}AM ..... W Z/WQM

/de MPM(M Heodid 77 )

..........................................................................................

b.  Use by authorized individuals [35.220)(2)] (v( Y ()N

Remarks: %ww W(W Ngfi’w at~

Con b fos 0 %AfrWCMaoh et
Licewar). ..../Lu/u..» &wi nu. Wm.w&mffmkﬁasﬁzr}-

C. Radiation Safety Committee ( ) N/A
(1) Membership as specified in [35.22(a)(1)] (7Y ()M
(2) Mecetings held quarterly [35.22(a)(2)] ()YY ¢
(3) Quorums established per (35.22(a)(3)] ()Y (R
(4) Has sufficient authority per [35.23] (n/)/Y ()N
(5) Commitiee reviews conducted per [35.22(b)) (LY ()N
(6) Rccord of Committee meetings [35.22(a)(4)] (Y ()N

Remarks: /Vv yecrrelho . G roeeh. helol i AZ» 3B @W&of /97?_
.9»\4,% meer s Al e M ArThe. 4 ...... ﬁx,. 7!1,‘_“_“4

d. Radiation Safety Officer

(1) Appointed {35.21(a)] ( ( )N

(2) Fulfills duties per [35.21(b)] (<Y ()N

(3) Has sufficient authority per [35.23] ( ()N
Remarks: Zs';cw;,u_ CWRSA?%M q))CIﬁ'p-(/V/eCm‘gMJ
gj - 0»«0/‘&—{4/....5 ....h’?v.)./?r.\/fr.f!’.v. ..... Mm%v}‘ij’ -
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e Visiting authorized user ’ ‘ ( N/A SR
o ‘ ‘-‘-“*‘:"ﬁ*:,‘-l"“ e .;}"_r:“f. Srenee e Sy iy o :
(1) Has written permission [35. 27(a)(l)] ( ) Y ( ) N

(2) Copy of visitor’s license ‘onfile {35.27(2)(2)] - 0 (YY ()N
(3) Performs only those procedures authorized on ’ :
visitor’s license [35.27(a)(3)] - ()Y ()N
(4) Uses material under licensee’s license for
sixty days per year or less [(35.27(b)] ()Y ()N
(5) Records maintained 3 years after last visit [35.27(c)] ()Y ()N

2 11 ¢ <N
f. Mobile Nuclear Medicine Service - ( WA
(1) Licensce uses mobile nuclear medicine services [35.29] ()Y ()N
(2) Licensee operates mobile nuclear medicine services |
[35.29,35.80] ) L e ()Y ()N
Remarks: ............. e PR ﬁ_ ........ R A
2 Inspection History ( ) N/A - Initial Inspection
a. Last inspection conducted on | (/e LW .2.—.3.. A 2
b. Violations or deviations were 1dent1ﬁed . . - ()Y (YN
c. Response letter or 591 dated &MV 23 j G9%p.......
d. Violations from Previous Inspectlon S
Requirement Violation = .. . Corrective Action Taken (YIN) ~ Status

...................................................................................................

...................................................................................................

..................................................................................................
...................................................................................................
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..........................................................................................
.........................................................................................

..........................................................................................

3. SCOPE OF PROGRAM

a. Licensee has multiple authorized locations of use _ ()Y (
b. If so, list location(s) inspected

..........................................................................................
..........................................................................................

%z Bc ... ./.):?.'.‘1.‘:1.:'. L@«'-Jo«.—.s/rkm At rmnneshemde
CBF N A (\,W ......... l nn A’{CIL C'—’L Mrﬂ'f ............................

Indicates presence at exit meeting

d. Briefly describe scope, including types of use involving byproduct material
frequency of use, staff size etc.

Te= 1'1»\. ....... .'E.J‘IA J*Lu( M(Z Gafé'7 a,.NI_ écaxw
L1340 o LMQC%MJ&D c?,. L)y, 31%-&;“ l";‘)'L)
o~ 2 Po»‘wwlg/mfol;ﬁg,}x/o{,‘f - Al onman.........

e. Radiation safety changes pursuant to [35.31] (V)/Y ( )N ()N/A
f. Records of changes maintained [35.31(b)] (V)/Y ( )N ()N/A

Remarks: . s> lslémlc{
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4.  INTERNAL AUDITS QR__IngECFIQNs_

SEYE NN EI Nl Ly A e e e .3 e
R I e ERRE te ;3,;. IR 5 s . TAGS S
: : )

_a. Audits or inspections are conducted '» o ( (/)4 ()N ()N/A

(1) Audits conducted by WW (m haed... Te: M :
(2) Frequency /}M ..................................................

b. Audits are required by license condition - ( '34( )N
c. Records maintained (1/)/( ()N
ReMarTKS. L i

..........................................................................................

..........................................................................................

..........................................................................................

..........................................................................................

a. Instructions to workers per [10 CFR 19.12] (l/)/Y ()N

Remarks ©........coooieivnennoo... TR

b. Training program required [L/C] , (V)/Y ( )N NA

(1) Training program implemented | ("(” ()N

(2) Retraining program required ' (Y ()N

3) Rctrammo program 1mplcmented _ (")/Y ()N

(4) Records mamlamcd B : (<Y ()N

ReMaArKS . e TR
c. Supervision of individuals by authorized user in accordance

with [35.25] , ‘ (M ()N

RemIarKS . e

Appendix B, $7100 B-3 Issue Date: 02/19/92



O o D

ressaii il deblie,
e S el

FACILITIES AND EQUIPMENT = & Dot ALA L

o

( a. Facilities as described irMicense application

"« Remarks .................... J .........................................................

..........................................................................................
..........................................................................................
..........................................................................................

b. Areas for storage and use of RAM

(1) Adequate method used to prevent an unauthorized
individual from entering restricted area (V% ()N
(2) RAM is secured to prevent unauthorized removal
from an unrestricted area [20.207) (Y ()N

Remarks . 771:.')«; vtae.. no.. WL(O/’)’M?\AAC’W &/—rr‘oe YR

ol

e T

c¢. Dose Calibrator ' ( ) N/A
(1) Licensee possesses and uses dose
cahibrator(s) per [35.50(a)] ( W ()N
(2) Constancy checked per [35.50(b)(1)] (WY ()N
(3) Linearity tested per [35.50(b)(2)} (WY ()N
(4) Accuracy tested per [35.50(b)(3)] (\/)/Y ( )N
(5) Geometry dependence tested per [35.50(b)(4)] @Y ()N N/A‘
(6) Readings mathematically corrected if linearity error is
greater than 10% per [35.50(d)] (4")/' ()N Ayﬂ"'
(7) Records maintained [35.50(e)] &Y ()N
(8) RSO signs linearity, accuracy and geometry %4‘
N / dependence tests [35.50(e)] ( (‘/’/N
C
Remarks Lifnﬁ-m‘.t‘]. it*é\’lawf}vw——-( o~ D) Gar. Ol o~
A N N N O v Akfj;wuﬁ. . /rU-Hm RS
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d. Survey instruments | L C )N/A
8 (r‘\t ‘ g T

(1) Appropriate operable survey mstruments possessed per

[35.120, 220, 320, 420] or available per [35.520] _ ( Y ( )N .
(2) Calibration performed as required by [35.511 ° =~ ~° - . ( ()N
(3) Records maintained [35.51(d)] - (u)/( (N
(4) Proper operation checked with check source

per [35.51(c)] ) Y ()N NI

Remarks . L. ). C’/cn»vte( Pw—ﬂ Jt(/ V‘e)ﬂ?cu? (2 )ng/c. ena
o NmMT. aym/a,él«.— /YWW U e

..........................................................................................

c. Syringes containing RAM properly labeled and shiclded

unless contraindicated per [35.60] A ()Y ()N NL
f. Vials cdntaining RAM properly labeled and

shielded per [35.61] ()Y ()N NI
Remarks .. Soe <. . Xewnacale . .zw:. .. l l’(»vv\ . Q_D .. W’_’)M ...................

...........................................................................................

7. RADIOLOGICAL PROTECTION PROCEDURES

a. Radioactive material used in accordance with
current procedures [L/C] (VY ()N

Remarks . . e e

b. Individuals® understanding of currcnt proccdun,s 1S adm.qualc

(1) in general rules for safe use of RAM T | ()Y ()N NT.

(2) in emergency procedures ()Y ()N
Remarks . /lq.. e mnj )’WL, dncla c‘vLQ( /&,«-/ =~ Ho
N/Y]T..,‘.\?..»...tL,;‘“....C\\x.\,\.uv A /'('1 o ’[\vwh--/t- 5;4)»1,\,3 ./7\‘)
/L& N ATl o e e e

...........................................................................................
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8. MATERIALS ‘ : - ST - e
a. Licensee uses unit doses T (V){( )N
b. Licensee uses generators s ()Y (X -
c. Licensee possesses sealed sources or
brachytherapy sources per [35.59] . : (\X( ()N
d. Isotope, chemical form, quantity and use as.
authorized [L/C, 31.11, 35.100, 200, 300, 400, 500] (\X/( ) N
2 00 U @ <3
¢. Molybdenum-99 breakthrough (VY N/A
(1) Test performed per [35.204(b)] ()Y ()N
(2) Records maintained per [35.204(c)] ()Y ()N
ReMaArKS .o e
f. Leak tests and Inventory
(I) Leak tests performed on scaled sources and :
brachytherapy sources per [35.59(b)] (\—ﬁ ()N
(2) Inventory of scaled sources and
brachytherapy -sources per [35.59(g)] (1/)/ Y ()N
(3) Leak tests records in microcuries ~rY ( g)/
(4) Leak test/inventory records signed by RSO (Y (YN
(5) Records of leak tests and inventories )
maintained for 5 years . ( ‘)/Y ()N
N/é Rcmarks ./mcu/‘.-d....ié‘«. ..... '/‘:....;7’?.?.7.(’..}.- ..... 7.—./4...(,’.L.).. l5-.§ §L
- WES W Sa S I PO MW@/*‘&/QW ............

Mt g g M RSy UUUUUUTR
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9.  RECEIPT AND TRANSFER OF RADIQACTIVEMATERIAL . .. . ococo.

SORTRIN T bRt o R SaamR
a. Describe how packages are received and by, whom: ( YNA NI
b. Opening procedures established and _ '
followed per [20.205(d)] : (u)/( ()N
c. Incoming packages wiped per [20.205(b)] ( v)’{ ()N
d. - Incoming packages surveyed per [20 205(c)] S (\4/\’ ()N
e. Transfer(s) performed per [30. 411" ()Y ()N N A
f. Records of surveys and receipt/transfer: L
maintained per [20. 401(b) and 30.51] (DY ()N
Remarks . /el/u-rp{a mwas .. YW&MM{ M&W M
......... 477){4\,({,‘2 A}AM Cde...../.\ltl...lDfr‘\-wwL L\,‘Lw(m
et an.. .. N2, rr Zor cANANL A e e
10. AREA SURVEYS ( ) N/A
a. Ambient exposurc rate surveys conducied
per [35.70(a),(b),(c)) - &Y ()N
b. Contamination surveys conductcd
" per [35.70(e), (D) ' 7Y ()N
c. Trgger levels established [35. 70(d) ©)] (")/Y ()N
d. Exposure rate survey records in'mR/hr : (V)/Y ( )N
e¢. Contamination survey records in dpm/100 cm? (? ( )N
f. Records maintained per [35.70(h)] - : - (MY ()N
Remarks ... e
1. RADIOPHARMACEUTICAL THERAPY S () N/A
a. Licensee provides safety instruction per [35.310] and
implements safety precautions [35.315] or cquivalent [L/C] ()Y ()N N_’,'_’__
b. Patient room contamination surveys per [35.315] = ()Y ()N
c. Releasc of paticnts containing
radiopharmaccuticals meets [35.75] | (WY ()N
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d. Thyroid burden measured on 7 individoals m\folved x4 '35 SHEHAPIAST A T
in dose administrations [35. 'HS(a)(8)] ()Y ()N
e. Records maintained : ()Y ()N
?‘.V\.C)r .........
12. BRACHYTHERAPY : (l/){/;\
a. Licensee provides safety instruction [35.410] and implements
safety precautions [35.415] or equivalent [L/C] ()Y ()N
b. Patient surveys performed per [35.406) - ()Y ()N
c. Release of patients containing permanent
implants meets [35.75] ()Y ()N
d. Release of patients treated with temporary
implants meets [35.404] ()Y ()N
e. Brachytherapy sources inventoried per [35.406] ()Y ()N
f. Brachytherapy source storage area surveyed
quarterly and record signed by RSO [35.59(h)] ()YY ()N
2. Records maintained ()Y ()N
ReMarks .
13. PERSONNEL RADIATION PROTECTION - EXTERNAI
a. Film or TLD supplier Z—M’JW __________ _Frequency /)_)_»,_J[:,_,L/_.
b. Supplier is NVLAP - approved (u)/( ( )N

c. Reports reviewed by | .ffe—e=ttt P/(?/.\,.,(W,('ﬁuqucncy m

period /N =91 to (0= F21e

d. NRC inspector reviewed personnel monitoring records for

e. NRC forms or equivalent

(1) NRC -4 ()Y ()N Complete ()Y ()N

(2) NRC -5 (Y ()N Complete (9Y ()N
f. List maximum exposures (millirems):

(1) Whole Body [ 7 U pyges. () Extremity 7 e
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g. Licensee has implemented an ALARA prooram '[35 20] " h(% S ) N _
ST G o A St
Remarks a'ch—-r Te,o’v MW potaa. af .3480.. "hf‘bw»
v hRfeied VRO Y2 Z/W de/c/v»w—:e JA-J‘ s, AJ/L’ N2 ,
Attt A B0 G ) .ii;;.y.Mzc.mAM e

14.

I5.

m‘&’ﬁuy va,hl\;eq‘ MC ¢.Q.°yw+ O‘dthfw : 24 .
PERSONNEL :{ADIATION PRO’I‘ECTION - INTERNAL ) A )'NIA )

a. Potential for exposure of individuals to airborne RAM exists ~ - ( B’{ ()N
b. Monitoring for airborne radioactivity conducted per 20.201(b)

~ to meet [20.103, 35.90 and 35.205] - . ()Y ()N N
~ ¢. Records maintained [20.401, 35.205, and L/C) s ()Y ()N
d. ‘Bioassay program nnplcment(;d as described in '
correspondence with NRC L ()Y ()N
RIS ..o e
e. Radioactive gases
(1) Clearance time and safety procedures
arce posted {35.205(d)] . ( 134 ( )N
(2) Reusable collection systems checked monthly (Y)Y (YNNZL
(3) Ventilation rates checked each six months , ‘ -
for negative pressure [35.205(¢)] )Y (U'N
Remarks Kv:n; :.k..»‘:‘-w;. .Ylv/g . .c..L..-.(f[(,.'..uk..., m AT ,qw‘, oo L

bk M Ao ermhrrannnR L\, ru&w;w}.w Ve =3\ em Lok o

RADIOACTIVE EFFLUENT AN_bWASTE DISPOSAL

a. RAM in efflucnts to unrestricted areas’ - ()Y ()N
b. Release in accordance wilh regulatory fimits [20. 105(a)] ()Y ()N
Remarks ... .. ... e

..........................................................................................

.............................................
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! "' ' 1 4 ﬂ,‘..(; - A2l rf:\ !f.;:!}; SR e ke ekt
d. IfLLW is stored bccause access to a burial site has - ' :

been denied, answer (1), (2) and (3) below:

(1) Adequate control of waste Storage is miaintained P ¢YY ()N
2) Package is labeled and packaoe mtegnty . erel ai
is adequately maintained S 2 ()Y )N
(3) Adequate records of surveys and material -
accountability are maintained ()Y ()N

e. Disposal of waste in accordance with regulatory

requirements {20.301 and 35.92] : ()Y ()N
f. Decay-in-storage waste disposed per [35.92] ()Y ()N
g. Records maintained {20.401(b) and 35.92(b)] ()Y ()N

Remarks ...oovotei e e

..........................................................................................

..........................................................................................

16. NOTIFICATIONS AND REPORTS

a. Licensee in compliance with (19.13] (‘/)/Y ( )N ()N/A
(reports to individuals)

b. Licensee in compliance with [20.204] ()Y ()N (L)f(/;\
(theft or loss)

c. Licensee in compliance with [20.403] ( 13/\’ ( )N ()N/A
(incidents)

d. Licensee in compliance with [20.405] (Y ()N ()ON/A
(overcxposures)

Rcmarl\saqe,/\ YM. ,J.e./ﬁ/..é,ecm ved.. SY4Z0. m vt b A Mok - A
J[\k..l.\.h. v»».~..<4rAp;-\-v\~& )/C._r f‘\k ..yx-ﬂ[lb ,6&».,‘ { LA < M o~

(-fJC'ML“!‘ L F}— I’JA/hAJ/)W’M-JYU‘ICL%K C.—u%( d“,)\ﬁ))\v\,__.\
Jll N, . /uv )’Lk«\ .Ao_y(ax— AWM cte,.l-m.,nwm..&fu-//ﬁn

N S N - R Ml’ 1,!440;-4( -QQ(W ..........................

..........................................................................................

17. MISADMINISTRATIONS

a. Misadministrations have occurred ()Y (V)’ﬁ

(1) Diagnostic ()Y
(2) Therapeutic ()Y ()N

b. . Licensee in compliance with reporting therapeutic

misadministrations [35.33(a), ()] ()Y ()N %
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c. Licensee in comphance with reporting dlagnostnc
misadministrations,”if required {[35:33(c)}sua i sprn i - -l ()N

d. Appropriate action taken to prevent recurrerice - ()Y ()N

e. Records maintained [35.33(d)] . ' C ()Y ()N

Remarks ............ PPN SO S P

el

..........................................................................................
...........................................................................................
..........................................................................................

..........................................................................................

18. POSTING AND LABELING

a. Form NRC-3 "Notice to Workers" posted | (\/)"6 ()N
b. Other posting and labeling per-[20.203]} ~ MY ()N
Remarks ......................... e e
19. TRANSPORTATION (10 CFR 71.5(e) and 49 CFR 171.189)
a. Licensee makes shipments of RAM ()Y (YN
b. If so, describe shipment content and method:
c. Licensee is aware of 10 CFR.61:requirements ()Y ()N (2/21\
d. Licensee classifies and charactenzes waste ()Y ()N (IN/A
e. Shipments
(1) Authorized packages used [173 415 416] ()Y ()N (ON/A
(2) Package type used ... ... SRUURL U ' '
(3) For DOT-7A packages, performance test record
on file [173.415(a))] ()Y ()N OMN/A
(4) For special form sources, performance test ,
record on file [173.476(a)] ()Y ()N (c)l( /A
(5) Packages properly labeled [172.403, 173.441] - - . ()Y ()N (Y N/A
(6) Packages properly marked:[172.300] o ()Y ()N (HYN/A
(7) Proper shipping papers prepared S
and used [172.200-204) ) N "* ()Y ()N (3N/A
Remarks ......................... SO } ................................. e,

..........................................................................................
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f. Licensee makes return shipments of radiopharmacy doses:y1:.(-). Y :(2): N ()N/A 2

(1) If YES, licensee assumes responsibility of . :

all shipper requirements . ()Y ()N
(2) If NO, describe arrangements made between licensee and

radiopharmacy as to performance of shipper responsibilities:

..........................................................................................
..........................................................................................

..........................................................................................

20. RECORDKEEPING FOR DECOMMISSIONING

a. Records of information important to the safe and effective
decommissioning of the facility maintained in an independent
and identifiable location until license termination [30.35(g)] ()Y ()N N
b. Records include all information outlined in [30.35(g)] ()Y ()N A’

ReMATKS

21. INDEPENDENT MEASUREMENTS

a. Survey instrument used LL\«”/».W . /'-//\’. o
b. NRC Serial No. ... %2 T8 ...
c. Inspector’s measurements were compared to licensee’s ()Y ( v)/N

d. Describe the type and results of measurements:
. /M ZFVA Lttt AR L 61»..4( A NS o /tt‘\ R SRS ( ..
A b, /em Lt e

22. BULLETINS AND INFORMATION NOTICES

a. Bulletins, Information Notices, etc., received by the licensee ()Y ()N
b. Licensee took appropriate actions in response to
Bulletins, INs, elc. ()Y ()N
T o ‘A - — /Q—f‘ {e &
Remarks ..//..44«.fr£744wdf’.. Mléﬂuue/{ v 2A, .. /?.J%MOYK —t.0. f’t‘,{/
.J’C L~ ‘-( . \L N l /\\ .. ./.(.'I.L.af L34 W f[T:“‘— IA- . "’/ b L S L - .j‘.‘g!1. ——— -.;2,\_;,(
C‘\..y O-}L, ..... Covys ).’.‘f.;y.\z ).»‘.(-"\ o o )\7-\—‘ ."'[\,&-. . <.
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24. LIST OF VIOLATIONS

A, 1ocrR 38:.205.¢8).. the licensee used radioactive xenon-133 gas in
the nuclear medicine scanning room and did not measure the ventilation rates therein e

from June 27, 1991 to June 2, 1993.

..................................
.............................
...........................

B, lOCFR..5:5.5'.-.50.&-.).(.3)., as of June 2, 1993, the licensee's record of the quarieﬂy
lmez_mty test of its dose calibrator performed on March 10, 1992 and June 8, 1992 did
not include the signature of the Radiation Safety Officer.

C. IPCER 3‘:3.53(4)

D TR ;". 56 (9] .
FR.E50.59.09). + as of June 2, 1993, the licensee's records of physical
inventories of its sealed sources conducted on April 30, 1993, January 26, 1993,
October 26, 1992, July 16, 1992 and May 8, 1992 did not contain the signature of the

Radiation Safety Officer.
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InSpembr . S'a’:{éﬁff..l.pd{,’
1nspecuon Date...... &-2793.. '

a. Lack of senior management involvement with the radlatxon
safety program and/or Radiation Safety Officer (RSO) oversight ()Y OQ N

b. RSO too busy with other assignmeﬁts | ()Y QQ N
c. Insufficient staffing ()Y QN
d. Radiation Safety Committee fails to meet or functions inadequately ( ) Y ()() N
e. Inadequate consulting services or inadcq(;atc audits ()Y (XN

Remarks (consider above assessment and/or other pertinent PEFs):

TJhe  diceneid. . aedichis. i lil . cim . Tindsy. )89 ..
T eno. . e . samelesn.. rvu—cciul‘«»«. :/4.41{\/ DA //,..Tb;._

/\fz,/;‘ '/MMMOMW/ / Qo . fnbé&é;‘?....:.

c’wuf(ff ..Am..Mf.a..TM.../Wf » .M../\/&WM&)..&J,.

..........................................................................................
..........................................................................................

..........................................................................................
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()
QUALITY MANAGEMENT (OM) PROGRAM

T T
[PPSR SIS

i
A S T M i -

oAy

NS g~ oy

GENERAL
a. License number(s): .4 92208 97=01)...........
b. Docket number(s): Q301996 ...
c. Last inspection date(s):  ........ (€ — 22 ~9C.........
d. Current inspection date(s): ........ L= 2. S 70 ST
MODALITIES
a. Procedures the licensce performs:

(1) Teletherapy Y

(2) Gamma Stereotactic Radiosurgery Y

(3) High-Dose-Rate Remote Afterloading Brachytherapy Y

(4) All Other Brachytherapy Y S

(5) Nal 1-125 or I-131 > 30 microCi 2

(6) Therapeutic Radiopharmaceutical Other than (5) Y
PROGRAM

a. Licensee has a written QM program, as applicable,

that covers all policies/procedures that require a
written directive and program review [35.32(a) and (b)(1)]

b. Written QM program and certification (for existing

Remarks

licensees) submitted to NRC [35.32()(2)]
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4. SUPERVISION

I

a. Supervised individual(s) instructed in the QM program
applicable to the modality of use [35.25(a)(1)] Y N (w) NI

(1) If any individual(s) has not received training, document their names and
position. Additionally, briefly describe the reasons as stated by the
individual, the RSO, and the supervising authorized user:




