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CERTIFICATE OF CALlBRATION 
MODEL: RF/7672-02 CAPACITY: 10000 LBS 

SERIAL NUMBER: 789127- TENSION 
CALIBRATION DATE: Jun 12/2000 CALIBRATED AT: 10000 LBS 

EXCITATION: 10.0 VOLTS 
INPUT RESISTANCE: 366.0 CALIBRATION FACTOR: 1.8258 MV/V 

SHUNT CAL FACTOR: . 1.4303 MV/V 
OUTPUT RESISTANCE: 352. 0 SHUNT RESISTOR: 59Ka 

LEAKAGE: 00 

WIRING CODE 

UNAMPLIFIED 
PIN D ES I G N AT1 0 N 
A 
B 
C 

( + ) EX c ITATI o N 
( + ) EX c ITAT I o N 
( - ) EX c ITATI  o N 

S C 

D (-)EXCITATION 
E (-)OUTPUT Accepted and Certified by: 
F (+)OUTPUT Date Printed: 6/13/2000 

http://www
http://sensotec.com


Date 03/01/2000 
Catalog CAT019315 

Document No. 
008-0355-00 

2080 Arlingate Lane Columbus, Ohio 43228 
Tel (614) 850-5000 Fax (614) 850-1111 

NON - AMPLIFIED TRANSDUCER INSTRUCTIONS 

(t) Excitation 

(*)Senre 

(-) Excitstion 

(-) Sense 

(*) output 

(.)Output 

Shunt Cot 

Shunt Cat 

Instrument 

Dlrpley 

Chart Recorder u Data Logger 

Enable Switch f o r  

Internal Shunt CaI Opbon 

@ I .EXCITATION:The voltage being supplied to the transducer across the excitation terminals. 
The electrical signal produced by the transducer as measured across the output 1I.OUTPUT: 
terminals. 
This optional feature can be connected to a sense equipped power supply. 
These connections will control the voltage at the transducer terminals. 

the transducer is electrically operable. This simulated change in output can 
then be measured across the output terminals and compared with factory 

1II.SENSE: 

1V.SHUNT CALIBRATION: A method for quick calibration of a transducer and/or verify if 

readings. 
There are two methods for shunt calibration depending on the model of 
transducer purchased. If the internal shunt cal option is not specified, 
external shunt calibration resistor value and corresponding output value will 
be supplied with the transducer, on the Certificate of Calibration. 

External Shunt or Internal Shunt Calibration 

an 

A. External Shunt Calibration. 
By placing a precision resistor across the appropriate terminals 
(usually -excitation and -output), a simulated change in output can be 
measured across the transducer output terminals. The factory used Resistor 
Value and the corresponding Change in output can be found on the supplied 
Certificate of Calibration. 

By connecting the two shunt calibration terminals together produces a 
simulated change in output can be measured across the transducer output 
terminals. The factory measured Change in output can be found on the 
supplied Certificate of Calibration. 

B. Internal Shunt Calibration option. 

Revision B 008-0355-00 



LVDT Calibration - Frame 3 9/7/00 
Calibration Gage Blocks: Pratt & Whitney 
Last Calibration: 12/22/99 Next Calibration: 12/22/00 

Gage Value Computer Reading (in x 100) 
Id (in) 1 2 

- - - - -  0 99.66 99.67 
X379A 0.0625 94.05 94.15 
Y242A 0.1251 87.84 87.93 
Y455A 0.2501 75.1 75.15 
Y694A 0.5001 50.26 50.31 
Y189B 1.0000 0.01 0.01 

LVDT Calibration - Frame 4 9/7/00 

- - - - -  0 99.73 99.72 
X379A 0.0625 93.52 93.55 
Y242A 0.1251 87.17 87.17 
Y455A 0.2501 74.56 74.53 
Y694A 0.5001 49.71 49.73 
Y189B 1.0000 -0.01 -0.01 

LVDT Recalibration - Frame 3 9/8/00 

- - - - -  0 99.6 99.6 
X379A 0.0625 93.81 93.81 
Y242A 0.1251 87.51 87.53 
Y455A 0.2501 74.79 74.79 
Y694A 0.5001 50.03 49.98 
Y189B 1.0000 -0.03 0.01 

3 
99.69 
94.15 
87.93 
75.14 
50.37 
0.09 

99.73 
93.56 
87.2 

74.55 
49.71 
-0.03 

99.6 
93.79 
87.52 
74.78 
50.04 
-0.02 

4 
99.77 
94.18 
87.98 
75.2 

50.37 
0.1 

99.73 
93.55 
87. I 9  
74.55 
49.72 
-0.01 

Average 

0.9970 
0.9413 
0.8792 
0.751 5 
0.5033 
0.0005 

(in) 

0.9973 
0.9355 
0.871 8 
0.7455 
0.4972 

-0.0002 

0.9960 
0.9380 
0.8752 
0.7479 
0.5002 

-0.0001 

Change 
(in) 
0.0000 
0.0556 
0.1 178 
0.2455 
0.4937 
0.9965 

Error 
(in) 
0.0000 

-0.0069 
-0.0073 
-0.0046 
-0.0064 
-0.0036 

0.0000 0.0000 
0.061 8 -0.0007 
0.1255 0.0003 
0.251 8 0.001 7 
0.5001 0.0000 
0.9974 -0.0026 

0.0000 0.0000 
0.0580 -0.0045 
0.1208 -0.0043 
0.2481 -0.0020 
0.4958 -0.0043 
0.9961 -0.0039 



LVDT Calibrations 1/29/02 
Calibration Gage Blocks: Pratt & Whitney 
Last Cal:1/7/02 Next Cat: 1/7/03 

Frame I s/n: LO078801 

Gage Value Computer Reading(in x 100) 
Id (in) I 2 3 

- - - - -  0 99.60 99.61 99.59 
X369A 0.0625 93.23 93.26 93.31 
Y242A 0.1250 86.83 86.87 86.86 
Y455A 0.2501 74.02 74.08 74.06 
Y649A 0.5002 48.86 48.84 48.86 
Y189B 1.0000 0.01 0.01 0.01 

Frame 2 s/n: LO078900 

Gage Value 
Id (in) 

X369A 0.0625 
Y242A 0.1250 
Y455A 0.2501 
Y649A 0.5002 
Y189B 1.0000 

0 - - - - -  

Frame 3 s/n:L2566300 

Computer Reading( in x 100) 
1 2 3 

99.84 99.87 99.86 
93.47 93.48 93.49 
87.05 87.06 87.05 
74.44 74.44 74.44 
49.48 49.47 49.51 
-0.01 -0.01 -0.01 

Gage Value Computer Reading(in x 100) 
Id (in) 1 2 3 

- - - - -  0 99.66 99.67 99.67 
X369A 0.0625 94.02 94.05 93.95 
Y242A 0.1250 87.82 87.83 87.82 
Y455A 0.2501 75.12 75.15 75.16 
Y649A 0.5002 50.47 50.49 50.52 
Y189B 1.0000 0.54 0.55 0.52 

Frame 4 s/n:L2566600 

Gage Value Computer Reading(in x 100) 

- - - - -  0 99.60 99.63 99.63 
X369A 0.0625 93.34 93.26 93.42 
Y242A 0.1250 86.97 86.96 86.95 
Y455A 0.2501 74.33 74.30 74.40 
Y649A 0.5002 49.49 49.51 49.55 
Y189B 1.0000 -0.01 -0.01 -0.01 

Id (in) I 2 3 

Average 

0.9960 
0.9327 
0.8685 
0.7405 
0.4885 
0.0001 

(in) 

Average 
(in) 

0.9986 
0.9348 
0.8705 
0.7444 
0.4949 
-0.000 1 

Average 

0.9967 
0.9401 
0.8782 
0.7514 
0.5049 
0.0054 

(in) 

Average 

0.9962 
0.9334 
0.8696 
0.7434 
0.4952 
-0.0001 

(in) 

Change 
(in) 

0.0000 
0.0633 
0.1275 
0.2555 
0.5075 
0.9959 

Change 
(in) 

0.0000 
0.0638 
0.1280 
0.2542 
0.5037 
0.9987 

Change 
(in) 

0.0000 
0.0566 
0.1184 
0.2452 
0.491 7 
0.9913 

Change 
(in) 

0.0000 
0.0628 
0.1266 
0.2528 
0.501 0 
0.9963 

Error 
(in) 

0.0000 
0.0008 
0.0025 
0.0054 
0.0073 
-0.004 I 

Error 
(in) 

0.0000 
0.001 3 
0.0030 
0.0041 
0.0035 
-0.0013 

Error 
(in) 

0.0000 
-0.0059 
-0.0066 
-0.0049 
-0.0085 
-0.0087 

Error 
(in) 

0.0000 
0.0003 
0.0016 
0.0027 
0.0008 
-0.0037 

Error 

0.0000 
1.3333 
1.9733 
2.1458 
1.4528 

(%I 

-0.41 00 

Error 

0.0000 
2.0267 
2.4267 
1.6260 
0.6997 
-0.1333 

(%I 

Error 
(%I 

0.0000 
-9.4400 
-5.2533 
-1.9459 
-1.6927 
-0.8700 

Error 
(%I 

0.0000 
0.4800 
1.2800 
1.0662 
0.1666 
-0.3700 



LVDT Calibrations 1/21/03 
Calibration Gage Blocks: Pratt & Whitney 
Last Cal:1/9/03 Next Cal: 1/9/04 0 

Gage 
Id 

- - - - -  
X369A 
Y242A 
Y455A 
Y649A 
Y189B 

Frame 1 s/n: LO078801 

Value Computer Reading(in x 100) Average Change Error Error 

0 99.65 99.69 99.70 0.9968 0.0000 0.0000 0.0000 
0.0625 93.29 93.30 93.33 0.9331 0.0637 0.0012 1.9733 
0.1251 86.87 86.88 86.89 0.8688 0.1280 0.0029 2.3181 
0.2500 74.05 74.1 1 74.12 0.7409 0.2559 0.0059 2.3467 
0.5001 48.92 48.88 48.90 0.4890 0.5078 0.0077 1.5397 

(in) 1 2 3 (in) (in) (in) (%) 

1.0000 0.01 0.01 0.01 0.0001 0.9967 -0.0033 -0.3300 

Gage 
Id 

- - - - -  
X369A 
Y242A 

Frame 2 s/n: LO078900 

Value Computer Reading@ x 100) Average Change Error Error 
(in) 1 2 3 (in) (in) (in) (%) 
0 99.94 99.99 100.00 0.9998 -0.0030 -0.0030 0.0000 

0.0625 93.61 93.63 93.65 0.9363 0.0605 -0.0020 -3.2000 
0.1251 87.20 87.21 87.23 0.8721 0.1247 -0.0004 -0.3464 

Y455A 0.2500 
Y649A 0.5001 
Y189B 1.0000 

74.59 74.60 74.60 0.7460 0.2508 0.0008 0.3333 
49.65 49.70 49.56 0.4964 0.5004 0.0003 0.0667 
-0.01 -0.01 -0.02 -0.0001 0.9969 -0.0031 -0.3067 

Frame 3 s/n: L2566300 

Gage Value Computer Reading(in x 100) Average Change 
Id (in) 1 2 3 (in) (in) 

- - - - -  0 99.82 99.84 99.84 0.9983 -0.001 5 
X369A 0.0625 93.53 93.52 93.53 0.9353 0.061 5 
Y242A 0.1251 87.11 87.14 87.13 0.8713 0.1255 
Y455A 0.2500 74.53 74.52 74.52 0.7452 0.2516 
Y649A 0.5001 49.73 49.64 49.73 0.4970 0.4998 
Y189B 1.0000 0.01 0.01 0.01 0.0001 0.9967 

Error Error 
(in) (%) 

-0.001 5 0.0000 
-0.001 0 -1 .%67 
0.0004 0.3464 
0.0016 0.6267 
-0.0003 -0.0600 
-0.0033 -0.3300 

Frame 4 s/n:L2566600 

Gage Value Computer Reading(in x 100) Average 
Id (in) 1 2 3 (in) 

- - - - -  0 99.83 99.82 99.84 0.9983 
X369A 0.0625 93.72 93.72 93.75 0.9373 
Y242A 0.1251 87.34 87.36 87.37 0.8736 
Y455A 0.2500 74.69 74.70 74.68 0.7469 
Y649A 0.5001 49.84 49.83 49.81 0.4983 
Y189B 1.0000 -0.01 -0.02 -0.02 -0.0002 

Change Error Error 
(in) (in) (%) 

-0.001 5 -0.001 5 0.0000 
0.0595 -0.0030 -4.8000 
0.1232 -0.001 9 -1.4921 
0.2499 -0.0001 -0.0400 
0.4985 -0.0016 -0.31 33 
0.9970 -0.0030 -0.3033 



Performance Verification 
I 

FrameNo. 4 Date: \/do k . 2  :: 

Calibration Resistor S/N: \7 \ o 6 

Value: \Ooe Ohms 

Applied Reading 

I I 

I O.O( 

I 0.S 

I /  



' I  

0.8 - 

0.6 - 

0.4 - 

c 
8 0.0 I 

a> 0.2 - 
a, rn 
CI - 
W 

3 cn 
2 

z 
8 -0.2 - 

-0.4 - 

-0.6 - 

-0.8 - 

-1.0 - 
c 

r ~ " " ~ " " ~ , ' , , " ' ' ' " I ' '  , , ~ , l , , ~ l ~ ~ ~ ~ ~ l ~ ~ l ~ ~ ~ ' I '  

1.0 1 Frame 4 Voltage Comparison - 

Computer Setting vs Voltage as 
I measured at the Frame. - 

- 

- 

Computer Setting (V) 



Nonlinear Regression 

variables] 
x = col( 1)  
y = col(2) 

F(*ape(x,y, 1 ,O,I) 
'Automatic Jnitial Parameter Estimate Functions 

[Parameters] 
y0 = F(0)[1 J "Auto {(previous: -0.00349048) 1 
a = F(0)[2] "Auto {{previous: 0.997014) ) 
[Equation] 
f+O+a*x 
fi tf toy 
[Constraints] 
[options] 
tolerance=0.000 100 
stepsize=] 00 
iterations= 1 00 

R = 0.99999552 Rsqr = 0.999991 05 

Standard Error of Estimate = 0.001 9 

Coefficient S t d  Error 

0.9970 0.0007 
-0.0035 0.0004 Yo 

a 

Analysis of Variance: 

Regression 1 7.654 1 
Residual 19 0.000 1 
Total 20 7.6542 

DF ss 

Adj Rsqr = 0.99999057 

t P 
-8.42 19 ~0.000 1 
1456.6745 <o.ooo 1 

MS F P 
7.654 1 2 12 19O0.5007 <0.0001 
0.0000 
0.3 82'7 

PRESS = 0.0001 

Normality Test: Passed (P = 0.7053) 

Constant Variance Test: Failed (P = 0.0077) 

Power of performed test with alpha = 0.0500: I .OOOO 

Regression Diagnostics: 
Row Predicted 
1 - 1.0005 
2 -0.9008 
3 -0.801 1 
4 -0.7014 
5 -0.60 1 7 
6 -0.5020 
7 -0.4023 
8 -0.3 026 

Residual 
0.0000 
-0.0004 
-0.00 12 
-0.00 16 
-0.001 I 
-0.0003 
0.0002 
0.00 10 

Std. Res. 
0.0025 
-0.2089 
-0.6308 
-0.8422 
-0.5797 
-0.1592 
0.1033 
0.5238 

9 -0.2029 0.0009 0.4704 

Stud. Res. 
0.0028 
-0.2269 
-0.6766 
-0.8933 
-0.609 1 
-0.1660 
0.1070 
0.5400 
0.4833 

Stud. Del. Res. 
0.0027 
-0.22 12 
-0.6666 
-0.8884 
-0.5988 
-0.16 17 
0.1042 
0.529'7 
0.4733 



10 
1 1  
12 
13 
14 
15 
16 
17 
18 
19 
20 
21 

-0.1032 

0.0962 
0.1959 
0.2956 
0.3953 
0.4950 
0.5947 
0.6944 
0.794 1 
0.8938 
0.9935 

-0.0035 
0.0022 
0.0048 
0.002 I 
-0.0033 
-0.0036 
0.00 13 
0.0008 
0.0005 
0.0003 
-0.0003 
-0.0008 
-0.00 1 3 

Influence Diagnostics: 
Row Cook'sDist Leverage 
I 
2 
3 
4 
5 
6 
7 
8 
9 
10 
1 1  
12 
13 
14 
15 
16 
17 
38 
19 
20 
21 

0.0000 
0.0046 
0.0344 
0.0500 
0.0 I 93 
0.0012 
0.0004 
0.0092 
0.0065 
0.0360 
0.1670 
0.0327 
0.0895 
0.1213 
0.01 80 
0.0080 
0.0037 
0.001 5 
0.0025 
0.0200 
0.063 7 

95% Confidence: 
Row Predicted 
1 - 1 -0005 
2 -0.9008 
3 -0.801 1 
4 -0.70 14 
5 -0.601 7 
6 -0.5020 
7 -0.4023 
8 -0.3 026 
9 -0.2029 
10 -0.1032 
11 -0.0035 
12 0.0962 
13 0.1959 
14 0.2956 
15 0.3953 

0.1775 
0.1528 
0.1307- 
0.1 113 
0.0944 
0.0801 
0.0684 
0.0593 
0.0528 
0.0489 
0.0476 
0.0489 
0.0528 
0.0593 
0.0684 
0.080 1 
0.0944 
0.1 113 
0.1307 
0.1528 
0.1775 

Regr. 5Yo 
- I .0022 
-0.9024 
-0.8025 
-0.7027 
-0.6029 
-0.503 1 
-0.4033 
-0.3 036 
-0.2038 
-0.104 1 
-0.0044 
0.0953 
0.1950 
0.2946 
0.3943 

1.1541 
2.5223 
I .0999 
- 1.7440 
- 1.9027 
0.6765 
0.4 124 
0.2537 
0.1477 
-0.1690 
-0.43 3 0 
a0.6970 

DFFITS 
0.0012 
-0.0939 
-0.2585 
-0.3 143 
-0.1933 
-0.0477 
0.0282 
0.1330 
0.1 118 
0.2714 
0.6986 
0.2577 
-0.45 18 
-0.5369 
0.1873 
0.1241 
0.0839 
0.0540 
-0.06 8 5 
-0.1956 
-0.3530 

Regr. 95% 
-0.9988 
-0.8992 
-0.7997 
-0.700 1 
-0.6005 
-0.5009 
-0.40 13 
-0.30 16 
-0.2020 
-0.1023 
-0.0026 
0.097 I 
0.1968 
0.2966 
0.3964 

1.1834 
2.5846 
1.1279 
- 1.7920 
-1.9618 
0.7008 
0.4300 
0.2666 
0.1566 
-0.1 8 1 3 
-0.4704 
-0.7685 

POP. 5% 
-1 .OM8 
-0.905 I 
-0.805 3 
m0.7056 
-0.605 9 
-0.5061 
-0.4064 
-0.3 067 
-0.2070 
-0.1073 
-0.0076 
0.092 1 
0.1918 
0.29 1 5 
0.3912 

1.1968 
3.1241 
1.1365 
-1.9134 
-2.1383 
0.691 1 
0.4206 
0.2600 
0.1526 
-0.1766 
-0.4606 
-0.7600 

Pop. 95% 
-0.9962 
-0.8965 
-0.7 969 
-0.6972 
-0.5975 
-0.4979 
-0.3982 
-0.2985 
-0.1988 
-0.099 1 
0.0006 
0.1003 
0.2000 
0.2997 
0.3994 



16 0.4950 0.4939 
17 0.5947 0.5935 
18 0.6944 0.693 1 
19 0.7941 0.7927 
20 0.8938 0.8923 
21 0.9935 0.99 18 

0.4961 
0.5959 
0.6957 
0.7956 
0.8954 
0.9952 

0.4909 
0.5906 
0.6902 
0.7899 
0.8896 
0.9892 

0.499 1 
0.5989 
0.6986 
0.7983 
0.898 1 
0.9978 





Load Cell Calibration 
Frame 4 1/29/02 

I I 

0 LoadCell l -  Lst Sq Fit 
I I 

I 1  I I I 1 I I I I 
I I I I I I I I I I  I I I I I I I I I I I 

0 1000 2000 3000 4000 5000 

Proving Ring s/n 3668C-709 (I bs) 



Nonlinear Regression 

[Variables] 
x = col( 1) 
y = col(2) 

F(q)=ape(x,y, 1 ,o, 1) 
'Automatic Initial Parameter Estimate Functions 

[Parameters] 
yo = F(O)[ 13 "Auto {{previous: 3.22767) 1 
a = F(0)[2] "Auto {{previous: 0.998569) 1 
[Equation] 
f--yO+a*x 

[Constraints] 
[Options] 
tolerance=0.000 100 
stepsize=l 00 
iterations=l 00 

fitftoy 

R = 0.99999425 Rsqr = 0.99998850 Adj Rsqr = 0.99998782 

Standard Error of Estimate = 5.19 17 

Coefficient Std. Error t P 
YO 3,2277 2.2496 1.4348 0.1695 
a 0.9986 0.0008 12 15.7677 <o.ooo 1 

Analysis of Variance: 
DF ss MS F 

Regression 1 39839536.2401 39839536.2401 1478091.0255 
Residual 17 45 8.2073 26.9534 
Total 18 39839994.4474 22 13333.0249 

PRESS = 572.5601 

Durbin-Watson Statistic = 1.7 101 

Normality Test: Passed (P = 0.1048) 

Constant Variance Test: Passed (P = 0.2130) 

Power of performed test with alpha = 0.0500: 1 .OOOO 

Regression Diagnostics: 
Row Predicted 
1 3.2277 
2 529.943 1 
3 3 100.7953 
4 1637.4265 
5 2 16 1 S656 
6 2693.5634 
7 3224.7824 
8 3746.1755 
9 42 60.72 83 
10 4428.2683 
11 430 1.2902 
12 3 873.9724 

Resid u a1 

7.0569 

0.5735 
6.4344 

-3.22 7 7 

-1.7953 

-1 S634 
-3.7824 
4.8245 
5.2717 
7.73 17 
- 1.2902 
-5.9724 

Std. Res. 

1.3593 

0.1 105 
1.2394 

-0.62 17 

-0.345 8 

-0.30 1 1 
-0.7286 
0.9293 
1.0154 
1.4893 
-0.2485 
-1.1 504 

Stud. Res. 

1.460 1 

0.1 142 
1.2738 

-0.6898 

-0.3 62 5 

-0.3 100 
-0.7567 
0.9814 
1.0993 
1.6286 
-0.2697 
-1.2214 

P 
<0.0001 

Stud. Del. Res. 

1.5 147 

0.1 108 
1.2993 

-0.6788 

-0.353 1 

-0.30 16 
-0.7468 
0.9803 
1.1066 
1.7199 
-0.2622 
- 1 -2407 



13 3419.1540 -5.1540 
14 2943.8349 -9.8349 
15 2351.4336 -2.4336 
16 1749.1964 4.8036 
17 I 16 1.0090 -4.0090 
18 555.9059 4.0941 
19 3.2277 - 1.7277 

Influence Diagnostics: 
Row Cook'sDist 
1 0.0550 
2 0.1641 
3 0.0065 
4 0.0004 
5 0.0457 
6 0.0029 
7 0.0226 
8 0.0556 
9 0.1040 
10 0.2599 
11 0.0065 
12 0.0950 
13 0.0485 
14 0.1271 
15 0.0064 
16 0.0296 
17 0.0309 
18 0.0540 
19 0.0158 

95% Confidence: 
Row Predicted 
1 3.2277 
2 529.943 1 
3 1 100.7953 
4 1637.4265 
5 2 16 1 S656 
6 2693.5634 
7 3224.7824 
8 3746.1755 
9 4260.7283 
10 4428.2683 
11 4301 -2902 
12 3 873.9724 
13 34 19.1540 
14 2943.8349 
15 235 1.4336 
16 1749.1964 
17 1 161.0090 
18 5 55.9059 
19 3.2277 

Leverage 
0.1878 
0.1334 
0.0902 
0.0644 
0.0533 
0.0561 
0.0730 
0.1034 
0.1468 
0.1638 
0.1508 
0.1 130 
0.0828 
0.0623 
0.0527 
0.0609 
0.0865 
0.131 1 
0.1878 

Regr. 5% 

52 5.942 9 
1097.5064 
1634.6459 
2 159.037 1 
2690.9698 
322 1.8225 
3742.6526 
4256.53 10 
4423.8347 
4297.03 63 
3870.2907 
34 16.0027 
2941.101 1 
2348.9202 
1746.493 1 
1157.7866 
55 1.9406 

-1.5 1 86 

-1.5 186 

-0.992 7 
-1.8944 
-0.4687 
0.9253 

0.7886 
-0.7722 

-0.3 32 8 

DFFITS 
-0.3264 
0.5942 
-0.1 11 1 
0.0291 
0.3083 
-0.0735 
-0.2096 
0.3330 
0.4591 
0.76 13 
-0.1 105 
-0.4428 
-0.3121 
-0.5 5 5 7 
-0.1 109 
0.2425 

0.3257 
-0.2460 

-0.1729 

Regr. 95% 
7.9739 
533.9433 
1 104.084 1 
1640.207 I 
2 164.094 1 
2696.157 1 
3227.7424 
3749.6983 
4264.9256 
4432.701 8 
4305.5441 
3877.6541 
3422.3052 
2946.5 687 
2353.9470 
175 1.8996 
1164.2314 
559.8712 
7.9739 

- 1.0366 
-1.9563 
-0.48 16 
0.9548 

0.8460 
-0.8080 

-0.3692 

POP. 5% 
-8.7099 
5 1 8.282 I 
1089.3587 
1 626.1256 
2150.3241 
2682.3071 
32 1 3.436 1 
3734.6694 
4248.9982 
4416.45 16 
4289.5397 
3 862.4 1 67 
3407.7562 
2932.5454 
2340.1955 
1 737.9 143 
1149.5914 
544.2568 
-8.7099 

-1.0390 
-2.1560 
-0.4704 
0.9522 

0.8386 
-0.7993 

-0.3597 

POP. 95% 
15.1652 
54 1.604 3 
11 12.2318 
1648.7274 
2172.8071 
2704.8 198 
3236.1288 
3757.68 15 
4272.45 84 
4440.0850 
43 13.0407 
3885.5280 
3430.5517 
2955.1244 
2362.67 17 
1760.4785 
I 172.4266 
567.5550 
15.1652 



LOAD CELL CALIBRATION 
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LOAD CELL CALIBRATION 

Frame No.: L\ Date: I / d J / o S  

Load Cell S/N: 7 % ci Id3 

Morehouse Proving Ring S/N: 3 668 C- 70 4 

Last Cal.: J /  iqh .. J Next Cal.: I /  L1 
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Nonlinear Regression 

~ariables] 
x = col( 1) 
y = col(2) 

F(q)=ape(x,y, I,O,I) 
'Automatic Initial Parameter Estimate Functions 

[Parameters] 
yo = F(0)[1] "Auto {(previous: -1.64538)) 
a = F(0)[2 J "Auto { (previous: 0.999 122) 
[Equation J 
I--yO+a*x 
fit f t o y  
[Constraints] 
[oPtio=l 
tolerance=0.000 100 
stepsize= 100 
iterations= 100 

R = 0.99998658 Rsqr = 0.999973 15 Adj Rsqr = 0.99997 I57 

Standard Error of Estimate = 8.1888 

Coefficient Std. Error t P 
Yo - I  .6454 3.553 I -0.463 1 0.6492 
a 0.999 1 0.00 13 795.7 183 <o.ooo 1 

Analysis of Variance: 
DF ss MS F 

Regression 1 42458278.433 1 42458278.433 1 633 167.5830 
Residual 17 1 139.9679 67.0569 
Total 18 4245941 8.401 1 2358856.5778 

0 

PRESS = 1342.1412 

Durbin-Watson Statistic = 2.8 I47 

Normality Test: Passed (P = 0.1582) 

Coastant Variance Test: Passed (P = 0.6052) 

Power of performed test with alpha = 0.0500: 1 .OOOO 

Regression Diagnostics: 
Row Predicted 

2 567.8841 
3 1 153.2398 
4 1746.4684 
5 2274.2447 
6 2867.793 1 
7 3393.491 1 
8 3895.1 103 

1 -1.6454 
Residual 
2.0454 

3.5602 
0.93 16 
23.3553 

0.1089 

-7.1841 

-12.8931 

-1.1 103 

Std. Res. 
0.2498 

0.4348 
0.1 138 
2.852 1 
-1.5745 
0.01 33 
-0.1356 

-0.8773 

Stud. Res. 
0.2772 
-0.94 14 
0.4555 
0.1 175 
2.9308 
- 1.622 I 
0.0 138 
-0.1434 

9 4391.1744 3.4256 0.4 1 83 0.4527 

P 
<o.ooo 1 

Stud. Del. Res. 
0.2696 

0.4447 
0.1 140 
4.0424 

0.0134 
-0.1392 
0.4419 

-0.938 1 

-1.71 17 



10 
1 1  
12 
13 
14 
15 
16 
17 
18 
19 

4557.7480 
44 16.2424 
4001 S867 
35 19.3905 
2 94 7.752 8 
2354.9937 
1760.7259 
1150.8818 
569.063 I 
- 1.6454 

Influence Diagnostics: 
Row Cook'sDist 
1 
2 
3 
4 
5 
6 
7 
8 
9 
10 
I 1  
12 
13 
14 
15 
16 
17 
18 
19 

0.0089 
0.067 I 
0.0102 
0.0005 
0.2403 
0.0807 
0.0000 
0.00 12 
0.0 175 
0.0073 
0.0472 
0.1542 
0.0002 
0.0007 
0.0060 
0.0139 
0.049 1 
0.0803 
0.0058 

95% Confidence: 
Row Predicted 

2 567.8841 
3 1 153.2398 
4 1746.4684 
5 2274.2447 
6 2867.7931 
7 3393.491 1 
8 3895.1 103 
9 4391 -1744 
10 4557.7480 
11 44 16.2424 
12 4001 3367 
13 35 19.3905 
14 2947.7528 
15 23 54.9937 
I6 1760.7259 
17 1 150.88 18 
18 569.063 1 

1 - 1.6454 

2.0520 
5.5576 

0.5095 
- I  1.9867 

-1.1528 
-3.6937 
-5.1259 
7.8182 

1.6454 
-7.863 1 

Leverage 
0.1 883 
0.1315 
0.089 1 
0.0626 
0.0530 
0.0578 
0.0760 
0.1054 
0.1462 
0.1625 
0.1486 
0.1 132 
0.0822 
0.0597 
0.0527 
0.0622 
0.0893 
0.1314 
0.1883 

Regr. 5% 

561.61 84 
1 148.08 17 
1742. I446 
2270.2675 
2863.6385 
3388.7293 
3889.5010 
43 84.5686 
4550.7839 
4409.5833 
3995.7742 
35 14.4358 
2943.5298 
235 1.0284 
1756.4 1 70 
1 145.7 198 
562.7997 

-9.1418 

19 - I .64 54 -9.1 4 1 8 

0.2506 
0.6787 

0.0622 
-0.1408 

- 1 -463 8 

-0.45 1 1 
-0.6260 
0.9547 

0.2009 
-0.9602 

DFFITS 
0.1298 

0.1391 
0.0295 
0.9563 

0.0038 

0.1828 
0.1 173 
0.3029 
-0.5817 
0.03 89 

-0.365 1 

-0.4240 

-0.0478 

-0.0355 
-0.1067 
-0.1635 
0.3 132 

0.1044 
-0.40 16 

Regr. 95% 
5.85 11 
574.1499 
1158.3978 
1750.7923 
2278.223 8 
287 1.9477 
3398.2530 
3900.7196 
4397.780 1 
4564.7 12 I 
4422.9014 
4007.3993 
3524.345 1 

2358.9589 
1765.0348 
1 156.0439 
575.3265 
5.85 1 1 

295 1.9758 

0.2738 
0.7355 
-1  -5544 
0.0650 
-0.1452 
-0.4634 
-0.6464 
1.0004 
-1 -0303 
0.2230 

POP. 5% 
-20.4786 
549.5061 
1 135.2093 
1728.6587 
2256.5 159 
2 85 0.0236 
3375.5700 
3876.9456 
4372 -6777 
4539.1203 
4397.72% 
3983.3 583 
3501.4171 
2929.9673 
2337.2676 
I 742.9 198 
1132.8502 
550.6859 
-20.4786 

0.2662 
0.7252 

0.0630 
-1.6281 

-0.1409 
-0.4525 
-0.6349 
1.0005 

0.2 167 
- 1 -0323 

POP. 95% 
17.1878 
586.2622 
1 17 1 2702 
1764.2782 
229 1 9734 
2885 S625 
341 1.4122 
39 1 3 -2750 
4409.67 1 1 
4576.3757 
4434.758 1 
40 3 9.8 152 
3537.3638 
2 965.53 84 
2372.7198 
1778.532 I 
1168.9134 
5 8 7 -4403 
17.1878 
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Potentiostat Verification - Proc TOP-022 
Current Calibration Frame 4 - 1,000 Ohms 
S/N 171 001 Last Cal: 1 0/15/02 Next Cal:4/15/03 
Performed 1/22/03 Data file FM4-1 KcaI.txt 

1500 1000 -500 0 500 

Applied Voltage (mV) 



Nonlinear Regression 

[Variables] 
x = col(5) 
y = col(6) 
'Automatic Initial Parameter Estimate Functions 

[Paramet en] 
y0 = F(O)[ 13 "Auto ( (previous: 1.38988e-005) ) 
a = F(0)[2] "Auto {{previous: 0.001 0038) j 
[Equation] 
f=yO+a*x 

[Constraints J 
[Opt ions] 
tolerance=0.000 100 
stepsize= 1 00 
iterations= 100 

F(q)=ape(x,y, 1 ,091) 

fit f to y 

R = 0.99989599 Rsqr = 0.999791 93 Adj Rsqr = 0.99978543 

Standard Error of Estimate = 0.0096 

Coefficient Std. Error t P 
Yo 0.0000 0.00 1 8 0.0077 0.9939 
a 0.00 10 0.0000 392.1743 <o.ooo 1 

Analysis of Variance: 

Regression I 14.2799 14.2799 153800.6756 <O.OOOl 
Residual 32 0.0030 0.0001 
Total 33 14.2828 0.4328 

DF ss MS F P 

PRESS = 0.0035 

Durbin-Watson Statistic = 2.0407 

Normality Test: Passed (P = 0.5227) 

Constant Variance Test: Passed (P = 0.0833) 

Power of performed test with alpha = 0.0500: I .OOOO 

Regression Diagnostics: 
Row Predicted 
1 -1.0016 
2 -1.0021 
3 -1.0016 
4 -1.0018 
5 -1.0017 
6 -1.0021 
7 -1.0014 
8 -0.9006 
9 -0.9019 

Residual 

0.0063 

0.0090 
0.0028 
0.0 124 
0.0025 
0.01 16 

-0.0 126 

-0.0065 

-0.0054 

Std. Res. 

0.651 1 

0.9297 
0.293 I 
1.2846 
0.26 13 
1.2004 

-1.3064 

-0.6730 

-0.5 63 2 

Stud. Res. 

0.6739 

0.962 1 
0.3033 
1.3294 
0.2704 
1.2359 

-1.3520 

-0.696 5 

-0.5799 

Stud. Del. Res. 

0.6680 

0.96 10 
0.2990 
1.3462 
0.2664 
1.2466 
-0.5738 

- 1.3704 

-0.6908 



10 
11 
12 
13 
14 
15 
16 
17 
18 
19 
20 
21 
22 
23 
24 
25 
26 
27 
28 
29 
30 
31 
32 
33 
34 

-0.8007 
-0.801 1 
-0.801 0 
-0.801 1 
-0.7009 
-0.60 10 
-0.4994 
-0.4994 
-0.400 1 
-0.2998 
-0.1995 
-0.0992 
0.00 14 
0.1023 
0.1015 
0.2023 
0.3033 
0.3033 
0.4035 
0.503 1 
0.6034 
0.7048 
0.8039 
0.9054 
1.0050 

-0.005 9 
-0.0055 
-0.0057 
0.01 58 
-0.0020 
-0.00 12 
-0.002 1 
-0.0 173 
0.0023 
0.0028 

0.0037 

0.0066 
0.0043 
0.0042 
-0.002 1 
0.0101 
0.00 14 
-0.0097 
-0.0 1 54 

-0.0029 

-0.0 176 

0.0053 

0.009 1 
0.0 194 

-0.01 76 

Influence Diagnostics: 
Row Cook'sDist Leverage 
1 
2 
3 
4 
5 
6 
7 
8 
9 
30 
11 
12 
13 
14 
15 
16 
17 
18 
19 
20 
21 
22 
23 
24 
25 
26 

0.0649 
0.0161 
0.0 1 72 
0.0329 
0.0033 
0.0628 
0.0026 
0.0460 
0.0101 
0.0101 
0.0089 
0.0094 
0.0724 
0.00 10 
0.0003 
0.0008 
0.0569 
0.001 0 
0.0013 
0.00 14 
0.0024 
0.0625 
0.0101 
0.0042 
0.0047 
0.00 14 

0.0663 
0.0664 
0.0663 
0.0663 
0.0663 
0.0664 
0.0663 
0.0568 
0.0569 
0.0487 
0.0487 
0.0487 
0.0487 
0.042 1 
0.0368 
0.0329 
0.0329 
0.0305 
0.0295 
0.0298 
0.03 16 
0.0348 
0.0394 
0.0394 
0.0454 
0.0529 

-0.6 124 
-0.5743 
-0.5 902 
1.6395 
-0.2082 
-0.1271 
-0.2 176 
- 1.7980 
0.2438 
0.293 1 

0.379 1 

0.6863 
0.4459 
0.4349 
-0.2 1 92 
1.0477 
0.1501 
- 1 .o I 02 
- 1 -6007 
0.5480 

0.9475 
2.0138 

-0.2973 

- 1.8299 

-1.8219 

DFFITS 

0.1781 

0.256 1 
0.0797 
0.3589 
0.07 10 
0.3058 

-0.3652 

-0.184 1 

-0.1409 
-0.1407 
-0.1319 
-0.1356 
0.3922 
-0.0439 
-0.0249 
-0.0402 
-0.3508 
0.0433 
0.05 1 1 

0.0686 
-0.3686 
0.1407 
0.09 10 
0.0959 
-0.0524 

-0.0522 

-0.6279 
-0.5888 
-0.605 1 
1.6810 
-0.2 128 
-0.1295 
-0.22 1 3 
-1 3284 
0.2476 
0.2975 

0.3852 

0.7003 
0.4550 
0.445 1 
-0.2252 
1.0765 
0.1549 
- 1 -0486 - 1 -6720 

-0.30 19 

-1.8626 

0.5766 

1.0142 
2.1769 

- 1 -9323 

-0.62 19 
-0.5827 
-0.5990 
1.7328 
-0.2096 
-0.1275 
-0.2 180 
-1 -9017 
0.2439 
0.2932 

0.3 800 

0.6946 
0.4493 
0.4395 

1.0793 
0.1525 

-0.2976 

-1.9415 

-0.22 18 

- 1 -0503 
-1.7227 
0.5705 

1.0146 
2.3214 

-2.0236 



27 
28 
29 
30 
31 
32 
33 
34 

0.0324 
0.0008 
0.0426 
0. I274 
0.0 178 
0.2332 
0.0749 
0.3 995 

95% Confidence: 
Row 
1 
2 
3 
4 
5 
6 
7 
8 
9 
10 
I 1  
12 
13 
14 
15 
16 
17 
18 
19 
20 
21 
22 
23 
24 
25 
26 
27 
28 
29 
30 
31 
32 
33 
34 

Predicted 
-1.0016 
-1.0021 
-1 -0016 
-1.0018 
-1.0017 
-1.0021 
- 1  .Om4 
-0.9006 
-0.90 19 
-0.8007 
-0.801 I 
-0.80 10 
-0.801 1 
-0.7009 
-0.6010 
-0.4994 
-0.4994 
-0.400 1 
-0.2998 
-0.1995 
-0.0992 
0.00 I4 
0.3 023 
0.1015 
0.2023 
0.3033 
0.3033 
0.4035 
0.503 1 
0.6034 
0.7048 
0.8039 
0.9054 
1.0050 

0.0529 
0.06 17 
0.07 1 9 
0.0835 
0.0967 
0.1 110 
0.1271 
0.1443 

Regr. 5% 
- I  .0066 
- 1.0072 
-1.0066 
- 1.0068 
- 1.0068 
-1 -0072 - 1.0065 
-0.9053 
-0.9066 
-0.805 1 
-0.8054 
-0.8053 
-0.8054 
-0.7049 
-0.6047 
-0.5 029 
-0.5 030 
-0.403 5 
-0.3032 
-0.2029 
-0.1027 
-0.002 3 
0.0984 
0.0976 
0.1982 
0.2987 
0.2987 
0.3986 
0.4979 
0.5978 
0.6987 
0.7974 
0.8984 
0.9975 

0.2550 
0.0391 
-0.2923 
-0.520 I 
0.1867 

0.3872 
0.9532 

-0.7 152 

Regr. 95% 
-0.9965 
-0.997 1 
-0.9965 
-0.9967 
-0.9967 
-0.997 1 
-0.9964 
-0.8959 
-0.8972 
-0.7964 
-0.7968 
-0.7966 
-0.7967 
-0.6969 
-0.5 972 
-0.4958 
-0.4958 
-0.3966 
-0.2965 
-0.196 1 
-0.0957 
0.005 1 
0.1062 
0.1054 
0.2065 
0.3078 
0.3078 
0.4083 
0.5084 
0.609 1 
0.7 109 
0.8 105 
0.9 124 
1.0125 

POP. 5% 
* 1.02 1 8 
- 1.0224 
- 1.02 1 8 
- 1 -0220 
- 1.0220 
- 1.0224 
-1.0217 
-0.9208 
-0.922 1 
-0.8208 
-0.82 12 
-0.821 1 
-0.82 12 
-0.7209 
-0.6209 
-0.5 193 
-0.5 194 
-0.4200 
-0.3 197 
-0.2 195 
-0.1 192 
-0.0 1 86 
0.0823 
0.08 I5 
0.1823 
0.283 1 
0.283 1 
0.3832 
0.4828 
0.5830 
0.6842 
0.7832 
0.8846 
0.9840 

POP. 95% 
-0.98 13 
-0.98 19 
-0.98 13 
-0.98 1 5 
-0.98 15 
-0.98 19 
-0.98 12 
-0.8 804 
-0.88 17 
-0.7 806 
-0.78 10 
-0.7809 
-0.78 10 
-0.6808 
-0.5810 
-0 -4794 
-0.4795 
-0.3 80 1 
-0.2799 
-0.1796 
-0.0793 
0.02 14 
0.1223 
0.1215 
0.2224 
0.3234 
0.3234 
0.4237 
0.5235 
0.6239 
0.7254 
0.8246 
0.9263 
1.0260 


