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LICENSEE:

The inspection was an examination of the activities conducted under your license as they relate to radiation safety and to compliance with the
Nuclear Regulatory Commission (NRC) rules and regulations and the conditions of your license. The inspection consisted of selective examinations
of procedures and representative records, interviews with personnel, and observations by the inspector. The inspection findings are as follows:
% 1. Based on the inspection findings, no violations were identified.
l , 2. Previous violation(s) closed.
3. The violation(s), specifically described to you by the inspector as non-cited violations, are not being cited because they were self-identified,
non-repetitive, and correclive action was or is being taken, and the remaining critera in the NRC Enforcement Policy, NUREG-1600, to
exercise discretion, were satisfied.

Non-Cited Violation(s) was/were discussed involving the following requirement(s) and Corrective Action(s):

4. During this inspection certain of your activities, as described below and/or attached, were in violation of NRC requirements and are being
cited. This form is a NOTICE OF VIOLATION, which may be subject 1o posting in accordance with 10 CFR 19.11.

(Violations and Corrective Actions)

Licensee's Statement of Corrective Actions for ltem 4, above.

I hereby state that, within 30 days, the actions described by me to the inspector will be taken to correct the violations identified. This statement of
corrective actions is made in accordance with the requirements of 10 CFR 2.201 (corrective steps already taken, corrective steps which will be taken,
date when full compliance will be achieved). | understand that no further written response to NRC will be required, unless specifically requested.
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PROGRAM SCOPE

Licensee is a cardiolog% practi(f:e located in Grand Rapids, Michigan. This licensee uses only
unit doses of technetidm-99m for cardiac studies 1sug lied by Cardinal Health. The licensee
hgf d%t;r a}??#gnclu_zra‘ins performing patient studies. The licensee sees approximately 25 patients
p clinic.

Performance Observations
The inspector toured the facili% and conducted interviews of the staff. Each appeared

knowledgeable in radiation sa tfy and isotope handlingl techniques. Packa?e receipt
Procedu es were demonstrated for the inspector as wéll as rad waste handling practices. .
ndependent surveys by the inspector did hot detect any abnormal reading and were within the

expected range.

The inspector observg,%the nucl?far medicine stgff cE)erform injections of radiopharmaceuticals.
Techm%ues employed by %he staff demonstrated good handling practices as well as adequate
hg?\néle ge of radiation safety. During the course™of the inspection, no abnormalities were
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