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1. LICENSEE 2. NRWREGIONU MFlCE 
Solar Sources Inc. US. Nuclear Rogulatory Cornmiasion 
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1 . J  I Field O m u  S.S. Rail Loadout, County Rd. 800. Wheatland 

U 

PROORAM SCOPE 1 
I 

NRC FORM 591M PART 3 (10-2003) 

Proaram and SCODQ 

Only two trained coal operators and the RSO were a proved to work at the proximity of the device. 
The manufacturerrrformed the Invent0 and c h d e r  tests of the device contalnlng two.sources. 

device was located outside in a rail ioadout at an ambient temperature 
The radlatlon levels for unrestrlcted areas at 30 cm from the metal enciobure were at or near 
background radiation of cO.04 mWhr and at COntaCl to the unaccesslble metal enclosure Indicated a 
maximum radiation level of c2.5 mWhr. No vlolatlons of NRC requirements were identified. 

The locatlons of t ese devlces were ver ix ed by the Inspector. The large enclosure contaming the 
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