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PROGRAM SCOPE 

The licensee is a large hospital with a general nuclear medicine (NM), a separate cardiac NM, and oncology 
departments. This main facility is located in downtown Muncie, Indiana. The licensee also operates a clinic within an 
outpatient facility in Marion, Indiana. The Marion facility la currently operatlng only twice a week. At the main facility, 
the licensee staff at the NM department performed approximately 300 diagnostic procedures per month. The NM 
department performed 350 diagnostic studies, 100 hyperthyroid therapies per year using 1-131 capsules with doses 
greater than 5 mCi, and approxlmateiy 20 ablation therapies per year with capsules containing between 100 and 200 
mCi of 1-131. The licensee ordered doses from a radlopharmacy In indlanapolls, and produced bulk doses from the 
licensee’s Mo-99TTc-99m generator stored in the hot lab faclllty. The licensee employed five technologists for the NM 
department, and two technoioglsts at the clinic in Marion. According to the RSO. the two departments were 
independently operated; however, both were under a single overslght from the ilcensee’s Radiation Safety Committee 
and the appointed RSO. 

At the main facility, the oncology department performed approximately 40 permanent prostate implants with 1-125 
seeds. The licensee’s oncoiogystaff had not performed low dose LDR brachytherapies uoing Cs-137 tubes in the past 
years. At the facility, the licensee’s oncologystaff also operated a Nucletron HDR unit. At the department, the staff 
performed approximately 24 HDR cases of multiple fractions In past year. The licensee did discontinue the use of the 
Guldant Galileo IVB device, and the device was returned to the manufacturer. The licensee also retained a consultant 
physicist to perform quarterly audits for all the radiation safety programs. 

Performance ObSeNatiOns 

During the inspection, the licensee‘s technoioglsts demonstrated the following activities to the inspector: (1) a daily 
radiation survey; (2) a weekly removable contamination survey; (3) a package receipt and a return survey; and (4) a 
daily dose calibrator constancy check. The inspector observed the administratlons unit doses at the NM department 
containing the licensed materlals. The inspector also observed technologists using both whole body and extremity 
dosimeters durlng administratlon and during handling of unit doses. in additlon. NM technologists were observed 
using syringe shields, dosimeters, lab coats and glovea while admlnisterlng radloactive materials. No violations of 
NRC requirements were identifled during the Inspection. During the Inspection, the Nucietron Microselectron HDR V2 
unit was stored at the licensee’s secured LINAC room. The HDR was properly maintained by the manufacturer during 
the quarterly preventive maintenance. The records Indicated that the licensee’s staff conducted multiple fractions for 
both lung and gynecological therapies with the HDR unit. The HDR unit maintenance record was also reviewed during 
the inspection, and no safety problems were identifled durlng the inspection. 
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