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Interstate Construction Carparation @ 1 Rfl N $ M [ 3800 Branscam Warbro Richmond R o d  

R I C H ~ O ~ O  Midlothian, VA 23112 

Phone# (804) 744-1136 fax#(80$)?M4203 

July 20,2006 

3- I 
hS-b 

Michelle Beardsley 
Materials Security and Industrial Branch 
Division of Nuclear MateriaJs Safety, Region I 
475 Allendale Road 
King of Prussia, PA 

> . l ,  

, ,  q-G-A3072'-4 
Ref: Control No. 138987 0 50 a\llCwA 

Dear Ms. Reardsiey: 

Please find attached the last leak test results for the four (4) Troxler (two 364OB and two 
4640) portable gauges that we purchased from Mega Contractors, Inc. 

All of the gauges were l&t ksted on January 18,2006. They have just been tested and 
samples sent to Troxfer for the results. 

Trcrxler Gauge Model: 4640B Serial # 1718 1-18-06 
Troxler Gauge Model: 4640B Serial # 617 1 - 1 8-06 
Troxler Gauge Model: 4640A Serial # 177 1 - 18-06 
Troxler Gauge Model: 4640 Serial # 80 1-1 8-06 

Please contact us if any additional information is needed. 
I 

Very truly yours, 

lNTl3KSTATE CONSTRUCTION COW. 

J. Brent Moore 
Vice President 

135 487 
NMSS/RGNl MATERIALS-CO2 

I 
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I 
Troxler Electronic Laboratories, Inc. 

3008 Cornwallis Rd., P.O. Box 12057 
Research Triangle Park, NC 27709 

Tel: (877) 876-9537 Fax: (919) 485-2250 

License: NC 032-0182-1 

Conversion factor (cpmlSq) 

LEAK TEST CERTIFICATE 

DEVICE: 

Model: 4640 Serial No: 1718 

.-- 

ALPHA BETAGaMMA 

1.30E+01 2.02E+01 

SEALED SOURCES: 

SERIAL NO. MEASURE DATE NUCLIDE (GBq) (mcl) 
ACTNITY 

8 758729 10f1411905 CS-137 0.296 

Sample measurement (cpm) 

Mtw (ss) 
0 26 

< MDA < M I A  

I 25 I Backgrwnd measurement (cpm) I 0 

Mln. Dewtable Activity (Bq) 4.3E-01 1.3E+00 

I This certifies that the ebwe leak test results are: 

Less than 185 Bq (0.005 uCi) n Greater than 185 Bq (0.005 uCi) 

If greater than 185 Bq (0.005 uCi): 

Date I PersonNowid 

.J LPhone andfor Fax 
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Conversion factor fcpm/Bq) 

Background measurement (cpm) 

Sampfe measurement [cprn) 

W v l t v  (W 

c 

~~ 

1,30E+01 2.02€+01 

0 25 

7 30 

.: MDA < MDA 

i 

Troxler Electronic Laboratories, Inc. 
3008 Cornwallis Rd., P.O. Bax 12057 !! 

Mi. Detecfabte AEtivity @q) 

Research Triangle Park, NC 27709 
Tel: (877) 876-9537 Fax: (919) 485-2250 

Y 

4.3E-01 1.3E+OO 

License: NC 032-0182-1 

Less than 185 Bq (0.005 uCi) n Greater than 185 Bq (0.005 uCi) 

SEALED SOURCES: 

SERIAL NO. MEASURE DATE NUCLIDE ( W q )  (ma) 
ACTIVITY 

50-6341 Dzn811W80 CS-137 0.296 a 

h 

LEAK TEST CERTIFICATE 

DEVICE 

Model: 4640 Serial No: 617 

LEAK TEST ANALYSIS: 

Sample ccillected on: 01117/2006 

Sample analyzed on: 01/1812006 at 8:56:00 AM 

Analyzed by: C. Ekwuribe 

ALPHA ' ~ B E T A - G A M U I A  
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Conversion factor (cpm/Bq) 

Background measurement (cpm) 

Sample measurement (cpm) 

Activity (Bq) 

Min. Detectable Acblvfty fB4) 

Troxler Electronic Laboratories, Inc. 
3008 Cornwallis Rd., P.O. Box 12057 
Research Triangle Park, NC 27709 

Tel: (877) 876-9537 Fax: (919) #5-2250 

.-- 
BETA-GAMMA ALPHA 

1.30E+O? 2.02E+01 

0 25 

0 22 

< MDA MOA 

4.3E-01 f.3E+00 

License: NC 032-0182-1 

LEAK TEST CERTIFICATE 

DEVICE 

Model: 464340 serial No: 177 

SEALED SOURCES: 

SERIAL NO. MEASURE DATE NUCLIDE (GBq) (mCi) 

50-2228 02/20/1886 CS-137 0.296 8 

ACtlVRY 

This certifies that the above leak test results are: 

@ Less fhan 185 Bq (0,005 uCi) u Greater than 185 E3q (0.005 uCi) 

- - 
If greater than 185 Bq (0.005 uCi): 

Person Notmed Date 

hone  and/or Fax 

, 

I 
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i ALPHA BETAGAMMA 

Conversion factor (cpm/Bq) 1.30E+01 2.02€+01 

Background measurement (cpm) 0 25 
- 

Sample rneasuement {cpm) 0 28 

M V l V  (Bq) \ ,  
< MDA W A  

Wn. Detectable ActMly @q) 4.3E-01 1.3EMO 

- 

I 

Troxler Electronic Laboratories, Inc. 
3008 Cornwallis Rd., P.O. Box 12057 
Research Triangle Park, NC 27709 

Tel: (877) 876-9537 Fax: (919) 48852250 

License: NC 032-0182-1 

LEAK TEST CERTIFICATE 

DEVICE: 

Model. 4640 Serial No: 80 

SEALED SOURCES: 

SERJALNO, MWUREDATE NUCLIDE (06q) (mCI) 
ACTIVITY 

50-1260 05123/f oa5 CS-137 0.296 8 

LEAK TEST ANALYSIS: . . .. , ..*. 

Sample collected on: 01117l20d6' 

Sample analyzed on: 07/18/2006 at 8:52:00 AM ~ 

Analyzed by C, Ekwuribe 

I This certifies that the above leak test results are: 

@ Less than 185 f3q (0.005 uCi) Greater than 185 Bq (0.005 uCi) 

. .  
If greater than Id5 Bq (0.005'uCI): 

I PersonNoWid Date 

.I Phon6 andlor Fax 


