
S N  Consulting Engineers, Inc. 

Pittsburgh, PA 15222-4332 
(41 2) 392-8750 - (41 2) 392-8785 (FAX) 

TO: Kathy 

COMPANY: Nuclear Regulatory Commission 

FAX NO.: (610) 337-5269 

FAX 
TRANSMISSION 

FROM: Brian L. Schull, P.E. 

EXTENSION: 8738 

RE: Amendment to License No. 
37-20808-01 

Contml No.: 139225 

NOTES: 

As requested, attached are the most recent leak tcst results for the four (4) gaugos owned by SA1 Consulting 
Engineers Inc. 

p 3 If you have any questions. or require additional information, please contact me. 

Manager - Construction 
SA1 Consulrlng Engfneers lnc. 
1400 Penn Avenue 
Sulre 101 
Pittsburgh PA 15222-4332 
(412) 392-8735 
(612) 382-8765 lgW 
(412) 812-3321 cel 
bschull Qsaiengr.com 

August 15,2006 (12:22PM) 

Copies IO: 

http://Qsaiengr.com


Troxfer Electronlc Laboratorles, fnc. 
3006 Cornwallis Rd., P.O. Box 12057 
Research Triangle Park, NC 27709 

Llcense: NC 032-0182-1 
Tel: (877) 676-0537 Fax: (019) 485-2250 

Conversion fador (cpm/Bq) 

Background rneasunment (cprn) 

Sample measurement (cprn) 

Activlty (6s) 

Mln Detectable Activlty (Bq) 

LEAK TEST CERTIFICATE 

BETA4GAMMA ALPHk 
- 

1.28E+O? 2.02E+OI 

0 27 

0 20 

MDA MDA 

4.1E-01 1.3€+00 

DEVICE: 

Model: 3411 Serial No: 181 46 

This certifies that the above leak test results are: 

@ Lass than 185 Bq (0.005 uC1) 0 Greater than 185 Bq (0.005 UCI) 

I I 



, --. 

Conversion factor (cprnlBq) 

Background measurement (cpm) 

Sample measurement (cpm) 
-* 

Traxler EIectronIc Laboratorles, Inc. 
3008 Cornwallis Rd., P.O. Box 12057 

1.28E41 2.04E+01 

1 28 

0 25 
1 

Rosearah Trlangle Park, NC 27709 
Tel: (877) 876-9537 Fax: (919) 485-2250 

AcUvlty (Bq) 

Mln. Delecbble Actlvlty (Bq) 

License: NC 032-0 1 82-1 

LEAK TEST CERTIFICATE 

a MDA 

6.1E-01 

DEVICE: 

Model: 3411 Serlal No: 18361 

SEALED SOURCES: 

SERIAL NO. MEASURE DATE NUCLIDE 

50-7864 01/29/1990 CS-137 
47-1 38 1 I 0111 811990 AM-241 :BE 

LEAK TEST ANALYSIS: 

Sample collected on: 05/28/2006 

Sample analyzed on: 06/02/2006 at 10:30:00 AM 

Analyzed by: HARRY P. PENDLETON,JR. 

I I ALPHA 

~~ 

BETA-GAMMA 7 

I I I 

This certlfles that the above leak test results are: 

E Less than 185 Bq (0.005 uCi) 0 Greater than 185 Bq (0.005 uCi) 
___ 

If greater than 185 8q (0.005 uCI): 

Person Notlfled Date 

Phone andlor Fax 



Troxler Electronic Laboratories, I nc. 
3008 Cornwallis Rd., P.O. 80x 12057 
Research Trlangle Park, NC 27709 

I ,  . Tel: (877) 876-9537 Fax: (919) 485-2250 

Converslon factor (cpm/Bq) 

License: NG 032-0182-1 

ALPHA B€TA-GAM MA 

1.28E*01 2 04E+07 

LEAK TEST CERTIFICATE 

Background measurement (cpm) 

Sample measurement (cpm) 

Activity (Bq) 

Mln. Detectable Actlvlty (Bq) 

DEVICE : 

Model: 3440 Serial No: 25571 

1 28 

0 35 

MDA e MDA 

6.1E-01 1.3E+00 

SEALED SOURCES: 
ACTlVtTY 

SERIAL NO. MEASURE DATE NUCLIDE (QBq) (ma) 
47-2 1936 00/20/1995 AM-241 :BE 1.48 40 
75-8432 07/08/1996 CS-137 0.296 8 

.c 

Thls certifles that the above leak test results are: 

@ Less than 185 Bq (0.005 uCI) 0 Qreater than 185 Bq (0.005 uCi) 

LEAK TEST ANALYSIS: 

Phone and/or Fax 



Ttoxler Electronic Laboratories, Inc. 
3008 Cornwallis Rd.. P.O. Box 12057 
Research Triangle Perk, NC 27709 

Tel: (877) 876-9537 Fax: (91 9) 485-2250 

Converslon factor (cprnlRq) 

Background measurement (cprn) 

Sample measurement (cpm) 

Lkenee: NC 032-01 82-1 

ALPHA B ETA-5AM M A 

1.28E+01 2.04ECO 1 

1 28 

0 20 

LEAK TEST CERTIFICATE 

DEVICE: 

Model: 3440 Serial No: 32572 

SEALED SOURCES: 

SERIAL NO. M W U R E  DATE NUCLIDE 

750-7092 oi i i~12001 CS-137 
47-28799 03/~8/1990 AM-241 :BE 

LEAK TEST ANALYSIS: 

Sample collected on: 04/11/2006 

Sample analyzed on: 04/18/2006 at I 1 :39:00 AM 

Anelyzed by: HARRY P. PENDLETON,JR. 

__ ~ I Activity (Bq) I MDA I MDA 1 
~ ~~ 1 Mfn. Detectable Actlvlty (Bq) I 6.1 E-01 I 1.3E+00 -1 

This certifles that the above leak test results are: 

@ Less than 185 Bq (0.005 uCl) 0 Greater than 185 Bq (0,005 uCi) 

If greater than I85 Bq (0.005 uCI): 

1 Person Notlfied Date I 
Phone and/or Fax 


