
Make Model KIT SN Calibration Remarks
Probes Date

BICRON ANALYST A030H 5/21/2006 SURVEY METER
BICRON ANALYST A031H 11/16/2005 SURVEY METER
BICRON ANALYST A034H 5/21/2006 SURVEY METER
BICRON ANALYST A036H sent 6/1/2006 SURVEY METER
Exploranium GR-130 9973 sent 5/22/06 FEDEX
HI-Q AFC-3 391 6/2/2006 AIR SAMPLER Calibrator
HI-Q AFC-8 3885 6/2/2006 AIR SAMPLER Calibrator
LUDLUM "12-4 140119 2/11/2006 Nutron Meter for 42-31 Ball
LUDLUM 2241-3 224211 4/27/2006 KIT 224211 NP&RP
LUDLUM 2241-3 133-7 PR 237129 4/27/2006 KIT 224211
LUDLUM 2241-3 44-2 PR 240078 4/27/2006 KIT 224211
LUDLUM 2241-3 44-9 PR 240303 4/27/2006 KIT 224211
LUDLUM 2241-3 44-38 PR 240681 4/27/2006 KIT 224211
LUDLUM 2241-3 224228 4/27/2006 KIT 224228
LUDLUM 2241-3 133-7 237327 4/27/2006 KIT 224228
LUDLUM 2241-3 44-2 240238 4/27/2006 KIT 224228
LUDLUM 2241-3 44-38 240701 4/27/2006 KIT 224228
LUDLUM 2241-3 44-9 240309 4/27/2006 KIT 224228
LUDLUM 2241-3 224276 4/27/2006 KIT 224276 NP&RP
LUDLUM 2241-3 133-7 PR 237140 4/27/2006 KIT 224276
LUDLUM 2241-3 44-2 PR 240075 4/27/2006 KIT 224276
LUDLUM 2241-3 44-38 PR 240706 4/27/2006 KIT 224276
LUDLUM 2241-3 44-9 PR 240304 4/27/2006 KIT 224276
LUDLUM 2241-3 225783 4/27/2006 KIT 225783
LUDLUM 2241-3 44-9 PR 240310 4/27/2006 KIT 225783
LUDLUM 2241-3 44-2 PR 240231 4/27/2006 KIT 225783
LUDLUM 2241-3 44-38 PR 240698 4/27/2006 KIT 225783
LUDLUM 2241-3 133-7 PR 237331 4/27/2006 KIT 225783
LUDLUM 2350-1 203472 Steve; do not calibrate
LUDLUM 42-31 143383 2/11/2006 Nutron Ball for 12-4 Meter
LUDLUM 3 13220 with probe 5/21/2006  
LUDLUM 3 15022 w/h probe 5/26/2006  
LUDLUM 3 16228 5/10/2006
LUDLUM 3 16248 5/10/2006
LUDLUM 3 16252 with probe 5/21/2006  
LUDLUM 3 16254 5/10/2006
LUDLUM 3 16276 missing
LUDLUM 3 16300 2/9/2006
LUDLUM 3 21928 5/10/2006
LUDLUM 3 21951 2/9/2006
LUDLUM 3 22056 sent 6/1/06
LUDLUM 3 229378 w/h probe 4/27/2006
LUDLUM 3 229439 w/h probe 4/27/2006
LUDLUM 3 31649 missing
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LUDLUM 3 31684 2/9/2006
LUDLUM 3 31743 5/10/2006
LUDLUM 3 31754 5/10/2006
LUDLUM 3 62600 5/10/2006
LUDLUM 3 62642 missing
LUDLUM 3 62645 2/9/2006
LUDLUM 3 62936 11/28/2005
LUDLUM 3 87343 with probe 10/18/2005  
LUDLUM 3 87410 2/9/2006
LUDLUM 3 87448 5/21/2006
LUDLUM 3 92704 5/10/2006
LUDLUM 3 92768 5/10/2006
LUDLUM 3 92787 5/10/2006
LUDLUM 3 15038 2/9/2006
LUDLUM 3 15057 5/10/2006
LUDLUM 3 124383 5/10/2006  
LUDLUM 6 58141 2/9/2006
LUDLUM 6 58153 2/9/2006
LUDLUM 6 58159 2/9/2006
LUDLUM 6 63391 2/9/2006
LUDLUM 6 63420 5/10/2006
LUDLUM 6 63429 2/8/2005
LUDLUM 6 58140 2/9/2006
LUDLUM 6 63413 5/21/2006  
LUDLUM 9 133732 5/21/2006
LUDLUM 9 133760 5/21/2006
LUDLUM 17 36619 11/16/2005
LUDLUM 17 36623 5/16/2006
LUDLUM 17 36665 5/16/2006
LUDLUM 17 38692 9/5/2005
LUDLUM 17 38722 5/16/2006
LUDLUM 17 74524 2/28/2006
LUDLUM 17 36667 4/4/2006
LUDLUM 17 93409 5/16/2006
LUDLUM 19 72163 2/28/2006
LUDLUM 19 73484 12/14/2005
LUDLUM 19 73496 5/21/2006
LUDLUM 19 73497 sent  5/10/06 26 cpm alpha
LUDLUM 19 73508 12/14/2005
LUDLUM 19 85932 5/21/2006
LUDLUM 19 85980 12/14/2005
LUDLUM 19 85985 missing
LUDLUM 19 91485 4/4/2006
LUDLUM 19 91534 12/14/2005
LUDLUM 19 91559 1/12/2006
LUDLUM 19 85958 2/28/2006
LUDLUM 19 221522 4/26/2006
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LUDLUM 19 225311 4/27/2006
LUDLUM 19 225318 4/27/2006
LUDLUM 19 225391 4/27/2006
LUDLUM 500 63865 5/16/2006
LUDLUM 500 70628 12/8/2005 PULSER
LUDLUM 500 70651 PULSER
LUDLUM 500 94933 9/6/2005 PULSER
LUDLUM 500 94941 3/2/2006 PULSER
RADCAL MDH/3036 36-0374 2/8/2006
RADCAL MDH/3036 36-0380 2/28/2005 MDH (arrived 5/15/97)
Thermo Ebrline HandeCount 152 (need RMA #) 6/3/2005 Calibrate every other year
VICTOREEN 450P 4296 5/21/2006 Xray
Victoreen 451B 501 5/21/2006 Xray
Victoreen 451B 505 sent 6/1/2006 RAM
Victoreen 6000-532B 97350 With Nero
Victoreen 6000-532B 97352 With Nero
Victoreen 6000-532B 106537 With Nero
Victoreen 6000-532B 107613 With Nero
Victoreen 8000 291 2/3/2006 Nero (Must get RA)
Victoreen 8000 309 6/20/2005 Nero
Victoreen 8000 310 6/9/2005 Nero
Victoreen 8000 96450 5/18/2006 Nero Fluke BIO 440-248-9300
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