
IMAGING SCIENCES 
INTEIRNATIONAL INC. 

1910 North Penn Road, Hatfield, PA 19440 
Phone (21 5) 997-5666, fax (21 5) 997-5665 
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Jut06 

SEALED SOURCE LEAK TEST 
Owner: Keystone Dental ' 

1910 N. Penn Road 
Hatfield, PA 19440 

DATE: 

Source ID 
Americium 241 
NEN Model NER-478; SN: 1 
Storage 
Background 
57CO ref 

31 JuI-06 

Gross Net , uCi ACTION 

164 -41 -2.13E-05 NONE 
152 -53 -2.75E-05 
205 NA NA NA 
4049 3844 I .99~-03 0.8681 as 

All sources are wipes taken of the sealed source. 
Wipes were counted in a sodium iodide well-type detector, 
Ludlurn Model 2200 spectrometer 
MDA = 223E-05 uCi 

No wipeable contamination greater than 0.005uCi. 

Next test due in Jan2007. 
A 

Prepared by: 
I---- 

1 -J u n-02 
I521 .OO 

Certified Medical. Physic&& 
44 Stelton Road, Suite 115 
Piscataway, NJ 08554 

RSO: 



Jan06 

SEALED SOURCE LEAK TEST 
Owner: Keystone Dental 

1910 N. Penn Road 
Hatfield, PA 19440 

DATE: 31-Jan-06 

Source ID Gross Net . uCi ACTION 
Americium 241 
NEN Model NER-478; SN: 1 77 -4 -1.97E-06 NONE 
Storage 76 -5 -2.47E-06 

57Co ref 6501 6420 3.17E-03 0.91266 
Background 81 NA NA NA 

All sources are wipes taken of the sealed source. 
Wipes were counted in a sodium iodide well-type detector, 
Ludlum Model 2200 spectrometer 
MDA = 1.33E-05 uCi 

No wipeable contamination greater than 0.005uCi. 

Next test d u e  in Ju12006. 

Prepared by: 

1 -JUn-02 
1340.00 

Robert J. Tokarz, M.S.,i%@F? 
Certifled Medical Physicist 
44 Stelton Road, Suite 115 
Piscataway, NJ 08854 

RSO: 
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SEALED SOURCE LEAK TEST 
Owner. Keystone Dental 

1910 N. Penn Road 
Hatfield, PA 19440 

DATE: 31-Jul-05 

Source ID Gross 
Americium 241 
MEN Mcdel NER-4.73; SN: 1 
Storage 88 
Background 90 
57CO ref a ~ i 5  

74 

Net uCi ACTIOh 

-16 -9.48E-06 NONE 
-2 -1.18E-06 
NA NA NA 

8565 5.07E-03 0.760522 

All sources are wipes taken of the sealed source. 
Wipes were counted in a sodium iodide well-type detector, 
Ludlum Model 2200 spectrometer 
MDA = 1.69E-05 uCi 

No wipeable contamination greater than O.O05uCi, 

Next test due in Jan2006. 

Prepared by: 
Robert J. Tokarz, 
Certified Medical Phy 
44 Stelton Road, Suite 115 
Piscataway, NJ 08854 

I-Jun-02 
11 56.00 

RSO: 
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jan05 

SEALED SOURCE LEAK TEST 
Owner: Keystone Dental 

1910 N. Penn Road 
Hatfield, PA 19440 

DATE: 31-Jan-05 

Source ID Gross 
Americium 241 
NEN !dotel NER478; S N :  1 67 
Storage 80 
Background 88 
57Co ref 15208 

4 

Net uCi ACTION 

-2f -1.12E-05 NONE 
-8 L.26E-06 
NA NA NA 

15120 8.06E-03 0.845044 

All sources are wipes taken of the sealed source. 
Wipes were counted in a sodium iodide well-type detector, 
Ludlum Model 2200 spectrometer 
MDA = 1.50E-05 uCi 

No wipeable contamination greater than 0.005uCi. 

Next test due  in Ju12005. 

Prepared by: d flfi ert J. J Tokar .q r  . , DAO R ’ ’ 

I-Jun-02 
975.00 

Certified Medical Physicist 
44 Stelton Road, Suite 1 15 
Piscataway, NJ 08854 

RSO: 



SEALED SOURCE 
USAGE ACTIVITY AND INVENTORY 

KEY STO N E 
DENTAL X-RAY 

_______. 

TIME 
OUT 

- 

DATE 

S U R E  OUT 
mWhr INVENTORY TECH. 

2.0CuAM241 Yes @ NO 0 

3.46 pCu AM2,, Yes 0 No 0 

2.0CuAMZP1 Yes & N o  0 

3.46 pCu AMZs, Yes 4= No 0 

3.46 ~ “ C U A M ~ ~ ~  Yes @ No a 

. _  

2OCuAM241 Y ~ s  @ NO 0 

3-7 ss- 5-S r/\ 

~ . O C U A M ~ ~ ~  Yes 0 No D 

3.46 pCu AM2.,( Yes 0 No 0 

3 46 pCu AMzd1 Yes 0 No 0 

~ . O C U A M ~ ~ ,  Yes U No D 

3.46 pCu AMa, Yes 0 No 0 

2.0CuAMz,, Yes 0 No 0 

2 . 0 C i ~ A M ~ 4 ~  Yes n No 0 

3.46fiCuAMz4, Yes 0 No 0 

2.0 C U A M ~ ~ ~  YES 0 NO 0 

3.46~C~Ah424, YES U NO fl 

2.0 C U A M ~ ~ ,  Y e s  0 No C) 

3.46 ~ C U  AMZ4( Yes 0 NO n 
. __ 

2.0 C U A M ~ ~ ,  YES 0 NO c3 

3.46 pCu AMzd1 Yes 0 No n 
2.0CuAM24, Yes U NO D 

3.46 pCu AMz4, Yes  0 No 0 

~.OCUAM,~ Yes 0 No u 
3.46pCuAMa, Yes 0 d o  0 
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