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":02"" Agilernt Technologies

2850 Centerville Road
Wilmington, DE 19808

Director
U.S. Nuclear Regulatory Commission
Materials Safety Branch
Division of Industrial & Medical Nuclear Safety
Two White Flint North
11545 Rockville Pike
North Bethesda, PA 50852

Re: request amendment to registry NR-0348-D-1 11-B

November 6, 2006

Dear Sir or Madam,

This letter is in response to Mr. Timothy Harris's letter dated October 26, 2006, subject:
"Discontinuation of sealed source and device review for amendment of Agilent
Technologies, Inc. registration certificate NR-0348-D- 11-B."

For clarification sake, the amendment request dated June 5, 2006 was for an expansion of
scope of usage for an already approved sealed source and not a request for introduction or
modification to a previously approved sealed source. As such, we believe that Section 10
of NUREG-l 556, Vol. 3, as recommended by Mr. Harris is not applicable to our
amendment request and that we should use Section 13 as it directs modifications to
existing registration certificates.

In accordance with NUREG-1556 Vol.3, section 13, Modifications to Existing
Registration Certificates, the following information is provided:

1) There are no changes to the models of electron capture detector (ECDs) described
in SS&D Registry NR-0348-D-1 1 -B, only a change in the instruments referred
to in the registry that will house currently registered ECDs. The ECD is not a
stand-alone device; it is only sold to be used as an option in gas chromatograph
equipment-

2) This change only affects the instruments that ECD model G2397A will be
installed in.

3) There has been a change to the termination end of a flexible stainless steel tube
for the pneumatic function of the ECD that is attached to the upper body of the
ECD. For reference, a copy of the drawing of the ECD Upper Body before
attachment to the lower body, with Anode Purge and ECD Vent lines showing, is
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included. Also included is a marked up copy from the -111 B registry of the
drawing depicting the ECD with upper and lower bodies attached which does not
include ECD vent or anode purge tubing. Referring to the ECD Upper Body
drawing, the referenced termination end is on the tube identified as "ANODE
PURGE IN." The modified terminal end is at a distance of 50 cm from the cell
itself. All other aspects of the tubing (attachment to the upper body, type, size,
and length) remain the same. To our knowledge, this tubing has not been
identified in any previous communications with the NRC associated with
amendment requests.

4) The mounting mechanism between the ECD Cell and the ECD module is the
same as with the previously certified G23 97A.

5) There are no changes 'to the design or electronics interfacing with the cell. The
electronics are the same components, design, and cable that drive the currents to
the cell and receive the signals from the cell. All changes to the electronics are to
secondary circuits used to interpret the signals from the cell and transmit these to
other electronics within the GC.

6) The changes will present no change in the safety or operation of the nuclear
portion of the device.

7) This amendment request does not change the function of the ECD.
8) The radiation profile of the ECD will not change.
9) There will be no change to the ECD label.

As described in the amendment request of June 5'th, we request a change to a sentence in
the third paragraph following item #5 under DESCRIPTION of the NR-0348-D-11 I-B
registry from "The Model G2397A ECD is for use on both the distributor's Model 6890
and 6850 gas chromatographs" to "The Model G2397A ECD is for use on the
distributor's Models 6850, 6890, and 7890 gas chromatographs."

We apologize for any miscommunication and appreciate your consideration of this issue.

Please direct all questions regarding this amendment to my attention at 302-633-8262.

Sincerely,

David S. Bennett
Radiation Safety Officer
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REGISTRY OF RADIOACTIVE SEALED SOURCES AND DEVICES
SAFETY EVALUATION OF DEVICE

(AMENDED IN ITS ENTIRETY)

NO.: NR-348-D-111-B DATE: April 1, 2004 ATTACHMENT 2

~1

r~odels G2397A, G2398A, G2404A, an~d G2405A.
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