
DEPARTMENT OF THE ARMY
HEADQUARTERS US ARMY COMMUNICATIONS AND ELECTRONICS.

MATERIEL READINESS COMMAND AND FORT MONMOUTH
FORT MONMOUTH, NEW JERSEY 07703

DRSEL-SF-H 29 May 1979

US Nuclear Regulatory Commission
Region I
631 Park Avenue
King of Prussia, Pennsylvania 19406

Dear Sir:

Reference is made to a telephone conversation on 18 May 1979 between
Mr. Robert 0. McClintock, Chief, Materials Radiological Protection Sec-
tion, and Mr. Steven A. Horne, this command, subject: Notification of
a Possible Incident, This conversation was initiated by this command
as a compliance action under US Nuclear Regulatory Commission Byproduct
Material License Number 29-01022-08 authorizing the possession and use
of the AN/UDM-2 Radiac Calibrator Set, by the Department of the Army.

As was indicated in referenced conversation, this command released for
use 250 AN/UDM-2 Radiac Calibrators to various Army installations and
activities world-wide. This headquarters was apprised that two cal-
ibrators evidenced a mechanical problem such that when the drawer
mechanism of the TS-3494/UDM-2 portion of the calibrator was in its
outermost open position, the drawer could be removed when pulled under
extreme pull-type pressure. The AN/UDM-2 Radiac Calibrator was manu-
factured in accordance with specifications as required by this command.
Examination of the two calibrators revealed that the guide pin holding
the drawer in place was manufactured within the lower limit of toler-
ance.

This command has initiated a mandatory recall program for examination
of all AN/UDM-2 Radiac Calibrators to inspect and modify the drawer
assembly-guide pin for those calibrators requiring improvement. Cal-
ibrators are being returned to Lexington-Blue Grass Depot Activity for
,this purpose. This action is being, taken under referenced NRC license
as authorized in Supplement I of application dated 20 April 1978.

As was indicated by Mr. McClintock during referenced conversation, this
command was not obligated to report this situation since it was not
effected by either Parts 19, 20,or 21 of Title 10, Code of Federal Reg-
ulations. However, it is the policy of this command to keep your office-
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fully apprised of the results of this recall/inspection program.

Sincerely yours,

BERNARD M. SAVAIKO
Chief, Safety Office'

Copy furnished:
Commander, DARCOM
ATTN: DRCSF-P
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