
From: Donna Janda
To: kmiller@psu.edu;  merdman@psu.edu
Date: Thu, Nov 30, 2006  2:48 PM
Subject: Additional information for license renewal

Licensee: Penn State Milton S. Hershey Medical Center
License No. 37-13831-01
Docket No. 03003203
Mail Control No. 139056

Subject: Additional information required for license renewal request

Please send an email to confirm receipt of this message.

To: Mr. Kenneth Miller, Radiation Safety Officer

In order to continue our review of your letter dated November 21, 2006, which provided
additional information for your license renewal request, please provide the following additional
information:

1. Please confirm that, when evaluating new uses of radioactive material, your Radiation
Safety Committee uses the criteria described in Appendix R of NUREG-1556, Volume 11 to
review operating and handling procedures. 

2. Item 15 of your response provides diagrams and room numbers for several specialty
areas of use and Item 9 of your application dated June 26, 2006, provides a description of
several of these specialty areas.  However, we do not have diagrams and/or descriptions for all
of your specialty areas.  Please submit diagrams and descriptions for the following: sealed
source storage areas; iodination laboratories; alpha laboratories; and instrument calibration
facilities.  Please state if you do not have any of the type of facilities described above.  In
addition, please confirm that patient rooms, which are used for housing radioiodine therapy
patients and low dose rate brachytherapy patients, contain shielding, including any portable
shielding, sufficient to demonstrate that the limits specified in 10 CFR 20.1301(a) will not be
exceeded.    

3. Item 15 of your response states that you consider the guidance provided in Appendix L
to NUREG-1556, Volume 11 when reviewing facilities for new procedures.  Please confirm that
future specialized facilities will be similar to those described in your application dated June 26,
2006, and letter dated November 21, 2006.  These facilities include nuclear medicine facilities,
radiopharmaceutical therapy facilities, brachytherapy facilities, high dose rate remote
afterloader facilities, radioactive waste storage and processing facilities, sealed source storage
areas, instrument calibration facilities, animal research facilities, iodination laboratories,
unsealed alpha laboratories, and therapy patient rooms.

Please be sure to include Mail Control No. 139056 in your response.  Please note that you may
not reply to this email by return email.  Your reply must be in writing by letter or facsimile
(610-337-5269).   Please provide your response to this email request by December 6, 2006.

If you have any questions regarding these items, please call me at 610-337-5371.

Thank you for your attention to this matter.

Sincerely,

Donna M. Janda
Health Physicist, Medical Branch
Division of Nuclear Materials Safety
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