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State ofhretv Jersey 
OFFICE OF THE AITORNEY GENER~L JON s. CLjlui~t: GREGORY A. PAW 

Dlrecror 

GEORGE F. JACKSON, Ph.D 
Chief Sfote Tmrcologr 

DEPARTMENT OF LAW AND PUBLIC SAFETY 

DIVls[oN OF C R J M ~ N ~  JUSNCE 
Governor 

Stuart Rabiier 
Atiorriey Gerirral 

325 NORFOLK STREET 
NEWARK,NJ 07103-2701 

TELEPHONE (973) 648-7259 FAX (973) 648-7618 

January 18,2007 

Dennis R. Lawyer, $ 7 - 1 3  6 W b f  

Nuclear Regulatory Commission 05-P5? 
Region I 02” 
475 Allendale Road 
King of Prussia, PA 19406-1415 

Dear Mr. Lawyer: 

This letter is to serve as my radioactivity survey report of the former 
radioimmunoassay (RIA) laboratory at  the New Jersey State Toxicology Laboratory. 
AI1 surfaces were scanned with a calibrated survey meter holding the probe I inch 
above each surface, All bench tops, the floor, and the bench top sink had readings 
no greater than background (25 CPM). The refrigerator in which the RIA kits were 
stored, and a centrifuge used in the assay procedure, also had no readings greater 
than background. 

This survey was conducted a t  your request t o  further support m y  request to 
terminate the radioactive material license (29-13633-0 1, Mail Control No. 139772) 
of the New Jersey State Tox Lab. If you require further information please contact 
me at  the above address and telephone number. Thank you for your assistance with 
this matter. > I  

2 .  , .  .” 

Very truly yours,’ !.< I , % 

Robert Havier, Ph.D 
Forensic Toxicologist 

RH:jr 
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property of New jersey Sta te  Police 
OEM Calibration Laboratow 

Customer: S t a t e  Medical Examiners Office 
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