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S O U T H W E S T  R E S E A R C H  I N S T I T U T E @  
6 2 2 0  Culebra  R o a d ,  P .O.  Drawer  28510 

Institute Qual i ty  Sys tems 
Institute Calibration Laboratory 

Phone:  210-522-5215 Fax 210-522-4834 

Certificate of Calibration 
Certificate # 

0972-01 

Submitted By: DIV20 
Address: B57 
Contact: DON BANNON 

Manufacturer I Model: HEWLETT-PACKARD / 34970A 
Description: DATA ACQUISITION/SWITCH UNIT 

Serial No: MY440 10920 
Asset No: 012033 

Procedure: AGILENT 34970A - 21 MAR, 2006 

Work Order: 303072226 
Date Issued: Dec 27,2006 

Calibration Date: Dec 27, 2006 
"Calibration Due: Dec 27, 2007 

Calibration Location: Bldg. 64 
Environment: Temp. 70.O"F Hum. 35 %RH 
**Data Type: FOUND-LEFT 

DivID/I,ocation: N/A 

This certificate documents traceability to the National Institute of Standards and Technology (NIST) and the International System of Units (SI). The Laboratory 
quality system conforms to ISO/IEC 17025, 2005, ANSVNCSL 2540-1-1994 and relevant requirements of the IS0 9000-2000 standard. This certificate shall not 
be reproduced, except in full, without the written approval of the Southwest Research Institute Calibration Laboratory. This certificate shall not be used to claim 
product endorsement by Southwest Research Institute, American Association for Laboratory Accreditation (A2LA) or any agency of the U. S. Government. Results 
of this calibration relate only to the instrument described above at the time of calibration and does not imply any long term stability of the instrument. 

*Determined by the customer, does not imply the instrument will remain within tolerance as any number of factors may cause an out-of-tolerance condition before 
this date. **FoundLeft = adjustment and/or repair was not required, As Left = adjusted andor  repaired was required. The client has sole responsibility for 
determination of in-/out-of-tolerance or compliance/noncompliance. See Remarks or attached Measurement Report with the same Work Order number for data. 

Reported uncertainty calculated in accordance with the IS0 "Guide to the Expression of Uncertainty in Measurement" (GUM) and represents an expanded 
uncertainty with a coverage factor of k=2 to approximate a 95% confidence level. 
Remarks: None 

Standards Used 

Asset No. Serial No. Manufacturer Model Description Cal Due 

Reviewed by: hlt ( ) jrg ( ) pwc ( ) p h  ( ) 

Metrology Technician 
m:h2lal.rpt Rev date August 15, 2005 // Pane 1 of 1 



Southwest Research Institute 
Calibration Laboratory 
Measurement Report 

Work Order: 303072226 
Asset No: 01 2033 
Serial No: MY4401 0920 

Mfr: HP 
Model: 34970A 
Type: Data Acqusition Switch 27-Dec-06 Cal Date: 

Function/Range Test Point TI Reading Difference +/-Limit +/-Uncertainty Found/Left 
DC CURRENT 

10 mAmp 
100 mAmp 

1 A  

DC Volts 
100 mVolt 

1 Volt 
10 Volt 

100 Volt 
300 Volt 

Ohms 4 Wire 
100 Ohm 
1 kOhm 
10 kOhm 

100 kOhm 
1 MOhm 
10 MOhm 
100 MOhm 

Gain Verification DCV 
100 mVolt 

1 Volt 
10 Volt 

100 Volt 
300 Volt 

Ohms 4 Wire 
100 Ohm 

1 kOhm 
10 kOhm 

100 kOhm 

1 MOhm 
10 MOhm 
100 Mohm 

mAmp 
0.00000 
0.0000 

Amp 
0.000000 

mVolts 
0.0000 
Volts 

0.000000 
0.00000 
0.0000 
0.000 

Ohm 
0.0000 
0.00 
0.0 
0 
0 
0 
0 

mVolts 
100.0000 

Volts 
1 .oooooo 
10.00000 
100.0000 
300.000 

Ohm 
100.001 300 

kOhm 
0.999931 80 
9.9992790 
99.993930 

MOhm 
0.99988240 
9.9989050 
99.985040 

mAmp 
0.00005 
0.0001 

Amp 
0.000001 

mVolts 
0.001 3 
Volts 

0.000001 
0.00000 
0.0000 
0.000 

Ohm 
0.0005 

0.000001 
0.00001 
0.0001 

0.000000 
0.00001 
0.0000 

mVolts 
100.001 2 

Volts 
1.00001 8 
10.0001 4 
100.001 4 
300.003 

Ohm 
100.001 4 

kOhm 
0.999927 
9.99922 
99.9934 
MOhm 

0.999886 
9.99865 
99.8960 

mAmp 
0.00005 
0.0001 

Amp 
0.000001 

mVolts 
0.001 3 
Volts 

0.000001 
0.00000 
0.0000 
0.000 

Ohm 
0.0005 

0.000001 
0.00001 
0.0001 

0.000000 
0.00001 
0.0000 

mVolts 
0.001 2 
Volts 

0.00001 8 
0.0001 4 
0.001 4 
0.003 

Ohm 
0.0001 
kOhm 

-0.000005 
-0.00006 
-0.0005 
MOhm 

0.000004 
-0.00026 
-0.0890 

mAmp 
0.002 
0.005 

Amp 
0.0001 

mVolts 
0.004 
Volts 

0.000007 
0.00005 
0.0006 
0.009 

Ohm 
0.004 

0.00001 
0.0001 
0.001 

0.00001 
0.0001 
0.01 00 

mVolts 
0.009 
Volts 

0.000047 
0.0004 
0.0051 
0.0225 

Ohm 
0.01 4 
kOhm 

0.0001 1 
0.001 1 
0.01 1 
MOhm 

0.0001 1 
0.001 4 
0.81 

mAmp 
0.001 2 
0.001 2 

Amp 
0.001 2 

mVolts 
0.001 2 
Volts 

0.000001 2 
0.00001 2 
0.0001 2 
0.0012 

Ohm 
0.0001 2 
0.001 2 
0.01 2 
0.12 
1.2 
12 

120 

mVolts 
0.0001 6 

Volts 
0.0000042 
0.000030 
0.00040 
0.001 8 

Ohm 
0.0049 
kOhm 

0.000036 
0.00036 
0.0036 
MOhm 

0.00004 
0.00032 
0.0036 

Result 
Pass 
Pass 

Pass 

Pass 

Pass 
Pass 
Pass 
Pass 

Pass 
Pass 
Pass 
Pass 
Pass 
Pass 
Pass 

Pass 

Pass 
Pass 
Pass 
Pass 

Pass 

Pass 
Pass 
Pass 

Pass 
Pass 
Pass 
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Southwest Research Institute 
Calibration Laboratory 

Asset No: 01 2033 
Serial No: MY4401 0920 

Measurement Report 
IWork Order: 303072226 I Mfr: HP ]Technician: JRG 

Model: 34970A 
Type: Data Acqusition Switch Cal Date: 27-Dec-06 

Function/Range Test Point TI Reading Difference +/-Limit +/-Uncertainty Fo u n d/Lef t 
DC CURRENT Result mAmp mAmp 

10 mAmp 
100 mAmp 

1 A  

AC Volts 
l 0 0 m V  8 1 kHz 

100 mV Q 50 kHz 

AC Volts 
1 V 8 1 kHz 

1 V Q 50 kHz 
1OV 8 1 kHz 

10 V 8 50 kHz 
10 V Q 10 Hz 

10mV 8 1 kHz 

lOOV 8 1 kHz 
100 V 8 50 kHz 
300 V 8 1 kHz 

300 V 8 50 kHz 

AC Amp 
10mA Q 1 kHz 
100 mA 63 1 kHz 

1A Q 1 kHz 

AC Amp 
1A 8 1 kHz 

Frequency 
100 mV @ 100 Hz 

1 V 8 100 kHz 

Rev, Feb/03 

mAmp 
10.00000 
100.0000 

Amp 
1 .oooo 

mVolts 
100.0000 
100.0000 

Volts 
1 .oooooo 
1 .oooooo 
10.00000 
10.00000 
10.00000 

mVolts 
10.0000 

Volts 
100.0000 
100.0000 
300.000 
200.000 

mAmps 
10.00000 
100.0000 

Amps 
0.01 0000 

Amps 
1 .oooooo 

Hz 
100.0000 

kHz 
100.0000 

mAmp 
9.99987 
99.9998 

Amp 
1.000065 

mVolts 
99.9770 
99.9044 

Volts 
0.999821 
0.999266 
9.9981 9 
9.99565 
9.99902 

mVolts 
10.0044 

Volts 
99.9886 
99.9030 
300.051 
199.991 

mAmps 
9.99593 
100.0470 

Amps 
0.01 0080 

Amps 
0.999920 

Hz 
99.99650 

kHz 
99.99676 

mAmp 
-0.0001 3 
-0.0002 

Amp 
0.0001 

mVolts 
-0.0230 
-0.0956 

Volts 
-0.0001 79 
-0.000734 
-0.001 81 
-0.00435 
-0.00098 

mVolts 
0.0044 

Volts 
-0.01 14 
-0.0970 
0.051 
-0.009 

mAmps 

0.0470 
Amps 

0.000080 

Amps 

-0.00407 

-0.000080 

Hz 

kHz 
-0.00350 

-0.00324 
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0.007 
0.055 

Amp 
0.001 1 

mVolts 
0.1 
0.17 

Volts 
0.001 

0.001 7 
0.01 4 
0.01 7 
0.01 4 

mVolts 
0.046 

Volts 
0.1 
0.1 7 
0.42 
0.6 

mAmps 
0.01 4 

0.6 
Amps 

0.00051 

Amps 
0.001 4 

Hz 
0.1 
kHz 
0.01 

0.001 4 
0.01 5 

Amp 
0.00030 

mVolts 
0.01 5 
0.026 

Volts 
0.000050 
0.0001 0 
0.00042 
0.00082 
0.0026 

mVolts 
0.0051 

Volts 
0.0053 
0.0085 
0.044 
0.12 

mAmps 
0.001 4 
0.070 
Amps 

0.00001 0 

Amps 
0.001 0 

Hz 
0.01 2 
kHz 

0.01 2 

Pass 
Pass 

Pass 

Pass 
Pass 

Pass 
Pass 
Pass 
Pass 
Pass 

Pass 

Pass 
Pass 
Pass 
Pass 

Pass 
Pass 

Pass 

Pass 

Pass 

Pass 
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