
Perm Health Physics, Inc. 
705 Augusta Dr. Bridgeville, PA 15017 
Td: (412) 551-9259 
Fu: (412) 774-2225 
Email:  Calivox@AOL.Coin 

March 7,2007 

Tom Thompson 
MateriaIs Licensing Branch 
Region I 
475 Allendale Road 
King of Prussia, PA 19406 

RE: Franklin County Heart Center; Chambersburg, PA 
Docket: 03036454 
Mail Control: 140143 J 7- 7 0 3 5 6 - 4  

Tom: 

p /  7 

Attached are copies of the leak tests that I, as radiation sa,,ty officer, performed on 
Franklin County Heart Center’s sealed sources during March and May 2006. 

If you have any questions, please do not hesitate to contact me at any time. 

Mark T. Perna, M.S.,oABR 
Certified Diagnostic Radiolog 
Radiation Safety Officer for F 

and Medical Nuclear Radiological Physicist 
mkliii County Heart Center 
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Perna Health Physics, Inc. 
Eenk Test Certificate 

Facility : 
Date: 14-Mar-06 
By: MTP 

Franklin Co. Weai-t Center 

Source 1D SN Isotope QTY (mCi) Cal Date Test R C S L I ~ ~  
E-vial I 0 1 4-74- 19 CO-57 5.206 1 -Feb-04 ~ ~ 0 0 5  uCi 
E-Vial 10 1 4-60-7 CS- 137 0.204 1 -Jaw04 <.005 uCi 
Flood 1136-143 co-57 <,005 uCi 

Calibration Source Analysis 
Counter: Capintec Caprac 

Isotope DPM Gross Ct Efficiency MDA 

(3-137 166290.85 52350 31.33% 79 
Efficiency: CO-57 1627.57 1850 99.16% 75 

Precision of measurements: 95% confidence lcvel 
All sources NIST traceable with +/- 5% accuracy 

Sample Analysis 
S N  Isotope CPM DPM uCi 

S arnples: 1014-74-19 CO-57 25 0 -5 -2.27E-06 
1014-60-7 Cs- 137 250 -16 -7.19E-06 
1136-143 co-57 250 -5 -2.27 E-06 Rwijl Measurements: 95% Confidence Level 
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Perna Health Physics, Inc. 
1- Le& Test Certificate 

CO-57 

Facility : 
Date: 1 -May-OB 
By: MTP 

Fraiiklin Co. Heart Center 

CS- 137 

Source 1 5  SK Isotope QTY (rnCi) Cal Date Test Results . 
E-vial 10 I4-74- i 9 CO-57 5.206 1 -Feb-04 <.005 uCi , 

E-Vial 1 0 14-60-7 Cs-137 0.204 I -Jan-O4 <,005 uCi 
Flood 1136-143 co-57 10 1 -0ct-05 <.005 uCi 

Calibration Sourcc Analysis 
Counter: Capintec Caprac 

Isotope DPM Gross Ct Efficiency MDA 

CS-137 165786.80 47000 28.17% 96 
Efficiency: CO-57 1440.03 1650 94.74% 85 

Precision of measurements: 95% confidence level 
All sources NlST traceable with +/- 5% accuracy 

Sample Analysis 
SN Isotope CPM DPM uCi 

Samples: 10 14-74- 19 Co-57 3 10 8 3.80E-06 
10 14-60-7 (3-137 310 28 1.28E-05 

0 - 5 7  310 8 3.8OE-06 
rnents: 95% Confidence Level 
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