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Leak Tested For: 
Leak Tested By: 

Standard Souroe: 
Standard Adlvity: 
Date of Standard: 

Date of Leak Test: 
Decay Activity: 
Standard (dpm): 

I nstrurn en t: 
Instrument Modd N u r  iber: 
lmtrumsnt Seriol Nuqlber: 

Stenderd (cpm) 
Efficiency: 
Countlng time (minu tw)  
Backgromd (cpm) 
Minimum Detactable Activity: 

Leak Test Record 
NRC License 52-25430-01 

Dr. Enrlquo Gonzales Jimenes, MD 
Davld Rhoe 

c-14 
0.021 uCi Nomlnally 

3-Od-00 

31-Dec-06 
0.02093 From decay chart 
46404.e 

LSC 
Beokman 

6500 
4547 

44206 

1 
24 

3.280E-06 

0.95 1 39 85.1 % 

Wipe (Smew} Test All external or mcessable surfascos of the source or housing are wiped with 
a pisco offllter papor or other absorbent material whlch has been moistened with an appropriate 
solvent and the activity removed is measured. 

Garnmn 
Sourca ID and Serial Number Wipe Test Sample Activity 
Stmnfium 30, Sn0231 45 0.00002 

ihls teat reveals that 11.005 micmcudes or less was present as removable conternlnation. 
Should the removable contamination exoeed 0.006 microcuries, the source must  be removed 
from u8a and necessary rneasures taken according to NRC regulations 

TA?&zJ&- 
David Rhoe HeaittdMedlcal Physicist 


