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Close-out survey of Saint Joseph Hospital, Huntingburg, Indiana 

Performed by: Patrick J. Byrne, D.A.B.R., C.H.P. 
Medical Physics Consultants, Inc. 

Wipe tests for removable radioactive contamination were taken on 01/30/07 and 
analyzed in a Ludlum Model 243 (S/N: 145366) Shielded Well Scintillator coupled 
to a Ludlum Model 2200 (S/N: 138705) Scaler Ratemeter. A window of 50 to 400 
keV was used to analyze the wipes. The efficiency of this system for Cobalt-57 
is I .17 dpmkpm. 

The radiation levels survey was performed on 01/30/07 by Patrick Byrne, using a 
Ludlum Model 14C Geiger-Muller survey meter (SIN: 182928) with a pancake 
probe. The meter was calibrated on 08/17/06, The range used for the radiation 
level survey was 0.0 to 0.2 mR/hr. 

Visual lnwection 
The area was visuafly inspected to ensure that all radioactive waste had been 
removed. No radioactive material was located in the area. 

Radiation Level Survey 
No area demonstrated radiation levels in excess of the background reading of 
0.02 mWhr. 

Sealed Sources 
All sealed sources were disposed of on 01/24/07 through Adco Services, 
Incorporated. The sources were transported by Adco to Barnwell, South 
Carolina for burial. A copy of the Adco disposal documents is enclosed, 



Removable Contamination Survey Results 

Wipe samples were counted in a Ludlum Model 243 Shielded Well Scintillator 
(SIN: 145366) coupled to a Ludlum Model 2200 Scaler Ratemeter (WN: 138705). 
The efficiency of this system for Cobalt-57 is I . I7  dpm/cpm. 

Background: 264 counts per minute 

*Please refer to the attached survey map for wipe locations. 

Maximum removable contamination occurred in area 17. Gross count rate = 317 
cpm/100cm2. Net count rate (gross minus background) = 317 - 264 = 53 
cpmll 00cm2. Net removable disintegrations per minute 53 cprn/l 00cm2 x 1 .I 7 
dpm/cpm = 62 dpm/100cm2. 

Conclusion 

As of 01/30/07, all radioactive materials have been removed from the area of use 
and no removable contamination is present. 
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