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Licensing Assistance Team 
Division of Nuclear Materials Safety 
US Nuclear Regulatory Commission, Region I 
475 Allendale Road 
King of Prussia, PA 19406- 14 15 
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License ## 47-25442-01 
Control ## 140006 

To Whom It May Concern, 

Tn accordance with the letter dated February 12,2007 please note the following: 

1. On May 7 2 0 0 7  Charleston Heart Specialists moved to the new licensed 
location and vacated the prior premises. All sealed sources were transferred to the new 
site. 

2. 
have ever been used at the vacated site. Close out surveys were performed to verify that 
no residual radioactivity was present. Copies of these surveys are attached for reference. 

Only materials identified in 10 CFR 35.200 with a half life of less than 4 days 

Thank you for your attention to th s  matter. 

Sinc.erely , 

NMSS/RGNl MATFR 

Nuclear Imaging + Stress Testing + Echocardiography + Vascular Studies 
EKG + Pacemaker Clinic + Ambulatory Rhythm Monitoring 

Cardiac Catheterization + Angioplasty + Stent + TEE 
R e  /@-bw6 



Charleston Heart Specialists, PLLC 

Nuclear Medicine Department 
Charleston, West Virginia 

hRC # 47-2.5442-01 
May 04, 2007 

Poge I of I 

Daily Area Monitoring: 2144 

Group: <<None> 

Date: 05-04-2007 Time: 11:35 
Instrument: A - SURVEYOR 2000 Serial#: C9916 
TriggerLimit: .05 mR/hr Efficiency: NIA 
Background: .04 mR/hr 

Tech: BRUCECLARK '' ' 
Manufacturer: BICRON 
Next Cal: 11-20-2007 

Areas mR/hr Areas mRhr 
~ ~_______.___________ ._______ 

HL LBLOCK OUTSIDE 0.08 TECH BRC 0.04 
DOOR HL 
DOOR IMGl 
DK STOR. 
IV DOOR 

0.04 
0.04 
0.08 
0.04 

DOOR MG2 
HL FLOOR 
HL SINK 
IV FLOOR 

0.04 
0.04 

0.04 
0.04 

STR2 DOOR 0.04 ST2 FLOOR 0.04 
TREAD 2 
STRl DOOR 
STRFL 1 
PTBED 1 
SCAN FL. 
TECH HG 

0.04 
0.04 
0.04 
0.04 
0.04 
0.04 

STR2 SINK 
TREAD. 1 
STR 1 SIN 
CLD TRASH 
DESK E. 
DOOR 3 W R  

0.04 

0.04 

0.04 

0.04 

0.04 

0.04 

Area Trigger Limits: 

Area Name Trigger Limit Area Name Trigger Limit 
~~ 

HL LBLOCK OUTSIDE 

DOOR HL 

DOOR IMGl 

DK STOR 

IV DOOR 

STR2 DOOR 

TREAD 2 

STRl DOOR 

STRFL 1 

PTBED 1 

.50 

.05 

.05 

.50 

.16 

.50 

.05 

S O  

S O  

.05 

TECH BRC 

DOOR IMG2 

HL FLOOR 

HL SINK 

IV FLOOR 

ST2 FLOOR 

STR2 SINK 

TREAD. 1 

STR 1 SIN 

CLD TRASH 

.05 

.05 

S O  

S O  

.16 

.05 

.05 

.50 

.50 

. 00 

SCAN FL. .05 DESKFL. . 00 

TECH HG .oo DOOR 3 W R  .05 



Charleston Heart Specialists, PLLC 

Nuclear Medicine Department 
Charleston, West Virginia 
Weekly Area Wipe Test: 455 

I NRC # 47-2.5442-01 
May 04,2007 

Page I of I 

Group : <<None>> 

Date: 05-04-2007 Time: 11:27 Tech: BRUCE CLARK -6LC 
Instrument : LUDLUM 2200 S#: 148836 Manufacturer: LUDLUM 
Trigger Limit 2000 DPM Efieiencv: 92.00 % Next Cal: 06-0 1-2007 
Background: 466 CPM WiDe Area: 100 Sq.CM w: p e  W;Q e 
Areas CPrn __ NetCPM DPM Areas C F  M NetCPM DPM .------__--__________ -. 

HL LBLOCK QUTSlDE 4qD 0.00 0.00 DOORHL Qfi  0.00 0.00 
DOOR IMG2 L l I Q  0.00 0.00 DOOR IMGl L\ 19 0.00 0 00 
HL FLOOR 4x7 0.00 0.00 DK STOR. 4b5 0.00 0.00 
HL SINK yaa, 0.00 0.00 IV DOOR q30 0.00 0.00 
IV FLOOR L.lqb 0.00 0.00 STR2DOOR 440 0.00 0.00 
ST2 FLOOR Y 5 5  0.00 0.00 TREAD 2 quo 0.00 0.00 
STR2 SINK Wf3 0.00 0.00 STRlDOOR 4\4 0.00 0.00 
TREAD. I L(35 0.00 0.00 STRFL 1 qa-6 0.00 0.00 
STR 1 SIN 43LI 0 00 0.00 PTBED 1 IU.1 0.00 0.00 

0.00 0.00 SCAN FL Uz-3 0.00 0.00 DOOR 3 w R  qqq 
Area Names and Trigger Limits: 

Area Name Trigger Limit ' Area Name Trigger Limit 

STR2 DOOR 
TREAD 2 
STRl DOOR 
STRFL 1 
PTBED 1 
DOOR 3 W R  
DOOR HL 
DOOR IMGl 
DK STOR. 
N DOOR 

2000.00 
2000.00 
2000.00 
2000.00 

.oo 
2000.00 
2000.00 
2000.00 

. 00 

.oo 

ST2 FLOOR 
STR2 SINK 
TREAD. 1 
STR 1 SIN 
SCAN FL. 
HL LBLOCK OUTSIDE 
DOOR IMG2 
HL FLOOR 
HL SINK 
N FLOOR 

- 

2000.00 
2000.00 
2000.00 
2000.00 

.oo 
2000.00 
2000.00 

.oo 

.oo 

. 00 



This is to acknowledge the receipt of your letter/application dated 

, and to inform you that the initial processing which 
includes an administrative review has been performed. 

There were no administrative omissions. Your application was assigned to a 
technical reviewer. Please Rote that the technical review may identify additional 
omissions or require additional information. 

c] Please provide to this office within 30 days of your receipt of this card 

A copy of your action has been forwarded to our License Fee & Accounts Receivable 
Branch, who will contact you separately if there is a fee issue involved. 

Your action has been assigned Mail Control Number 
When calling to inquire about this action, please refer to this control number. 
You may call us on (61 0) 337-5398, or 337-5260. 

/+ G+f 

NRC FORM 532 (RI) 

(6-96) 

Sincerely, 
Licensing Assistance Team Leader 


