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AREA WIPE SURVEY

Location: Lewistown Hospital Test Date/Time: 05/04/2007 15:20
400 Highland Ave Next Due: <
Lewistown Oh 17044
Instrument: Well Counter Make: Atomlab Model: 930
Serialf#. 1851002 iD: W1  Inst. check resuits:
Background: 72 Cpm Wipe area sample size: 100 cmA2
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Comments and Recommendations:

Performed by: EHS

Radiation safety officer:
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Cal'dinalHealth AREA METER SURVEY

Location: |.ewistown Hospital Test Date/Time: (05/04/2007 15:18
400 Highiand Ave
Lewistown Oh 17044 Next Due:

Instrument: Survey Meter #1 Make: Model: 14-C

Serial#: 200259 ID:
Background. 0.03 mR/Hr Instrument check results:
Test initials: EHS
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Comments and Recommendations:

Performed by: EHS

Radiation safety officer:
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