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1.0 REQUIREMENTS

The quality assurance and control procedures are contained in Sec. 3.0 of the
Remedial Action Plan of Church Rock Site dated April 1989. The procedure
address sampling, chain of custody, laboratory quality control, and data
validation. These requirements became effective July 3, 1989, when United
Nuclear received the Administration Order on the Church Rock Site from the
Environmental Protection Agency (EPA).

2.0 FIELD SAMPLING PROCEDURES AND QA/QC REPORT

Copies of the 2007 quarterly (1st and 2n"d) field low flow purging and sampling
data sheets, are included in Appendix A. These sheets indicate the field
parameter of pH, temperature, conductivity, and the water level drop in the well if
any, during the sampling. The quarterly QAIQC Field Blank and Duplicate
analysis report are included in Appendix B.

3.0 CHAIN OF CUSTODY

Copies of the quarterly Chain of Custody report are included in Appendix C.
Energy Laboratories, Inc., our contact laboratory is located in Casper, Wyoming.
Energy Labs inspect the sample shipment upon arrival to verify' the information
on the Chain of Custody form and to determine if sample arrives at the
appropriate temperature.

4.0 LABORATORY CONTROL

Copies of the quarterly internal Quality Control reports prepared by Energy
Laboratories and associated EPA performance evaluations are included in
Appendix D.

5.0 DATA EVALUATION

Analytical reports are reviewed by the Church Rock Manager, and Radiation
Safety Officer after receipt from Energy Labs. Significant increase or decrease
and out of range values are identified and the laboratory is requested to recheck
the suspect values. The laboratory responds by checking transcription for these
items, and where necessary, repeats the analysis. A revised report is then issued
for that sample if an error is discovered.
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Stan A d Verification Check
STD. P Reading Date/Time Initial GROUND

4-Buffer -/07 /-o-77/•8S
7-Buffer 7.00 /-____s_

0
WATER MONITORING FIELD DATA SHEET

f/dsr QUARTER 20o7
SAMPLING Cp6r. / 4,- 7,)

Reading
1st Cond. 2, 9s-o

I Reading
2nd Cond. -, vqo

Reading
Stable Cond. 3 &96

Reading
Ending Cond. , 2 6oWell NumberlWL w/Probe WL w/Probe

Post SamdleDate

8-07

Pre-SamDle 1st oH o. ,p-- 2nd oH /. ?,q Stable oH x. 77 Endingq PH 6, #
.7.39 -7-5- 1135" 1lstTemp./.q 2ndTemp. //. 7 Stable Temp. /z..0 Ending Temp. /3.3

Time
0 915

Bubbler Start Bubbler End Comments: cou,,,,-+;,,;+y I's
-r~v,,"pe•v-a 4-/v- re., Is•

P.- I I
in
I~. C.
i~ S4a~d UL4IVS.5. 00Y "

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Corfd. .2 9qc 2nd Cond. 3 oqa Stable Cond. •3 ,•z Ending Cond. 3z20o

Date ZaA- 23 Pre-Sample Post Sample 1st pH _,*.73 2nd pH 4,.,p.7 Stable pH 6.76, Ending pH 6. 7
5-2. 2.8 " 5 2 ,5"-V" 1st Temp. /q. 9 2nd Temp. //.a Stable Temp. /1.2 Ending Temp. 11,F

1-8-07 Time Bubbler Start Bubbler End Comments:
/0,2 7 9. 6 52 9. ___I/__v

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 3.2.o 2nd Cond. 1,6.oe Stable Cond. 9 'Vo Ending Cond. 4 6v-5-0

Date g 03 Pre-Sample Post Sample 1st pH 6. yo 2nd pH 6. , V'• Stable pH 6. J4,? Ending pH 6,,Y3
00, 6" . /# "_ 1st Temp. /2.,o 2nd Temp. //. 9 Stable Temp. /1./ Ending Temp. /3.3

-,e-07 Time Bubbler Start Bubbler End Comments:
/I6 /7. 733 1 6. P19-"

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. / ,o 2nd Cond. 9300 Stable Cond. • s", Ending Cond. V 626

Date Pre-Sample Post Sample 1st pH 6.8w 2nd pH 6, ,e Stable pH 6.6 7 Ending pH ý. s7

17.01 Y 9 ,6.2 " 1st Temp. /a. 7 2nd Temp. iv.? Stable Temp. 11.3 Ending Temp. /.2.7
Time Bubbler Start Bubbler End Comments:

_H_ /3,0 /5-,gs 9, -

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 32.20• 2nd Cond. ?, o Stable Cond. ,7 osw Ending Cond. 3o

Date Y'OZ Pre-Sample Post Sample 1st pH 6.9,7 2nd pH 7.•,z Stable pH 5. ?. Ending pH j6.-
9'- ?7 - 4"6. cv - 1st Temp. /3. ,/ 2nd Temp. /3.2 Stable Temp. /2.9 Ending Temp. /.2. 7

/-9-07 Time Bubbler Start Bubbler End Comments:
1-__._ 32- 7 2.770" 22./. __ "7__

Well Number

Yo/

WL w/Probe
Pre-Sample

WL w/Probe
Post Sample

Reading
1 st Cond. 2,080

Reading
2nd Cond. '60oo

Reading
Stable Cond. '--6a#

Reading
Ending Cond. / '.ao

Date 1lst pH ýg, 7g, 2nd pH 6. pff Stable pH .,g8 ,, Endinq pH 6.9 /?
Y,. •," 1 £.33" 1st Temp. /14 . 2nd Temp. /1.2- Stable Temp. //.3 Ending Temp. 12.?

Time Bubbler Start IBubbler End Comments:

1,2. 0 ?3- 1 1131.5-1



Stan d Verification Check
STD. P PReading Date/Time Initial GROUND

4-Buffer o. 7 -_o-71og 36
7-Buffer 9. 92 l-q,-,7,68y0 _

0
WATER MONITORING FIELD DATA SHEET

F/,vsr QUARTER 20 o7
SAMPLING C 0C..2 0 of 7)
Reading Reading Reading Reading

Well Number WL w/Probe WL w/Probe 1lst Cond. &4 •zo 2nd Cond. . 2qo Stable Cond. 5.25o Ending Cond. :ff'e
Date -wz-2 Pre-Sample Post Sample 1st pH 6. 53 2nd pH 6. 5,-0 Stable pH 6. 6o Ending pH 6.•6

5-,l 3 y s"/.6 3 _ 1 st Temp. "7. ' 2nd Temp. 7. 3 Stable Temp. "7. Ending Temp. ?.-7
Time Bubbler Start Bubbler End Comments:

___~/_/~.~77 11•6 _ __., 1' "

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Corld. 3 qoo 2nd Cond. Y 7oo Stable Cond. V 9,, Ending Cond. -5 /.2•

Date 632- Pre-Sample Post Sample 1st pH 6,. 7/ 2nd pH FS. ,'s Stable pH 6. 6 3 Ending pH 6. 3,'
.1/3.s'o" 1st Temp. //.,' 2nd Temp. //. 7 Stable Temp. //t 7 Ending Temp. /2.6.F

/-Y-07 Time Bubbler Start Bubbler End Comments:
15-4 V /1/. 2.6- 13-.2-575"

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 2/60 2nd Cond. ./ 920 Stable Cond..., 7• Ending Cond. /'.239

Date •-o-/ Pre-Sample Post Sample 1st pH 64o' 2nd pH .6 Stable pH -7.0c Ending pH 6.9/
6o, 02." 6o. ' - 1st Temp. 7-4' 2nd Temp. 7. 9, Stable Temp. 9. 7 Ending Temp. 7.9-

/-9-0 Time Bubbler Start Bubbler End Comments:
•_" __ -___16, 72-5--" /C. 70 -7

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 2,,?.zo 2nd Cond. 3.,oo Stable Cond. s, 3'0 Ending Cond. 3 67,

Date 6,24 Pre-Sample Post Sample 1st pH 6. q/ 2nd pH a. 9,' Stable pH e. ?5 Ending pH 6.,.2
9.6"9 * 9.6 `. 1st Temp. 7. 7 2nd Temp. ,9..2 Stable Temp. 9.3 Ending Temp. //.s•

/-9-'2 Time Bubbler Start Bubbler End Comments:
_-F z16_ 1 /3. 0,0, /3.o 0,01/'

Reading
1 st Cond..• 70

Reading
2nd Cond..5 690a

Reading
Stable Cond. -, 2ee

Reading
Ending Cond. _? 7/1e

Date

I- 9-67

Date

1-9-07

Well Number
(ý2q

Time
/ OOe

WL w/Probe
Pre-Sample

WL w/Probe
Post Samcle 1st pH .. 5_. 2nd rH 6. 5. Stable DH 6., SY Endinq pH 6'.6/

/Y.60 -' I -,9.6,' [1 st Temp. /.Z5" 2nd Temp. //.,2 Stable Temp. //./ Ending Temp. //•.5"
Bubbler Start IBubbler End Comments:
/2. 0o11, /3. o-0z'

-+ ~. L .J.

Reading
1 st Cond. ,Z, 22•o

Reading
ly 96 0

Reading
Stable Cond..•/7-s

Reading
Ending Cond. 7'?Well Number

5AL -/

Time
/,o 3 V

WL w/Probe
Pre-Sample

WL w/Probe
Post Sample

2nd Cond
1st pH •.b'o 2nd pH 6.76 Stable pH Ending pH

5.o. 0'' [ •5. -v/ 11st Temp. F..? 2nd Temp. 9. Stable Temp./q, 2-. Ending Temp. /6-,
Bubbler Start IBubbler End Comments:

9. ?~' 9.229"F..2 le, y I



Stanid Verification Check
STD. eading Date/Time Initial GROUND

4-Buffer ylo /-/-a1/682q
7-Buffer 6.9-7 /--0710-2/d•

0
WATER MONITORING FIELD DATA SHEET

,qs-r QUARTER 20o7
SAMPLING (Pc-.3 o0. 'Z)

Reading Reading Reading Reading

Well Nurnber WL w/Probe WL w/Probe 1st Cond. 2,3/0 2nd Cond. 3 290 Stable Cond. , 3/0 Ending Cond. -. 0

Date EPA - 2Y Pre-Sample Post Sample 1st pH (,,'7o 2nd pH 6.,' Stable pH "7. OA Ending pH 6-?'-/

____54 _" 6/. 7,0" 1st Temp., (p 2nd Temp. /c. / Stable Temp. /&. 2. Ending Temp. /2.2.

, 'o7 Time Bubbler Start Bubbler End Comments:
//0 09C2" 8,l /, 9C2 "716c

Reading Reading Reading Reading

Well Number WL w/Probe WL w/Probe 1st Corld. 7 o60 2nd Cond. ?7,/.eo Stable Cond. 1 /3a Ending Cond. 7._0

Date 6, 13 Pre-Sample Post Sample 1st pH .Z 36 2nd pH .. 32 Stable pH 2. 2 z. Ending pH 3.00

70. ?51 79. -/'?" 1 st Temp. //.4 2nd Temp. I, Stable Temp. ii. Ending Temp. /2.,
/- 9-,7 Time Bubbler Start Bubbler End Comments:

//_/_5_ _5. ,___ _" S12 79e

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 2/ SO' 2nd Cond. _32.30 Stable Cond.' 3o0 Ending Cond. 3, 9t

Date C - 3 Pre-Sample Post Sample 1st pH 6,/2- 2nd pH 6. 33 Stable pH 6.6-,? Ending pH 6. s2
51. 22 - £7. 2i' 1st Temp. /a/. o 2nd Temp. /?. 7 Stable Temp. /3.5- Ending Temp. /',,-o

/ - Time Bubbler Start Bubbler End Comments:

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. .2 /20 2nd Cond. 2, 7/, Stable Cond. 2, Ending Cond. 3. -5-

Date EP4- 25 Pre-Sample Post Sample 1st pH 4. ý6 2nd pH ?.,3 Stable pH 9.o, Ending pH ,7'oo
-2. 241/*" 5.2.2 9" 1st Temp. /,' / 2nd Temp. /3.S Stable Temp. /3.2 Ending Temp. /3.3

Time Bubbler Start Bubbler End Comments:
/'/v 7 .701 _ I__?, 6 o ___"__

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 3 .2-/ 2nd Cond. 31,7v Stable Cond.3, o Ending Cond.z 7g

Date 6 27 Pre-Sample Post Sample 1st pH 2. /.• 2nd pH 723 Stable pH •.7..? Ending pH 7.eq
,5 ,e•' - 5-£7. 113' 1st Temp. /3? ? 2nd Temp. /3..? Stable Temp. /3.0 Ending Temp. 1,-/.

/- 07'7 Time Bubbler Start Bubbler End Comments:

____ ~ ~ ~ ~ ~ ~ ~ ~ ~ ~ 4 F9__ 51 ." _ _ _ _ _ _ _ __ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _

Reading
1 st Cond..2, e30

I Reading
2nd Cond. -,e'0

Reading
Stable Cond. /4, 7Q'

Reading
Endinq Cond. e,976

Date

/-1o-07

Well Number

6 /'/

Time
0915-

WL w/Probe
Pre-Sample

WL w/Probe
Post Sample 1lst pH -4I/ 2nd pH 1.S7 Stable rH 7./1 Endina oH

/01. 7' /0q2. 9'5' 1st Temp. /0,5 2nd Temp. /o.2 Stable Temp. /A.9 Ending Temp. //, 7
Bubbler Start Bubbler End Comments:

z1 575 I . 039"



Stan d Verification Check
STD. PReading Date/Time Initial. GROUND

4-Buffer •Y/o I-/b-o7/liz' ,"I.
7-Buffer 6.97 I-0-,O7/0826

WATER MONITORING FIELD DATA SHEET
p,-esr QUARTER 20o7

SAMPLING ('PR-. I e'v -7)

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond.2 /,c 2nd Cond. ', 3e Stable Cond. V 9v3 Ending Cond. .sj '/o

Date .5/.-, Pre-Sample Post Sample 1st pH 6. ,'# 2nd pH 6. Y-3 Stable pH -.s-1 Ending pH s--,
_/0/.,,0/ /.8os-..' 1stTemp. /1.3 2ndTemp. /1.3 Stable Temp. /1.3 Ending Temp. /2./

Time Bubbler Start Bubbler End Comments:
el 1 -13 "7. ý/2 /" .3 1 /y

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Corld. 2/, 1o 2nd Cond. 1/ y's-o Stable Cond. 1.5(o Ending Cond. .',g'o

Date 60,1 Pre-Sample Post Sample 1st pH (.2? 2nd pH 6.&p Stable pH s7. -/ Ending pH .>oo
/1Xo'. 7/' /01, 3"7' lstTemp. /3.3 2ndTemp. /2.1/ StableTemp. /2.1 EndingTemp. /2.Y.

/-/0- 07 Time Bubbler Start Bubbler End Comments:
._/020 Y.3. ' '. /1,5"

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 6, 2nd Cond. Stable Cond. Ending Cond.

Date F/e1.. Pre-Sample Post Sample 1st pH 6. 573 2nd pH Stable pH Ending pH
9'zqA19 1st Temp. q,0 2nd Temp. Stable Temp. Ending Temp.

Time Bubbler Start Bubbler End Comments:
111q

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 2nd Cond. Stable Cond. Ending Cond.

Date Pre-Sample Post Sample 1st pH 2nd pH Stable pH Ending pH
1st Temp. 2nd Temp. Stable Temp. Ending Temp.

Time Bubbler Start Bubbler End Comments:

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. / g.9 2nd Cond./, 5sg, Stable Cond. _<.3•Y Ending Cond. /

Date -rw7 -1,-z Pre-Sample Post Sample 1st pH :7. 36 2nd pH 7 ","' Stable pH -7 -•2 Ending pH -7. 7"5
2,vo. ag" - ./o " 1 st Temp..";/ 2nd Temp. -..-3 Stable Temp. 5." Ending Temp. 7./

Time Bubbler Start Bubbler End Comments:
__-_ I9.h'-q4"' /9. ___-_

Reading
1st Cond. 2, V1.20 2nd Cond

Reading
•3. 2 5-t

Reading
Stable Cond. 57 7s

Reading
Endinq Cond. 5,../0

Date

/ -15"- 07

Well Number

Time
/e'3Z

WL w/Probe
Pre-Sample

WL w/Probe
Post Sample lstpH g.?~? 2nd oH j..27 Stable DH 3. 28 Endina oH -5-23

/6 -/. 2 " / '-6, -7'" j1st Temp.2, c 2nd Temp. 2..? Stable Temp. 3.6, Ending Temp. 7,.z
Bubbler Start Bubbler End Comments: Freeze I;'ke 140vb•i5 4roze up due - law

w;JI efl-a' /bIDI I/n)e. eA~ier- 0 "
4'empera-iuvee- 8a'q

2.(; F 2. -3 o,? I



Stan d Verification Check
STD. P eading Date/Time Initial GROUND

4-Buffer 3 78 8 /-o?/0?3 _

7-Buffer 7 08 ,Vs-ov/0?28 ____

WATER MONITORING FIELD DATA SHEET
Fcasr QUARTER 2007

SAMPLING (P6. 3T oF ,7)

Well Number WL w/Probe
Pre-Sample

WL w/Probe
Post Sample

Reading
1st Cond. ?, ,.1'o
1stpH y,.z/

Reading
2nd Cond. 3, 2so

Reading
Stable Cond. ,og

Reading
Ending Cond. /?O

• • w •

Date

/415.o07
7/'?

Time

2nd pH It//I/ Stable pH ./,f' Ending pH F-5 -

163.S/ 14 '3. (0 l1stTemp. 3,-7 2nd Temp. , Stable Temp. •5. Ending Temp. -/.0

Bubbler Start Bubbler End Comments: r-eceze- 1,,le- 4,,-,,9 roze up due. -r4V
and w•;l elea•/hloaj /;he la-ek.- 0,,.

/OLAJ +e,41 P e P-o 4-L, r- e-

1, "72.8' A. .24Y/'"
L L _________ .1. _________ 1

Reading
1st Corld. 2, 390

Reading Reading
,. s, /,/0

Reading
Ending Cond. s.T3sw-

Date
Well Number

'7/'7

Time
/e9.2 7

WL w/Probe
Pre-Sample

WL w/Probe
Post Sample

2nd Cond Stable Cond

1 st pH 4. 0,? 2nd pH ,.2/ Stable pH 6.I Ending pH

12;, 52' /26. 00 l"st Temp. 5" (, 2nd Temp. 5', 7 Stable Temp. -7 2 Ending Temp. 9, -'
Bubbler Start Bubbler End Comments:
e4' /16 " 6, o' 25"

+ .1 4

Reading
1st Cond. 2,2,2

Reading
.2, 76,0

Reading
Stable Cond. -, 5.20

Reading
Ending Cond. 3, 749Well Number WL w/Probe

Pre-Sample
WL w/Probe
Post Sample

2nd Cond
Date 1st pH 6. 173 2nd pH 6 .91 Stable pH 6. 92 Ending pH 6. 9?,1

//2.20'o ' /I3. a.5-" 1st Temp. 6. / 2nd Temp. ?. 3 Stable Temp. 6. 7 Ending Temp. 6.'
Time Bubbler Start jBubbler End Comments:

/. 0 •7S /. 1~' '24''

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 3. 3/0 2nd Cond. 3.1,1'/v Stable Cond. ,//3o Ending Cond. '22,0

Date '-/ Pre-Sample Post Sample 1st pH 4. 7? 2nd pH 6, ? 7 Stable pH 4. 97 Ending pH 61, 3

/7 7. '5" /77. 70 " 1stTemp. 9.4. 2nd Temp. 9,9 Stable Temp. /,0, 2 Ending Temp. /0. 7
/-- Time Bubbler Start Bubbler End Comments:

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. .-3 7/0 2nd Cond. A/,, / Stable Cond. '.s,- 9 Ending Cond. 47•i"0

Date 1:',-/3 Pre-Sample Post Sample 1st pH 6. 5-6 2nd pH 6•,-- ? Stable pH 9,4/ Ending pH 6, /,f
/66,20 /16 qo," 1st Temp. 7_2 2nd Temp. 7 9 Stable Temp. P. 6 Ending Temp. 9.Z

1-16-07 Time Bubbler Start Bubbler End Comments:
13_1-5- 6.65-9 5". g 6 ,?1_

Reading
1 st Cond. 2, ..26o

Reading Reading
Stable Cond. 2,Y'30

Reading
Ending Cond. 2, ?76

Date
Well Number

- 2-

Time
/ '12 (,

WL w/Probe
Pre-Sample

WL w/Probe
Post Sample

2nd Cond.
1 st pH 2nd pH 6,611 Stable pH 6. 7*7 Endina pH 6. 71/

/7/, -S' /,22, 32" l1st Temp. /o./ 2nd Temp. /1,9 Stable Temp. /e'.7 Ending Temp. //,'
Bubbler Start Bubbler End Comments:

F, 721/ "



Stand Verification Check
STD. Pl"•eading Date/Time Initial GROUND

4-Buffer 3. 9s /-/6-o7/o9'L 0 -
7-Buffer ?7.0 /-1-16 / 09s/ o ___

CP#. 6 mF 7) Standard Verification Ch•

WATER MONITORING FIELD DATA SHEET STD. PH Reading Date/TiWInitial
'/'sr QUARTER 20 o7 4-Buffer 3.97 /-/?-o?/o13e

SAMPLING - 7-Buffer 7.5 /-/- 7 /!.i3• ___,

Date

/-1/6-7

Well Number

Time
l,/-i(

WL w/Probe
Pre-Sample

WL w/Probe
Post Sample

Readinc
1st Cond. 2, r20
ls tpH ".-7,1

I Reading
2nd Cond. 2.,7,0

Reading
Stable Cond. 2. Rso

Reading
Endinc Cond. ., 900

2nd pH 6. -7s- Stable pH ,6.73 Ending pH 6. 7V
/,'/ 2.-32' lst Temp. /,/? 2nd Temp. /A.7 Stable Temp. //6. Ending Temp. 1.2.e

Bubbler Start Bubbler End Comments:
.03o

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Corfd. .2,,12c 2nd Cond. o2z0 Stable Cond. 5 -7o Ending Cond. 4- 79e

Date 7,'l Pre-Sample Post Sample 1st pH 2. 9S 2nd pH 2.9 ' Stable pH 2. 9'- Ending pH q6
/,9o.14Y' / /,/, 06' - 1st Temp. 73 2nd Temp. 7.. Stable Temp. ,?. . Ending Temp. 94

Time Bubbler Start Bubbler End Comments:
91 09o /. 62z 11 //. 031_

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 1ý -2?qo 2nd Cond. A/ 27s" Stable Cond. 1 76/ Ending Cond. -"7/o

Date -711 Pre-Sample Post Sample 1st pH y.ov 2nd pH v',/? Stable pH 2., Ending pH .. C
Av,'p.ICA 6 1?/, iog Ii /. 5/- 1st Temp. 9.9 2nd Temp. ,o.o Stable Temp. lo.o Ending Temp. ,'.0

1-17-47 Time Bubbler Start Bubbler End Comments:
_ 93_ " /A. 03/ /0. 1 -3_5

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 3.2..0 2nd Cond. 70 2'7 Stable Cond. 5" "176 Ending Cond. 5.3o

Date F0? Pre-Sample Post Sample 1st pH 2. 4..3 2nd pH 2.YF Stable pH 2.7.'7" Ending pH 3.s4
/5-0. 6"' /5S/. J13" 1stTemp. g'..• 2nd Temp. Y. k Stable Temp. 9.,l Ending Temp. /1.1

1-1•--07 Time Bubbler Start Bubbler End Comments:
//o,? 2•. /5" 5. 9/1?"

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 2.3 2nd Cond. Stable Cond. Ending Cond.

Date C16E1, Pre-Sample Post Sample 1st pH 5; 79/ 2nd pH Stable pH Ending pH
B_/_ AIlk_ 1st Temp. 6.9V 2nd Temp. Stable Temp. Ending Temp.

Time Bubbler Start Bubbler End Comments:

1/311

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 2nd Cond. Stable Cond. Ending Cond.

Date Pre-Sample Post Sample 1st pH 2nd pH Stable pH Ending pH
1st Temp. 2nd Temp. Stable Temp. Ending Temp.

Time Bubbler Start Bubbler End Comments:



Starod Verification Check
STD. PH Reading Date/Time Initial. GROUND

4-Buffer v.8 /- 23-•o 7/ ooo ____

7-Buffer 7./I /,-2.-o"/eso'

WATER MONITORING FIELD DATA SHEET
ARsr QUARTER 20 07

SAMPLING

"

(P '7 -i7)

Well
'El,

1lst
Reading

Cond. 3, 670
Reading

2nd Cond. 3, 97o
Reading

Stable Cond. /-, ..,30
Reading

Ending Cond. <3v'ONurnberjWL w/Probe WL w/Probe
Post SampleDate 4- L Pre-Sample 11st pH 6.38 2nd pH . 'Y/ Stable PH ,6, s-ý2 Endinq PH /_ - /, ?

20'/ 52 2,9/. %9 1st Temp. q9, 2nd Temp. /0,2 Stable Temp. /0.8 Ending Temp. '/.€

Time
0 93S

Bubbler Start Bubbler End Comments:
19'2 2,F /7. q6 9 "

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Corid. 2. # /0 2nd Cond. ?2o Stable Cond. / ,-7v Ending Cond. fý,,

Date E,,-..5 Pre-Sample Post Sample 1st pH (,. vac 2nd pH 1.,/7 Stable pH 5. 9? Ending pH c. oc
123. /2 " /23. .y_" 1st Temp. /o, 2nd Temp. /,o.,/ Stable Temp. 1c,,/ Ending Temp. /2,C

-23-7 Time Bubbler Start Bubbler End Comments:
/02/ 9.35' 7 l '

Reading Reading Reading. Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 2,'/8< 2nd Cond. .263 Stable Cond.>7, 1,a Ending Cond..7/5.

Date 7P, Pre-Sample Post Sample 1st pH 6.30- 2nd pH -. 7? Stable pH 7, 3/ Ending pH .,13
1/2. '2a - 1/3. 90 ' 1st Temp. lo, 2 2nd Temp. /o. / Stable Temp. 9. 3 Ending Temp. //, 7

Time Bubbler Start Bubbler End Comments:
_____ /05" //Y./.," /1A'2 1.3. ___7_

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 2 ,,3/ 2nd Cond. I/ 9•2z Stable Cond. 5. 23, Ending Cond. 5 380

Date ý4,-/ p- Pre-Sample Post Sample 1st pH s -3 2nd pH , . Stable pH -5 9-7 Ending pH 61 /
//S,//1,V 9,T 1st Temp. 9,2 2nd Temp. yg Stable Temp. /c. V Ending Temp. /,?

1-23-07 Time Bubbler Start Bubbler End Comments: pv1.? is p.• o;^_-op,,,af+e.r se Is e,-ea,% of aecor.ula+ed

5"."-+ .F..S+sa~lea4+A-P qa'Le a-1-b due- +b +L%.s op W.u5 dckaqe, PObeA..a1)A 0

/20• ~ ~ ~ ~ ~~P- 3 9'1.c'C1 u~ 5 rejr1t/rIS -3~k+Ly(:z 1') +v lessev% cou.+ac+ U)U+k se441al Cov eAAuaiwd sal etw.e+.

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 6, 2nd Cond. Stable Cond. Ending Cond.

Date PIC/.10 Pre-Sample Post Sample 1st pH (,, z3 2nd pH Stable pH Ending pH
A5,4_-_ All< 1st Temp. 9,3 2nd Temp. Stable Temp. Ending Temp.

,-3- o7 Time Bubbler Start Bubbler End Comments:
______/2+ .59

Reading Reading Reading
Stable Cond.

Reading
Endino Cond.Well Number WL w/Probe

Pre-Sample
WL w/Probe
Post Sample

1 st Cond. 2nd Cond.
_________ -

.... ~.
Date 1 st pH 2nd oH Stable oH Fndlinri nH

Stable r ......... H
1 st TemD. 2nd Temo ,St able T•.mn iFndinrn Ts, mn

2nd Temn Stable Tem Pnriin Tpm
Time Bubbler 

St 9
Bubbler End eComments:



Sta 'd Verification Check
STD. Pfkpading Date/Time Initial GROUND

4-Buffer A.c5 y-9-o7/vo7 _

7-Buffer 17 /2_ '-?-t./o4e' _

WATER MONITORING FIELD DATA SHEET
2Nv QUARTER 2007

SAMPLING

0
(PeCx. oF: 7)

Date

-9-07

Well Number

Time
0P 1?1/0

Reading
1st Cond. 2.:700

Reading
2nd Cond. 3. o3o

Reading
Stable Cond. 3.,v99WL w/Probe

Pre-Sample
WL w/Probe
Post Sample 1st pH ,. .2- 2nd pH 6, 6,o Stable pH 6, .5;9 Ending pH

Reading
Ending Cond. A/3C

-75. , 2" 5", 3- " S 1 st Temp. /a a2. 2nd Temp. 1,o. o Stable Temp. /. ' Ending Temp. 5.

Bubbler Start Bubbler End Comments: do e#'ivi+y 1.5
Tenera+Ure. '

P94 j 5s+-alnjawA u n1 ÷_•3;5:00'2' 5_, 07/"

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Corld. 2, o 2nd Cond. & o ?O Stable Cond.3V oq' Ending Cond.3.2,29

Date 2_- 23 Pre-Sample Post Sample 1st pH /. ,- 2nd pH ý,,F', Stable pH 6,, jas Ending pH , Y
5.2. o 0'" 5.2, 2.2" lstTemp. 1/5. 2nd Temp. ///,5 Stable Temp. //.5 Ending Temp. 1.2,9

4/- t• 7 Time Bubbler Start Bubbler End Comments:
______ @9.935-1 9.67.2 "__ _

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 2..1990 2nd Cond.;, 990 Stable Cond.4•. 26o Ending Cond.4? 7•o

Date $f03 Pre-Sample Post Sample 1st pH . -7"7 2nd pH -7 o0 Stable pH 6, Ending pH 6. 5"3
59, 80," 5-9. 9?a 1st Temp. ,'z @ 2nd Temp. /12.,o Stable Temp. 7i ' Ending Temp. 12. 3

- 9- o07 Time Bubbler Start Bubbler End Comments:
/____ _ 17. /Ig' 7.-'5- "

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. - 920 2nd Cond.:!' o~a Stable Cond. -11o Ending Cond. !. .66

Date IF Pre-Sample Post Sample 1st pH (, 75 2nd pH (,. 77 Stable pH -. 7z Ending pH 6,, 5•
/"7, 30 " Y7,30' 1st Temp. /.2,5- 2nd Temp. /2., 5- Stable Temp. /1.25- Ending Temp. /3,/

- 9- 7~ Time Bubbler Start Bubbler End Comments:
____ /li____ , •/•I" /' /'2d2' _______________________

Reading
1st Cond. 2, D•'0

Reading
2nd Cond. -41, s-10

Reading
Stable Cond. - o.-o

Reading
Ending Cond. 5,-, Y'6

Date

-q-907

Date

-/-. 9-07

Well Number

Time
//ý2 Y

WL w/Probe
Pre-Sample

WL w/Probe
Post Sample 1 st pH -7.2 2 2nd pH -7 la Stable oH Ending pH 1!5 -,58

/15" ,FO 1 Y's- 1' 1ist Temp. /. 2. 2nd Temp. /3.6 Stable Temp. /2. 9? Ending Temp. /.

Bubbler Start Bubbler End Comments:
21, 9/0" 21. /' .5'".

4 .~. 4

Reading
1st Cond..2, oVO

Reading
. 357o

Reading
Stable Cond. x1,3/0

Reading
Endinq Cond. /,590Well Number

?0/

Time
432

WL w/Probe
Pre-Sample

WL w/Probe
Post Sample

2nd Cond.
1 st pH e.) 2nd pH 6.61 Stable pH (_S7 Endina pH 6. 52-

,5,S 5-,2S" l1stTemp. /2.9 2nd Temp. /2.9 Stable Temp. /,2, /, Ending Temp. /12, 5

Bubbler Start IBubbler End Comments:
/" ' 2_-" //, ./ /1 ,



StaIr d Verification Check
STD. PHReading Date/Time Initial. GROUND

4-Buffer c Y-/l-o7/ v85 -

7-Buffer 7. o_ _-__- - zr___

0
WATER MONITORING FIELD DATA SHEET

.2A/D QUARTER 20,6
SAMPLING (Pe. Z bF *.)

Reading
,1st Cond. .2__,2 2 0

Reading
Y, q,-c

Reading
Stable Cond. Y 79,i

Reading
Ending Cond. •3/oWell NurnberlWL w/Probe WL w/Probe

Post Sample
2nd Cond.

Date

4-9- 07
Time

/35-1

Pre-Sample llst pH (.v.4 2nd pH 6. vq- Stable pH Ending pH 6,z.
-5-3.75 ' 1 5-.5" lst Temp. /0,0 2nd Temp. qq Stable Temp. q, . Ending Temp. //,,F

Bubbler Start Bubbler End Comments:
/(0, ,. ' /I. 23 9 "

Reading Reading
1st Corfd. 2,,090 2nd Cond. 2,35o

Reading
Stable Cond. ; o'?o

Reading
Ending Cond. .5,0/,Well Number WL w/Probe

Pre-Sample
WL w/Probe
Post SampleDate 1st pH 7,o o 2nd pH -7,1S Stable pH .729. Ending pH /, -7"/

5" 7 9. ff--" -- I, -" 9 Ist Temp. /. 3 2nd Temp. 1.3, g Stable Temp. /,I Ending Temp. /3. &
~- 9-6'7 Time Bubbler Start Bubbler End Comments:

+

/0. ~'~5 /0. 8". -

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. Cond. 7 Stable Cond. V ?797 Ending Cond. 5#.2e)

Date ' .. 2 Pre-Sample Post Sample 1st pH (,,q 2nd pH El, g' Stable pH .. .7' Ending pH 6, V7
-/. 2. "2 /-Y2, 7S" 1st Temp. /2z.S- 2nd Temp. /.2 Al Stable Temp. 1z. 3 Ending Temp. /3.3

/ 0 7 Time Bubbler Start Bubbler End Comments: '-,-an 5,,ce- (b- bb/e.v) ,

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. a,..zo 2nd Cond.4/,5-0 Stable Cond. 3,,ao Ending Cond. 3, -710

Date 2,q Pre-Sample Post Sample 1st pH 6,'z6 2nd pH 6. 'Y3 Stable pH .,- Ending pH /6, •5
y9, 5"- q"9. 53"" 1st Temp. /, / 2nd Temp. /,/ Stable Temp. ,/, / Ending Temp. // "

Time Bubbler Start Bubbler End Comments:
__7___,_____ 13, 929 /3. I

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond.3 75.0 2nd Cond. 3 7?9,o Stable Cond. 3, ,'oo Ending Cond. -76!5

Date 0P-,/ Pre-Sample Post Sample 1stpH 6'_5 2nd pH ýq. Stable pH 6. 6 o Ending pH 6. ,-/
AU/-1,9-, 7Y?1 6,8 ." 49. 57'/" 1 st Temp. // 91 2nd Temp. /9 Stable Temp. ".8 Ending Temp. 11.5

Time Bubbler Start Bubbler End Comments:

____ ___ 10 0_04g *3,oo• _

Reading
1 st Cond. _? g 3 1Well Number

. •4R - /
WL w/Probe
Pre-Sample

Reading
2nd Cond. ,/, 697o

Reading
Stable Cond. " 9/o

Reading
Ending Cond. S 27,0WL w/Probe

Post SampleDate 1 st pH Z7, e 2. 2nd pH 7. o Stable pH 7. 0.? Ending pH 6. -91
q'9 8 8S" 5o. Y/s-/ 1st Temp. //. 2 2nd Temp. // 2 Stable Temp. //, 2 Ending Temp. /1, /

Time
, 7',V// Bubbler Start Bubbler End Comments:

V. gel /



Stao d Verification Check
STD. PH Reading Date/Time Initial. GROUND WATER MONITORING FIELD DATA SHEET

4-Buffer 2 ND QUARTER 20 0 7
7-Buffer SAMPLING

0

(PC-. 3 o 7)

Reading
1 st Cond. 2,,57,w

Reading
2nd Cond.j 360

Reading
Stable Cond. 3

Reading
Ending Cond.3,, 70oeWell NumberlWL w/Probe WL w/Probe

Post SamoleDate Pre-Samole 1st oH /. 62 2 n d rH .71 Stable oH 17 /6 Endinq pH &o. -79
... ...... I ... . ... ...... I2.. . T 1 " T m la, I -- - E T m i,•/ ,"/- 6/,63" [1st Temp. /2,• 2nd Temp. i2,,,- Stable Temp. /2,.2 Ending Temp. /3./

Time
/I/3

Bubbler Start Bubbler End Comments:
8. 997 " 8. 8 IV["

Reading Reading Reading. Reading
Well Number WL w/Probe WL w/Probe 1st Corld. 2-s-o 2nd Cond. 16 ,o Stable Cond.. 2.,- Ending Cond. Y$o3o

Date •-3 Pre-Sample Post Sample 1st pH 6, 9,y 2nd pH 7, e0 Stable pH 7 ,- Ending pH 6. 4Y
5/. /7" -5"1. ?o " 1 st Temp. /,_ g 2nd Temp. 1j, / Stable Temp. 1.. 9 Ending Temp. /., 3

y-/6-07 Time Bubbler Start Bubbler End Comments:

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. .270 2nd Cond. 7,i'C Stable Cond.& -7-7o Ending Cond. .T2 74

Date Ep,4 25" Pre-Sample Post Sample 1ist pH 6. 73 2nd pH &,. S" Stable pH 6,. 99 Ending pH ., 92.

.S, 13" 52.2..3 1st Temp. /3." 2nd Temp. /3.5 Stable Temp. /i?. o Ending Temp. 12,,?
-/Lo -07 Time Bubbler Start Bubbler End Comments:

_____/_,_._ _6 _ .. 0 6 '7.e, "

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. .286 2nd Cond.3 72 0 Stable Cond. 3 75-q Ending Cond. 3, 88

Date 6 27 Pre-Sample Post Sample 1st pH 7.117 2nd pH 7 .2•" Stable pH z 2- Y Ending pH z1,Ys
_5,2", .o" -57. 3/ 1st Temp. /1/ 7 2nd Temp./-/. 4 Stable Temp. , z Ending Temp. /'!. I

4/-/0-07 Time Bubbler Start Bubbler End Comments:
/316~ 5.-, o/' 5 7 ".7

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 2, 2.7a 2nd Cond. 4, ,96 Stable Cond. /16g Ending Cond. .7/,

Date 6,/3 Pre-Sample Post Sample 1st pH .- , .- 2nd pH . "/, Stable pH j, ,z" Ending pH . Dz
7.', g 7,7., /Z" 1st Temp. /3. -7 2nd Temp. ,'6 Stable Temp. /2.q Ending Temp. /2, 9?

Time Bubbler Start Bubbler End Comments:

Reading
1 st Cond. . 1'/X0

Reading
.,, 910

Reading
Stable Cond. -•0/6

Reading
Endinq Cond. 1•'/9,e

Date

41-/o-o7

Well Number
p,EP - /-/

Time
IP/3o

WL w/Probe
Pre-Sample

WL w/Probe
Post Sample

2nd Cond
1 st pH 1.. .l&. 2nd oH 9 '9 Stable DH .5-/ Endino oH

II I I 1... S .... -,l7 I Te-p 1 F//S, ,2 " /, .2" ~1 st Temp. /_3./ 2nd Temp. /3.6 Stable Temp. /2, 7 Ending Temp. /2, f"

Bubbler Start Bubbler End Comments: "f ansL.'ers (dbv eb/er) v /eo ,'i' .



Staned Verification Check
STD. PH Reading Date/Time Initial GROUND

4-Buffer -1.06 I/-L-0Z!083s -

7-Buffer .7., #-a-oT!o8'. 'T -

WATER MONITORING FIELD DATA SHEET
ZAJvLo QUARTER 20C 7

SAMPLING (r P-. '* DF 7)

I Reading Reading Reading ReadingWell Number WL w/Probe WL w/Probe 1lst Cond. € 31,o 2nd Cond. 3, qw Stable Cond. Y.20 Ending Cond. ., ?ffo
Date 7/7 Pre-Sample Post Sample pH 6, t'S' 2nd pH 6,3/ Stable pH .,4,,' Ending pH 6.c,

/.56 127 3 /.25 1' 1st Temp. /3, 5 2nd Temp. 13.5 Stable Temp. /3. / Ending Temp. /3.2.
1-o07 Time Bubbler Start Bubbler End Comments:

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Corfd.3 4qv'o 2nd Cond.• 71, Stable Cond. vo Ending Cond. 5olo

Date /Y Pre-Sample Post Sample 1st pH 6,63 2nd pH -7 -, Stable pH •, 9R Ending pH 6.. 57
/0/. q-7 / 02., 5z" 1st Temp. /&,. 2 2nd Temp. le, -5- Stable Temp. ,/ Ending Temp. // 7

'41-11-07 Time Bubbler Start Bubbler End Comments:
__ 9-2'/ 7 Y.3g7" 39 "/2.

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond...950 2nd Cond. X9,0e Stable Cond. t, 760 Ending Cond. 6-/1'10

Date ,5-/,5-- ,q Pre-Sample Post Sample 1st pH 6.5g 2nd pH I..7 Stable pH 75. Ending pH "
/0/, 9/1 -/:' 59 ' 1st Temp. 'a, • 2nd Temp. /,'a 5 Stable Temp. /7, 7 Ending Temp. /

Time Bubbler Start Bubbler End Comments:

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond.-2,/2o 2nd Cond. , 750 Stable Cond. .'36o Ending Cond. Y /,5 "o

Date • '- Pre-Sample Post Sample 1st pH 3•.1' 2nd pH _s- Stable pH 3:,/3 Ending H p 5:, "
/6- .76 " /e ,.26." 1 st Temp. /a.9 2nd Temp. ii, " Stable Temp. /4. z Ending Temp. '.2.0

S•7 Time Bubbler Start Bubbler End Comments:
/_' l_ _, 2_ __ _ __..,_ _ _ _

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. , 2nd Cond. Stable Cond. Ending Cond.

Date Piz. Pre-Sample Post Sample 1st pH 6. its- 2nd pH Stable pH Ending pH
_BA,,,,_ 1st Temp. /2.5- 2nd Temp. Stable Temp. Ending Temp.

'V-11-0'7 Time Bubbler Start Bubbler End Comments:
________ /1.,• _______ 5_____

Reading Reading Reading
Stable Cond.

Reading
Endina Cond.Well Number WL w/Probe

Pre-Sampile
WL w/Probe
Post Sample

1 st Cond. 2nd Cond.
Date 1 st DH 2nd oH Stable oH Endina oH

S D I "..

1ist Temp. 2nd Temp. Stable Temp. Ending Temp.
Time Bubbler Start Bubbler End Comments:

I



Stanp-d Verification Check
STD. PH Reading Date/Time Initial GROUND WATER MONITORING FIELD DATA SHEET

4-Buffer 3.o'7 Y-,-o7/o81 z.,,vo QUARTER 20 o7
7-Buffer 7 o5 '-/-o7/ -/ A SAMPLING (P(. 5

Reading
1 st Cond..2, 55-o

Reading
2nd Cond. 3 7"70

Reading
Stable Cond. y, o2e

Reading
Ending Cond. /..zz'0Well Number WL w/Probe

Pre-SamrDle
WL w/Probe
Post Sample

f f • .w

Date 1st pH 6 ,5-1 2nd pH ..5o Stable pH 6_.5/ Ending pH /,. vl

2e/. 6o"0 vs, ce 1 st Temp. /,2,,o 2nd Temp. '/.9 Stable Temp. /,2, e Ending Temp. /.;,
Time

o92./
Bubbler Start Bubbler End Comments:
/9'. ,/// /,?. '76 '

d

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Corfd.2,2//W 2nd Cond.,3 o-7o Stable Cond. •yoo Ending Cond. !'54'0

Date , Pre-Sample Post Sample 1st pH 5, g•, 2nd pH ... &/ Stable pH ,Fz2 Ending pH 5. 9e

/2, 2 97' /Z3. 33 - 1st Temp. /,_q 9 2nd Temp. /2.,9 Stable Temp. /,2,' -/ Ending Temp. /3.0
0-/6- 07 Time Bubbler Start Bubbler End Comments:

/a3s/ "7,_ _ __"_"_,_ _ _ _ _

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. ,2, 50 2nd Cond. y 9i-7 Stable Cond.'6, 53a Ending Cond. 7 •"-y

Date f.4 - -7 Pre-Sample Post Sample 1st pH 7,77 2nd pH T, g5 Stable pH 2. 92 Ending pH v. .3
1/2, 70 " 1/3. 6 3" 1 st Temp. // 2nd Temp. //, 8 Stable Temp. //. 8' Ending Temp. /.2. 6

Time Bubbler Start Bubbler End Comments:
___ 11o2 1 //.366' /12,.529 __"

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond.2Z3yo 2nd Cond. .5"z Stable Cond. $S,-5' Ending Cond. 4 ,9'6'

Date 70Y Pre-Sample Post Sample 1stpH 2'gq, 2nd pH ? .. 7 Stable pH .2. F,-/ Ending pH 3. S.ý?

/1, F'S /.5/. 51 ' 1st Temp. /. 2. 2nd Temp. 1,2. Stable Temp. /2. e Ending Temp. /.2.6,
/-l•- 0 7 Time Bubbler Start Bubbler End Comments:

/1415 7, 93 6.9q-l1_

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. •7(o 2nd Cond. /, /9? Stable Cond. 1.<5P3 Ending Cond. /.,

Date " Pre-Sample Post Sample 1st pH 1, ',.5 2nd pH 6, 70 Stable pH 9. '3 Ending pH -7
1/- 1.2 A 9," 5 2 6/. 63" 1st Temp. / 2 2nd Temp. 1,y3. Stable Temp. /?. o Ending Temp./3. j2.

Time Bubbler Start Bubbler End Comments:
_____ /3.2 /9,57d-' /9.2-/I""

Reading
1st Cond. 2,230

IReading
2nd Cond. 3, 9.20

Reading
Stable Cond. 9y/,?

Reading
Endinq Cond. Y'-/.Z'

Date

9/- /4-0 :7

Well Number

71/

Time
1_33z

WL w/Probe
Pre-Sample

WL w/Probe
Post Sample 1 st pH 3.ci 2nd pH 3.a/ Stable pH 03.0 Endinc pH

F. " ' /8'! o /' 1ist Temp. /1,3 2nd Temp. /..z2 Stable Temp. 42, 6 Ending Temp. /.2. ,
Bubbler Start IBubbler End Comments:

I //1,f/3"



Sta A d Verification Check
STD. P Reading Date/Time Initial GROUND WATER MONITORING FIELD DATA SHEET

4-Buffer 3. 9 9 -/7-. o7/o0,92-5 2A/. QUARTER 20 0 7
7-Buffer 7.o. 9 -/7..o27/A" A SAMPLING

S

(PC. e. opF 7)

Reading
1st Cond. Y, 1150

Reading
.5 y

Reading
. 1 .51o

Reading
t. -/

Well NumberjWL w/Probe WL w/Probe
Post Sample

2nd Cond Stable Cond Ending Cond
Date Pre-SamDle 1st pH Y,60• 2nd pH y ,;3 Stable pH y 6 /' Ending pH

D UjPt ic,qT6

Time

/357

lZ 60" I //, 23' 1st Temp. /2, • 2nd Temp. /2. 3 Stable Temp. /,2. 3 Ending Temp. /1. 9

Bubbler Start Bubbler End Comments:
It/. I'•" / . -2.5 "

.4. 4 L .4.

Reading
1 st Corfd. ,2,2./a

Reading
2nd Cond. 2, 76(

Reading
Stable Cond. &, g-o

Reading
Ending Cond. 2 9o

Date

9-/6-0:7

Well Number
Zp,q- 2

Time
/YZ?

WL w/Probe
Pre-Sample

WL w/Probe
Post Sample 1st pH •.. •I 2nd pH &, 6.• Stable pH &,. ý7.2 Ending pH 6s, 96

/7/l,(g" /72,35" lst Temp.,%, 2nd Temp. /1,5 Stable Temp. //,' Ending Temp. 14,.5

Bubbler Start Bubbler End Comments:
9. Y394 9,252

9,2 52 '
Reading

1st Cond. .2, Y0

Reading
2nd Cond..2, O2o

Reading
Stable Cond.,2. ?ZFo

Reading
Ending Cond. 2, Z5O

Date
Well Number

Time
A 15e

WL w/Probe
Pre-Samole

WL w/Probe
Post Samole 1 st pH 2nd oH 6. Fao Stable pH g, f? Ending pH ., d.e2-

/ '72. 3.5 ý / [9.2, # 91 '1st Temp. 11-5 2nd Temp. //.-5 Stable Temp. 11.-5 Ending Temp. 1.2, e
Bubbler Start Bubbler End Comments:
9. 252' 17,133,

• Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1stCond. 22ý0 2ndCond.S6/o Stable Cond. Y,.9,o Ending Cond. Io9I

Date A--/ Pre-Sample Post Sample 1st pH 6. A19 2nd pH ,5 Stable pH 6. 6 7 Ending pH /4. /Y
/17F,/7 /7, 55 - 1st Temp. /,2/ 2nd Temp. /2. / Stable Temp. /.2,/ Ending Temp. /J. /

1- 17-0 7 Time Bubbler Start Bubbler End Comments:

• Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe lst Cond. 2,/it 2nd Cond., -?o Stable Cond.s a vt Ending Cond. S_.zi/e

Date O6'0- 13 Pre-Sample Post Sample lst pH 2, 7 2nd pH 3. 25 Stable pH 3. .z, Ending pH 3.25

// '-- " /.5.3,5" / 1 st Temp. /d7. o 2nd Temp. /3. ' Stable Temp. /3.2 Ending Temp. /?. 3
Time Bubbler Start Bubbler End Comments:

___i // 2,2551 9-5"_S,

Date

1/- /0- 7

Well Number

7/9

Time
//i•I

WL w/Probe
Pre-Sample

WL w/Probe
Post Sample

Reading
1st Cond. 2.2- ,<9.

Reading
2nd Cond. 3, 220

Reading
Stable Cond. ?, 5oo

Reading
Ending Cond. 3, 5 't'Y_

1 st pH . 1V 2nd pH .s,/ Stable pH .5..1 Ending pH

/ /3. 85 11ist Temp. /3, -2 2nd Temp. /3J./ Stable Temp. /2. P Ending Temp. /.5.O
Bubbler Start Bubbler End Comments: 4 '-

(pu~spped aey) .i had
have-1 ha-f d-,PPed .5"oe- 6 74ic 15r- ive x.) mpli
40 -Ira M?/e n ex -ý- cio y C V-,S. In 0 viv 7A

't-p lz)...ý/., C"C-



StaA d Verification Check
STD. PFF eading Date/Time Initial GROUND

4-Buffer 3.'-7 V-/e-o7/o835
7-Buffer 6, '7,3 /-o?/0•¥5

WATER MONITORING FIELD DATA SHEET
2A,0A QUARTER 20 0 7

SAMPLING

0

OC- 7~)7

Date

./7- ?- 7

Date

i- /2 7

Well Number

/2 0

Time
1304

WL w/Probe
Pre-Sample

WL w/Probe
Post Sample

Reading
1st Cond. .2.6 .90
1st pH 6, 9¥

I Reading
2nd Cond. 2, 9'?

Reading
Stable Cond. ;.z2/0

,e
2nd pH 6. ,97 Stable pH Ending pH 6. W8

Reading
Ending Cond.3., /.20

/13. 9?8 /3,/., f, " 11ist Temp /., 2nd Temp. /3, 7 Stable Temp. /3. 4/ Ending Temp./3,
Bubbler Start Bubbler End Comments:
C, 5"75"' O,.'/93"

.J. A. - J

Reading
1 st CorTd. 2. S/

Reading
2nd Cond. ! 61'90

Reading
Stable Cond.,,2.50

Reading
Ending Cond. S '?lWell Number

Eq - /3

Time
13.-51

WL w/Probe
Pre-Sample

WL w/Probe
Post Sample 1st pH 6..s, 2nd pH 6.55 Stable pH 6.I/ Ending pH 6, 0

/66, 22' /61 7,IS' 11 st Temp. /,Y( 9 2nd Temp. // 7 Stable Temp. /-.3 Ending Temp. /3, 9
Bubbler Start Bubbler End Comments:

6. 6 92_ .5.82_t
Reading Reading Reading Reading

Well Number WL w/Probe WL w/Probe 1st Cond. -5 o 2ndCond. 390 Stable Cond., . 98 Ending Cond. 7
Date 5..-1 Pre-Sample Post Sample 1st pH 6, 7V 2nd pH 6.8O Stable pH 6.8/ Ending pH 1.5/

T5i, me, 00, 50. 59 1st Temp. /j,. 4 2nd Temp. /,/, 9 Stable Temp. /,/ 9 Ending Temp. . /
Time Bubbler Start Bubbler End Comments: Reco•d •;Sld 1'(4 ~a -L- 4-h;r r-sa.ple i c,-d,. -o e,/dec. 4 •-I½,yo .,.1. 6-s

____Ila ____7__ . 8 1 91. 2 77 w-e- ',a /-' d"; 4r&Aspo""" r~ labi-/-

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. 2,0 2nd Cond. 4t //V Stable Cond. Y',30 Ending Cond. !5d('

Date 517 Pre-Sample Post Sample 1st pH 2. 9'6 2nd pH .z. 97 Stable pH , 241 Ending pH 3, 75
/02, Y41' /0. 3-" 1st Temp. /2. ý 2nd Temp. /2. - Stable Temp. 12,5. Ending Temp. /2. '

,Y-l -7 Time Bubbler Start Bubbler End Comments: Sa,•l- ,e- 4k;.5  z,-oe., a.'+-., w.-ýr s p.,,, ed,,,,

09.20 V. ve3 0. 33.5 _d ,-et•p ,,•, ',5 Um;- oh 4-17-077.

Reading Reading Reading Reading
Well Number WL w/Probe WL w/Probe 1st Cond. /3 2nd Cond. Stable Cond. Ending Cond.

Date 1/&..,e Pre-Sample Post Sample 1st pH .5. -'71 2nd pH Stable pH Ending pH
64 4I,/ 1st Temp. /9, 7 2nd Temp. Stable Temp. Ending Temp.

1/-18. Time Bubbler Start Bubbler End Comments:
1125

Reading Reading Reading
Stable Cond.

Reading
Endinq Cond.Well Number WL w/Probe

Pre-Sample
WL w/Probe
Post Sample

1 st Cond. 2nd Cond.
Date 1st pH 2nd oH Stable pH Ending oH

I_11_st Temp. 2nd Temp. Stable Temp. Ending Temp.
Time Bubbler Start Bubbler End Comments:



APPENDIX B

QUARTERLY SAMPLING

SEMI-ANNUAL GROUND WATER MONITORING REPORT

JANUARY AND APRIL OF 2007

QA/OC CONTROLS

FIELD BLANKS

624 AND 624 DUPLICATE FOR SW ALLUVIUM

EPA-2 AND EPA-2 DUPLICATE FOR ZONE - 1

711 AND 711 DUPLICATE FOR ZONE - 3



ENERGY LABORATORIES, INC. '2393 Sail Creek Highway (82601)• PC. Box 3258 -Casper WY82602
Toll Free 888.2350515 - 3072350515 - Fax 307234. 1639 - casper@energylab.om c wwwoenergy/ab.com

..- LAOATRE

LABORATORY ANALYTICAL REPORT

Client:

Project:
Lab ID:

Client Sample ID:

United Nuclear Corp

Zone 1
C07010492-004

Field Blank

Report Date: 02/21/07
Collection Date: 01/10/07 11:14

DateReceived: 01/12/07

Matrix: Aqueous

MCL/
RL QCLAnalyses Result Units Qualifiers Method Analysis Date / By

MAJOR IONS
Bicarbonate as HCO3

Calcium

Chloride
Magnesium
Nitrogen, Ammonia as N

Nitrogen, Nitrate+Nitrite as N

Potassium
Sodium
Sulfate

ND

ND

1
ND
ND

ND
ND

1.8

2

mg/L
mg/L
mg/L

mg/L
mg/L

mg/L
mg/L
mg/L

mg/L

1
0.5
1

0.5
0.05

0.1
0.5
0.5
1

0.01
10

A2320 B

E200.7

E200.7
E200.7
A4500-NH3

E353.2
E200.7
E200.7

E200.7

01/15/07 11:22 / jaj

01/18/07 13:58 / ts
01/18/07 13:58 / ts
01/18/07 13:58 / ts

G 01/15107 12:53/jal

01/16/07 15:34 /jal
01118/07 13:58 / ts
01/18/07 13:58 / ts

01/18/07 13:58 / ts

PHYSICAL PROPERTIES
pH
Solids, Total Dissolved TDS @ 180 C

METALS - TOTAL

Aluminum
Beryllium
Cadmium
Cobalt
Lead
Manganese
Molybdenum
Nickel
Uranium
Vanadium

METALS - SPECIATED

Arsenic-Ill
Selenium-IV

RADIONUCLIDES - TOTAL

Gross Alpha minus Rn & U
Lead 210
Radium 226
Radium 228
Thorium 230

6.69 s.u.

ND mg/L
A4500-H B 01/15/07 13:45 / Im
A2540 C 01/15/07 16:38 / Im

ND
ND

ND

ND
ND
ND
ND

ND
ND
ND

mg/L
mg/L

mg/L
mg/L
mg/L
mg/L
mg/L
mg/L

mg/L
mg/L

0.1

0.01

0.005
0.01
0.05

0.01
0.1

0.05

0.0003
0.1

E200.8
E200.8
E200.8
E200.8
E200.8

E200.8
E200.8
E200.8

E200.8
E200.8

01/16/07 16:29 / sml

01/16/07 16:29 / sml
01/15/07 14:40 / bas
01/15/07 14:40 / bas
01/15/07 14:40 / bas
01/15/07 14:40 / bas
01/15/07 14:40 / bas
01/15/07 14:40 / bas
01/15/07 14:40 / bas
01/15/07 14:40 / bas

ND mg/L
ND mg/L

ND

ND

ND
ND

ND

pCi/L
pCi/L

pCi/L
pCi/L

pCi/L

0.001
0.001

1
1.0
0.2
1.0

0.2

A3114 B 01/16/07 13:55/kes
A3114 B 01/16/07 10:23 / kes

E900.1

NERHL-65-4
E903.0
RA-05

E907.0

Calculation

Calculation
Calculation

01/29/07 15:05 / res
01/15/07 12:00 / plj
01/29/07 14:08 / trs

01/23/07 12:54 / plj
01/24/07 15:00 / dmf

02/21/07 13:00 / tjp

02/21/07 13:00 / tjp
02/21/07 13:00 / tjp

DATA QUALITY
A/C Balance (1 5) 5.11

Anions 0.087
Cations 0.096

-The ion balance is not appropriate for near blank results.

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

meq/L
meq/L

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.

T ra c K#C070 10 492 Pa g e 1 1



ENERGYLABORA TORIES, INC. 2393 Salt Creek Highway (82601) P.O Box 3258 , Casper WY82602
/429 w Toll Free 888.235.0515 • 3072350515 - Fax 307.234.1639 - casper(,-0energy/ab.com , www energy/ab. com

S*TORIE

LABORATORY ANALYTICAL REPORT

Client:
Project:
Lab ID:
Client Sample ID:

United Nuclear Corp

Zone 1
C07010492-004

Field Blank

Report Date: 02/21/07
Collection Date: 01/10/07 11:14

DateReceived: 01/12/07

Matrix: Aqueous

MCLI
QCLAnalyses Result Units Qualifiers RL Method Analysis Date / By

VOLATILE ORGANIC COMPOUNDS
Bromodichloromethane 0.67 ug/L
Bromoform 1.52 ug/L
Chlorodibromomethane 1.40 ug/L
Chloroform 0.75 ug/L
Trihalomethanes, Total 4.34 ug/L

Surr: 1,2-Dichlorobenzene-d4 98.0 %REC
Surr: Dibromofluoromethane 98.0 %REC
Surr: p-Bromofluorobenzene 90.0 %REC
Surr: Toluene-d8 94.0 %REC

-This analysis has been confirmed through the analysis of an alternate sample vial.

Report RL -Analyte reporting limit.
Definitions: QCL - Quality control limit.

0.50
0.50

0.50

0.50
0.50

E624
E624

E624

E624
E624

E624
E624
E624
E624

01/17/07 01:54 / jlr
01/17/07 01:54 / jlr
01/17/07 01:54 / jlr

01/17/07 01:54 / jlr
01/17/07 01:54 / jlr

01/17/07 01:54 /jlr

01/17/07 01:54 /jlr
01/17/07 01:54 /jlr

01/17/07 01:54 /jlr

80-120
80-120
80-120

80-120

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.

Track4:007010492 Page



ENERGYLABORATORIES, INC. •2393 Salt Creek HIghway (82601) 'PC. Box 32583 Casper, WY 82602
Toll Free 888.235.0515 • 307235.0515 - Fax 307234.1639 • casperl'zenergylab.com • www. energy/ab.com

F :'~ L-BRTRE

LABORATORY ANALYTICAL REPORT

Client: United Nuclear Corporation

Project: Zone 1

Lab ID: C07010803-004
Client Sample ID: Field Blank

Report Date: 02/20/07

Collection Date: 01/17/07 11:34

DateReceived: 01/22/07

Matrix: Aqueous

MCL/

Analyses Result Units Qualifiers RL QCL Method Analysis Date / By

MAJOR IONS
Bicarbonate as HCO3

Calcium

Chloride
Magnesium
Nitrogen, Ammonia as N

Nitrogen, Nitrate+Nitrite as N

Potassium

Sodium
Sulfate

2
ND

1
ND
ND

ND
ND

2.2
1

mg/L

mg/L

mg/L
mg/L
mg/L
mg/L

mg/L

mg/L
mg/L

1

0.5
1

0.5
0.05
0.1

0.5
0.5

1

0.01
10

A2320 B

E200.7

E200.7

E200.7
A4500-NH3

E353.2

E200.7

E200.7
E200.7

01/23/07 08:59 / jaj

01/23/07 15:48 /ts

01/23/07 15:48 /ts
01/23/07 15:48 /ts

G 01/25/07 14:18/ IjI
01/24/07 12:04 /Ijl
01/23/07 15:48 /ts
01/23/07 15:48 /ts
01/23/07 15:48 /ts

PHYSICAL PROPERTIES
pH
Solids, Total Dissolved TDS @ 180 C

METALS - TOTAL
Aluminum
Beryllium

Cadmium
Cobalt
Lead
Manganese

Molybdenum
Nickel

Uranium
Vanadium

METALS - SPECIATED
Arsenic-Ill
Selenium-IV

RADIONUCLIDES - TOTAL
Gross Alpha minus Rn & U
Lead 210

Radium 226
Radium 228

Thorium 230

7.34 s.u.
ND mg/L

A4500-H B 01/23/07 08:15 / Im
A2540 C 01/23/07 08:58 / Im

ND
ND
ND
ND
ND

ND

ND
ND

ND
ND

ND
ND

ND
ND

ND

ND

ND

rng/L
mg/L
mg/L
mg/L

mg/L
mg/L

mg/L
mg/L

mg/L
mg/L

mg/L
mg/L

pCi/L
pCi/L

pCi/L
pCi/L

pCi/L

0.1
0.01
0.005
0.01

0.05
0.01

0.1
0.05

0.0003
0.1

E200.8
E200.8
E200.8
E200.8
E200.8
E200.8

E200.8
E200.8

E200.8
E200.8

01/23/07 19:33 / bws
01/24/07 21:54 / bws
01/23/07 19:33 / bws

01/23/07 19:33 / bws
01/23/07 19:33 / bws
01/23/07 19:33 / bws

01/23/07 19:33 / bws
01/23/07 19:33 / bws

01/24/07 21:54 / bws
01/23/07 19:33 / bws

0.001

0.001

A3114 B 02/09/07 13:37 / kes
A3114 B 02/10/07 15:37 / kes

1.0

1.0

0.2

1.0
0.2

E900.1
NERHL-65-4

E903.0
RA-05

E907.0

Calculation

Calculation
Calculation

Calculation
Calculation

02/02/07 16:00 / res

01/24/07 12:00 / plj

02/05/07 14:34 / trs
01/30/07 15:09 / plj
01/26/07 15:00 / dmf

01/25/07 13 :3 9 / cp

01/25/07 13:39 / cp

01/25/07 13:39/cp

01/25/07 13:39 / cp
01/25/07 13:39 / cp

DATA QUALITY
A/C Balance (± 5) 5.28

Anions 0.106

Cations 0.118

Solids, Total Dissolved Calculated ND
TDS Balance (0.80 - 1.20) ND

- The ion balance is not appropriate for near blank results.

meq/L
meq/L

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

MCL - Maximum contaminant level.

ND - Not detected at the reporting limit.

Track#C07010803 Page 1 1



A - ENERGYLABORA TORIES, INC. - 2393 Sal/ Creek Highway (82601) P0. Box 32586 Casper, WY82602
Toll Free 888.2350515 - 307.2350515 -Fax 307234. 1639 - casperdenergylab.com r wwwenergy/ab.corn

:.-BRATOIES

LABORATORY ANALYTICAL REPORT

Client: United Nuclear Corporation

Project: Zone 1

Lab ID: C07010803-004

Client Sample ID: Field Blank

Report Date: 02/20/07
Collection Date: 01/17/07 11:34

DateReceived: 01/22/07

Matrix: Aqueous

MCL/
Qualifiers RL QCLAnalyses Result Units Method Analysis Date / By

VOLATILE ORGANIC COMPOUNDS
Bromodichloromethane 0.56 ug/L
Bromoform 1.02 ug/L
Chlorodibromomethane 1.11 ug/L

Chloroform 0.62 ug/L
Trihalomethanes, Total 3.30 ug/L

Surr: 1,2-Dichlorobenzene-d4 97.0 %REC
Surr: Dibromofluoromethane 110 %REC
Surr: p-Bromofluorobenzene 102 %REC
Surr: Toluene-d8 102 %REC

- This analysis has been confirmed through the analysis of an alternate sample vial.

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

0.50
0.50

0.50

0.50
0.50

E624
E624

E624

E624
E624
E624

E624

E624
E624

01/23/07 20:25 / dkh
01/23/07 20:25 / dkh

01/23/07 20:25 / dkh
01/23/07 20:25 / dkh

01/23/07 20:25 / dkh
01/23/07 20:25 / dkh

01/23/07 20:25 / dkh
01/23/07 20:25 / dkh
01/23/07 20:25 / dkh

80-120

80-120
80-120
80-120

MCL - Maximum contaminant level.

ND - Not detected at the reporting limit.

Track#C07010803 Page 12



ENERGY LABORA TORIES, INC. '2393 Sail Creek Highway (82601) -P0. Box 3258 - Casper WY 82602
Toll Free 888.235.0515 - 307.235.0515 ' Fax 307.234.1639 • casper@energy/ab. com - www. energylab, corn

F_

LABORATORY ANALYTICAL REPORT

Client:
Project:
Lab ID:
Client Sample ID:

United Nuclear Corp
Zone 3

C07010984-002
Field Blank

Report Date: 03/02/07
Collection Date: 01/23/07 12:54

DateReceived: 01/25/07

Matrix: Aqueous

MCL/
QCLAnalyses Result Units Qualifiers RL Method Analysis Date I By

MAJOR IONS
Bicarbonate as HCO3

Calcium
Chloride
Magnesium

Nitrogen, Ammonia as N
Nitrogen, Nitrate+Nitrite as N

Potassium
Sodium

Sulfate

PHYSICAL PROPERTIES

1
ND

ND
ND

0.05
ND
ND
1.5
ND

mg/L

mg/L
mg/L

mg/L
mg/L

mg/L
mg/L
mg/L
mg/L

1
0.5
1

0.5
0.05
0.1
0.5
0.5
1

0.01
10

A2320 B

E200.7

E200.7

E200.7
A4500-NH3 G

E353.2
E200.7

E200.7
E200.7

01/26/07 09:56 / jaj
01/30/07 17:03 / ts
01/30/07 17:03 / ts
01/30/07 17:03 / ts
01/29/07 11:59 /jal
01/30/07 14:39 / Ijl
01/30/07 17:03 / ts
01/30/07 17:03 / ts
01/30/07 17:03 / ts

6.90 s.u.
ND mg/L

A4500-H B 01/25/07 18:34 / Im
A2540 C 01 /25/07 17:09 / ImSolids, Total Dissolved TDS @ 180 C

METALS - TOTAL
Aluminum
Beryllium
Cadmium
Cobalt
Lead
Manganese
Molybdenum
Nickel
Uranium
Vanadium

METALS - SPECIATED
Arsenic-Ill
Selenium-IV

RADIONUCLIDES - TOTAL
Gross Alpha minus Rn & U
Lead 210
Radium 226
Radium 228
Thorium 230

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

ND
ND
ND
ND
ND
ND
ND

ND
ND
ND

mg/L
mg/L
mg/L
mg/L
mg/L
mg/L

mg/L

mg/L

mg/L
mg/L

0.1
0.01
0.005

0.01
0.05
0.01

0.1

0.05

0.0003
0.1

E200.8
E200.8
E200.8
E200.8
E200.8
E200.8
E200.8

E200.8

E200.8
E200.8

01/26/07 12:24 / bws
01/26/07 20:08 / bws
01/26/07 12:24 / bws
01/26/07 12:24 / bws

01/26/07 12:24 / bws
01/26/07 12:24 / bws
01/26/07 12:24 / bws

01/26/07 12:24 / bws

01/26/07 12:24 t bws
01/26107 12:24 / bws

ND mg/L
ND mg/L

0.001
0.001

A3114 B 02/14/07 13:43 / kes

A3114 B 02/10/07 16:25 / kes

ND
ND
ND

ND

ND

pCi/L
pCi/L
pCi/L

pCi/L

pCi/L

1.0
1.0

0.2
1.0
0.2

E900.1
NERHL-65-4

E903.0
RA-05

E907.0

02/14/07 08:21 / res
01/30/07 12:00 / plj
02/12/07 12:38 / trs
02/06/07 17:17 / plj
01/26/07 15:00 / dmf

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.

T r ac K.:CO70 1 0'84- Page



ENERG YLABORA TORIES, INC. -2393 Salt Creek HIghway (82601) • PC Box 3258 C Casper WY 82602
Toll Free 888.235.0515 - 307235 0515 - Fax 307234 1639 - casper6energy/ab com r www energy/ab com

FLA801t4TORIES

LABORATORY ANALYTICAL REPORT

Client:
Project:
Lab ID:
Client Sample ID:

United Nuclear Corp

Zone 3

C07010984-002

Field Blank

Report Date: 03/02/07
Collection Date: 01/23/07 12:54

DateReceived: 01/25/07

Matrix: Aqueous

MCL/
QCL Method Analysis Date I ByAnalyses Result Units Qualifiers RL

DATA QUALITY
A/C Balance (± 5) 24.7
Anions 0.049
Cations 0.081

-The ion balance is not appropriate for near blank results.

VOLATILE ORGANIC COMPOUNDS
Bromodichloromethane
Bromoform
Chlorodibromomethane
Chloroform
Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4
Surr: Dibromofluoromethane
Surr: p-Bromofluorobenzene
Surr: Toluene-d8

0.58
0.91
1.03
ND
2.52

102

81.0

99.0
102

meq/L
meq/L

ug/L
ug/L
ug/L

ug/L
ug/L

%REC
%REC
%REC
%REC

Calculation
Calculation
Calculation

0.50
0.50
0.50

0.50
0.50

E624
E624

E624
E624

E624

E624
E624
E624
E624

03/01/07 15:12 / tip

03101/07 15:12 / tjp
03/01/07 15:12 / tjp

01/26/07 20:25 / jlr
01/26/07 20:25 /jlr

01/26/07 20:25 / jlr
01/26/07 20:25 / jlr
01/26/07 20:25 / jlr
01/26/07 20:25 /jlr
01/26/07 20:25 /jlr

01/26/07 20:25 /jlr

01/26/07 20:25 / jlr

80-120
80-120

80-120
80-120

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.

Track#C070 1 098.4 Page



ENERGYLABORA TORIES, INC. -2393 Salt Creek Highway (82601) -P O Box 3258 - Casper WY 82602
L Toll Free 888.2350515 - 307235.0515 - Fax 307.234.1639 • casper@energylab. com r www. energylab. com

rLAORTORIE

LABORATORY ANALYTICAL REPORT

. Client: United Nuclear Corp
Project: Zone 1

Lab ID: C07040670-004
Client Sample ID: Field Blank

Report Date: 05/09/07

Collection Date: 04/11/07 11:45

DateReceived: 04/13/07

Matrix: Aqueous

MCL/
QCLAnalyses Result Units Qualifiers RL Method Analysis Date / By

MAJOR IONS
Bicarbonate as HCO3

Calcium
Chloride

Magnesium

Nitrogen, Ammonia as N
Nitrogen, Nitrate+Nitrite as N

Potassium

Sodium
Sulfate

2

ND

1
ND

ND

ND
ND

2.2
1

mg/L
mg/L

mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L

1
0.5
1

0.5
0.05

0.1
0.5
0.5
1

0.01
10

A2320 B

E200.7
E200.7
E200.7

A4500-NH3 G

E353.2
E200.7
E200.7
E200.7

04/16/07 13:33 /jaj
04/19/07 16:26 / ts
04/19/07 16:26 / ts

04/19/07 16:26 / ts
04/17/07 11:46 / jal

04/16/07 14:32 / IjI
04/19/07 16:26 / Its
04/19/07 16:26 / ts
04/19/07 16:26 / ts

PHYSICAL PROPERTIES
pH
Solids, Total Dissolved TDS @ 180 C

METALS - TOTAL
Aluminum
Beryllium
Cadmium
Cobalt
Lead
Manganese
Molybdenum
Nickel
Uranium
Vanadium

METALS - SPECIATED
Arsenic-Ill
Selenium-IV

RADIONUCLIDES - TOTAL

Gross Alpha minus Rn & U
Lead 210
Radium 226
Radium 228
Thorium 230

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

6.64 s.u.
ND mg/L

A4500-H B 04/16/07 10:24 / bas
A2540 C 04/16/07 12:52 / bas

ND
ND

ND
ND

ND
ND
ND

ND
ND
ND

ND

ND

ND
ND

ND
ND
ND

mg/L
mg/L
mg/L

mg/L

mg/L
mg/L.,
mg/L

mg/L
mg/L
mg/L

mg/L
mg/L

pCi/L
pCi/L

pCi/L
pCi/L
pCi/L

0.1
0.01
0.005
0.01
0.05
0.01
0.1
0.05

0.0003
0.1

0.001
0.001

E200.8
E200.8

E200.8

E200.8

E200.8
E200.8
E200.8

E200.8
E200.8
E200.8

04/19/07 02:44 / sml
04/18/07 03:30 / sml

04/17/07 00:32 / sml

04/17/07 00:32 / sml

04/17/07 00:32 / sml
04/17/07 00:32 / sml
04/17/07 00:32 / smi

04/17/07 00:32 / smi
04/18/07 03:30 / sml
04/17/07 00:32 / sml

A3114 B 04/26/07 13:32 / kes
A3114 B 04/25/07 16:20 / kes

1.0
1.0
0.2
1.0
0.2

E900.1
NERHL-65-4
E903.0
RA-05
E907.0

04/27/07 16:20 / res
04/18/07 12:00 / plj

04/30/07 15:52 / trs
04/24/07 16:24 / plj
04/23/07 15:00 / dmf

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.

TracK:,tCO7O4O67O Page 1



/zV7ENERGY LABORATORIES, INC. '2393 Salt Creek Highway (8260) •P.O Box 3258 • Casper, WY82602
Toll Free 888.235.0515 • 307.235.0515 • Fax 307.234.1639 - casperaenergylab.com - www energy/ab.com

Me *'

LABORATORY ANALYTICAL REPORT

Client: United Nuclear Corp

Project: Zone 1

Lab ID: C07040670-004

Client Sample ID: Field Blank

Report Date: 05/09/07

Collection Date: 04/11/07 11:45

DateReceived: 04/13/07

Matrix: Aqueous

MCL/
QCLAnalyses Result Units Qualifiers RL Method Analysis Date I By

DATA QUALITY
A/C Balance (± 5) -3.96
Anions 0.113
Cations 0.104
Solids, Total Dissolved Calculated ND
TDS Balance (0.80 - 1.20) ND

-The ion balance is not appropriate for near blank results.

meq/L
meq/L

Calculation
Calculation
Calculation
Calculation
Calculation

VOLATILE ORGANIC COMPOUNDS
Bromodichloromethane
Bromoform
Chlorodibromomethane
Chloroform
Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4
Surr: Dibromofluoromethane
Surr: p-Bromofluorobenzene
Surr: Toluene-d8

0.89
1.20
1.34
1.06
4.50
100
94.0
104
99.0

ug/L
ug/L
ug/L

ug/L
ug/L
%REC

%REC
%REC
%REC

0.50
0.50
0.50
0.50
0.50

E624
E624
E624
E624
E624
E624
E624

E624

E624

04/20/07 14:24 / bws

04/20/07 14:24 / bws

04/20/07 14:24 / bws

04/20/07 14:24 / bws

04/20/07 14:24 / bws

04/21/07 06:37 / dkh
04/21/07 06:37 / dkh
04/21/07 06:37 / dkh
04/21/07 06:37 / dkh
04/21/07 06:37 / dkh
04/21/07 06:37 / dkh
04/21/07 06:37 / dkh

04/21/07 06:37 / dkh

04/21/07 06:37 / dkh

80-120
80-120
80-120

80-120

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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ENERGYLABORA TORIES, INC. - 2393 Salt Creek Highway (82601)- P0. Box 3258 • Casper, WY82602
To/I Free 888.235,0515 ' 307235.0515 -Fax 307.234.1639 - casper@energy/ab.com - www.energy/ab.com

LABORATORY ANALYTICAL REPORT

Client:
Project:

Lab ID:
Client Sample ID:

United Nuclear Corp

Zone 3

C07040987-009

Field Blank

Report Date: 06/07/07
Collection Date: 04/18/07 11:25

DateReceived: 04/20/07

Matrix: Aqueous

Analyses Result Units
MCL/
QCLQualifiers RL Method Analysis Date / By

MAJOR IONS
Bicarbonate as HCO3

Calcium

Chloride

Magnesium

Nitrogen, Ammonia as N
Nitrogen, Nitrate+Nitrite as N

Potassium

Sodium
Sulfate

4
ND
ND
ND
ND
ND

ND
2.2
2

mg/L

mg/L
mg/L

mg/L
mg/L

mg/L

mg/L

mg/L
mg/L

0.5

1
0.5

0.05

0.1

0.5

0.5
1

0.01
10

A2320 B
E200.7

E200.7

E200.7

A4500-NH3
E353.2

E200.7
E200.7
E200.7

04/23/07 09:15 / jaj
04/26/07 13:17 / ts

04/26/07 13:17 / ts

04/26/07 13 :1 7 / ts
G 04/24/07 13:44 / jal

04/23/07 14:29 / jal
04/26/07 13:17 / ts

04/26/07 13 :17 / ts
04/26/07 13:17 / ts

PHYSICAL PROPERTIES
pH
Solids, Total Dissolved TDS @ 180 C

METALS - TOTAL

Aluminum
Beryllium

Cadmium

Cobalt

Lead
Manganese
Molybdenum
Nickel

Uranium
Vanadium

METALS - SPECIATED

Arsenic-Ill
Selenium-IV

RADIONUCLIDES - TOTAL

Gross Alpha minus Rn & U
Lead 210
Radium 226

Radium 228
Thorium 230

7.00 s.u.
ND mg/L

A4500-H B 04/23/07 10:14 / bas
A2540 C 04/23/07 15:54 / bas

ND
ND
ND
ND
ND
ND
ND
ND
ND
ND

ND
ND

ND
ND
ND

ND
ND

mg/L
mg/L

mg/L
mg/L

mg/L
mg/L

mg/L

mg/L
mg/L
mg/L

mg/L
mg/L

pCi/L
pCi/L

pCi/L
pCi/L

pCi/L

meq/L
meq/L

0.1

0.01
0.005

0.01

0.05

0.01

0.1
0.05

0.0003
0.1

E200.7

E200.8
E200.8
E200.8

E200.8

E200.8

E200.8
E200.8
E200.8
E200.8

04/26/07 13:17 / ts
04/26/07 03:00 / sml

04/26/07 03:00 / sml

04/26/07 03:00 / sml
04/26/07 03:00 / sml

04/26/07 03:00 / smi
04/26/07 03:00 / sml
04/26/07 03:00 / smI

04/26/07 03:00 / sml
04/26/07 03:00 / sml

0.001
0.001

A3114 B 05/05/07 12:38 / kes
A3114 B 05/11/07 08:31 / kes

1.0
1.0

0.2
1.0

0.2

E900.1
NERHL-65-4

E903.0
RA-05

E907.0

Calculation

Calculation

Calculation

05/11/07 14:35 / res
04/25/07 12:30 / plj

05/08/07 13:29 / trs
05/03/07 12:10 / plj

05/01/07 15:00 / dmf

04/27/07 12:37 / bws

04/27/07 12:37 / bws

04/27/07 12:37 / bws

DATA QUALITY
A/C Balance (± 5) -8.76
Anions 0.120

Cations 0.101
- The ion balance is not appropriate for near blank results

Report RL - Analyte reporting limit.
Definitions: CCL - Quality control limit.

MCL - Maximum contaminant level.

ND - Not detected at the reporting limit.
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ENERGY LABORATORIES, INC. •2393 Salt Creek Highway (82601) P0. Box 3258 - Casper, WY82602
Toll Free 888.235,0515 • 307235.0515 • Fax 307.234 1639 • casper@energy/ab.com , www energylab. com

FaB-ORA

LABORATORY ANALYTICAL REPORT

Client:

Project:
Lab ID:

Client Sample ID:

United Nuclear Corp
Zone 3
C07040987-009
Field Blank

Report Date: 06/07/07
Collection Date: 04/18/07 11:25

DateReceived: 04/20/07
Matrix: Aqueous

MC LI
Qualifiers RL QCLAnalyses Result Units Method Analysis Date / By

VOLATILE ORGANIC COMPOUNDS
Bromodichloromethane
Bromoform
Chlorodibromomethane
Chloroform
Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4
Surr: Dibromofluoromethane
Surr: p-Bromofluorobenzene

Surr: Toluene-d8

ND
ND
ND

ND
ND
105

110
96.0
101

ug/L
ug/L
ug/L

ug/L
ug/L
%REC

%REC

%REC
%REC

0.50
0.50

0.50
0.50
0.50

E624
E624
E624
E624
E624
E624
E624
E624
E624

04/24/07 04:22 / jlr
04/24/07 04:22 / jlr
04/24/07 04:22 / jlr
04/24/07 04:22 / jlr
04/24/07 04:22 / jlr
04/24/07 04:22 / jlr
04/24/07 04:22 /jlr
04/24/07 04:22 /jlr
04/24/07 04:22 / jlr

80-120
80-120

80-120
80-120

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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I ~ ~ y ENERGY LABORA TORIES, INC. -2393 Sal Creek HIghway (82601),-P0. Box 3258' Casper, WY82602To// Free 888235.0515 • 307.235.0515 • Fax 307.234. 1639 • casper@energylab.com • www energyab. com

... UNC Mining and Milling ChurchRock Operations

GroundlWater Monitoring Summary: Alluvium Monitor Wells
Well ID: 624 624 624 624
Collection Date: 4/10/2007 1/9/2007 10/3/2006 - 7/18/2006
Receive Date: 4111/2007 - 1/10/2007 1016/2006 j 7/21/2006
Report Date: 6/5/2007 2/21/2007 . 11/8/2006 8/21/2006
SfQl paft all f 64606560 . C0P080 0.

0• '0 ,4§$10 'ýdf 0ý3

Bicarbonate as HC03 mg/L .1380 1360

fCalcium !mg/L .693 i704

... . .... .. ......... . ............ ...... ... ... .......

;Nitrogen, Ammonia as N .mg/L . NO!0.05) ND(o.05)
'Nitrogen, Nitrate+Nitrite as N fmg/L 82 174

'Potassium .mg/L •8.1 696.9
Sodium mg/L 226 226

]Sulfate 1mg/L .2150 i2250

pHT~ 6.75 68
ýiSolids, Total Dissolved TDS @ 180 C img/L .5090 53

ABeryllium !mg/L ND(0.01) !ND(0.01)

--- ------_ 
-LN 0)(o0)jCadmium mgIL 'ND(0.005) jD005

:Cobalt img/L ND(0.01) IND(0.01)
~Lead - . . . .rg/L ND(O.05) :ND(0.05)... ......................... ......... . ...... ,, -- -.-............. ....... ........ .. .
;Manganese img/L .0.09 i0.09

'Molybdenum Img/L ND(0.1) iND(0.1)

Nickel mg/L ND(0.05) iND(0.05)
iUranium mg/L .0.0308 !0.0313: . . .. . . . . . . . . . .. . . .. . . .. . . . . . . . . ..... . .... . ... ............ . .. .. ........ ... . . ..... ... .. . .. .. . .. . .... .. I . .. . ... . . . . . . . . . . .

Vanadium mg/L ND(0.1) iND(0.1)[A-rseni•-i •• . . . .. ...... ...........-...1g---.--C-- : - D. 0..I .........i1 . -'i-.......
ASeleni,-I .mg/L ND(0.001) . ND(0.001)

ýSeleniu m-IV 'rn//LND(0 .001) !ND(O.001)
;Gross Alpha minus Rn & U IpCi/L ND(1.0) lND(1.0)

....................... 1..... .
Gross Alpha minus Rn & U Precision (+) pCi/L
!... .... . . . . .. ... . . . .. . . ." .. ... .. .:...... . . ......-- - . - - , - . . .i . ....4 " . ................. ...
;Lead 210 pCi/L ND(1.0) ND(1.0).............. .. . .... ............ . ....Lad 21 re is o ( ) ............ . i/ ....... . . . . ..-... -.. -...... .... ..i . ...-......... .. .

Lead 210 precision M± pCi/L
Radium 226 ,Ci/L .ND(0.2) !ND(0.2)

Radium 226 precision pCi/L................

Radium 228 pCi/L ND(1.0) 1ND(1.0)

Radium 228 precision (p) pCi/L
Thorium 230 pCiIL ND(0.2 IND, ,2)

;Thorium 230 precision (W) ipCi/L .

tA/C Balance (± 5) !0.911 1 .22

jAnions : meq/L 78.3 79 .1
ICations reL 79781!C tos............. .. . . ...................... ..............-- e- -L '79-.7 - 8jI-. . . .

'Solids, Total Dissolved Calculated ;mg/L '4740 '4810
TDS Balance (0.80- 1.20) dec. % .1.07 1 07

;Trihalomethanes, Total ,ug/L ND(0.50) ND(0.50)

.Chloroform ug/L ND(0.50) 1ND(0.50)

1100 !13604.-.. --o .. ....... ... .. . . ...
ý682 713
144 .178

'419 i443

0.08 10.05. . . . ... . . ..... .. .. ....... . . . . . . . . .

76 :82
.... ... . .... . . . . . . . . . 1 . . . . . . ..... 6 .2 . . . ... .... .. ....6,.9 .. . ...

231 1260

...F ....... ..... ........... ... .. 3 ........2100 ..... .... [-.3 ..
16.72j69

,4920 5030
1ND(0.1) :ND(0.1)

.............. ... ... ..... ............ ..A. --- I.D.0 . ..... .
ND(0.01) 0ND(.01)

ND(0.005) !ND(0.005)

ND(0.01) N(.1

A., . .. .......... . .. . .... ...... -.....- .

;0.09 i0.09

ND(0.1) :ND(0.1)

.ND(0.05) :ND(0.05)

;0.0328 0O.0326

- i .... I.. ... ... ...... . .... ... .. .... . .... . ....... ......

ýND(0.1) iND(0.1)
;ND(0.00 1) 1ND(0.001)
'ND(0.001) IND(0.001)

iND(1.0) 5i4ND(1.0)

..." ... ..... I....- ... ... .. ... ............ . . . . • .. .. . . .

0.3 i0.2

N D(1.0) 2.8

A08
+ND(0.2) ND(0.2). . . . . .. . . . . . . . ... ...... .. ...... ... .... . . . . ..... .

4.99 .. . .. .59

'71.3 180.9

'78.7 183.5

i4460 1;4950

1.10 1.02

4ND(O.50) !NA

jND(0 50) .ND(1.0)

**Note: The data presented on this form Is Intended for summary purposes only. Laboratory approved data Is contained within the

attached database reports.

kschroeder: r:\ciients2007\unc-mining\uncgallup_2nd 2007_final.xis
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ENERGYLABORArORIES, INC. 2393 Salt Creek Highway (82601) PC. Box 3258• Casper, WY82602
To/I Free 888.235.0515 • 307.2350515 • Fax 307234.1639 • casper@energylab.com - www energy/ab. com

I
NN w; f; g1_: Vg9JN U.t&

Grot
Well ID:

Collection Date:
Receive Date:

Report Date:

Analye
Bicarbonate as HC03
:Calcium

;Chloride

Magnesium.....es ... ........ ... ...... ....... ....... ..... ...... ... ... . . ...
Nitrogen, Ammonia as N
Nitrogen, Nitrate+Nitrite as N

'Potassium

.Sodium

fSulfate
pH

Solids, Total Dissolved TDS @ 180 C

Aluminum

Beryllium

: Cadmium...... ... -.. .. .... . .. . ... .. .......... . ..
ýCobalt

'Lead
,Manganese

!Molybdenum

.Nickel

* Uranium

;Vanadium

'Arsenic-Ill

;Selenium-IV

!Gross Alpha minus Rn & U

iGross Alpha minus Rn & U Precision (+)

Lead 210

Lead 210 precision (+)

:Radium 226
,Radium 226 precision (W)

Radium 228

Radium 228 precision (±)
Thorium 230

,Thorium 230 precision (+)

NC Balance (± 5)

.Anions

'Cations

UNC Mining and Milling ChurchRock 0

undWater Monitoring Summary: Alluvium

624 Duplicate 1 624 Du

4/10/2007 1/9/2

4/11/2007 1/10/

6/5/2007 2/21/
:.I uni ts,': I c07040656-011i, •;IiC0701Od,

perations
Monitor Wells

:mg/L 1400

mg/L .689

mg/L 169

;mg/L .425

.mg/L ND(0.05)
'mglL :83

mg/L :7.7

,mg/L 222
fmg/L '2140

s.u. 6.88

4mg/L 5070

;mg/L :ND(0.1).mg/L . ND(0.01)

img/L ND(0.01)

mg/L ND(0.01)

1mg/L 'ND(0.05)
.mg/L 10.09

;mg/L ND(0.05)

mg/L :0.0336

mg/L ND(0.1)

mg/L ND(0.001
mg/L ND(0.001

*pCi/L ND(1.0)

jpCi/L

_pCi/L ND(1.0)

!pCiIL :ND(0.2)
pCi/L

,pCi/L :ND(1.0)

;pCi/L

,pCi/L ND(0.2)

IpCi/L
:% 0.759

imeq/L :78.0

;meq/L :79.2

.. ..

.1360

i680
169

421
,0.05
177

16.7

.228... ...... ... . • .. .. ... .
,2130

.6.85
15130

ND(0. 1)

ND(0.01)

!ND(0.005)
iND(0.01)

! ND(0.05).............. ..... .. ....
~009
ND(0.1)....... ........... .. i D ,0, 5. I ...
ND(0.05)
0.0314

ND(0.1)

:ND(0.0011)
.. ND(..001)

'ND(.,0)

iplicate 624 Duplicate 1 624 Duplicate

2007 10/3/2006 7/18/2006

2007 10/6/2006 7/21/2006

2007 11/8/2006 8/21/2006

481 c6-i C 3Oo367-o..;?. i: C06070992-01.i•1:1;!
,1070 1350
.672 :698

i134 173.. ... . ... ... .:i' ' .............. ...... .. .... .. ....... ; : ;... .... .. ..... . ..
ý4111 434... .......... ..... .. 1. o .. .. ... .... . ... ..... ... ..o o. ....... .... ... .... .
ý0.08 ND(0.05)..... ...... . ... 5 7 ...... ...... ..... .............. .• ... .. .. . ...... .
77 ;79 _

6.2 .6.3

.224 2•58

!2070 :2270

6 746691
... ................ ..1.7 ... .. ........ ... . . ..... 6 .9 .. .. .. ... .. . . .

;4970 15010

ýND(O0.1) ;ND(0.1).. . ... ..... . . .... ...... ... .... ... .... . . . ... ... ... . .. . . . . . . . .! . . . . . . . . . . . . . . . . . . . .

!ND(0.005) ND(0.01)..............(Ni70: 0•/ ............... ~ i5• •> ... ... ...... ...
:ND(0.01) IND(0.01)

;ND(O.05) -ND(0 05). .. . .. .. N O '0 5 i ...... ... .......... .. -N ...... ... ..... .. .... ..... .... .. .... .:.

:0.09 !009
ýND(0.1) ND(0.1).

,ND(O.05) ,ND(0.05)

:0.0320 :0.0324
SND(0. 1) ND(0. 1)

:ND(0.001) _ ND(0.001)

.ND(0.001) ND(0.001). .

NND(1I) ND(1.0)

............. ........... ....... ............ .

042

CND(1.0) ;ND(1.0)

. ... .... ..... ..... . . ..... .... ... .... ... .i . . ...... ..........

ýND(0.2)

1.11

:76.9. . .. . . .. . . ..... ........ .

78.6

'4660

110

4ND(O.50)

.ND(0.50)

:ND(0.2)

... . . .... . . .... . . ............... ..

IND(11.0)

!0.6.. ... ........ . .. ..... ..... ... ....... .... ..... .. .. ..
,o.3

2.9

.0.8

:ND(0.2)

:1.32

79.8

82.0

'4850

1;03.... .... .,I o ....... ... ..
ýNA

N.D(1 .0)

!Solids, Total Dissolved Calculated

.TDS Balance (0.80 - 1.20)

Trihalomethanes, Total
C l r orh m t T ...................
Chloroform

mg/L

'dec. %

ug/L

ug/L

4720

1.07

ND(0.50)

:ND(0.50)

.4.99

69.9

77.3

,4390

1.13

,ND(0.50)

.ND(0.50)

**Note: The data presented on this form is intended for summary purposes only. Laboratory approved data Is contained within the

attached database reports.

kschroeder: r:\clients2007\uncmining\unc-gallup_2nd_2007_final.xls
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ENERGY LABORATORIES, INC. - 2393 Salt Creek Hi/ihway (82601) •PC. Box 3258 - Casper, WY82602
Toll Free 888.235.0515 • 307.235.0515 • Fax 307.234.1639 - casper'lenergyvab. com r www. energylab. com

LABORATORY ANALYTICAL REPORT

Client:
Project:
Lab ID:
Client Sample ID:

United Nuclear Corp

Alluvium
C07010481-011

624 Duplicate

Report Date: 02/22/07
Collection Date: 01/09/07 10:08

DateReceived: 01/12/07

Matrix: Aqueous

MCLI
Analyses Result Units Qualifiers RL QCL Method Analysis Date / By

MAJOR IONS
Bicarbonate as HCO3

Calcium

Chloride
Magnesium
Nitrogen, Ammonia as N

Nitrogen, Nitrate+Nitrite as N
Potassium

Sodium

Sulfate

1360

680
169

421

0.05

77
6.7
228
2130

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L
mg/L
mg/L

m g/L

1

D 0.6
1

D 0.5

0.05
D 2

0.5
0.5

D 8

A2320 B

E200.7

E200.7

E200.7

A4500-NH3 G

E353.2
E200.7
E200.7
E200.7

01/15/07 10:14 / jaj

01/15/07 18:59 / ts

01/15/07 18:55 / ts

01/15/07 18:59 / ts

01/15/07 12:21 /jal
01/16/07 14:36 / jal
01/15/07 18:55 / ts

01/15/07 18:55 / ts
01/15/07 18:59 / ts

PHYSICAL PROPERTIES
pH

Solids, Total Dissolved TDS @ 180 C

METALS -. TOTAL

Aluminum
Beryllium
Cadmium

Cobalt
Lead
Manganese
Molybdenum
Nickel

Uranium
Vanadium

METALS - SPECIATED
Arsenic-Ill

Selenium-IV

RADIONUCLIDES - TOTAL
Gross Alpha minus Rn & U

Lead 210

Radium 226

Radium 226 precision (+)
Radium 228
Thorium 230

6.85 s.u.

5130 mg/L
0.01
10

A4500-H B 01/15/07 10:33 / Ijl
A2540 C 01/15/07 16:31 / Im

ND

ND
ND
ND

ND
0.09
ND
ND

0.0314
ND

mg/L
mg/L
mg/L
mg/L

mg/L
mg/L
mg/L

mg/L
mg/L
mg/L

mg/L
mg/L

pCi/L
pCi/L

pCi/L

pCi/L

pCi/L
pCi/L

0.1
0.01

0.005
0.01

0.05
0.01
0.1

0.05

0.0003
0.1

0.001
0.001

E200.8
E200.8

E200.8
E200.8

E200.8
E200.8

E200.8
E200.8
E200.8
E200.8

01/13/07 02:41 / bws
01/13/07 02:41 / bws
01/13/07 02:41 / bws
01/13/07 02:41 / bws
01/13/07 02:41 / bws
01/13/07 02:41 / bws
01/13/07 02:41 / bws
01/13/07 02:41 / bws
01/13/07 02:41 / bws
01/13/07 02:41 / bws

ND
ND

ND
ND

0.4

0.2
ND
ND

A3114 B 01/16/07 13:38 / kes
A3114 B 01/16/07 09:35 / kes

1.0

1.0

0.2

1.0
0.2

E900.1

NERHL-65-4
E903.0

E903.0
RA-05

E907.0

01/25/07 04:44 / res

01/19/07 11:00 / plj
01/29/07 11:31 / trs
01/29/07 11:31 / trs
01/22/07 15:21 / plj
01/22/07 15:00 / dmf

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

D - RL increased due to sample matrix interference.

MCL - Maximum contaminant level.

ND - Not detected at the reporting limit.
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ENERGrYLABORA TORIES, INC. 2393 Salt Creek Highway (82601) • P0 Box 3258 -Casper, WY 82602
Toll Free 888.235.0515 307235.0515 Fax 307234.1639 casper energylab.com - www.energy/ab.com

rLABOR TOIE

LABORATORY ANALYTICAL REPORT

Client:
Project:
Lab ID:
Client Sample ID:

United Nuclear Corp

Alluvium

C07010481-011

624 Duplicate

Report Date: 02/22/07

Collection Date: 01/09/07 10:08

DateReceived: 01/12/07

Matrix: Aqueous

MCL/
Qualifiers RL QCLAnalyses Result Units Method Analysis Date I By

DATA QUALITY
A/C Balance (± 5)
Anions
Cations
Solids, Total Dissolved Calculated
TDS Balance (0.80 - 1.20)

VOLATILE ORGANIC COMPOUNDS
Bromodichloromethane
Bromoform
Chlorodibromomethane
Chloroform
Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4
Surr: Dibromofluoromethane
Surr: p-Bromofluorobenzene
Surr: Toluene-d8

1.11

76.9

78.6
4660
1.10

ND
ND

ND

ND
ND

95.0

98.0
95.0
101

meq/L
meq/L
mg/L

dec. %

ug/L
ug/L

ug/L
ug/L

ug/L
%REC

%REC

%REC
%REC

Calculation

Calculation
Calculation
Calculation

Calculation

0.50
0.50

0.50
0.50
0.50

E624

E624

E624
E624
E624
E624

E624
E624
E624

02/20/07 15:22 / ks

02/20/07 15:22 / ks

02/20/07 15:22 / ks

02/20/07 15:22 / ks

02/20/07 15:22 / ks

01/16/07 02:08 /jlr

01/16/07 02:08 / jlr

01/16/07 02:08 / jlr
01/16/07 02:08 / jlr

01/16/07 02:08 / jlr

01/16/07 02:08 / jlr

01/16/07 02:08 / jlr

01/16/07 02:08 / ilr
01/16/07 02:08 / jlr

80-120

80-120

80-120
80-120

Report RL - Analyte reporting limit.
O Definitions: QCL - Quality control limit.

MCL - Maximum contaminant level.

ND - Not detected at the reporting limit.

T r a Ck # C07O 1 048 1 age



* ENERGY LABORATORIES, INC. -2393 Sal/C reek Highway (82601) •P0. Box 3258 -Casper, WY82602
To// Free 888.235.0515 ' 307.235.0515 . Fax 307.234.1639 • casper@energy/ab.com - www. energy/ab.com

':9''.TO

LABORATORY ANALYTICAL REPORT

. Client:Project:
Lab ID:
Client Sample ID:

United Nuclear Corp

Alluvium

C07040656-011

624 Duplicate

Report Date: 06/05/07
Collection Date: 04/10/07 09:20

DateReceived: 04/13/07

Matrix: Aqueous

MCL/
QCLAnalyses Result Units Qualifiers RL Method Analysis Date I By

MAJOR IONS
Bicarbonate as HCO3

Calcium

Chloride

Magnesium

Nitrogen, Ammonia as N

Nitrogen, Nitrate+Nitrite as N

Potassium

Sodium
Sulfate

1400

689

169

425
ND

83

7.7
222

2140

mg/L
mg/L

mg/L

mg/L
mg/L
mg/L
mg/L
mg/L
mg/L

1
D 1

1

D 1

0.05

D 3

0.5

0.5
D 2

A2320 B
E200.7
E200.7

E200.7
A4500-NH3 G
E353.2

E200.7
E200.7

E200.7

04/17/07 13:18 /jaj
04/18/07 17:56 / ts

04/18/07 17:53 / ts

04/18/07 17:56 / ts
04/17/07 11:09 / jal

04/16/07 13:40 / IjI
04/18/07 17:53 / ts

04/18/07 17:53 / ts
04/18/07 17:56 / ts

PHYSICAL PROPERTIES
pH
Solids, Total Dissolved TDS @ 180 C

METALS - TOTAL
Aluminum
Beryllium
Cadmium
Cobalt
Lead
Manganese
Molybdenum
Nickel
Uranium
Vanadium

METALS - SPECIATED
Arsenic-Ill
Selenium-IV

RADIONUCLIDES - TOTAL
Gross Alpha minus Rn & U
Lead 210
Radium 226
Radium 228
Thorium 230

DATA QUALITY
A/C Balance (± 5)
Anions
Cations
Solids, Total Dissolved Calculated
TDS Balance (0.80 - 1.20)

6.88 s.u.
5070 mg/L

ND
ND

ND

ND

ND
0.09

ND
ND

0.0336
ND

mg/L
mg/L

mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L

0.01
10

0.1
0.01

0.005

0.01

0.05
0.01
0.1

0.05
0.0003

0.1

0.001
0.001

A4500-H B 04/17/07 12:42 / bas
A2540 C 04/16/07 10:36 / bas

E200.8
E200.8
E200.8
E200.8
E200.8
E200.8
E200.8
E200.8
E200.8
E200.8

04/17/07 19:37 / sml
04/17/07 19:37 / sml

04/17/07 19:37 / sml

04/17/07 19:37 / sml

04/17/07 19:37 / sml

04/17/07 19:37 / sml

04/17/07 19:37 / sml

04/17/07 19:37 / sml

04/17/07 19:37 / sml
04/17/07 19:37 / sml

ND mg/L
ND mg/L

A3114 B 05/03/07 09:30 / kes
A3114 B 05/01/07 15:56/kes

ND
ND
ND

ND

ND

pCi/L
pCi/L

pCi/L

pCi/L

pCi/L

meq/L
meq/L
mg/L

dec. %

1.0
1.0
0.2
1.0

0.2

E900.1
NERHL-65-4

E903.0

RA-05

E907.0

Calculation
Calculation
Calculation

Calculation

Calculation

04/27/07 16:20 / res
04/16/07 12:00 / plj

04/30/07 11:24 / trs
04/25/07 12:00 / plj

04/24/07 15:00 / dmf

04/20/07 14:15 / bws

04/20/07 14:15 / bws

04/20/07 14:15 / bws

04/20/07 14:15 / bws

04/20/07 14:15 / bws

0.759

78.0
79.2

4720

1.07

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

D - RL increased due to sample matrix interference.

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.

Track#C07040656 Page



ENERGY LABORATORIES, INC. 2393 Salt Creek Highway (82601), PG. Box 3258 ' Casper, WY82602
To/I Free 888.235.0515 • 307.235.0515 • Fax 307.234. 1639 - casper~energy/ab.com - www energy/ab. com

LABORATORY ANALYTICAL REPORT

Client:
Project:
Lab ID:
Client Sample ID:

United Nuclear Corp

Alluvium

C07040656-011

624 Duplicate

Report Date: 06/05/07

Collection Date: 04/10/07 09:20

DateReceived: 04/13/07

Matrix: Aqueous

MCL/
QCL MethodAnalyses Result Units Qualifiers RL Analysis Date / By

VOLATILE ORGANIC COMPOUNDS
Bromodichloromethane
Bromoform
Chlorodibromomethane
Chloroform
Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4
Surr: Dibromofluoromethane
Surr: p-Bromofluorobenzene
Surr: Toluene-d8

ND
ND

ND

ND
ND

101

114

98.0
100

ug/L
ug/L

ug/L

ug/L
ug/L

%REC

%REC

%REC
%REC

0.50

0.50

0.50

0.50
0.50

E624

E624

E624

E624
E624

E624

E624

E624
E624

04/18/07 02:48 / jlr
04/18/07 02:48 / jlr

04/18/07 02:48 / jlr

04/18/07 02:48 / jlr

04/18/07 02:48 / jlr
04/18/07 02:48 / jlr

04/18/07 02:48 /jlr

04/18/07 02:48 / jlr

04/18/07 02:48 / jlr

80-120
80-120
80-120
80-120

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.

Track#C07040656 Page 34



ENERG YLABORA TORIES, INC. •2393 Sait Creek Highway (82601) PC. Box 3258• Casper, WY82602
Toll Free 888.235.0515 ' 307235.0515 - Fax 307234. 1639 • casper@energy/ab.com - wwwenergy/ab. corn

UNC Mining and Milling ChurchRock Operations

. .GroundWater Monitoring Summary: Zone I Monitor Wells

Well ID: EPA-2 i EPA-2 EPA-2 EPA-2
............................... ..... . ......... ......

'Collection Date: 4/16/2007 1/1612007 10/10/2006 7/25/2006
iReceive Date: 4/20/2007, 1/22/2007 10/13/2006 7/28/2006

Report Date: 6/7/2007 2/20/2007 11/10/2006 1 8/30/2006

IBicarbonate as HCO3 1mg/L 1342 . 1310 1335 i321

Calcium mgIL 343 1351352 ý346
.. . . .. ... ... .. .... ..... .. ........ . . . . . . 3 52.... . ... . . ... ... .. . .. . -. . . . .. . . . ... .. v.. . . ...... .. . ... .. . ... . . ..... . . . ... . .

I~hliLd 2_n 22 2 20 :21
'Magnesium _mg/L 157 161 158 154.~.......... .
Nitrogen. Ammonia as N mg/L ý0.41 10.29 A049 10.68
'Nitrogen Nitrate+Nitrite as N jmg/L !ND(O.1) iND(0.1) ND(0.1) !ND(0.1)

jPotassium 6. 16.2

Sodium 1mg/L '182 186 195 i204[p• ....... ..... ........... ......... .... .... ... ;• IIZ ... I•:• ....... .... .... ..... .: ..... .. .... .... .......... ... . .... ...-
mg/ 140 1201490 1550

!7.25 7 -- .7.2 724
Solids, Total Dissolved TDS @ 180 C img/L 2590 12580 2490 12540
Aluminum .mg/L ND(O.1) ND(0.1) ND(0.1) ND(0.1)B e y li m .. .... .. .. ... . .. ... ....... . ........... ..N1 7 ;( " ... ......... ..... .... .....!~ ~ ( : ) ...... .. .. ............- . ....ND (0 ... .....0 1 ..... 0..0 1) . ................. i

...........-. mg/L :ND(0 01)-----ND(0.01) - ND(!.01) ND(0.01 L.Sarydmum...
Cadmium mg/L ND(0.005) ND(0.005) ND(0.005) IND(O.005)

[Cobalt 'mg/L IND(0.0i) ND(O.01) jND(0.01) : ND(O.01)
[Lead img/L -ND(ND(..05) ND(O.05) IND(0.05)

Mana nes .-- . . ........- .
---g-nese mg/L 1.28 118 11.2 3  i1.24

:Molybdenum mg/L ND(0.1) 1ND(0.1) IND(0.1) - -- .1 ),•£• u•7-._ ..---------------- ; _i-m_.• ------.--.--.-.-------.-.-_.----_ -Z.---. _-.7.--,_--o--.---------_--..,• -1IT..;

Nickel ImglL ND(0.05) jND(0.05) iND(0.05) 'ND(0.05)

Uranium !mg/L :0.0013 j0.001 0.0011 10.0011

Vanadium mg/L ;ND(0.1) ND(0.1) .ND(0.1) jND(0.1)

Arsenic-Ill --- L 0mg/L 0.002 . ND-0.0 iND(O.00 1) I-ND(0.001)
rSelenium-IV bm g/L iND(11 ND(O 01)1001) (1 ~9.001) I
IGross Alpha minus Rn & U - pCi/L 11.8 11.8 1. 7 1.2
Gross Alpha minus Rn & U Precision (+) !pCi/L 10.4 0.8 j0.80.8 i

Lead 210 _pCi/L ND(1.0) ND(1.0) -ND(1.0) .ND(1.0)

Lead 210 precision (±) pCi/L .

Radium 226 pCi/L 1.2 1.4 11.4 '... .. .... ..........
Rd ium;2-26- precision ....pCi/L 04.0.4 0.5 0.5

Radium 228 pCi/L '2.2 12.9 1.2 !6.6

Radium 228 precision () PCi/L 0.9 1.10.8 10.9

Thorium 230 PpCi/L ýND(0.2) :ND(0.2) ;ND(0.2) ND(0.2)

Thorium 230 precision (±) _pCi/L

.A/CBalance -5) 341 12.93 '3.30 .60
Anions .. . . .. eL 5-7 137.3 137.2 i-38.2

Catonsfme/L 38.2 35 39.7 39.4
Solids, Total Dissolved Calculated mg/L '2320 2420 2410 12470

ITDS Balance (0.80- 1.20) 1dec. % -112 1.0 0 -. 03
Trihalomethanes, Total IND(0:50) -- -ND(O.50) !NA

-Chloroform ,u/L IND(0.50) IND(0 50) -ND( .50) . ND(1.0)

**Note: The data presented on this form is intended for summary purposes only. Laboratory approved data is contained within the

attached database reports.

tparke: \\efi_caVeports\clients2OO7\unc-mining\unc_gallup_2nd_2007_finaI.xls

Track#C07040990 Page 16



ENERGY LABORATORIES, INC. '2393 Salt Creek Highway (82601) PC. Box 3258 ' Casper, WY82602
R TTo//Free 888.235.0515 - 307.235.0515 • Fax 307.234 1639 - casper@energy/ab com- www energy/ab com

iF L4q.

Well ID:

'Collection Date:

*Receive Date:

Report Date:I • •Analyte

Bicarbonate as HCO3

ýCalcium

'Chloride

Magnesium

;Nitrogen, Ammonia as N

Nitrogen, Nitrate+Nitrite as N

.Potassium

;Sodiumn;s • u . .. .... . . .... ........ ...... ... .. . .
ýSulfate
.pH

,Solids, Total Dissolved TDS @ 180 C

-Aluminum
Beryllium

.Cadmium

Cobalt

'Lead .L i , i. ... .. ............ .. ....... .. ... ......... .... ...... .... ..
WManganese

SMolybdenum

,Nickel
Urani~um.
:Vanadiumi;•;;e i;:,i ................ ... .. ... ............ ..
:Arsenic-Ill
!Selenium-IV
cGross Alpha minus Rn & U

;Gross Alpha minus Rn & U Precision
,Lead 210

;Lead 210 precision()
iRadium 226

;Radium 228
iRadium 228 precision (+)

Thorium 230
Thorium 230 precision (:)

;A/C Balance (±5)
!AnionsýA ! n I .. ... . ... ... ... ... . ....... .. ...... ....
:Cations
;Solids, Total Dissolved Calculated

TDS Balance (0.80 - 1.20)

:Trihalomethanes, Total . .m... .....
iChloroform

UNC Mining and Milling ChurchRock Operations

GroundWater Monitoring Summary: Zone I Monitor Wells

EPA-2 Duplicate EPA-2 Duplicate EPA-2 Duplicate EPA-2 Duplicate

4/16/2007 1/16/2007 10/10/2006 7/25/2006

4/20/2007 1/22/2007 i 10/13/2006 7/28/2006

6/7/2007 i 2/20/2007 . . 11/10/2006 8/30/2006

Units C07040990-006..- C07010803-003 [`:C06100700-t003 . C06071321'-003'.
mg/L .351 :307 1337 !319

mg/L .349 359 !355 :356
mg/L ;22 '21 120 !21

mg/L 160 164 160 159

mg/L ý0.45 i0.39 054 0.51
,mg(L ND(0.1) ýND(0.1) !ND(O.1) 'ND(O.1)

.mg/L 6.2 - 6.3 i6.2 !6.5.. .. . .. .... .. ... .• .. . .. . ... .. .. . . . ... . .. . ' .. . ... . . . .. .. .... . . . . .. .. .. ... . .. .....

.mg/L .177 184 i195 206.m / ., 7 .1 8 .1 9 .. ........... ....... .. ...... ..... . ... .. .. . .... . ... .. .. . 2 0 •-. . .. .. . . . .. . .... . . .
mg/L 1380 _1480 51580

.s.u. 7.04 7.24 77.03 7.08.

.mg/L :2600 12570 !2440 t2480
- .~...... ....... - ~ ~
mgL ND(0. 1) NOO )ND(0.1

mg/L ND(0.01) IND(001) ND(0.01) ,ND(0.01)

mg/L ND(0.005) !ND(0.005) ND(0.005) !ND(0.005)
Nmg/L OND(.01) 'ND(0.01) :ND(0.01) :ND(0.01)

.... ......

;mg/L ND(0.05) ýND(0.05) ND(O.05) !ND(0.05)... .... ... ... ................ i. 2 .. ..... ..... .. .... .... )! _> ... . ......... ..1_ ... ................... .... .. .... .i .... ............ ... ................... .......
mg/L 1.29 11.4 11.24 1146
mg/L ND(0.1) ND(0.1) 'ND(0.1) .ND(0.1)
mg/L :ND(0.05) NOO05) _ ND(0.05) ,ND(0.05)

'mg/L ;0.0013 -0.0012 i0.0011 !0.0010. . . ... . . ........ ........ . ..... . ............... ..... . .. . ... ...... .... .... .... , . . . . . . . . . .. .. .. . . . . . . ... . ........... ....... . . . . . . . . . . .. . ... .. . .. ...... .. ...

mg/L :ND(0.1) ND(0.1) .ND(0.1) ND(0.1)
mg/L :ND(0.001) ND(0.001) TND(0.001) iND(0.001)

.mg/L iND(0.001) . ND(0.001) . ND(O.001) . ND(.001)
;pCi/L :1.1 2.0 !2.5 11.2

(+ pCi/L 10.4 i.±0.8 i0.9 10.8......... . ., . . . . .... - .. . . . . .. . .. . .. . .. .... --... . ... . . . .. . ..... . ..-- . .. . . . . . ... . ..- . . . . .. . .. . ... . . . .

, pCi/L 2 ND(1.0) ND(1.0) 1ND(1.0) jND(1.0)

,pCi/L ; ..I ,-t
1pCi/L 1.1 11.7 i0.8..........i /L• 1..... ................................ . . .................. 0.......... . 4... .... .. ............. .... ...... ..... 1 -..... ..... .... ....... ..... ..... ................... ....[ ....... .............. .. ..... ......... .. .......... .. .i 0 .4 ........ .. ....... ............... .... ...............

0. 04 !0.4 04.4
!pCi/L 2.4 ND(1.0) 1.5 ;4.8

pCi/L :0.9 j10-8 -:.
!pCi/L ';ND(0.2) ND(0.2) ND(0.2) ND(0.2)

pCi/L - . - p.. ................ ............... . ..

'meq/L '35.2 36.4 ..2 .38.7

.meq/L 38.6 :40.1 !40.1 ;40.5
:mg/L :2290 2390 12420 2510

dec. % 1.14 '1.08 1.01 0.990
:ug/L ND(0.50) ' ND(0.50) iND(0.50) :NA

ug/L ND(0.50) ND(0.50) ND(O.50) . ND(1,0)

**Note: The data presented on this form Is intended for summary purposes only. Laboratory approved data is contained within the

attached database reports.

tparke: \\elica\reports\clients2007\uncmining\unc-gallup_2nd_2007_final.xls

Track#C007040990 Page 1 1-D



ENERGYLABORA TORIES, INC. - 2393 Salt Creek Highway (82601) 'P0. Box 3258 -Casper WY 82602
Toll Free 888.235.0515 - 307235.0515 -Fax 307.234. 1639 - casper4aenergylab.com - www energy/ab.com

FLedRA' 1E

LABORATORY ANALYTICAL REPORT

Client:
Project:
Lab ID:
Client Sample ID:

United Nuclear Corp

Zone 1
C07010803-003
EPA-2 Duplicate

Report Date: 02/20/07
Collection Date: 01/16/07 14:44

DateReceived: 01/22/07
Matrix: Aqueous

MCL/
Analyses Result Units Qualifiers RL QCL Method Analysis Date / By

MAJOR IONS
Bicarbonate as HCO3

Calcium

Chloride
Magnesium

Nitrogen, Ammonia as N

Nitrogen, Nitrate+Nitrite as N
Potassium

Sodium
Sulfate

307

359

21
164

0.39

ND
6.3
184
1480

mg/L
mg/L

mg/L
mg/L

mg/L

mg/L
mg/L
mg/L
mg/L

D

D

1
0.6

1
0.5
0.05

0.1
0.5
0.5

1

0.01
10

A2320 B
E200.7

E200.7
E200.7

A4500-NH3

E353.2

E200.7
E200.7
E200.7

01/23/07 08:57 / jaj
01/23/07 15:45 / ts

01/23/07 15:41 / ts
01/23/07 15:45 / ts

G 01/25/07 14:16 / IjI
01/24/07 12:02 / IjI
01/23/07 15:41 / ts
01/23/07 15:41 / ts
01/23/07 15:41 / ts

PHYSICAL PROPERTIES
pH
Solids, Total Dissolved TDS @ 180 C

METALS - TOTAL
Aluminum
Beryllium
Cadmium
Cobalt
Lead
Manganese
Molybdenum
Nickel
Uranium
Vanadium

METALS - SPECIATED
Arsenic-Ill
Selenium-IV

RADIONUCLIDES - TOTAL
Gross Alpha minus Rn & U
Gross Alpha minus Rn & U Precision (+)
Lead 210
Radium 226
Radium 226 precision (+)
Radium 228
Thorium 230

7.24 s.u.
2570 mg/L

A4500-H B 01/23/07 08:15 / Im
A2540 C 01/23/07 08:58 / Im

ND
ND
ND
ND

ND
1.14
ND
ND

0.0012
ND

mg/L
mg/L

mg/L

mg/L
mg/L
mg/L

mg/L
mg/L

mg/L
mg/L

0.1
0.01
0.005

0.01
0.05
0.01
0.1

0.05
0.0003

0.1

0.001
0.001

1.0

1.0

0.2

1.0

0.2

E200.8
E200.8
E200.8
E200.8
E200.8
E200.8
E200.8
E200.8
E2008
E200.8

01/23/07 18:55 / bws
01/23/07 18:55 / bws

01/23/07 18:55 / bws

01/23/07 18:55 / bws
01/23/07 18:55 / bws
01/23/07 18:55 / bws

01/23/07 18:55 / bws
01/23/07 18:55 / bws
01/23/07 18:55 / bws
01/23/07 18:55 / bws

ND mg/L
ND mg/L

A3114 B 02/09/07 13:35 / kes
A3114 B 02/10/07 15:34 / kes

2.0
0.8
ND

1.9
0.4
ND
ND

pCi/L

pCi/L
pCi/L
pCi/L

pCi/L
pCi/L

pCi/L

E900.1

E900.1
NERHL-65-4

E903.0

E903.0
RA-05
E907.0

02/02/07 16:00 / res
02102/07 16:00 / res
01/24/07 12:00 / plj

02/05/07 14:34 / trs
02/05/07 14:34 / trs
01/30/07 15:09 / plj

01/26/07 15:00 / dmf

* Report RL - Analyte reporting limit.

Definitions: QCL - Quality control limit.

0 - RL increased due to sample matrix interference.

MCL - Maximum contaminant level.

ND - Not detected at the reporting limit.

Ttrac k#C07O 103_0.3 Page



- ENERGY LABORA TORIES, INC. -2393 Salt Creek Highway (82601) P.O Box 3258 -Casper, WY'82602
Toll Free 888.235.0515 - 307.235.0515 • Fax 307.234.1639 • casper~energylab.com - www. energylab.com

L471B

LABORATORY ANALYTICAL REPORT

. Client:
Project:
Lab ID:
Client Sample ID:

United Nuclear Corp

Zone 1

C07010803-003
EPA-2 Duplicate

Report Date: 02/20/07

Collection Date: 01/16/07 14:44

DateReceived: 01/22/07
Matrix: Aqueous

MCL/

Analyses Result Units Qualifiers RL QCL Method Analysis Date / By

DATA QUALITY
A/C Balance (t 5)
Anions
Cations
Solids, Total Dissolved Calculated
TDS Balance (0.80 - 1.20)

VOLATILE ORGANIC COMPOUNDS
Bromodichloromethane
Bromoforrn
Chlorodibromomethane
Chloroform
Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4
Surr: Dibromofluoromethane
Surr: p-Bromofluorobenzene
Sum Toluene-d8

4.81

36.4
40.1

2390
1.08

ND
ND
ND
ND
ND
97.0

107
103
102

meq/L
meq/L

mg/L

dec. %

ug/L

ug/L
ug/L
ug/L
ug/L
%REC
%REC
%REC

%REC

Calculation

Calculation

Calculation

Calculation
Calculation

0.50
0.50

0.50
0.50
0.50

E624

E624
E624

E624
E624
E624
E624
E624

E624

01/25/07 13:39 / cp

01/25/07 13:39 / cp

01/25/07 13:39 / cp

01/25/07 1 3 :39 / cp

01/25/07 13:39 / cp

01/23/07 19:45 / dkh
01/23/07 19:45 1 dkh

01/23/07 19:45 / dkh
01/23/07 19:45 / dkh
01/23/07 19:45 / dkh
01/23/07 19:45 / dkh
01/23/07 19:45 / dkh
01/23/07 19:45 / dkh

01/23/07 19:45 / dkh

80-120
80-120
80-120

80-120

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

MCL - Maximum contaminant level.

ND - Not detected at the reporting limit.

Track#C070108303 Pmage 9



- ENERGY LABORA TORIES, INC. '2393 Salt Creek Highway (82601) PC. Box 3258• Casper, WY82602
Toll Free 888.235 0515 - 307.235. 0515 • Fax 307.234 1639 ' caspercenergy/ab.com - www energy/ab. com

F

LABORATORY ANALYTICAL REPORT

Client:
Project:
Lab ID:
Client Sample ID:

United Nuclear Corp
Zone 1

C07040990-006

EPA-2 Duplicate

Report Date: 06/07/07
Collection Date: 04/16/07 14:50

DateReceived: 04/20/07

Matrix: Aqueous

MCLU
Analyses Result Units Qualifiers RL QCL Method Analysis Date / By

MAJOR IONS
Bicarbonate as HCO3

Calcium
Chloride

Magnesium
Nitrogen, Ammonia as N

Nitrogen, Nitrate+Nitrite as N

Potassium
Sodium

Sulfate

351

349
22

160

0.45

ND

6.2
177

1380

mg/L
mg/L

mg/L

mg/L
mg/L

mg/L
mg/L

mg/L
mg/L

D

D

1
1

0.05

0.1

0.5

0.5
1

0.01
10

A2320 B

E200.7
E200.7

E200.7
A4500-NH3

E353.2

E200.7

E200.7
E200.7

04/23/07 09:27 / jaj
04/26/07 14:52 / ts

04/26/07 14:49 / ts
04/26/07 14:52 / ts

G 04/25/07 10:42 / IjI

04/23/07 14:49 / jal
04/26/07 14:49 / ts

04/26/07 14:49 I ts
04/26/07 14:49 / ts

PHYSICAL PROPERTIES
pH
Solids, Total Dissolved TDS @ 180 C

7.04 s.u.
2600 mg/L

A4500-H B 04/23/07 10:26 / bas
A2540 C 04/23/07 15:56 / bas

METALS - TOTAL
Aluminum
Beryllium
Cadmium
Cobalt
Lead
Manganese
Molybdenum
Nickel
Uranium
Vanadium

ND
ND

ND
ND

ND
1.29
ND

ND

0.0013
ND

METALS - SPECIATED
Arsenic-Ill
Selenium-IV

mg/L
mg/L

mg/L

mg/L

mg/L
mg/L
mg/L

mg/L

mg/L
mg/L

mg/L
mg/L

pCi/L
pCi/L
pCi/L

pCi/L

pCi/L
pCi/L

pCi/L

pCi/L

0.1
0.01

0.005

0.01

0.05
0.01
0.1

0.05

D 0.0004
0.1

E200.8
E200.8
E200.8
E200.8
E200.8
E200.8
E200.8
E200.8
E200.8
E200.8

04/26/07 23:21 / aln
04/26/07 23:21 / aln
04/26/07 04:37 / sml

04/26/07 23:21 / aln

04/26/07 04:37 / sml
04/26/07 23:21 / aln
04/26/07 04:37 I sml

04/26/07 04:37 / sml

04/26/07 04:37 / sml
04/26/07 23:21 / aln

RADIONUCLIDES - TOTAL
Gross Alpha minus Rn & U
Gross Alpha minus Rn & U Precision (+)
Lead 210
Radium 226
Radium 226 precision (+)
Radium 228
Radium 228 precision (+)
Thorium 230

ND
ND

1.1

0.4
ND
1.1

0.4
2.4
0.9

ND

0.001
0.001

A3114 B 05/08/07 14:31 / sml
A3114 B 05/11/07 08:47 / kes

1.0

1.0
0.2

1.0

0.2

E900.1
E900.1
NERHL-65-4

E903.0

E903.0
RA-05

RA-05
E907.0

05/09/07 15:19 / res
05/09/07 15:19 / res

04/25/07 12:30 / pli
05/07/07 14:49 / trs

05/07/07 14:49 / trs
05/02/07 13:41 / plj

05/02/07 13:41 / plj
04/26/07 15:00 / dmf

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

W D - RL increased due to sample matrix interference.

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.

Track40C070409D90 11-7



ENERGY LABORATORIES, INC. - 2393 Salt Creek Highway (82601) PO. Box 3258 • Casper, WY82602
Toll Free 888.235.0515 • 3072350515 • Fax 307234 1639 - casper@ energyab. comr, www energylab. corn

9'

LABORATORY ANALYTICAL REPORT

Client:
Project:
Lab ID:
Client Sample ID:

United Nuclear Corp

Zone 1
C07040990-006

EPA-2 Duplicate

Report Date: 06/07/07
Collection Date: 04/16/07 14:50

DateReceived: 04/20/07

Matrix: Aqueous

MC/U
QCLAnalyses Result Units Qualifiers RL Method Analysis Date / By

DATA QUALITY
A/C Balance (± 5)
Anions
Cations
Solids, Total Dissolved Calculated
TDS Balance (0.80 - 1.20)

VOLATILE ORGANIC COMPOUNDS
Bromodichloromethane
Bromoform
Chlorodibromomethane
Chloroform
Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4
Surr: Dibromofluoromethane
Surr: p-Bromofluorobenzene
Surr: Toluene-d8

4.68
35.2
38.6
2290
1.14

ND

ND

ND

ND

ND
102
113

98.0
102

meq/L
meq/L
mg/L

dec. %

ug/L
ug/L

ug/L

ug/L

ug/L
%REC
%REC

%REC
%REC

Calculation
Calculation
Calculation
Calculation
Calculation

0.50
0.50

0.50

0.50
0.50

E624
E624
E624

E624
E624
E624
E624

E624

E624

04/27/07 12:42 / bws
04/27/07 12:42 / bws
04/27/07 12:42 / bws
04/27/07 12:42 / bws

04/27/07 12:42 / bws

04/24/07 09:12 / jlr

04/24/07 09:12 / jlr
04/24/07 09:12 / jlr

04/24/07 09:12 /jlr

04/24/07 09:12 /jlr
04/24/07 09:12 /jlr

04/24/07 09:12 /jlr

04/24/07 09:12 / jlr
04/24/07 09:12 / jlr

80-120
80-120

80-120
80-120

Report RL - Analyte reporting limit.
i Definitions: QCL - Quality control limit.

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.

Trac K#CC7040990 Page



ENERGY LABORATORIES, INC. -2393 Sait Creek Highway (82601) PC. Box 3258 0 Casper, WY82602
Toll Free 888.235 0515 - 307.235 0515 • Fax 307.234. 1639 • casper@energy/ab.com " www.energy/ab.com

UNC Mining and Milling ChurchRock Operations

GroundWater Monitoring Summary: Zone 3 Monitor Wells

'Well ID: 711 711 1 711 711

:Collection Date: 4/16/2007 1/17/2007 10/11/2006 . . 7/25/2006

;Receive Date: 4/20/2007 1/22/2007 10/13/2006 7/28/2006

Report Date: 6/7/2007 2/22/2007 11/10/2006 8/30/2006

.Bicarbonate as HCO3 mg/L ND(1) ND(1) _ND(1) 'ND(1)

!Calcium mg/L :484 - 383_ .501 ý478

Chloride mg/L 1:8 .13 .16 18

Magnesium .mg/L 519 '402 524 491
:Nitrogen, Ammonia as N mg/L 0.41 0.39 1.09 1.10
.Nitrogen, Nitrate+Nitrite as N :mg/L -ND(0.1) ND(0.1) ND(0.1) ND(0.1)

Potassium img/L 10.3 i8.1 10.5 10.6
-- --- - ....... ....... 9. - 1 0 -

Sodium -mg/L .89.6 74.9 :99.6 100

Sulfate !mg/L :3500 2680 i3400 3350

-pH ;s u 9 3.81 4.41 3.08
;Solids, Total Dissolved TDS @ 180 C mg/L .5070 15130 }4930 4790

ýAluminum mg/L 0.5 ý0.4 '0.6 '0.6
-... .. .... .... ..... . ..... ... ... .. . ... ..... . . .. T........... .......... """.............................

,BerylIli um ~mg/L iND(O.01).....ND( 0 0 1 ND(0.O1 D0 101)
,Cadmium mg/L ND(0.005) !ND(0.005) IND(0.005) iND(0.005)

;Cobalt _mg/L !0.40 0.29 10.40 10.43

Lead mg/L ,ND(0.05) tND(0.05) ND(0.05) ND(0 05)
.............................-... . ....... .......---

WManganese mg/L :6.96 25.30 7.12 :7.48

Molybdenum L mg.L '0.1 -ND(0.1) 10.4 ;ND(0 1)
Nickel mg/L .0.36 i0.27 :0.37 0.35
'Uranium .mg/L '0.0327 -0.0237 .0295 -0.0306

.Vanadium 1mg/L :ND(0.1) -ND(0.1) - ND(0.1) :ND(0.1)

ýArsenic-Ill lmg/L :0.03 10.02 010.02
,- . ... .... ....... .. . ..... - . .. .....................- . . .

Selenium-IV mg/L ND(0.001) iND(0.001) 'ND(0.001) - ND(0.001)

Gross Alpha minus Rn & U .pCi/L 73..............
5 6.0 t 7.3

.- . .. ...

'Gross Alpha minus Rn & U Precision (+) pCi/L .8 1.0 1.0 11.6
'Lead 210 --------------.. pCi/L ND(1.0) .ND(1.0) ND(1.0) N D(1.0)

;Lead 210 precision (+) jpCi/L.

:Radium 226 . pCi/L .5.6 .6.8 '6.3 -5.4

Radium 226 precision (± ip i1L0.7 1.10.9
i~ dim- 2-8 r--e'isio - --)-............ ......... pC ----- --i• .-..... .. --.... .. ---.----... --.... .- 0.... ......--- -..-...- i'-".O ........ .....'Radium 228 1pCi/L ;13.5 19.9 13.2 13.9

:Radium 28precision W± _pi/ .1. .01.i T~ i• 6-- - . ............ .. .. .. .. ....... • • •- T ~ '• i. . . . .................. -- •• .... ... ... ------ ................
;Thorium 230 jp-/ -- .-.. 762J IND(..2 :--- -ND(02) iNDO.2)

,AC Balance (±5) % -0.653 2i5 4.52 34
:Anions imeq/L 73.5 _56.2 171.3 702

'Cations......- m- req/L i72.5 .58.9 i77.7 - 73.6

!ois Total.. Disolvd alclaed-g/ -430i35_70 .-------- 60 - 445-0 -

;TDS Balance (0.80 - 1.20) _ _ dec. % 1.10 1.41 .1.08 1.08
-- .......-- . ......-..... ... .-- . ...-

,Trihalomethanes, Total {ug/L IND(O.50) _ ND(0.50) iND(0.50) 5NA

:Chloroform - - -- u/L ND(0.50) iND(0.50) -ND(0.50)-----ND(1.0)

**Note: The data presented on this form is intended for summary purposes only. Laboratory approved data is contained within the

attached database reports.

kschroeder: rAclients2007\unc mining\unc gallup_2nd_2007_final xls

Track#C07040987 Page



ENERGY LABORATORIES, INC. - 2393 Sail Creek Highway (82601) RP. Box 3258 -Casper WY82602
Toll Free 888.235.0515 -3072350515 -Fax 307234.1639 - casper@energy/ab.com. www.energy/ab.com

.ýBR TRE

UNC Mining and Milling Cht

GroundWater Monitoring Summ

Well ID:. 711 Duplicate

Collection Date: 4/16/2007

Receive Date: 4/20/2007

Report Date: 6/7/2007

Analyte, •'units 10 C07040981-003

Bicarbonate is HCO3 :mg/L 74

Calcium mg/L ,480

:Chloride :mg/L 17

Magnesium rmg/L .512

Nitrogen, Ammonia as N mg/L :0.43

'Nitrogen, Nitrate+N.trite as N mg/L .ND(0.1)

Potassium mg/L 10.2

,Sodium mg/L .88.6

iSulfate ;mg/L .3490

lpH s.u. i5.10

,Solids, Total Dissolved TDS @ 180 C YgL '5110
Aluminum :mg/L :0.5:B ,.y ! u .. . .. ... .. .... ...... ...... . .m / D O..... 0 1... ..... .. .. ..
iBeryllium *mg/L ND(0.01)
.Cadmium mg/L ND(0.005)

Cobalt mg/l 0.39

Lead mg/L ND(0.05)

-Manganese :mg/L 6.80

Molybdenum mg/L 0.
Nickel mg/L 0.35

Uranium mg/L 0.0248
. .. . .... . .. ... ...... ........ .... . ............... .. . . . . .. ... . . .. . .. ...... .. . . . . . ............ . .. .... .. .. . . . . . . . . . . . . . .

•Vanadium ýmg/L ,ND(0.1)

Arseni c- I mg/L 0.03

Selenium-IV mg/L -ND(0.001)

.Gross Alpha minus Rn & U pCi/L 6.8

Gross Alpha minus Rn & U Precision (+) pCi/L 10.8
.Lead 210 pCi/L ND(1.0)

.Lead 210 precision (+) pCi/L

•Radium 226 
,pCi/L ,4.8

,Radium 226 precision (+) _pCi/L .0.7

:Radium 228 pCi/L 15.5

.Radium 228 precision (+) pCi/L 1.3

Thorium 230 .pCiCL ND(0.2)........

Thorium 230 precision (+) pCi/L

:A/C Balance (±5) % 0.848
.Anions meq/L :73.3

Cations meq/L .74.5

Solids, Total Dissolved Calculated . . mg/L 4610

TDS Balance (0.80 - 1.20) dec. % 1.11

Trihalomethanes, Total ug/L ND(0.50)

Chloroform ug/L ND(0.50)

urchRock Operations

ary: Zone 3 Monitor Wells

711 Duplicate : 711 Duplicate

1/17/2007 10/11/2006

1/22/2007 10/13/2006
• T ... . ... ...... ... . .~.... .. ...... .. , . . . . . . . . . . . .

2/22/2007 . 11/10/2006

T 0o7010804-0087-8 1 C06100704-010.:[

711 Duplicate

7/25/2006

7/28/2006
8/30/2006

0..C06071320-008
i = = J

3

:41

t14

:43

.0..

NE
i8.9

81

28

15.

.4-151

NI

;NE

"0.3

*ND

i0.

,9.3

1o.

fNE

1.60

.ND

2.9

:6.0

i1.1
:9.2

Ni

ND

'2.8

60.

64.

,1.2

ND
°NC

:ND(1)

3 , 504

:15

•1 529

53 1.05

)(0.1) IND(0.1)

9 .10.8

.3 101

80 3410

39 .497

60 ý4960
:0.6

(0.01) ND(0.01)

D(0.005) ;ND(0.005)

31 0.41

.(0.05) :ND(0.05)

61 7.18
2:0 .4

30 0.39

)215 00279
..O d ............ ....... ...... .. D O ' ) . .

)(0.1) :ND(0. 1)
04 .0.1

)(0.001) ýND(0.001)

6.8
.. .... . . . . .... . ...... ..... .t . . . . . . . .

•1.1

)(,1-0) ........... D(1.0) ..

5.9
0O.8

*12.3

I1.0

)(0.2) .ND(0 2)

2 :4.70

5 .71.4

0 78.5

40 4580

'6 :1.08

1(0.50) ýND(0.50)

(0.50) ND(0.50)

.5
•484

.18

,495
•1.11. .. .... ...... .....

;ND(0.1)

10.7

99.6

3380

:4 65

.4970
0.5

;ND(0.01)
ýND(0.005)

0.41

:ND(0.05)

:7.24

0.1

0.35

0.0272

'ND(0.1)

!0.02

,ND(0.001)

:10.2
1.9

ND(1.0)

:5.2
1.0

12.0

1.0

ND(0.2)

2.44

71.1

.74.6

4500
*1.10

:NA

ND(1.0)

**Note: The data presented on this form is intended for summary purposes only. Laboratory approved data is contained within the

attached database reports.

kschroeder: r:\clients2007\uncmining\unc gallup_2nd 2007_final.xls

Track#C07040987 Page 10



ENERGY LABORA TORIES, INC. • 2393 Salt Creek Highway (82601) PO. Box 3258 - Casper, WY82602
Toll Free 888.235.0515 • 307.235.0515 • Fax 307234. 1639 * casper@energy/ab. com - ww energylab. com

F 77B-5i -A

LABORATORY ANALYTICAL REPORT

Client:
Project:
Lab ID:
Client Sample ID:

United Nuclear Corp

Zone 3

C07010804-008

711 Duplicate

Report Date: 02/23/07
Collection Date: 01/17/07 09:34

DateReceived: 01/22/07

Matrix: Aqueous

MCU
QCL Method Analysis Date I ByAnalyses Result Units Qualifiers RL

MAJOR IONS
Bicarbonate as HCO3

Calcium

Chloride
Magnesium

Nitrogen, Ammonia as N

Nitrogen, Nitrate+Nitrite as N

Potassium

Sodium
Sulfate

3

413

14
431

0.53
ND
8.9

81.3
2880

mg/L

mg/L
mg/L
mg/L

mg/L

mg/L
mg/L
mg/L
mg/L

1

D 0.6

1
D 0.5

0.05
0.1

0.5

0.5
D 8

A2320 B

E200.7
E200.7
E200.7

A4500-NH3 G

E353.2

E200.7
E200.7
E200.7

01/23/07 09:34 / jaj
01/26/07 13:59 / ts

01/26/07 13:56 / ts
01/26/07 13:59 / ts
01/25/07 15:10 / IjI
01/24107 12:37 / IjI
01/26/07 13:56 / ts
01/26/07 13:56 / ts

01/26/07 13:59 / ts

PHYSICAL PROPERTIES
pH
Solids, Total Dissolved TDS @ 180 C

METALS - TOTAL

Aluminum
Beryllium
Cadmium
Cobalt
Lead
Manganese
Molybdenum
Nickel
Uranium
Vanadium

METALS - SPECIATED
Arsenic-Ill
Selenium-IV

RADIONUCLIDES - TOTAL
Gross Alpha minus Rn & U
Gross Alpha minus Rn & U Precision (+)
Lead 210
Radium 226
Radium 226 precision (+)
Radium 228
Radium 228 precision (+)
Thorium 230

5.39 s.u.
5160 mg/L

0.01
10

A4500-H B 01/23/07 08:15 / Im
A2540 C 02/02/07 15:43 / ImH

0.4
ND
ND

0.31
ND

5.61
0.2

0.30
0.0215

ND

mg/L
mg/L
mg/L

mg/L
mg/L
mg/L

mg/L
mg/L
mg/L
mg/L

0.1
0.01

0.005

0.01

0.05

0.01
0.1
0.05

0.0003

0.1

E200.8
E200.8

E200.8
E200.8

E200.8

E200.8
E200.8
E200.8

E200.8
E200.8

01/23107 17:17 1 bws
01/23/07 17:17 / bws
01/23/07 17:17 / bws

01/23/07 17:17 / bws

01/23/07 17:17 / bws
01/23/07 17:17 / bws
01/23/07 17:17 / bws

01/23/07 17:17 / bws
01/23/07 17:17 / bws
01/23/07 17:17 / bws

0.04 mg/L
ND mg/L

0.001
0.001

A3114 B 02/09/07 14:28 / kes
A3114 B 02/10/07 16:12 / kes

9.3

1.0

ND

6.8
1.1

9.2

1.6

ND

pCi/L
pCi/L
pCi/L
pCi/L
pCi/L
pCi/L

pCi/L
pCi/L

1.0

1.0
0.2

1.0

0.2

E900.1

E900.1

NERHL-65-4
E903.0

E903.0

RA-05

RA-05
E907.0

01/29/07 16:43 / res

01/29/07 16:43 / res
01/24/07 12:00 / plj

02/06/07 11:20 / trs

02/06/07 11:20 / trs

02/01/07 14:03 / plj

02/01/07 14:03 / plj

01/26/07 15:00 / dmf

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

D - RL increased due to sample matrix interference.

MCL - Maximum contaminant level.

ND - Not detected at the reporting limit.

H - Analysis performed past recommended holding time.

Tr-a-cK#~C7O 1 08(4 Prfge_



ENERGY LABORA TORIES, INC. •2393 Salt Creek Highway (82601) 'PC. Box 3258 , Casper, WY82602
Toll Free 888.235.0515 • 307.235.0515 - Fax 307.234. 1639 • casper@energyab. corn • www energy/ab. com

F LASORA TORIES A

LABORATORY ANALYTICAL REPORT

Client:
Project:
Lab ID:
Client Sample ID:

United Nuclear Corp

Zone 3

C07010804-008
711 Duplicate

Report Date: 02/23/07
Collection Date: 01/17/07 09:34

DateReceived: 01/22/07

Matrix: Aqueous

MCL/
QCLAnalyses Result Units Qualifiers RL Method Analysis Date / By

DATA QUALITY
A/C Balance (± 5) 2.82 %
Anions 60.5 meq/L
Cations 64.0 meq/L
Solids, Total Dissolved Calculated 3840 mg/L
TDS Balance (0.80 - 1.20) 1.26 dec. %

- The TDS balance was affected by the presence of clay particles less than Ipm.

VOLATILE ORGANIC COMPOUNDS
Bromodichloromethane
Bromoform
Chlorodibromomethane

Chloroform
Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4
Surr: Dibromofluoromethane
Surr: p-Bromofluorobenzene
Surr: Toluene-d8

ND
ND
ND

ND

ND
98.0
113

102

102

ug/L
ug/L
ug(L
ug/L

ug/L
%REC
%REC

%REC
%REC

0.50
0.50
0.50

0.50

0.50

Calculation
Calculation
Calculation
Calculation
Calculation

E624
E624
E624

E624

E624
E624
E624

E624

E624

02/13/07 11:06 / cp
02/13/07 11:06 / cp

02/13/07 11:06 / cp

02/13/07 11:06 / cp
02/13/07 11:06 / cp

01/24/07 03:00 / dkh
01/24/07 03:00 / dkh
01/24/07 03:00 / dkh

01/24/07 03:00 / dkh
01/24/07 03:00 / dkh

01/24/07 03:00 / dkh
01/24/07 03:00 / dkh

01/24/07 03:00 / dkh

01/24/07 03:00 / dkh

80-120
80-120

80-120

80-120

S Report RL - Analyte reporting limit.
Definitions: DCL - Quality control limit.

MCL - Maximum contaminant level.

ND - Not detected at the reporting limit.

Tr-ack4PC07010304 Page 24



ENERGY LABORATORIES, INC. -2393 Salt Creek Highway (82601) P0. Box 3258. Casper WY82602
L f ToI! Free 888.235.0515' 307235.0515 -Fax 307.234.1639 - casper@energy/ab.com" www energy/ab.corn

';.-RATRIE

LABORATORY ANALYTICAL REPORT

Client:
Project:
Lab ID:
Client Sample ID:

United Nuclear Corp

Zone 3

C07040987-003
711 Duplicate

Report Date: 06/07/07

Collection Date: 04/16/07 13:57

DateReceived: 04/20/07

Matrix: Aqueous

MCL/
Qualifiers RL QCLAnalyses Result Units Method Analysis Date / By

MAJOR IONS
Bicarbonate as HCO3

Calcium
Chloride

Magnesium
Nitrogen, Ammonia as N
Nitrogen, Nitrate+Nitrite as N
Potassium

Sodium

Sulfate

4

480
17

512
0.43

ND

10.2
88.6
3490

mg/L
mg/L
mg/L

mg/L
mg/L
mg/L

mg/L

mg/L
mg/L

D

D

D

0.05
0.1
0.5
0.5
2

0.01
10

A2320 B
E200.7
E200.7

E200.7
A4500-NH3 G
E353.2

E200.7
E200.7
E200.7

04/23/07 08:59 / jaj
04/26/07 11:20 / ts
04/26/07 11:16 / ts

04/26/07 11:20 / ts
04/24/07 13:08 / jal
04/23/07 13:59 / jal

04/26/07 11:16 / ts
04/26/07 11:16 / ts
04/26/07 11:20 / ts

PHYSICAL PROPERTIES
pH
Solids, Total Dissolved TDS @ 180 C

METALS - TOTAL
Aluminum
Beryllium

Cadmium

Cobalt
Lead
Manganese

Molybdenum

Nickel
Uranium
Vanadium

METALS - SPECIATED
Arsenic-Ill
Selenium-IV

RADIONUCLIDES - TOTAL
Gross Alpha minus Rn & U
Gross Alpha minus Rn & U Precision (±)
Lead 210

Radium 226

Radium 226 precision (+)
Radium 228

Radium 228 precision (±)

Thorium 230

5.10 s.u.
5110 mg/L

A4500-H B 04/23/07 09:57 / bas
A2540 C 04/23/07 15:52 / bas

0.5
ND
ND

0.39
ND

6.80
0.1

0.35

0.0248
ND

mg/L
mg/L
mg/L

mg/L
mg/L
mg/L

mg/L

mg/L

mg/L
mg/L

0.1
0.01
0.005

0.01

0.05
0.01

0.1

0.05

0.0003
0.1

E200.7
E200.8

E200.8
E200.8

E200.8
E200.8

E200.8

E200.8

E200.8
E200.8

04/26/07 11:16 / ts
04/26/07 01:44 / sml
04/26/07 01:44 / sml
04/26/07 01:44 / sml
04/26/07 01:44 / sml
04/26/07 01:44 / sml
04/26/07 01:44 / sml
04/26/07 01:44 / smi
04/26/07 01:44 / sml
04/26/07 01:44 / sml

0.03 mg/L
ND mg/L

6.8
0.8
ND

4.8

0.7
15.5

1.3

ND

pCi/L
pCi/L
pCi/L
pCi/L
pCi/L
pCi/L
pCi/L

pCi/L

0.001
0.001

1.0

1.0

0.2

1.0

0.2

A3114 B 05/03/07 10:03 / kes
A3114 B 05/01/07 16:25 / kes

E900.1
E900.1

NERHL-65-4

E903.0

E903.0
RA-05

RA-05

E907.0

05/11/07 12:59 / res
05/11/07 12:59 / res
04/25/07 12:30 / plj

05/08/07 13:28 / trs

05/08/07 13:28 / trs
05/03/07 10:35 / plj

05/03/07 10:35 / plj

05/01/07 15:00 / dmf

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

D - RL increased due to sample matrix interference.

MCL - Maximum contaminant level.

ND - Not detected at the reporting limit.

Track#C07040987 Page 8



ENERGY LABORATORIES, INC. -2393 Salt Creek HIghway (82601). PC. Box 3258- Casper, WY82602
Toll Free 888. 235. 0515 - 307 235 0515 ' Fax 307 234. 1639 - casper@energylab. comr www energy/ab com

LABORATORY ANALYTICAL REPORT

Client:

Project:

Lab ID:
Client Sample ID:

United Nuclear Corp

Zone 3

C07040987-003

711 Duplicate

Report Date: 06/07/07

Collection Date: 04/16/07 13:57

DateReceived: 04/20/07

Matrix: Aqueous

MCL/
RL QCL Method Analysis DateAnalyses Result Units Qualifiers / By

DATA QUALITY
A/C Balance (± 5)
Anions
Cations
Solids, Total Dissolved Calculated
TDS Balance (0.80 - 1.20)

VOLATILE ORGANIC COMPOUNDS
Bromodichloromethane
Bromoform
Chlorodibromomethane
Chloroform
Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4
Surr: Dibromofluoromethane
Surr: p-Bromofluorobenzene
Surr: Toluene-d8

0.848
73.3

74.5

4610
1.11

ND
ND
ND
ND
ND
103

118
98.0
102

meq/L
meq/L

mg/L

dec. %

ug/L

ug/L
ug/L
ug/L
ug/L
%REC
%REC
%REC
%REC

Calculation
Calculation
Calculation
Calculation
Calculation

0.50
0.50
0.50
0.50
0.50

E624

E624

E624
E624

E624
E624
E624
E624
E624

04/27/07 12:34 / bws

04/27/07 12:34 / bws
04/27/07 12:34 / bws
04/27/07 12:34 / bws
04/27/07 12:34 / bws

04/23/07 19:22 /jlr
04/23/07 19:22 / jlr
04/23/07 19:22 / jlr
04/23/07 19:22 /jlr
04/23/07 19:22 / jlr
04/23/07 19:22 / jlr
04/23/07 19:22 / jlr
04/23/07 19:22 / jlr
04/23/07 19:22 /jlr

80-120
80-120

80-120
80-120

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

MCL - Maximum contaminant level.

ND - Not detected at the reporting limit.

Track#0070409837 Page 9
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CHAIN OF CUSTODY REPORT



UNITED NUCLEAR CORPORATION
(State Road 566 - 21 Miles NE of Gallup)

P.O. Box 3077
Gallup, NM 87305-3077

505-722-6651

CHAIN OF CUSTOOY

Energy Laboratories, Inc.
Laboratory

2393 N. Salt Creek Hiahwav
Address
Casper WY 82601

City State Zip

307-23S-0515

All analysis will be performed in accordance with EPA approved
procedures and/or 15th Edition of Standard Methods

UNC Submittal No. TE- /- /- 2047
I

(~&* ~/2

rnone No.

Sample Filter PRESERVATION Preserved Analysis Required
Description Date Time 0.45u plain HNO 3  H2 So 4  Na2 S2 0 3  NaOH By (For all samples listed)

5"cq-D /-897 O2953 ______ / / 515 As, Be, Ca, Cd, Cl, HCO3,

604 - 2.3 -/'O7 /z27 _" 1_ K, Mg, Mn, Na, NH,, Nil.

6o3 -8-7? //Oo NO 2, Pb, Pb-210, pH, Se,

808 /;' l/?u _0,., P DS ITh-230, U, V,

____.1/-&-O7 /321 _hioroform, Gross

801 I 0-'7 13S6 _• __Ipha (-) U & Rn,

•oo- -/_•Y __ I. r, _ombined Ra-226 & Ra-228, Al,

632 /-9'-07 /.5-6 Al .o, Mo & Total Trihalomethanes (TTHMs)

___ _. __ _ -9-t'7' o9" _ __ _ _ _ __N
_ _ _ -5'-e C9I, _ Fost4.A

6 32_ /-?-07 /DOE3_

_ _ _ _ -3___ -9-07 1326 1 4_1

Sampled by: "t

D ispa tchj 'by: 76eý

Carrier: OPS- <-.RLI640

Received by- ! ýg.
I-~ ~ A'- 47-I/

80 7 1.2 0e 0 5-13S

/?0 7(/ S -,'X't V?

Date Time

D lime
i

'Lab Re cipt Signatur

69 ý 671
Dbte me

ýka / P

The above enalysis to be performed is
authorize b

Sig(J r

Method of Shipment Date

',7, 6 t -C-11



0
UNITED NUCLEAR CORPORATION

(State Road 566 - 21 Miles NE of Gallup)
P.O. Box 3077

Gallup,.NH 87305-3077
505-722-6651

CHAIN OF CUSTODY

Energy Laboratories, Inc.
Laboratory

2393 N. Salt Creek Highway
Address
Casper WY. 82601

City State Zip

307-235-0515

All analysis will be performed in accordance with EPA approved
procedures and/or 15th Edition of Standard Methods

UNC Submittal No. TE-N/-/-207 (F&!i Z eoP 2-)

Vhone No.

Sample Filter PRESERVATION Preserved Analysis Required
Description Date Time 0.45u plain HNO3  H2 so 4  Na2 S2 0 3  NaOH By (For all samples listed)

6,.A25- /-2-o7 /VO7 _ _ _ / •- / - 7 _ __ _ As, Be, Ca, Cd, Cl, HCOA,

627 1-017 /i/.S _ _" K, Mg, Mn, Na, NH., Ni,

6/'_ /-__-o- -o8- - NOj3 Pb, Pb-210; pH, Se,

51-A 1-10-0-7 O9',3 -0,l TDS,'Th-230, U, V.

601 -1-07 /020 Jhloroform, Gross

Fl-.P OZ-AAl'k /-/0-67 '//, __ lpha (-) U & Rn,

_ombined Ra-226 & Ra-228, Al,

Po, Mo & Total Trihalomethanes (TTHMs)

_______ ____ _____ N\A_ _ _ _ _ _ _

Sampled by: ,>c(Received by Lý

DispatcZ by:_-r /-/0-0 7
Darte Time.

Carrier: 1P

/ --1', c-,oz~- e'Z

11e
DateT me

*b,2ecipt gnature

Date

.0O

The above analysis to be performed is
a u th o rý y

S•i atu

DateMethod of Shipment•



ENERGY LABORATORIES, INC. -2393 Salt Creek Highway (82601) P.O Box 3258• Casper, WY82602

Toll Free 888235.0515 307.235.0515 Fax 307.234. 1639 • caspero'energyab. corn" www.energylab. com
Tolre882501 30.3501

Energy Laboratories Inc
Workorder Receipt Checklist

United Nuclear Corporation
Login completed by: Tim Hollen

Reviewed by: Brian Fassett

Reviewed Date: 1/13/2007 12:00:00 AM

Ci01111 1111111111
007010481

Date and Time Received: 1/12/2007 9:30 AM

Received by: tlh

Carrier name: Ground

Shipping container/cooler in good condition?

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Chain of custody present?

Chain of custody signed when relinquished and received?

Chain of custody agrees with sample labels?

Samples in proper container/bottle?

Sample containers intact?

Sufficient sample volume for indicated test?

All samples received within holding time?

Container/Temp Blank temperature in compliance?

Water - VOA vials have zero headspace?

Water - pH acceptable upon receipt?

Yes

Yes

Yes El

Yes

Yes

Yes

Yes

Yes

Yes

Yes IZ

Yes

Yes

Yes

No F]

No F-

No

No

No F-

No []

No []

Nofl

NoD

No

NoD

NoD

No

Not Present 0

Not Present F]

Not Present []

2.6°C On Ice

No VOA vials submitted

Not Applicable F]

Contact and Corrective Action Comments:

None

T r -- Ck.ft07 0 04 P-1



ENERGY LABORATORIES, INC. '2393 Salt Creek Highway (82601), P0. Box 3258 -Casper WY82602
Toll Free 888.235.0515 - 307235.0515 -Fax 307234. 1639 - caspercafenergylab.com wwwenergylab.com

:. *~

Date: 22-Feb-07

CLIENT: United Nuclear Corp

Project: Alluvium CASE NARRATIVE
Sample Delivery Group: C07010481

THIS IS THE FINAL PAGE OF THE LABORATORY ANALYTICAL REPORT

BRANCH LABORATORY LOCATIONS
eli-b - Energy Laboratories, Inc. - Billings, MT
eli-f - Energy Laboratories, Inc. - Idaho Falls, ID
eli-g - Energy Laboratories, Inc. - Gillette, WY
eli-h - Energy Laboratories, Inc. - Helena, MT
eli-r - Energy Laboratories, Inc. - Rapid City, SD
eli-t - Energy Laboratories, Inc. - College Station, TX

ORIGINAL SAMPLE SUBMITTAL(S)
All original sample submittals have been returned with the data package. A copy of the submittal(s) has been included
and tracked in the data package.

SUBCONTRACTING ANALYSIS
Subcontracting of sample analyses to an outside laboratory may be required. If so, ENERGY LABORATORIES will utilize
its branch laboratories or qualified contract laboratories for this service. Any such laboratories will be indicated within the
Laboratory Analytical Report.

SAMPLE TEMPERATURE COMPLIANCE: 4°C (±2°C)
Temperature of samples received may not be considered properly preserved by accepted standards. Samples that are
hand delivered immediately after collection shall be considered acceptable if there is evidence that the chilling process
has begun.

CERTFICATIONS:
USEPA: WY00002
FL-DOH NELAC: E87641
Arizona: AZ0699
California: 02118CA
Oregon: WY200001
Utah: 3072350515
Virginia: 00057
Washington: C1903

ENERGY LABORATORIES, INC. - CASPER,WY certifies that certain method selections contained in this report meet
requirements as set forth by the above accrediting authorities. Some result requested by the client may not be covered
under these certifications. All analysis data to be submitted for regulatory enforcement should be certified in the sample
state of origin. Please verify ELI's certification coverage by visiting www.energylab.com

PCB ANALYSIS USING EPA 505
Data reported by ELI using EPA method 505 reflects the results for seven individual Aroclors. When the results for all
seven are ND (not detected), the sample meets EPA compliance criteria for PCB monitoring.

ELI appreciates the opportunity to provide you with this analytical service. For additional information and services visit our

web page www.energylab.com.

The total number of pages of this report are indicated by the page number located in the lower right corner.

T r-a c K' #Z-070 10 43S1 P ag e



ENERG YLABORATORIES, INC. •2393 Salt Creek/-Highway (82601), PC. Box 3258 -Casper, WY 82602
Toll Free 888.235.0515 307.235.0515 Fax 307.234.1639 - casperoenergylab.com , www energylab.com

:ff.M' *

Energy Laboratories, Inc.

Sample Receipt Checklist

Client Name United Nuclear Corporation

Work Order Number C07010492

Date and Time Received: 1/12/2007 9:30:00 AM

Received by tlh

Login completed by: Tim Hollen
Signature

1/12/2007 9:30:00
Date

Reviewed by Brian Fassett
Initials

1/13/2007
Date

Carrier name Ground

Shipping container/cooler in good condition?

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Chain of custody present?

Chain of custody signed when relinquished and received?

Chain of custody agrees with sample labels?

Samples in proper container/bottle?

Sample containers intact?

Sufficient sample volume for indicated test?

All samples received within holding time?

Container/Temp Blank temperature in compliance?

Water - VOA vials have zero headspace?

Water - pH acceptable upon receipt?

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Ell]

No Li

No 0

No 0

No F

No F-

No Li

No Li

NoD

No L-

No El

No Li

No D

No [i

Checked by

Not Present

Not Present

Not Present

Li
Li

2.6°C On Ice

No VOA vials submitted EL

Not Applicable EL

Adjusted?

Contact and Corrective Action Comments:

None

Track,#07'O 10492 Page



ENERGY LABORATORIES, INC. •2393 Salt Creek Highway (82601) •P0. Box 3258' Casper, WY82602
LToll Free 888.235.0515 • 307235.0515 • Fax 307234.1639 • casper@energylab. corn www energy/ab. com

Date: 20-Feb-07

CLIENT: United Nuclear Corp

Project: Zone 1 CASE NARRATIVE
Sample Delivery Group: C07010492

THIS IS THE FINAL PAGE OF THE LABORATORY ANALYTICAL REPORT

BRANCH LABORATORY LOCATIONS
eli-b - Energy Laboratories, Inc. - Billings, MT
eli-f - Energy Laboratories, Inc. - Idaho Falls, ID
eli-g - Energy Laboratories, Inc. - Gillette, WY
eli-h - Energy Laboratories, Inc. - Helena, MT
eli-r - Energy Laboratories, Inc. - Rapid City, SD
eli-t - Energy Laboratories, Inc. - College Station, TX

ORIGINAL SAMPLE SUBMITTAL(S)
All original sample submittals have been returned with the data package. A copy of the submittal(s) has been included
and tracked in the data package.

SUBCONTRACTING ANALYSIS
Subcontracting of sample analyses to an outside laboratory may be required. If so, ENERGY LABORATORIES will utilize
its branch laboratories or qualified contract laboratories for this service. Any such laboratories will be indicated within the
Laboratory Analytical Report.

SAMPLE TEMPERATURE COMPLIANCE: 4°C (±2°C)
Temperature of samples received may not be considered properly preserved by accepted standards. Samples that are
hand delivered immediately after collection shall be considered acceptable if there is evidence that the chilling process
has begun.

CERTFICATIONS:
USEPA: WY00002
FL-DOH NELAC: E87641
Arizona: AZ0699
California: 02118CA
Oregon: WY200001
Utah: 3072350515
Virginia: 00057
Washington: C1903

ENERGY LABORATORIES, INC. - CASPER,WY certifies that certain method selections contained in this report meet
requirements as set forth by the above accrediting authorities. Some result requested by the client may not be covered
under these certifications. All analysis data to be submitted for regulatory enforcement should be certified in the sample
state of origin. Please verify ELI's certification coverage by visiting www.energylab.com

PCB ANALYSIS USING EPA 505
Data reported by ELI using EPA method 505 reflects the results for seven individual Aroclors. When the results for all
seven are ND (not detected), the sample meets EPA compliance criteria for PCB monitoring.

ELI appreciates the opportunity to provide you with this analytical service. For additional information and services visit our
web page www.energylab.com.

The total number of pages of this report are indicated by the page number located in the lower right corner.

Tr-a - :#C07( 1i0,1'J2 F Iage~ 24



- ENERGY LABORATORIES, INC. -2393 Salt Creek Highway (82601) P0. Box 3258. Casperi WY82602
Toll Free 888.235.0515 • 307235.0515 • Fax 307234. 1639 • casper,'energylab.com .www.energy/ab. corn

_*:.-A *'

Energy Laboratories Inc
Workorder Receipt Checklist

United Nuclear Corporation

Login completed by: Tim Hollen

Reviewed by: Tabitha Edwards

Reviewed Date: 1/17/2007 12:00:00 AM

CIII 11 1 11111111 II
007010488

Date and Time Received: 1/12/2007 9:30 AM

Received by: tlh

Carrier name: Ground

Shipping container/cooler in good condition?

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Chain of custody present?

Chain of custody signed when relinquished and received?

Chain of custody agrees with sample labels?

Samples in proper container/bottle?

Sample containers intact?

Sufficient sample volume for indicated test?

All samples received within holding time?

Container/Temp Blank temperature in compliance?

Water - VOA vials have zero headspace?

Water - pH acceptable upon receipt?

Yes Z
Yes PI

Yes El

Yes ED

Yes

Yes [

Yes

Yes [

Yes [

Yes

Yes

Yes

Yes

No C]

No F1

No F1

No F1

No D-

No D

No F1

No E]

No D-

No F1

No E]
No E]

No El

Not Present DI
Not Present LI

Not Present F7

2.6°C On Ice

No VOA vials submitted E]

Not Applicable FI

Contact and Corrective Action Comments:

None

Track4,#C07010488 Page



ENERGY LABORATORIES, INC. •2393 Salt Creek Highway (82601) P0. Box 3258 -Casper WY82602
Toll Free 888,2350515 - 3072350515 Fax 307234.1639 • casper(O-energylab.com - www energylab, corn

:. **TORES

Date: 20-Feb-07

CLIENT: United Nuclear Corp

Project: Zone 3 CASE NARRATIVE
Sample Delivery Group: C07010488

THIS IS THE FINAL PAGE OF THE LABORATORY ANALYTICAL REPORT

BRANCH LABORATORY LOCATIONS
eli-b - Energy Laboratories, Inc. - Billings, MT
eli-f - Energy Laboratories, Inc. - Idaho Falls, ID
eli-g - Energy Laboratories, Inc. - Gillette, WY
eli-h - Energy Laboratories, Inc. - Helena, MT
eli-r - Energy Laboratories, Inc. - Rapid City, SD
eli-t - Energy Laboratories, Inc. - College Station, TX

ORIGINAL SAMPLE SUBMITTAL(S)
All original sample submittals have been returned with the data package. A copy of the submittal(s) has been included
and tracked in the data package.

SUBCONTRACTING ANALYSIS
Subcontracting of sample analyses to an outside laboratory may be required. If so, ENERGY LABORATORIES will utilize
its branch laboratories or qualified contract laboratories for this service. Any such laboratories will be indicated within the
Laboratory Analytical Report.

SAMPLE TEMPERATURE COMPLIANCE: 4°C (±2°C)
Temperature of samples received may not be considered properly preserved by accepted standards. Samples that are
hand delivered immediately after collection shall be considered acceptable if there is evidence that the chilling process
has begun.

CERTFICATIONS:
USEPA: WY00002
FL-DOH NELAC: E87641
Arizona: AZ0699
California: 021 18CA
Oregon: WY200001
Utah: 3072350515
Virginia: 00057
Washington: C1903

ENERGY LABORATORIES, INC. - CASPERWY certifies that certain method selections contained in this report meet
requirements as set forth by the above accrediting authorities. Some result requested by the client may not be covered
under these certifications. All analysis data to be submitted for regulatory enforcement should be certified in the sample
state of origin. Please verify ELI's certification coverage by visiting www.energylab.com

PCB ANALYSIS USING EPA 505
Data reported by ELI using EPA method 505 reflects the results for seven individual Aroclors. When the results for all
seven are ND (not detected), the sample meets EPA compliance criteria for PCB monitoring.

ELI appreciates the opportunity to provide you with this analytical service. For additional information and services visit our
web page www.energylab.com.

The total number of pages of this report are indicated by the page number located in the lower right corner.
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UNITED NUCLEAR CORPORATION
(State Road 566 - 21 Miles NE of Gallup)

P.O. Box 3077
Gallup, NM 87305-3077

505-722-6651

CHAIN OF CUSTODY

Energy Laboratories, Inc.
Laboratory

2393 N. Salt Creek Hiqhvay
Address

Casper WY 82601
City State Zip

307-235-0515
Phone No.

All analysis will be performed in accordance with EPA approved
procedures and/or 15th Edition of Standard Methods

UNC Submittal No. TE-.2-/-2,o7

Sample Filter PRESERVATION Preserved Analysis Required
Description Date Time 0.45u plain HNO 3  H2 so 4  Na2 S2 0 3  NaOH By (For all samples listed)

7-•4-, ,Y2 / 0 ,519 _ i y As, Be, Ca, Cd, Cl, HCO3,

s0'- ' B - i5 o /. _3 7 32 _ K, Mg, Mn, Na, NH, , Ni,

7/9 1-/7-O7 //08 NO3 • Pb, Pb-210, pH, Se,

717 1-16-67 le.2 7 Oil, TDS, Th-230, U, V,

____ 1-16-07 //Do _hloroform, Gross

.A_.94-/ 1-16-67 13-/', _lpha (-) U & Rn,

E"04-13 V- .- - /3Y.5-" __ombined Ra-226 & Ra-228, Al,

-2 1-/6 -a7 ,o, Mo & Total Trihalomethanes (TTHMs)
I I' 4. *t-~t1t-4-i- I--I--

,CPA -2 0t/PLA.L 6 //g- e '7

'7// 1-41-0? 0910_____ __________________

9116t 0"PICA-6q 1-1-7-0-7 /03 ___ ___ I/_ _ _ _ __ _ _ _ _

7• /1-17-o7 13/ _ _

rlog 1 -(idg - (17 113_1

Sampled 6 rlZ Reevdb?ý

D i sp a tch:/: by _____o_____________

Date Time.
Carrier: LIPS- C-.40L,,.i

3 1e&.0 6cpook~o

Ca/o 1 2'00ý
1-16-07 La /zoo fl"5'J

D ~Tme

1-615' Rct STgae
L-•.. ,: D•_

The above ..einalysi..sý.'to be performed is
authorized by: :/

Si gn-ature

DateMethod of Shipment Date I ime

CZ 0 70 Gto -



ENERGY LABORA TORIES, INC. - 2393 Salt Creek Highway (82601) -P. Box 3258 C Casper, WY82602
Toll Free 888.235.0515 - 307235.0515 - Fax 307234. 1639 • casperaenergylab. com wwwvenergylab. com

Energy Laboratories, Inc.

Sample Receipt Checklist

Client Name United Nuclear Corporation

Work Order Number C07010804

Date and Time Received: 1/22/2007 10:45:00 AM

Received by It

Login completed by: Tim Hollen
Signature

1/22/2007 10:45:00
Date

Reviewed by Roger Garling
Initials

1/22/2007
Date

Carrier name Ground

Shipping container/cooler in good condition?

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Chain of custody present?

Chain of custody signed when relinquished and received?

Chain of custody agrees with sample labels?

Samples in proper container/bottle?

Sample containers intact?

Sufficient sample volume for indicated test?

All samples received within holding time?

ContainerOTemp Blank temperature in compliance?

Water - VOA vials have zero headspace?

Water - pH acceptable upon receipt?

Adjusted?

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Se

V

se

Se

W

se
Se

W

No Li Not Present EL
No Li Not Present Li

No EL Not Present W

No i

No El

No Li

No Li

No EL

No Li

No Ei

NoEL 0.2°C On Ice

No EL No VOA vials submitted El

No Li Not Applicable Li

Checked by

Contact and Corrective Action Comments:

Samples 001 and 002 were received past the recommended hold time.

Track,#CO701O804 Page 412.



ENERG YLABORATORIES, INC. • 2393 Salt Creek Highway (82601) P.O Box 3258 • Casper. WY82602
Toll Free 888.235.0515 • 307235.0515 - Fax 307234. 1639 - casper@energylab.com • w .energylab.com

F LtBeOA TORIES]

Date: 01-Mar-07

CLIENT: United Nuclear Corp

Project: Zone 3 CASE NARRATIVE
Sample Delivery Group: C07010804

THIS IS THE FINAL PAGE OF THE LABORATORY ANALYTICAL REPORT

BRANCH LABORATORY LOCATIONS
eli-b - Energy Laboratories, Inc. - Billings, MT
eli-f - Energy Laboratories, Inc. - Idaho Falls, ID
eli-g - Energy Laboratories, Inc. - Gillette, WY
eli-h - Energy Laboratories, Inc. - Helena, MT
eli-r - Energy Laboratories, Inc. - Rapid City, SD
eli-t - Energy Laboratories, Inc. - College Station, TX

ORIGINAL SAMPLE SUBMITTAL(S)
All original sample submittals have been returned with the data package. A copy of the submittal(s) has been included
and tracked in the data package.

SUBCONTRACTING ANALYSIS
Subcontracting of sample analyses to an outside laboratory may be required. If so, ENERGY LABORATORIES will utilize
its branch laboratories or qualified contract laboratories for this service. Any such laboratories will be indicated within the
Laboratory Analytical Report.

SAMPLE TEMPERATURE COMPLIANCE: 4°C (±2°C)
Temperature of samples received may not be considered properly preserved by accepted standards. Samples that are
hand delivered immediately after collection shall be considered acceptable if there is evidence that the chilling process
has begun.

CERTFICATIONS:
USEPA: WY00002
FL-DOH NELAC: E87641
Arizona: AZ0699
California: 02118CA
Oregon: WY200001
Utah: 3072350515
Virginia: 00057
Washington: C1903

ENERGY LABORATORIES, INC. - CASPER,WY certifies that certain method selections contained in this report meet
requirements as set forth by the above accrediting authorities. Some result requested by the client may not be covered
under these certifications. All analysis data to be submitted for regulatory enforcement should be certified in the sample
state of origin. Please verify ELI's certification coverage by visiting www.energylab.com

PCB ANALYSIS USING EPA 505
Data reported by ELI using EPA method 505 reflects the results for seven individual Aroclors. When the results for all
seven are ND (not detected), the sample meets EPA compliance criteria for PCB monitoring.

ELI appreciates the opportunity to provide you with this analytical service. For additional information and services visit our
web page www.energylab.com.

The total number of pages of this report are indicated by the page number located in the lower right corner.
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ENERGY LABORATORIES, INC. -2393 Sail Creek Highway (82601) PC. Box 3258 'Casper, WY82602
Toll Free 888.235.0515 • 307.235.0515 - Fax 307.234.1639 • casperc' energylab. com r www energylab.com

F M-&ý

Nti-e,: ReviseJ vepoar -fo,- N8L-i

pDate: 06-Mar-07

CLIENT: United Nuclear Corp

Project: Zone 3 CASE NARRATIVE
Sample Delivery Group: C07010804

THIS IS THE FINAL PAGE OF THE LABORATORY ANALYTICAL REPORT

REVISED/SUPPLEMENTAL REPORT
The attached analytical report has been revised from a previously submitted report to include a corrected report for
sample 005.

BRANCH LABORATORY LOCATIONS
eli-b - Energy Laboratories, Inc. - Billings, MT
eli-f - Energy Laboratories, Inc. - Idaho Falls, ID
eli-g - Energy Laboratories, Inc. - Gillette, WY
eli-h - Energy Laboratories, Inc. - Helena, MT
eli-r - Energy Laboratories, Inc. - Rapid City, SD
eli-t - Energy Laboratories, Inc. - College Station, TX

ORIGINAL SAMPLE SUBMITTAL(S)
All original sample submittals have been returned with the data package. A copy of the submittal(s) has been included
and tracked in the data package.

SUBCONTRACTING ANALYSIS
Subcontracting of sample analyses to an outside laboratory may be required. If so, ENERGY LABORATORIES will utilize
its branch laboratories or qualified contract laboratories for this service. Any such laboratories will be indicated within the
Laboratory Analytical Report.

SAMPLE TEMPERATURE COMPLIANCE: 4°C (±2°C)
Temperature of samples received may not be considered properly preserved by accepted standards. Samples that are
hand delivered immediately after collection shall be considered acceptable if there is evidence that the chilling process
has begun.

CERTFICATIONS:
USEPA: WY00002
FL-DOH NELAC: E87641
Arizona: AZ0699
California: 02118CA
Oregon: WY200001
Utah: 3072350515
Virginia: 00057
Washington: C1903

ENERGY LABORATORIES, INC. - CASPERWY certifies that certain method selections contained in this report meet
requirements as set forth by the above accrediting authorities. Some result requested by the client may not be covered
under these certifications. All analysis data to be submitted for regulatory enforcement should be certified in the sample
state of origin. Please verify ELI's certification coverage by visiting www.energylab.com

PC1 ANALYSIS USING EPA 505
Data reported by ELI using EPA method 505 reflects the results for seven individual Aroclors. When the results for all
seven are ND (not detected), the sample meets EPA compliance criteria for PCB monitoring.

ELI appreciates the opportunity to provide you with this analytical service. For additional information and services visit our
web page www.energylab.com.

* The total number of pages of this report are indicated by the page number located in the lower right corner.

Tr-aCW#2-07010804 R1 P-3ge



ENERGYLABORATORIES, INC. •2393 Salt Creek Highway (82601). PC Box 3258 -Casper WY82602
Toll Free 888.235.0515 - 307.235.0515 • Fax 307.234. 1639 • casper~energy/ab. com • www energy/ab.com

Energy Laboratories Inc
Workorder Receipt Checklist

United Nuclear Corporation
Login completed by: Corinne Wagner

Reviewed by: Roger Garling

Reviewed Date: 1/22/2007 12:00:00 AM

liii 11111111 III0 111111
007010803

Date and Time Received: 1/22/2007 10:45 AM

Received by: It

Carrier name: Ground

Shipping container/cooler in good condition?

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Chain of custody present?

Chain of custody signed when relinquished and received?

Chain of custody agrees with sample labels?

Samples in proper container/bottle?

Sample containers intact?

Sufficient sample volume for indicated test?

All samples received within holding time?

Container/Temp Blank temperature in compliance?

Water - VOA vials have zero headspace?

Water - pH acceptable upon receipt?

Yes f7

Yes A

Yes El

Yes ,7

Yes 71

Yes IA

Yes [F

Yes IA

Yes ,7

Yes PA

Yes ZA

Yes W

Yes IA

No El
No W]

NoW

NoW

NoW

NoW

NoW

No W]

No n

No W]

Not Present W]

Not Present W]

Not Present [Z

0.2°C On Ice

No VOA vials submitted [A

Not Applicable n

Contact and Corrective Action Comments:

None

Track-#007010803 zg



ENERGY LABORA TORIES, INC. -2393 Salt Creek Highway (82601) P0.. Box 3258• Casper, WY82602
To//Free 888.235.0515 • 307235.0515 -Fax 307234. 1639 • casperLenergy/abcorn - wwwenergy/ab.com

I'LABbRAToRlEs

Date: 20-Feb-07

CLIENT: United Nuclear Corp

Project: Zone 1 CASE NARRATIVE
Sample Delivery Group: C07010803

THIS IS THE FINAL PAGE OF THE LABORATORY ANALYTICAL REPORT

BRANCH LABORATORY LOCATIONS
eli-b - Energy Laboratories, Inc. - Billings, MT
eli-f - Energy Laboratories, Inc. - Idaho Falls, ID
eli-g - Energy Laboratories, Inc. - Gillette, WY
eli-h - Energy Laboratories, Inc. - Helena, MT
eli-r - Energy Laboratories, Inc. - Rapid City, SD
eli-t - Energy Laboratories, Inc. - College Station, TX

ORIGINAL SAMPLE SUBMITTAL(S)
All original sample submittals have been returned with the data package. A copy of the submittal(s) has been included
and tracked in the data package.

SUBCONTRACTING ANALYSIS
Subcontracting of sample analyses to an outside laboratory may be required. If so, ENERGY LABORATORIES will utilize
its branch laboratories or qualified contract laboratories for this service. Any such laboratories will be indicated within the
Laboratory Analytical Report.

SAMPLE TEMPERATURE COMPLIANCE: 4°C (±2°C)
Temperature of samples received may not be considered properly preserved by accepted standards. Samples that are
hand delivered immediately after collection shall be considered acceptable if there is evidence that the chilling process
has begun.

CERTFICATIONS:
USEPA: WY00002
FL-DOH NELAC: E87641
Arizona: AZ0699
California: 02118CA
Oregon: WY200001
Utah: 3072350515
Virginia: 00057
Washington: C1903

ENERGY LABORATORIES, INC. - CASPERWY certifies that certain method selections contained in this report meet
requirements as set forth by the above accrediting authorities. Some result requested by the client may not be covered
under these certifications. All analysis data to be submitted for regulatory enforcement should be certified in the sample
state of origin. Please verify ELI's certification coverage by visiting www.energylab.com

PCB ANALYSIS USING EPA 505
Data reported by ELI using EPA method 505 reflects the results for seven individual Aroclors. When the results for all
seven are ND (not detected), the sample meets EPA compliance criteria for PCB monitoring.

ELI appreciates the opportunity to provide you with this analytical service. For additional information and services visit our
web page www.energylab.com.

The total number of pages of this report are indicated by the page number located in the lower right corner.
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S
UNITED NUCLEAR CORPORATION

(State Road 566 - 21 Miles NE of Gallup)
P.O. Box 3077

Gallup, NM 87305-3077
505-722-6651

CHAIN OF CIUSTOOY

Energy Laboratories, Inc.
Laboratory

2393 N. Salt Creek Highway
Address

Casper WY 82601
City State Zip

307-235-0515
Phone No.

All analysis will be performed in accordance with EPA approved
procedures and/or 15th Edition of Standard Methods

UNC Submittal No. TE-3-/- 2v0 7

Sample Fil ter PRESERVATION Preserved Analysis Required
Description Date Time 0.45u plain HNO3  H2 so 4  Na2 S203  NaOH By (For all samples listed)

1P. - '/.-23-o?7 _.W 7 • .. _ _ _ As, Be, Ca, Cd, Cl, HCO3 '

______S,/-23c7 102-1 .. -/ K, Mg, Mn, Na, NHJ, Ni,

6__04 _7 -23-67 /1'5V -NO 3 , Pb. Pb-210, pH, Se,

1p--2 ,07-231-07/ S" 0,1. TDS. Th-230, U. V.

4' ___-__I _", hloroform, Gross

Ilpha (-) U & Rn,

_ombined Ra-226 & Ra-228, Al,

_ o, Mo.& Total Trihalomethanes (TTHMs)

Sampled Received by~tf

D is pa tc h rdb y:ts e!L 1-23-67
Date Time

Carrier: UP.5- £? I.DateT

/ /• •ozC 6
Method of Shipment

/-23-0 7 (? -'?VS_

U•, , ime

Lab ReC'elt p't i'P~atffre-

The abov tanal o be performed is
aut d

/'zc 0")
Date

Date - Time



ENERGIYLABORA TORIES, INC. 2393 Sal/t Creek Highway (82601)• P. Box 3258 -Casper, WY82602
Toll Free 888.235.0515 • 3072350515 -Fax 307234.1639 - casper(~energy/ab.com r wwwoenergy/ab.corn

0
Energy Laboratories Inc
Workorder Receipt Checklist

United Nuclear Corporation
Login completed by: Linda Traher

Reviewed by: Roger Garling

Reviewed Date: 1/25/2007 12:00:00 AM

C07010982
Date and Time Received: 1/25/2007 9:30 AM

Received by: It

Carrier name: Ground

Shipping container/cooler in good condition?

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Chain of custody present?

Chain of custody signed when relinquished and received?

Chain of custody agrees with sample labels?

Samples in proper container/bottle?

Sample containers intact?

Sufficient sample volume for indicated test?

All samples received within holding time?

Container/Temp Blank temperature in compliance?

Water - VOA vials have zero headspace?

Water - pH acceptable upon receipt?

Yes

Yes

Yes

Yes

Yes P]

Yes

Yes

Yes

Yes Z
Yes []

Yes

Yes

Yes

No LI
NoD

NoD

No LI

NoD

NoD

NoD

No D

No LI

No LI

No E]

No LI

NoD

Not Present LI

Not Present FI

Not Present

4.4°C On Ice'

No VOA vials submitted LI

Not Applicable El

Contact and Corrective Action Comments:

None

Tra-ck#CO7O 10982 Page



ENERGY LABORA TORIES, INC. •2393 Salt Creek Hlqhway (82601) P0. Box 3258• Casper, WY82602
Toll Free 888.235.0515 • 307235.05.15 - Fax 307.234.1639 • casperaenergylab.com • www.energylab.com

;.-' .

Date: 21-Feb-07

CLIENT: United Nuclear Corp

Project: Zone 1 CASE NARRATIVE
Sample Delivery Group: C07010982

THIS IS THE FINAL PAGE OF THE LABORATORY ANALYTICAL REPORT

BRANCH LABORATORY LOCATIONS
eli-b - Energy Laboratories, Inc. - Billings, MT
eli-f- Energy Laboratories, Inc. - Idaho Falls, ID
eli-g - Energy Laboratories, Inc. - Gillette, WY
eli-h - Energy Laboratories, Inc. - Helena, MT
eli-r - Energy Laboratories, Inc. - Rapid City, SD
eli-t - Energy Laboratories, Inc. - College Station, TX

ORIGINAL SAMPLE SUBMITTAL(S)
All original sample submittals have been returned with the data package. A copy of the submittal(s) has been included
and tracked in the data package.

SUBCONTRACTING ANALYSIS
Subcontracting of sample analyses to an outside laboratory may be required. If so, ENERGY LABORATORIES will utilize
its branch laboratories or qualified contract laboratories for this service. Any such laboratories will be indicated within the
Laboratory Analytical Report.

SAMPLE TEMPERATURE COMPLIANCE: 4°C (±2°C)
Temperature of samples received may not be considered properly preserved by accepted standards. Samples that are
hand delivered immediately after collection shall be considered acceptable if there is evidence that the chilling process
has begun.

CERTFICATIONS:
USEPA: WY00002
FL-DOH NELAC: E87641
Arizona: AZ0699
California: 02118CA
Oregon: WY200001
Utah: 3072350515
Virginia: 00057
Washington: C1903

ENERGY LABORATORIES, INC. - CASPERWY certifies that certain method selections contained in this report meet
requirements as set forth by the above accrediting authorities. Some result requested by the client may not be covered
under these certifications. All analysis data to be submitted for regulatory enforcement should be certified in the sample
state of origin. Please verify ELI's certification coverage by visiting www.energylab.com

PCB ANALYSIS USING EPA 505
Data reported by ELI using EPA method 505 reflects the results for seven individual Aroclors. When the results for all
seven are ND (not detected), the sample meets EPA compliance criteria for PCB monitoring.

ELI appreciates the opportunity to provide you with this analytical service. For additional information and services visit our

web page www.energylab.com.

The total number of pages of this report are indicated by the page number located in the lower right corner.
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ENERGYLABORATORIES, INC. •2393 Salt Creek Highway (82601) P0O Box 3258 • Casper WY 82602
Toll Free 888.235.0515 • 307235.0515 * Fax 307234.1639 c easperienergylab.com , wwwoenergylab.corn

Energy Laboratories, Inc.

Sample Receipt Checklist

Client Name United Nuclear Corporation

Work Order Number C07010984

Date and Time Received: 1/25/2007 9:30:00 AM

Received by It

Login completed by: Linda Traher
Signature

1/25/2007 9:30:00
Date

Reviewed by Roger Garling 1/25/2007
Initials Date

Carrier name Ground

Shipping container/cooler in good condition? Yes [ No Li

Custody seals intact on shipping container/cooler? Yes [ No Li

Custody seals intact on sample bottles? Yes Li No EL

Chain of custody present? Yes W No El

Chain of custody signed when relinquished and received? Yes W No 0i

Chain of custody agrees with sample labels? Yes W No 0i

Samples in proper container/bottle? Yes W No El

Sample containers intact? Yes W No El

Sufficient sample volume for indicated test? Yes [ No Li

All samples received within holding time? Yes [ No Li

Container/Temp Blank temperature in compliance? Yes [ No Li
Water - VOA vials have zero headspace? Yes W No EL

Water - pH acceptable upon receipt? Yes [ No El
Adjusted? Checked by

Not Present L]

Not Present Li

Not Present

4.4°C On Ice

No VOA vials submitted EL

Not Applicable Li

Contact and Corrective Action Comments:

None

TraciK#OO-7O1O984 Page 16



ENERGY LABORA TORIES, INC. 2393 Salt Creek HlgThway (82601) P.O Box 3258 - Casper. WY82602LM-9 0 7 Toll Free 888.235 0515 - 307235.0515 - Fax 307.234. 1639 • casper@ energylab.com 'www.energylab.com
FLABORA

Date: 02-Mar-07

CLIENT: United Nuclear Corp

Project: Zone 3 CASE NARRATIVE
Sample Delivery Group: C07010984

THIS IS THE FINAL PAGE OF THE LABORATORY ANALYTICAL REPORT

BRANCH LABORATORY LOCATIONS
eli-b - Energy Laboratories, Inc. - Billings, MT
eli-f- Energy Laboratories, Inc. - Idaho Falls, ID
eli-g - Energy Laboratories, Inc. - Gillette, WY
eli-h - Energy Laboratories, Inc. - Helena, MT
eli-r - Energy Laboratories, Inc. - Rapid City, SD
eli-t - Energy Laboratories, Inc. - College Station, TX

ORIGINAL SAMPLE SUBMITTAL(S)
All original sample submittals have been returned with the data package. A copy of the submittal(s) has been included
and tracked in the data package.

SUBCONTRACTING ANALYSIS
Subcontracting of sample analyses to an outside laboratory may be required. If so, ENERGY LABORATORIES will utilize
its branch laboratories or qualified contract laboratories for this service. Any such laboratories will be indicated within the
Laboratory Analytical Report.

SAMPLE TEMPERATURE COMPLIANCE: 40C (±22C)
Temperature of samples received may not be considered properly preserved by accepted standards. Samples that are
hand delivered immediately after collection shall be considered acceptable if there is evidence that the chilling process
has begun.

CERTFICATIONS:
USEPA: WY00002
FL-DOH NELAC: E87641
Arizona: AZ0699
California: 02118CA
Oregon: WY200001
Utah: 3072350515
Virginia: 00057
Washington: C1903

ENERGY LABORATORIES, INC. - CASPERWY certifies that certain method selections contained in this report meet
requirements as set forth by the above accrediting authorities. Some result requested by the client may not be covered
under these certifications. All analysis data to be submitted for regulatory enforcement should be certified in the sample
state of origin. Please verify ELI's certification coverage by visiting www.energylab.com

PCB ANALYSIS USING EPA 505
Data reported by ELI using EPA method 505 reflects the results for seven individual Aroclors. When the results for all
seven are ND (not detected), the sample meets EPA compliance criteria for PCB monitoring.

ELI appreciates the opportunity to provide you with this analytical service. For additional information and services visit our
web page www.energylab.com.

The total number of pages of this report are indicated by the page number located in the lower right corner.

TraCk#CO7O1O984 P.3ge 1i



e 0
UNITED NUCLEAR CORPORATION

(State Road 566 - 21 Miles NE of Callup)
P.O. Box 3077

Gallup, NH 87305-3077
505-722-6651

CHAIN OF CUSTOOY

EnergyLaboratories, Inc.
Laboratory

2393 N. Salt Creek Highway
Address

Casper WY 82601
City State Zip

307-235-0515
Phone No.

All analysis will be performed in accordance viith EPA approved
procedures and/or 15th Edition of Standard Methods

UNC Submittal No. TE- '/-- 2.007 ( 4 or 2)

Sample Filter PRESERVATION Preserved Analysis Required
Description Date Time 0.45u plain HNO 3  H2 SO4 Na2 S2 0 3  NaOH By (For all samples listed)

59_- V -0-o7 O?90 _ _ _- V - V • V _As, Be, Ca, Cd, Cl, HCO1,

9 _____ ____07 ______ K, Mg, Mn, Na * NH,,, Ni4

03 9-9-7?07 /0 '_# NO,, Pb, Pb-210, pH, Se,

868 "9-9- 7 /l/0 __0 TDS, Th-230, U, V,
802-_ ?-67 /l2-/ :hloroform, Gross

go/ 9-9-c 7 /323 klpha (-) U & Rn,

-w - 2 --- o7 135-1 :ombined Ra-226 & Ra-228, Al,

61_- _ -- ?7 /41 _ 7 Y_ Zo_ Ho & Total Trihalomethanes (TTHMs)

632- -q-?-07 /' __. NA

62•A•/'•ru'Cu Y'-lo-o7 09z_ (See a-41-a e- he pdaI e
4

'.

58-I- Y-.o-o7 1--013 i,'s of wgjq. )
EP/9-2 4'¥-/o-07 /0/3 __ _ ____________

£ Y-13 0-/0-7 //00

ERR - Y25" /-/o - C 7 i/Y/I ___ _ _
Th bv nlsst epromdi

SamplIed by:

Dispatched by:

Carrier: UPS •?AuhD

Received by'X A=./"

//-07 /o7

4 - 1o11 Ca /,2/" /5-?o

Date Time

Da Tuim.e
The above ainalysis to be performed is
authorized by.

Signature

DateMethod of Shipment

'ýs , -ý :f'ý
CP7640ýs(n



UNITED NUCLEAR CORPORATION
(State Road 566 - 21 Miles NE of Gallup)

P.O. Box 3077
Gallup, NM 87305-3077

505-722-6651

CHAIN OF CUSTOOY

Enerov Laboratories. Inr.
Enerov Laboratories Inc
LoooraE;ory

2393 N. Salt Creek Highway
Address

Casper WY. 82601
City State Zip

307-235-0515
Phone No.

All analysis will be performed in accordance with EPA approved
procedures and/or 15th Edition of Standard Methods

UNC.Submittal No. TE- -/-2/-2007 (p4P. 2 '.2C )

Sample Filter PRESERVATION Preserved Analysis Required
Description Date Time 0.45u plain HNO3  H2 So 4  Na2 S2 0 3  NaOH By (For all samples listed)

Z_ __7 Y/-P-O 7 116 - - --- , As, Be, Ca, Cd, Cl, HCO0,

61 - -1-3--_7e K, Mg, Mn, Na, NH3. Nil

_ _-A/D - /- - - - -t34- NO 3 , Pb. Pb-210, pH, Se,

7/'7 l'-/o-o7 /d/"-r - -O,-, TDS, Th-230, U, V,

,/"/ 11-1f-o7 c)Iel -7_ :hloroform, Gross

5-_-_--_ A 47//-167 / - - -5-- klpha (-) U & Rn,

1 0'V-11- 07 /o5'/ :ombined Ra-226 & Ra-228, Al,

,C/6-Ld 91-9,vgt V•-I6-7 I/¥o "________"__o, Ho.& Total Trihalomethanes (TTHMs)

N\A

Sampled by: L,--WReceived

Dispatches' by : __2Z4__,0__Y_//-___7_1 ____r/3oo

Lab Recept Signature

~•/me720D

Carrier: Lof PS Chipme A1n
D L ate lime

The above analysis to be performed is
authorized by:

Sgnature

DateMethod ofSh-ipment Date Time

~o~o( %



ENERGY LABORATORIES, INC. •2393 Sail Creek Highway (82601). PC. Box 3258 • Casper WY82602
Toll Free 888.235.0515 • 307.2350515 - Fax 307.234.1639 - casper@energylab.com • www energylab. com

Energy Laboratories, Inc.

Sample Receipt Checklist

Client Name United Nuclear Corporation

Work Order Number C07040656

Date and Time Received: 4/13/2007 09:30:00

Received by It

Login completed by: Tim Hollen
Signature

4/13/2007 09:30:00 Reviewed by Roger Garling
Date Initials

4/16/2007
Date

Carrier name Ground

Shipping container/cooler in good condition? Yes 0. No E Not Present ED

Custody seals intact on shipping container/cooler? Yes El No Dl Not Present W

Custody seals intact on sample bottles? Yes D No D Not Present I]

Chain of custody present? Yes No EJ

Chain of custody signed when relinquished and received? Yes W No El

Chain of custody agrees with sample labels? Yes El No W

Samples in proper container/bottle? Yes [ No D

Sample containers intact? Yes D No

Sufficient sample volume for indicated test? Yes D No [

All samples received within holding time? Yes [ No D

Container/Temp Blank temperature in compliance? Yes No 0 5.8 °C On Ice

Water - VOA vials have zero headspace? Yes D No r1 No VOA vials submitted [

Water - pH acceptable upon receipt? Yes No 0 Not Applicable El

Adjusted? Checked by

Contact and Corrective Action Comments:

Missing one cooler from original shipping date and receipt at lab.

Splits were made from raw sample materials and preserved as necessary to compensate for missing 2L preserved bottles so that the
analysis could move forward as much as possible.

Fourth cooler received 4/16/2007.

Tra~Ck#CO7040656 Page 6a



ENERGY LABORA TORIES, INC. '2393 Salt Creek Hig17way (82601) 'P0. Box 3258 -Casper, WY82602
Toll Free 888.235.0515 - 307235 0515 ' Fax 307.234. 1639 - casper~)energylab.comr www energylab.com

Date: 05-Jun-07

CLIENT: United Nuclear Corp

Project: Alluvium CASE NARRATIVE
Sample Delivery Group: C07040656

THIS IS THE FINAL PAGE OF THE LABORATORY ANALYTICAL REPORT

ORIGINAL SAMPLE SUBMITTAL(S)
All original sample submittals have been returned with the data package. A copy of the submittal(s) has been included
and tracked in the data package.

SAMPLE TEMPERATURE COMPLIANCE: 4°C (±2°C)
Temperature of samples received may not be considered properly preserved by accepted standards. Samples that are
hand delivered immediately after collection shall be considered acceptable if there is evidence that the chilling process
has begun.

SOIL/SOLID SAMPLES
All samples reported on an as received basis unless otherwise indicated.

PCB ANALYSIS USING EPA 505
Data reported by ELI using EPA method 505 reflects the results for seven individual Aroclors. When the results for all
seven are ND (not detected), the sample meets EPA compliance criteria for PCB monitoring.

SUBCONTRACTING ANALYSIS
Subcontracting of sample analyses to an outside laboratory may be required. If so, ENERGY LABORATORIES will utilize
its branch laboratories or qualified contract laboratories for this service. Any such laboratories will be indicated within the
Laboratory Analytical Report.

BRANCH LABORATORY LOCATIONS
eli-b - Energy Laboratories, Inc. - Billings, MT
eli-f- Energy Laboratories, Inc. - Idaho Falls, ID
eli-g - Energy Laboratories, Inc. - Gillette, WY
eli-h - Energy Laboratories, Inc. - Helena, MT
eli-r - Energy Laboratories, Inc. - Rapid City, SD
eli-t - Energy Laboratories, Inc. - College Station, TX

CERTFICATIONS:
USEPA: WY00002; FL-DOH NELAC: E87641; Arizona: AZ0699; California: 02118CA
Oregon: WY200001; Utah: 3072350515; Virginia: 00057; Washington: C1903

ISO 17025 DISCLAIMER:
The results of this Analytical Report relate only to the items submitted for analysis.

ENERGY LABORATORIES, INC. - CASPERWY certifies that certain method selections contained in this report meet
requirements as set forth by the above accrediting authorities. Some result requested by the client may not be covered
under these certifications. All analysis data to be submitted for regulatory enforcement should be certified in the sample
state of origin. Please verify ELI's certification coverage by visiting www.energylab.com

ELI appreciates the opportunity to provide you with this analytical service. For additional information and services visit our

web page www.energylab.com.

The total number of pages of this report are indicated by the page number located in the lower right corner.
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l - ENERGY LABORA TORIES, INC. •2393 Salt Creek Highway (82601) P0. Box 3258 •Casper WY82602
Toll Free 888.235.0515 • 3072350515 - Fax 307234.1639 - casper~energylab.com •wwwaenergy/ab.coln

ELABORATORIES

Energy Laboratories, Inc.

Sample Receipt Checklist

Client Name United Nuclear Corporation

Work Order Number C07040670

Date and Time Received: 4/13/2007 09:30:00

Received by It

Login completed by: Tim Hollen
Signature

4/13/2007 09:30:00 Reviewed by
Date Initials Date

Carrier name Ground

Shipping container/cooler in good condition?

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Chain of custody present?

Chain of custody signed when relinquished and received?

Chain of custody agrees with sample labels?

Samples in proper container/bottle?

Sample containers intact?

Sufficient sample volume for indicated test?

All samples received within holding time?

Container/Temp Blank temperature in compliance?

Water - VOA vials have zero headspace?

Water - pH acceptable upon receipt?

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

El

No Li Not Present

No El Not Present

No El Not Present

No El

No Li

No EL

No EL

No Li

No Li
No Li

NoFi 5.8°C On Ice

No EL No VOA vials submi

No El Not Applicable i-

Checked by

Li

tted EL

D

Adjusted?

Contact and Corrective Action Comments:

Splits made for metals analysis in lab.

TracK#COT7040670 Page 16



ENERGY LABORATORIES, INC. -2393 Salt Creek Highway (82601) P0. Box 3258 -Casper, WY82602
/L Toll Free 888.235.0515 -307235.0515 -Fax 307234.1639 - casper&0energylab.com www.energy/ab.com

FLABORATORIESA

Date: 09-May-07

CLIENT: United Nuclear Corp

Project: Zone 1 CASE NARRATIVE
Sample Delivery Group: C07040670

THIS IS THE FINAL PAGE OF THE LABORATORY ANALYTICAL REPORT

ORIGINAL SAMPLE SUBMITTAL(S)
All original sample submittals have been returned with the data package. A copy of the submittal(s) has been included
and tracked in the data package.

SAMPLE TEMPERATURE COMPLIANCE: 4°C (±2°C)
Temperature of samples received may not be considered properly preserved by accepted standards. Samples that are
hand delivered immediately after collection shall be considered acceptable if there is evidence that the chilling process
has begun.

SOIL/SOLID SAMPLES
All samples reported on an as received basis unless otherwise indicated.

PCB ANALYSIS USING EPA 505
Data reported by ELI using EPA method 505 reflects the results for seven individual Aroclors. When the results for all
seven are ND (not detected), the sample meets EPA compliance criteria for PCB monitoring.

SUBCONTRACTING ANALYSIS
Subcontracting of sample analyses to an outside laboratory may be required. If so, ENERGY LABORATORIES will utilize
its branch laboratories or qualified contract laboratories for this service. Any such laboratories will be indicated within the
Laboratory Analytical Report.

BRANCH LABORATORY LOCATIONS
eli-b - Energy Laboratories, Inc. - Billings, MT
eli-f- Energy Laboratories, Inc. - Idaho Falls, ID
eli-g - Energy Laboratories, Inc. - Gillette, WY
eli-h - Energy Laboratories, Inc. - Helena, MT
eli-r - Energy Laboratories, Inc. - Rapid City, SD
eli-t - Energy Laboratories, Inc. - College Station, TX

CERTFICATIONS:
USEPA: WY00002; FL-DOH NELAC: E87641; Arizona: AZ0699; California: 02118CA
Oregon: WY200001; Utah: 3072350515; Virginia: 00057; Washington: C1903

ISO 17025 DISCLAIMER:
The results of this Analytical Report relate only to the items submitted for analysis.

ENERGY LABORATORIES, INC. - CASPERWY certifies that certain method selections contained in this report meet
requirements as set forth by the above accrediting authorities. Some result requested by the client may not be covered
under these certifications. All analysis data to be submitted for regulatory enforcement should be certified in the sample
state of origin. Please verify ELI's certification coverage by visiting www.energylab.com

ELI appreciates the opportunity to provide you with this analytical service. For additional information and services visit our
web page www.energylab.com.

The total number of pages of this report are indicated by the page number located in the lower right corner.

Track#C07040670 Page 17



ENERGY LABORATORIES, INC. •2393 Salt Creek Highway (82601) P. Box 3258• Casper, WY82602
/ To// Free 888.235.0515 ' 307.235.0515 ' Fax 307.234 1639 c casper@energy/ab. corn www energy/ab.com

IF lBRAoTORIESl•

Date: 10-Aug-07

CLIENT: United Nuclear Corp

Project: Zone 1 CASE NARRATIVE
Sample Delivery Group: C07040670

THIS IS THE FINAL PAGE OF THE LABORATORY ANALYTICAL REPORT

REVISED/SUPPLEMENTAL REPORT
The attached analytical report has been revised from a previously submitted report to include QA/QC.

ORIGINAL SAMPLE SUBMITTAL(S)
All original sample submittals have been returned with the data package. A copy of the submittal(s) has been included
and tracked in the data package.

SAMPLE TEMPERATURE COMPLIANCE: 4°C (±2°C)
Temperature of samples received may not be considered properly preserved by accepted standards. Samples that are
hand delivered immediately after collection shall be considered acceptable if there is evidence that the chilling process
has begun.

SOIL/SOLID SAMPLES
All samples reported on an as received basis unless otherwise indicated.

PCB ANALYSIS USING EPA 505
Data reported by ELI using EPA method 505 reflects the results for seven individual Aroclors. When the results for all
seven are ND (not detected), the sample meets EPA compliance criteria for PCB monitoring.

SUBCONTRACTING ANALYSIS
Subcontracting of sample analyses to an outside laboratory may be required. If so, ENERGY LABORATORIES will utilize
its branch laboratories or qualified contract laboratories for this service. Any such laboratories will be indicated within the
Laboratory Analytical Report.

BRANCH LABORATORY LOCATIONS
eli-b - Energy Laboratories, Inc. - Billings, MT
eli-f - Energy Laboratories, Inc. - Idaho Falls, ID
eli-g - Energy Laboratories, Inc. - Gillette, WY
eli-h - Energy Laboratories, Inc. - Helena, MT
eli-r - Energy Laboratories, Inc. - Rapid City, SD
eli-t - Energy Laboratories, Inc. - College Station, TX

CERTFICATIONS:
USEPA: WY00002; FL-DOH NELAC: E87641; Arizona: AZ0699; California: 02118CA
Oregon: WY200001; Utah: 3072350515; Virginia: 00057; Washington: C1903

ISO 17025 DISCLAIMER:
The results of this Analytical Report relate only to the items submitted for analysis.

ENERGY LABORATORIES, INC. - CASPERWY certifies that certain method selections contained in this report meet
requirements as set forth by the above accrediting authorities. Some result requested by the client may not be covered
under these certifications. All analysis data to be submitted for regulatory enforcement should be certified in the sample
state of origin. Please verify ELI's certification coverage by visiting www.energylab.com

ELI appreciates the opportunity to provide you with this analytical service. For additional information and services visit our
web page www.energylab.com.

The total number of pages of this report are indicated by the page number located in the lower right corner.

-12-
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- ENERGY LABORA TORIES, INC. -2393 Sait Creek Highway (82601)- PC. Box 3258 -Casper, WY82602
Toil Free 8882350515 ' 3072350515 -Fax 307234. 1639 - casper@'energy/ab.com r www•energy/ab.corn

Energy Laboratories, Inc.

Sample Receipt Checklist

Client Name United Nuclear Corporation

Work Order Number C07040669

Date and Time Received: 4/13/2007 09:30:00

Received by It

Login completed by: Tim Hollen
Signature

4/13/2007 09:30:00
Date

Reviewed by Roger Garling
Initials

4/16/2007

Date

Carrier name Ground

Shipping container/cooler in good condition?

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Chain of custody present?

Chain of custody signed when relinquished and received?

Chain of custody agrees with sample labels?

Samples in proper container/bottle?

Sample containers intact?

Sufficient sample volume for indicated test?

All samples received within holding time?

Container/remp Blank temperature in compliance?

Water - VOA vials have zero headspace?

Water - pH acceptable upon receipt?

Adjusted?

Yes W No El Not Present Ei

Yes El No Ei Not Present V

Yes Li No Li Not Present [

Yes [] No El

Yes [ No 0

Yes Li No OV

Yes [ No [

Yes [ No El

Yes Se No F1
Yes [ No Li

Yes [ No[i 5.8°C On Ice

Yes W No EL No VOA vials submitted Li

Yes EL No [] Not Applicable EL

Checked by

Contact and Corrective Action Comments:

Missing (1) cooler from original shipping date and receipt at lab. Splits were made from raw sample materials and preserved as necessary
to compensate for missing 2L preserved bottles so that the analysis could move forward as much as possible.

Track#CO7O4O669 Page 27



ENERG YLABORA TORIES, INC. '2393 Salt Creek Highway (82601). PC. Box 3258. Casper, WY82602
TollFree 888235.0515 , 307235.0515 -Fax 3072341639 ' casper@energy/ab.comrn wwwenergylab.com

'9~d~dw~

Date: 22-May-07

CLIENT: United Nuclear Corp

Project: Zone 3 CASE NARRATIVE
Sample Delivery Group: C07040669

THIS IS THE FINAL PAGE OF THE LABORATORY ANALYTICAL REPORT

ORIGINAL SAMPLE SUBMITTAL(S)
All original sample submittals have been returned with the data package. A copy of the submittal(s) has been included
and tracked in the data package.

SAMPLE TEMPERATURE COMPLIANCE: 4°C (±2°C)
Temperature of samples received may not be considered properly preserved by accepted standards. Samples that are
hand delivered immediately after collection shall be considered acceptable if there is evidence that the chilling process
has begun.

SOIL/SOLID SAMPLES
All samples reported on an as received basis unless otherwise indicated.

PCB ANALYSIS USING EPA 505
Data reported by ELI using EPA method 505 reflects the results for seven individual Aroclors. When the results for all
seven are ND (not detected), the sample meets EPA compliance criteria for PCB monitoring.

SUBCONTRACTING ANALYSIS
Subcontracting of sample analyses to an outside laboratory may be required. If so, ENERGY LABORATORIES will utilize
its branch laboratories or qualified contract laboratories for this service. Any such laboratories will be indicated within the
Laboratory Analytical Report.

BRANCH LABORATORY LOCATIONS
eli-b - Energy Laboratories, Inc. - Billings, MT
eli-f - Energy Laboratories, Inc. - Idaho Falls, ID
eli-g - Energy Laboratories, Inc. - Gillette, WY
eli-h - Energy Laboratories, Inc. - Helena, MT
eli-r - Energy Laboratories, Inc. - Rapid City, SD
eli-t - Energy Laboratories, Inc. - College Station, TX

CERTFICATIONS:
USEPA: WY00002; FL-DOH NELAC: E87641; Arizona: AZ0699; California: 02118CA
Oregon: WY200001; Utah: 3072350515; Virginia: 00057; Washington: C1903

ISO 17025 DISCLAIMER:
The results of this Analytical Report relate only to the items submitted for analysis.

ENERGY LABORATORIES, INC. - CASPERWY certifies that certain method selections contained in this report meet
requirements as set forth by the above accrediting authorities. Some result requested by the client may not be covered
under these certifications. All analysis data to be submitted for regulatory enforcement should be certified in the sample
state of origin. Please verify ELI's certification coverage by visiting www.energylab.com

ELI appreciates the opportunity to provide you with this analytical service. For additional information and services visit our
web page www.energylab.com.

The total number of pages of this report are indicated by the page number located in the lower right corner.
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.
. UNITED NUCLEAR CORPORATION

(State Road 566 - 21 Miles NE of Gallup)
P.O. Box 3077

Gallup, NM 87305-3077
505-722-6651

CHAIN OF OJSTOOY

EnergyLaboratories. Inc.
Laboratory

2393 N. Salt Creek HiahwaY
Address

Casper WY 82601

City State Zip

307-"-5-0515

All analysis will be performed in accordance with EPA approved
procedures and/or 15th Edition of Standard Methods

UNC Submittal No. TEý'S'-9V 2a07 (P6 ,0.:2)
Phone No.

Sampl e Filter PRESERVATION Preserved Analysis Required
Description Date Time 0.45u plain KNO3  H2 so Na2 S2 0 3  NaOH By (For all samples listed)

. ow- .Y 4-/6-07 09 2 6  _______ '•- V • e A*, Be. Ca, Cd, Cl, HCO%,

A= Al-16-67 /0341 _ ' •_ _.K, Mg, Mn, Na, NHj,..N:i .
S / -. '_ -Z- 7--. . NO-, Pb. Pb-210, pH, Se,

- ____ 0__ _ __ ,., TDS, Th-230, U, V,
Iw .- 1Af 7h. q-/6-0 1.302. hloroform, Gross

___________ 4-/_-L7 /33-- _omb-ned Ra lpha (-) U & Rn1
-2/t buPLd-cA;Te 9-/6-.o7 135-17 _____ - - -- - ___ -____ ombined Ra-226 K!"-?~~,

Q0

90
•lhl

(i3

'Z4

tQ,

nj

Cl QO

60-2. Y-/M- o7 /9/29 \ :o, MoI. Total Trihalomethanes (TTHMs)

-q- B V-0/7-07 //0 ___
Soq- Y'/7'07 /101t_____o________________ ,_______

711' Y-/7-07 I1qI___ _____ A107E; a5L4 rCSd,,,p P C-

.- /7- 0 7  13o( [_l_ _r f a.,-- aaA. .s

EP4 -I 13 V-/7-7 /3r' -" (S-7e 0-e-.r.".=e.e . tt
3-iRE5JAMPLE1 1-17-07 /%"v2. __e__ 0 7~ _____ Li____ 0oo G 5-4

n

C)

0

0-P,

0
(0
(D
0

Sampled b:'L 9 te-

Carrier: l' PS "Rgau1•D

3 1C-D C•o0 L ER

Received by'Nf

/,P 02o7 1/33o

J/-/7- 07
/zzo je 1J52

Uate !!me

Date lime'

Lab Receipt Signature

Date Time

The above analysis to be performed is
authorized by:

Signature (7

DateMethod of Shipment.

iSOY-
6~&7Q0,,--.



81

CZ

CIS(

0I

UNITED NUCLEAR CORPORATION
(State Road 566 - 21 Miles NE of Gallup)

P.O. Box 3077
Gallup, NH 87305-3077

505-722-6651

CHAIN OF CJSTOOY

Energy Laboratories. Inc.
Laboratory

2393 N. Salt Creek Highway
Address

Casper WY 82601
City State Zip

307-235-0515
Phone No.

0)

0

-t
0)

t-
o

0

o

(0

H

All analysis will be performed in accordance wlth EPA approved
procedures and/or 15th Edition of Standard Methods

UNC Submittal No. TE- T'--/- 2 007 ("0;,2- ~2 )

. .... . . .. r An.Iv R enuir •edbamp I e
Description Date Time

filter
O.45u

PRain RVATIINplain HN0 3 H 2SO4 Na2 S2 03
NaOH

BresyrveBy (For all samples listed)

'/7 '-/9-0o7 ?,.C0 92-0 -- As, Be, Ca, Cd, Cl, HCOý,
_-___-Io_____ 

K, Mg, Mn, Na, NH3., Ni,
N0_NO3, Pb. Pb-210, pH, Se,

___________ _____ _________ ____O__ :, *TDS,_Th-230, U._V.

hioroform, Gross

_lpha (-) U & Rn,

ombined Ra-226 & Ra-228, Al,

2o, Ho & Total Trihalomethanes (TTHMs)

_ _A_

Sampled by:r : P 4/1

Dispa tche 2t Wde

Carrier; L)P~ F- ý_1

Received by w r,

'-/?-•0 7 /3,3o
Date Time

Date Time

Lab Receipt Signature

Date Time

The above iinalysis to be performed is
authorized by:

SiDnature

DateMethod of Shipment

(ý I C),-' OF-ý



ENERGYLABORATORIES, INC. -2393 Salt Creek Highway (82601). P0 Box 3258 -Casper, WY82602
Toll Free 888.235 0515 - 307235 0515 - Fax 307.234 1639 ' casper@energylab.com - www energy/ab com

40 Energy Laboratories, Inc.

Client Name United Nuclear Corporation

Work Order Number C07040990

Login completed by: Corinne Wagner
Signature

Sample Receipt Checklist

Date and Time Received: 4/20/2007 09:15:00

Received by kh

4/20/2007 09:15:00
Date

Reviewed by
Initials Date

Carrier name Ground

Shipping container/cooler in good condition?

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Chain of custody present?

Chain of custody signed when relinquished and received?

Chain of custody agrees with sample labels?

Samples in proper container/bottle?

Sample containers intact?

Sufficient sample volume for indicated test?

All samples received within holding time?

Container/Temp Blank temperature in compliance?

Water - VOA vials have zero headspace?

Water - pH acceptable upon receipt?

Adjusted?

Yes V No ED

Yes V No ED

Yes D No []

Yes W] No El

Yes V No Li
Yes V] No El

Yes V No D

Yes W No El

Yes Se No [I

Yes W No 0

Yes El No W

Yes [ No El

Yes [ No El

Checked by

Not Present

Not Present

Not Present

El
El

18.4 °C

No VOA vials submitted El
Not Applicable El

Contact and Corrective Action Comments:

None

Track#C07040990 P'age 40



ENERG YLABORATORIES, INC. '2393 Salt Creek Highway (82601), PO. Box 3258 6 Casper, WY82602
Toll Free 888. 235. 0515 - 307 235 0515 • Fax 307. 234. 1639 • casper(@energylab. corn www energylab com

LA.-R TOIE

Date: 07-Jun-07

CLIENT: United Nuclear Corp

Project: Zone 1 CASE NARRATIVE
Sample Delivery Group: C07040990

THIS IS THE FINAL PAGE OF THE LABORATORY ANALYTICAL REPORT

ORIGINAL SAMPLE SUBMITTAL(S)
All original sample submittals have been returned with the data package. A copy of the submittal(s) has been included
and tracked in the data package.

SAMPLE TEMPERATURE COMPLIANCE: 4°C (±2°C)
Temperature of samples received may not be considered properly preserved by accepted standards. Samples that are
hand delivered immediately after collection shall be considered acceptable if there is evidence that the chilling process
has begun.

SOIL/SOLID SAMPLES
All samples reported on an as received basis unless otherwise indicated.

PCB ANALYSIS USING EPA 505
Data reported by ELI using EPA method 505 reflects the results for seven individual Aroclors. When the results for all
seven are ND (not detected), the sample meets EPA compliance criteria for PCB monitoring.

SUBCONTRACTING ANALYSIS
Subcontracting of sample analyses to an outside laboratory may be required. If so, ENERGY LABORATORIES will utilize
its branch laboratories or qualified contract laboratories for this service. Any such laboratories will be indicated within the
Laboratory Analytical Report.

BRANCH LABORATORY LOCATIONS
eli-b - Energy Laboratories, Inc. - Billings, MT
eli-f- Energy Laboratories, Inc. - Idaho Falls, ID
eli-g - Energy Laboratories, Inc. - Gillette, WY
eli-h - Energy Laboratories, Inc. - Helena, MT
eli-r - Energy Laboratories, Inc. - Rapid City, SD
eli-t - Energy Laboratories, Inc. - College Station, TX

CERTFICATIONS:
USEPA: WY00002; FL-DOH NELAC: E87641; Arizona: AZ0699; California: 02118CA
Oregon: WY200001; Utah: 3072350515; Virginia: 00057; Washington: C1903

ISO 17025 DISCLAIMER:
The results of this Analytical Report relate only to the items submitted for analysis.

ENERGY LABORATORIES, INC. - CASPERWY certifies that certain method selections contained in this report meet
requirements as set forth by the above accrediting authorities. Some result requested by the client may not be covered
under these certifications. All analysis data to be submitted for regulatory enforcement should be certified in the sample
state of origin. Please verify ELI's certification coverage by visiting www.energylab.com

ELI appreciates the opportunity to provide you with this analytical service. For additional information and services visit our
web page www.energylab.com.

The total number of pages of this report are indicated by the page number located in the lower right corner.
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ENERGrYLABORA TORIES, INC. '2393 Salt Creek Highway (82601), PC Box 3258 -Casper WY82602
Toll Free 888.235 0515 ' 307235 0515 ' Fax 307234 1639 - casper@energylab com , www energy/ab.com

Energy Laboratories, Inc.

Sample Receipt Checklist

Client Name United Nuclear Corporation

Work Order Number C07040987

Date and Time Received: 4/20/2007 09:15:00

Received by kh

Login completed by: Corinne Wagner
Signature

4/20/2007 09:15:00
Date

Reviewed by

Initials Date

Carrier name Ground

Shipping container/cooler in good condition?

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Chain of custody present?

Chain of custody signed when relinquished and received?

Chain of custody agrees with sample labels?

Samples in proper container/bottle?

Sample containers intact?

Sufficient sample volume for indicated test?

All samples received within holding time?

Container/Temp Blank temperature in compliance?

Water - VOA vials have zero headspace?

Water - pH acceptable upon receipt?

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Yes

Se

W

se

No D Not Present D

No B] Not Present B]

No B] Not Present

No E]

No B]

No B]

No B]

No B]

No B]

No E]

No V 18.4 °C

No B] No VOA vials submitted B]

No B] Not Applicable B]

Checked byAdjusted?

Contact and Corrective Action Comments:

None

Track<#C07040987 P~age 41



ENERGY LABORATORIES, INC. . 2393 Salt Creek Highway (82601), p o. gox 3258 • Casper, WY 82602
To/ Free 888.235.0515'• 307.235.0515 - Fax 307.234.1639 casper@cenergy/ab. com " www.energylab.oOm

Date: 07-Jun-07

CLIENT: United Nuclear Corp

Project: Zone 3 CASE NARRATIVE
Sample Delivery Group: C07040987

THIS IS THE FINAL PAGE OF THE LABORATORY ANALYTICAL REPORT

ORIGINAL SAMPLE SUBMITTAL(S)
All original sample submittals have been returned with the data package. A copy of the submittal(s) has been included
and tracked in the data package.

SAMPLE TEMPERATURE COMPLIANCE: 4°C (±2°C)
Temperature of samples received may not be considered properly preserved by accepted standards. Samples that are
hand delivered immediately after collection shall be considered acceptable if there is evidence that the chilling process
has begun.

SOIL/SOLID SAMPLES
All samples reported on an as received basis unless otherwise indicated.

PCB ANALYSIS USING EPA 505
Data reported by ELI using EPA method 505 reflects the results for seven individual Aroclors. When the results for all
seven are ND (not detected), the sample meets EPA compliance criteria for PCB monitoring.

SUBCONTRACTING ANALYSIS
Subcontracting of sample analyses to an outside laboratory may be required. If so, ENERGY LABORATORIES will utilize
its branch laboratories or qualified contract laboratories for this service. Any such laboratories will be indicated within the
Laboratory Analytical Report.

BRANCH LABORATORY LOCATIONS
eli-b - Energy Laboratories, Inc. - Billings, MT
eli-f- Energy Laboratories, Inc. - Idaho Falls, ID
eli-g - Energy Laboratories, Inc. - Gillette, WY
eli-h - Energy Laboratories, Inc. - Helena, MT
eli-r - Energy Laboratories, Inc. - Rapid City, SD
eli-t - Energy Laboratories, Inc. - College Station, TX

CERTFICATIONS:
USEPA: WY00002; FL-DOH NELAC: E87641; Arizona: AZ0699; California: 02118CA
Oregon: WY200001; Utah: 3072350515; Virginia: 00057; Washington: C1903

ISO 17025 DISCLAIMER:
The results of this Analytical Report relate only to the items submitted for analysis,

ENERGY LABORATORIES, INC. - CASPERWY certifies that certain method selections contained in this report meet
requirements as set forth by the above accrediting authorities. Some result requested by the client may not be covered
under these certifications. All analysis data to be submitted for regulatory enforcement should be certified in the sample
state of origin. Please verify ELI's certification coverage by visiting www.energylab.com

ELI appreciates the opportunity to provide you with this analytical service. For additional information and services visit our
web page www.energylab.com.

The total number of pages of this report are indicated by the page number located in the lower right corner.
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ENERGY LABORATORIES, INC. 2393 Salt Creek Highway (82601) PC. Box 32589 Casper WY82602
AToll Free 888.235.0515 • 307.235.0515 - Fax 307.234.1639 casper@energy/ab.com www energylab. cor

wwMnryaEo

ANALYTICAL SUMMARY REPORT

February 22, 2007

United Nuclear Corp

PO Box 3077

Gallup, NM 87305

Workorder No.: C07010481

Project Name: Alluvium

Energy Laboratories, Inc. received the following 16 samples from United Nuclear Corp on 1/12/2007 for analysis.

Sample ID Client Sample ID Collect Date Receive Date Matrix Test

C07010481-001 509-D 01/08/07 9:55 01/12/07 Aqueous Metals by ICP/ICPMS, Total
Alkalinity
QA Calculations
Arsenic-Ill, Total
Selenium-IV, Total
Nitrogen, Ammonia
Nitrogen, Nitrate + Nitrite
pH
Gross Alpha minus Rn222 and Uranium
Lead 210, Total
Radium 226, Total
Radium 228, Total
Thorium, Isotopic
Solids, Total Dissolved
E624 Purgeable Organics

C07010481-002 EPA-23 01/08/07 10:27 01/12/07 Aqueous Same As Above

C07010481-003 803 01/08/07 11:00 01/12/07 Aqueous Same As Above

C07010481-004 808 01/08/07 11:30 01/12/07 Aqueous Same As Above

C07010481-005 802 01/08107 13:29 01/12/07 Aqueous Same As Above

C07010481-006 801

C07010481-007 GW-2

C07010481-008 632

C07010481-009 GW-1

C07010481-010 624

C07010481-011 624 Duplicate

C07010481-012 SBL-1

C07010481-013 EPA-28

C07010481-014 GW-3

01/08107 13:56 01/12/07

01/08/07 14:26 01/12/07

01/08/07 15:04 01/12/07

01/09/07 9:05 01/12/07

01/09/07 9:46 01/12/07

01/09/07 10:08 01/12/07

01/09/07 10:34 01/12/07

01/09/07 11:04 01/12/07

01/09J07 13:26 01/12/07

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

C07010481-015 EPA-25

C07010481-016 6270
01/09J07 14:07 01/12/07 Aqueous Same As Above

01/09/07 14:55 01/12/07 Aqueous Same As Above
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There were no problems with the analyses and all data for associated QC met EPA or laboratory specifications
except where noted in the Case Narrative or Report.

OIf you have any questions regarding these tests results, please call.

Report Approved By:
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 02/22/07

Work Order: C07010481

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A2320 B Batch: 070115_1_ALK-W

Sample ID: MBLK1_0701151 Method Blank Run: TTR-ALK_070115A 01/15/07 08:34

Alkalinity, Total as CaCO3 ND mg/L 0.2

Bicarbonate as HCO3 ND mg/L 1

Sample ID: LCS11_070115_1 Laboratory Control Sample Run: TTR-ALK_070115A 01/15/07 08:42

Alkalinity, Total as CaCO3 5100 mg/L 1.0 102 90 110

Sample ID: C07010481-001BMS Sample Matrix Spike Run: TTR-ALK_070115A 01/15/07 09:27

Alkalinity, Total as CaCO3 1970 mg/L 1.0 96 90 110

Sample ID: C07010481-001BMSD Sample Matrix Spike Duplicate Run: TTR-ALK_070115A 01/15/07 09:31

Alkalinity, Total as CaCO3 1980 mg/L 1.0 104 90 110 0.5 10

Method: A2540 C Batch: 070115A-SLDS-TDS-W

Sample ID: MBLK1_070115A

Solids, Total Dissolved TDS @ 180 C

Sample ID: LCS1_070115A

Solids, Total Dissolved TDS @ 180 C

Sample ID: C07010481-005CMS

Solids, Total Dissolved TDS @ 180 C

Sample ID: C07010481-005CMSD

Solids, Total Dissolved TDS @ 180 C

Sample ID: C07010481-014CMS

Solids, Total Dissolved TDS @ 180 C

Sample ID: C07010481-014CMSD
Solids, Total Dissolved TDS @ 180 C

Method Blank

ND mg/L
Run: SLDS-BALANCE_070115A

6

Laboratory Control Sample

988 mg/L

Sample Matrix Spike

12100 mg/L

Sample Matrix Spike Duplicate

12100 mg/L

Sample Matrix Spike

8510 mg/L

Sample Matrix Spike Duplicate

8510 mg/L

Run: SLDS-BALANCE 070115A
10 99 90 110

Run: SLDS-BALANCE 070115A

10 97 90 110

Run: SLDS-BALANCE_070115A

10 96 90 110 0.1

Run: SLDS-BALANCE_070115A

10 97 90 110

Run: SLDS-BALANCE_070115A

10 97 90 110 0.0

01/15/07 15:29

01/15/07 15:29

01/15/07 15:37

01/15/07 15:37

10

01/15/07 16:34

01/15/07 16:35

10

*ualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 02/22/07

Work Order: C07010481

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qua[

Method: A3114 B Batch: ASIII-3114-070116

Sample ID: MBLK Method Blank Run: CVAA-C202_070116B 01/16/07 13:00

Arsenic-Ill ND mg/L 0.0006

Sample ID: C07010481-003DMS Sample Matrix Spike Run: CVAA-C202_070116B 01/16/07 13:22

Arsenic-Ill 0.0504 mg/L 0.0010 101 85 115

Sample ID: C07010481-003DMSD Sample Matrix Spike Duplicate Run: CVAA-C202_070116B 01/16/07 13:24

Arsenic-Ill 0.0551 mg/L 0.0010 110 85 115 8.9 10

Sample ID: 301-15-3 Laboratory Control Sample Run: CVAA-C202_070116B 01/16/07 13:32

Arsenic-Ill 0.0537 mg/L 0.0010 107 90 110

Sample ID: C07010481-012DMSD Sample Matrix Spike Duplicate Run: CVAA-C202_070116B 01/16/07 14:12

Arsenic-Ill 0.0440 mg/L 0.0010 88 85 115 0.7 10

Sample ID: C07010481-012DMS Sample Matrix Spike Run: CVAA-C202_070116B 01/16/07 14:15

Arsenic-Ill 0.0436 mg/L 0.0010 87 85 115

Method: A3114 B

Sample ID: MBLK

Selernium-IV

Sample ID: C07010481-OOlDMS

Selenium-IV

Sample ID: C07010481-OO1DMSD

Selenium-IV

Sample ID: 301-15-3

Selenium-IV

Sample ID: C07010481-011DMS

Selenium-IV

Sample ID: C07010481-011DMSD

Selenium-IV

Method Blank

ND mg/L

Sample Matrix Spike

0.0553 mg/L

Sample Matrix Spike Duplicate

0.0544 mg/L

Laboratory Control Sample

0.0518 mg/L

Sample Matrix Spike

0.0449 mg/L

Sample Matrix Spike Duplicate

0.0450 mg/L

0.0002

0.0010

0.0010

0.0010

0.0010

0.0010

111

109

104

90

90

Run: CVAA-C202_070116A

Run: CVAA-C202_070116A

85 115

Run: CVAA-C202_070116A

85 115

Run: CVAA-C202_070116A

90 110

Run: CVAA-C202_070116A

85 115

Run: CVAA-C202_070116A

85 115

Batch: SEIV3114-070116

01/16/07 09:02

01/16/07 09:24

01/16/07 09:26

1.7 10

01/16/07 09:28

01/16/07 09:59

01/16/07 10:01

0.3 10

* Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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ENERGY LABORATORIES, INC. •2393 Salt Creek Highway (82601) P0. Box 3258 -Casper, WY 82602
Toll Free 8882350515 - 307235.0515 - Fax 307.234. 1639 • casper@energy/ab.eom c www energy/ab. com

QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Analyte

Method: A4500-H B

Sample ID: ICV1_070113_1
pH

Sample ID: CCVI_070113_1
pH

Method: A4500-H B

Sample ID: C07010481-001CDUP
pH

Method: A4500-H B

SamplelD: ICV1_070115_1
pH

Method: A4500-H B

Sample ID: C07010481-009CDUP
pH

Method: A4500-NH3 G

Sample ID: MBLK-1
Nitrogen, Ammonia as N

Sample ID: LCS-2
Nitrogen, Ammonia as N

Sample ID: C07010437-003DMS
Nitrogen, Ammonia as N

Sample ID: C07010437-003DMSD
Nitrogen, Ammonia as N

Sample ID: C07010481-007AMS
Nitrogen, Ammonia as N

Sample ID: C07010481-007AMSD
Nitrogen, Ammonia as N

Sample ID: C07010481-016AMS
Nitrogen, Ammonia as N

Sample ID: C07010481-016AMSD
Nitrogen, Ammonia as N

*ualifiers:
RL - Analyte reporting limit.

Result Units

Initial Calibration Verification Stan
6.95 s.u.

Continuing Calibration Verification

7.02 s.u.

Sample Duplicate
6.90 s.u.

Initial Calibration Verification Stan

6.87 s.u.

Sample Duplicate

6.81 s.u.

Method Blank

ND mg/L

Laboratory Control Sample

19.4 mg/L

Sample Matrix Spike

2.19 mg/L

Sample Matrix Spike Duplicate
2.13 mg/L

Sample Matrix Spike

1.99 mg/L

Sample Matrix Spike Duplicate

2.04 mg/L

Sample Matrix Spike

2.14 mg/L

Sample Matrix Spike Duplicate

2.13 mg/L

Report Date: 02/22/07

Work Order: C07010481

~1

RL %REC Low Limit High Limit RPD RPDLimit Qual

Analytical Run: ORION555A_070113A

idard 01/13/07 12:36
0.010 101 98 102

n Standard 01/13/07 13:20
0.010 100 98 102

Batch: 070113_1 PH-W

Run: ORION555A_070113A 01/13/07 13:56
0.010 7.5 10

Analytical Run: ORION555A_070115A

ndard 01/15/07 10:20
0.010 100 98 102

Batch: 070115_1 PH-W

Run: ORION555A_070115A 01/15/07 10:30
0.010 0.6 10

Batch: A2007-01-15_1_NH3_01

Run: TECHNICON_070115A 01/15/07 11:25
0.02

Run: TECHNICON_070115A 01/15/07 11:27
0.20 97 80 120

Run: TECHNICON_070115A 01/15/07 11:39
0,050 108 80 120

Run: TECHNICON_070115A 01/15/07 11:41

0,050 105 80 120 2.8 20

Run: TECHNICON_070115A 01/15/07 12:09
0,050 95 80 120

Run: TECHNICON_070115A 01/15/07 12:11
0.050 97 80 120 2.5 20

Run: TECHNICON_070115A 01/15/07 12:41
0.050 106 80 120

Run: TECHNICON_070115A 01/15/07 12:43
0.050 105 80 120 0.5 20

NO - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 02/22/07

Work Order: C07010481

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7 Batch: R78488

Sample ID:

Calcium

Magnesium

Potassium

Sodium

LFB-ICP25204 Laboratory Fortified Blank

50.0 mg/L

51.2 mg/L

48.2 mg/L

48.9 mg/L

Sample ID: LRB

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Method Blank

ND

ND

ND

ND
ND

ND

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

Sample ID:
Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Magnesium

Potassium

Sodium

Sample ID:

Calcium

Magnesium

Potassium

Sodium

C0701 0463-001AMS

C07010463-001AMSD

C07010481-006DMS

Sample Matrix Spike

811 mg/L

555 mg/L

531 mg/L

1370 mg/L

580 mg/L

1440 mg/L

Sample Matrix Spike Duplicate

815 mg/L

561 mg/L

534 mg/L

1370 mg/L

575 mg/L

1440 mg/L

Sample Matrix Spike

1050 mg/L

1120 mg/L

1430 mg/L

825 mg/L

0.50

0.50

0.50

0.50

0.06

0.8

0.05

0.05

0.06

0.8

0.57

8.0

0.53

0.52

0.62

8.0

0.57

8.0

0.53

0.52

0.62

8.0

0.57

0.53

0.52

0.62

0.57

0.53

0.52

0.62

100

102

96

97

Run: ICP1-C_070115A

85 125

85 125

85 125

85 125

Run: ICP1-C_070115A

01/15/07 10:49

01/15/07 10:59

92

97

98

97

95
91

93

98

99

97

94

90

98

88

101

96

Run: ICP1-C_070115A
70 130

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C_070115A

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C_070115A

70 130

70 130

70 130

70 130

Run: ICP1-C_070115A

70 130

70 130

70 130

70 130

01/15/07 16:45

01/15/07 16:49

20

20

20

20

20

20

01/15/07 18:12

0.5

1.1

0.6

0.1

0.9

0.2

C07010481-006DMSD Sample Matrix Spike Duplicate

1030 mg/L

1110 mg/L
1400 mg/L

816 mg/L

95

85

99

94

1.3

1.2

2.4

1.1

01/15/07 18:15

20

20

20

20

Qualifiers:

RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 02/22/07

Work Order: C07010481

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7 Batch: R78488

Sample ID:

Calcium

Magnesium

Sodium

Sample ID:

Calcium

Magnesium

Sodium

Sample ID:

Calcium

Magnesium

Potassium

Sodium

C07010481-012DMS Sample Matrix Spike

980 mg/L

1400 mg/L

791 mg/L

0.57 96

0.53 78

0.62 95

0.57 93

0.53 76

0.62 95

Run:ICP1-C_070115A

70 130

70 130

70 130

01/15/07 19:09

C070110481-0112DM SD Sample Matrix Spike Duplicate

964 mg/L

1390 mg/L

788 mglL

Laboratory Fortified Blank

52.9 mg/L

53.0 mg/L

49.1 mg/L

50.9 mg/L

Run: ICP1-C_

70

70

70

.070115A

130

130

130

1.6

0.6

0.4

LFB-ICP25204

Sample ID: LRB

Calcium

Chloride

Magnesium

Potasti~um

Sodium

Sulfate

Method Blank

ND

ND

ND

0.1

0.4

ND

0.50

0.50

0.50

0.50

0.06

0.8

.0.05

0.05

0.06

0.8

106

106

98

101

Run: ICP1-C_070115A

85 125

85 125

85 125

85 125

Run: ICP1-CO701I5A

01/15/07 19:12

20

20

20

01/15/07 19:32

01/15/07 19:42
mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

. Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QAIQC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 02/22/07

Work Order: C07010481

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7 Batch: R78653

Sample ID:

Calcium

Magnesium

Potassium

Sodium

LFB-ICP25204

Sample ID: LRB

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Laboratory Fortified Blank

50.6 mg/L

51.9 mg/L

48.2 mg/L

49.2 mg/L

Method Blank

ND mg/L

ND mg/L

ND mg/L

0.07 mg/L

0.09 mg/L

ND mg/L

Sample Matrix Spike

1130 mg/L

535 mg/L

1300 mg/L

492 mg/L

Sample ID:

Calcium

Magnesium

Potassium

Sodium

Sample ID:

Calcium

Magnesium

Potassium

Sodium

Sample ID:

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

C07010292-001 BMS

C07010292-001BMSD Sample Matrix Spike Duplicate
1140 mg/L

532 mg/L
1420 mg/L

495 mg/L

0.50

0.50

0.50

0.50

0.06

0.8
0.05

0.05

0.06

0.8

0.57

0.53

0.52

0.62

0.57

0.53

0.52

0.62

0.57

8.0

0.53

0.52

0.62

8.0

0.57

8.0

0.53

0.52

0.62

8.0

101

104

96

98

90

96

93

92

91

96

101

93

Run: ICP1-C_070118A

85 125

85 125

85 125

85 125

Run: ICP1-C_070118A

Run: ICP1-C 070118A

70 130

70 130

70 130
70 130

Run: ICP1-C_070118A

70 130

70 130

70 130

70 130

Run: ICP1-C_070118A

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C_070118A

70 130

70 130

70 130

70 130

70 130

70 130

01/18107 10:34

01/18/07 10:47

01/18/07 12:41

0.4

0.6

8.4

0.8

C07010492-OO1DMS Sample Matrix Spike

1000 mg/L

838 mg/L

1000 mg/L

1330 mg/L

889 mg/L

3480 mg/L

88

93

83

94

88

01/18/07 12:45

20

20

20

20

01/18/07 13:28

A

01(18/07 13:31

20

20

20

20

20

20 A

C07010492-OOIDMSD Sample Matrix Spike Duplicate
1030 mg/L

839 mg/L

1030 mg/L

1330 mg/L

900 mg/L

3530 mg/L

93

94

87

94

90

2.6

0.1

2.2

0.2

1.2

1.6

O u alifiers-
RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.

Trnck:9CO7O1O4G1 P")g -



ENERGY LABORATORIES, INC. -2393 Salt Creek Highway (826012 P0. Box 3258 ' Casper, WY182602
Toll Free 888.2350515 - 307235.0515 • Fax 307.234. 1639 " casper@'energylab. corn www. energylab. com

weBORTRýE

QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 02/22/07

Work Order: C07010481

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7 Batch: R78653

Sample ID: LFB-ICP25204

Calcium

Magnesium

Potassium

Sodium

Laboratory Fortified Blank

48.3 mg/L

50.4 mg/L

53.8 mg/L

55.8 mg/L

Sample ID: LRB

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Method Blank

ND

10

ND

2

2

ND

0.50
0.50

0.50

0.50

0.06

0.8

0.05

0.05

0.06

0.8

97
101

107

111

Run: ICP1-C_070118A
85 125

85 125

85 125

85 125

Run: ICP1-C_070118A

01/18/07 16:30

01/18/07 16:40

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

u alifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QAIQC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 02/22/07

Work Order: C07010481

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R78422

Sample ID: LRB

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: LFB

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdanum

Nickel

Uranium

Vanadium

Method Blank

ND

ND

ND

ND

ND

ND

0.0001

ND

ND

ND

Run: ICPMS1-C_070112A 01/12/07 15:38

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

0.0002

3E-05

0.0002

3E-05

2E-05

3E-05

7E-05

8E-05

4E-05

9E-05

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.00030

0.0010

Laboratory Fortified Blank

0.0490 mg/L

0.0494 mg/L

0.0519 mg/L

0.0503 mg/L

0.0508 mg/L

0.0514 mg/L

0.0518 mg/L

0.0493 mg/L

0.0518 mg/L

0.0514 mg/L

Sample ID:
Aluminum

Beryllium

Cadmium

Cobalt

C07010481-001 DMS4

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07010481-OO1DMSD4

Aluminum

Beryllium

Cadmium

Cobalt

Lead

*Q ualifiers:

RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

Post Digestion Spike

0.219 mg/L 0.10

0.236 mg/L 0.010

0.237 mg/L 0.010

0.247 mg/L 0.010

0.249 mg/L 0.050

4.00 mg/L 0.010

0.250 mg/L 0.10

0.251 mg/L 0.050

0.474 mg/L 0.00030

0.265 mg/L 0.10

Post Digestion Spike Duplicate

0.215 mg/L 0.10

0.224 mg/L 0.010

0.237 mg/L 0.010

0.240 mg/L 0.010

0.250 mg/L 0.050

98

99

104

101

102

103

103

99

104

103

83

95

95

96

100

100

100

98

103

82

90
95

93

100

Run: ICPMS1-C_070112A

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

Run: ICPMS1-C_070112A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

01/12/07 15:46

01/12/07 23:02

A

01/12/07 23:09

20

20

20

20

20

Run: ICPMS1-C

70

70

70

70

70

070112A

130

130

130

130

130

1.9

5.4

0.3

3.1

0.0

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 02/22/07

Work Order: C07010481

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8

Sample ID: C07010481-001DMSD4 Post Digestion Spike Duplicate

Manganese 3.86 mg/L 0.010

Molybdenum 0.257 mg/L 0.10

Nickel 0.249 mg/L 0.050

Uranium 0.462 mg/L 0.00030

Vanadium 0.256 mg/L 0.10

Sample ID: C07010481-011DMS4

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07010481-011DMSD4

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Post Digestion Spike

0.213 mg/L

0.235 mg/L

0.230 mg/L

0.255 mg/L

0.243 mg/L

0.343 mg/L

0.241 mg/L

0.242 mg/L

0.299 mg/L

0.266 mg/L

Post Digestion Spike Duplicate

0.10

0.010

0.010

0.010

0.050

0.010

0.10

0.050

0.00030

0.10

0.10

0.010

0.010

0.010

0.050

0.010

0.10

0.050

0.00030

0.10

103

99

93

99

84

94

92

102

97

102

97

97

107

105

81

93

96

99

98

100

99

96

107

105

Run: ICPMS1-C_070112A

70 130

70 130

70 130

70 130

70 130

3.5

2.9

0.8

2.6

3.4

Run: ICPMS1-C

70

70

70

70

70

70

70

70

70
70

070112A

130

130

130

130

130

130

130

130

130

130

Batch: R78422

01/12/07 23:09

20 A

20

20

20

20

01/13/07 02:49

Run: ICPMSI-C-070112A

0.206

0.232

0.241

0.249

0.245

0.339

0.246

0.239

0.298

0.266

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

70

70

70

70

70

70

70

70

70

70

130

130

130

130

130

130

130

130

130

130

3.4

1.4

4.5

2.5

0.9

1.2

2.0

1.4

0.6

0.0

01/13/07 02:57

20

20

20

20

20

20

20

20

20

20

* ýualifiers:
RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 02/22/07

Work Order: C07010481

KAnalyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8

Sample ID: LRB

Beryllium

Cobalt

Manganese

Uranium

Sample ID: LFB

Beryllium

Cobalt

Manganese

Uranium

Batch: R78490

01/15/07 11:25Method Blank

ND

ND

ND

ND

Run: ICPMS1-C_070115A

mg/L

mg/L

mg/L

mg/L

Laboratory Fortified Blank

0.0518 mg/L

0.0509 mg/L

0.0520 mg/L

0.0512 mg/L

3E-05

3E-05

3E-05

4E-05

0.0010

0.0010

0.0010

0.00030

0.010

0.010

0.010

0.00030

0.010

0.010

0.010

0.00030

Sample ID:

Beryllium

Cobalt

Manganese

Uranium

Sample ID:

Beryllium

Cobalt

Manganese

Uranium

Sample ID:

Beryllium

Cobalt

Manganese

Uranium

Sample ID:

Beryllium

Cobalt

Manganese

Uranium

C07010463-001AMS4

C07010463-001AMSD4

Post Digestion Spike

0.0486 mg/L

0.0494 mg/L

0,0798 mg/L

6.92 mg/L

Post Digestion Spike Duplicate

0.0493 mg/L

0.0507 mg/L

0.0814 mg/L
7.05 mg/L

104

102

104

102

97

98

101

99

100

104

Run: ICPMS1-C_070115A

85 115

85 115

85 115

85 115

Run: ICPMS1-C_070115A

70 130

70 130

70 130

70 130

Run: ICPMS1-C_070115A

70 130

70 130

70 130

70 130

1.4

2.7

1.9

1.9

01/15/07 11:32

01/15/07 11:55

A

01/15/07 12:02

20

20

20

20 A

01/15/07 13:02

A

01/15/07 13:10

20

20

20 A

20

C07010481-014DMS4

C07010481-014DMSD4

Post Digestion Spike

0.236 mg/L 0.010

0.249 mg/L 0.010

1.99 mg/L 0.010

0.368 mg/L 0.00030

Post Digestion Spike Duplicate

0.221 mg/L 0.010

0.243 mg/L 0.010
1.92 mg/L 0.010

0.360 mg/L 0.00030

Run: ICPMS1-C_070115A

94 70 130

96 70 130

70 130

102 70 130

Run: ICPMS1-C_

88 70

94 70

70

99 70

.070115A

130

130

130

130

6.8

2.2

3.3

2.1

Qualifiers:
RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Analyte

Method: E353.2

Sample ID: MBLK-1
Nitrogen, Nitrate+Nitrite as N

Sample ID: LCS-2

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07010463-005EMS

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07010463-OO5EMSD

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07010382-OO1AMS

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07010382-o001AMSD
Nitrogen, Nitrate+Nitrite as N

Sample ID: C07010424-002BMS

Nitrogern, Nitrate+Nitrite as N

Sample iD: C07010424-002BMSD

Nitrogen, Nitrate+Nitrite as N

Result Units RL %REC

Method Blank

ND mg/L

Laboratory Control Sample

2.69 mg/L

Sample Matrix Spike

1.99 mg/L

Sample Matrix Spike Duplicate

2.02 mg/L

Sample Matrix Spike

1.85 mg/L

Sample Matrix Spike Duplicate

1.88 mg/L

Sample Matrix Spike

2.02 mg/L

Sample Matrix Spike Duplicate

1.99 mg/L

0.03

0.10

0.10

0.10

0.10

0.10

0.10

0.10

108

100

101

93

94

101

100

Report Date: 02/22/07

Work Order: C07010481

Low Limit High Limit RPD RPDLimit Qual

Batch: A2007-01-16_1_NO3_01

Run: TECHNICON_070116A 01/16/07 13:29

Run: TECHNICON_070116A 01/16/07 13:30

90 110

Run: TECHNICON_070116A 01/16/07 13:45

90 110

Run: TECHNICON_070116A 01/16/07 13:48

90 110 1.5 10

Run: TECHNICON_070116A 01/16/07 14:23

90 110

Run: TECHNICON_070116A 01/16/07 14:26

90 110 i.6 10

Run: TECHNICON_070116A 01/16/07 15:44

90 110

Run: TECHNICON_070116A 01/16/07 15:46

90 110 1.5 10

* ualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 02/22/07

Work Order: C07010481

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E624 Batch: R78489

Sample ID: 011507_LCS_3

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: 011507_MBLK_6

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalornethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluorom ethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07010404-010BMS

Bromodichloromethane

Bromoform

Ch lo rodibrom om ethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07010404-O1OBMSD

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Laboratory Control Sample

4.80 ug/L

5.80 ug/L

5.20 ug/L

5.60 ug/L

21.4 ug/L

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

0.5

0.5

0.5

0.5

0.5

96
116

104

112

107

93

105

94

95

Run: GCMS3-C_070115A

70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

Run: GCMS3-C_070115A

01/15/07 10:55

Method Blank

ND

ND

ND

ND

ND

01/15/07 12:50
ug/L

ug/L

ug/L

ug/L

ug/L

Sample Matrix Spike

192 ug/L

199 ug/L

181 ug/L

200 ug/L

772 ug/L

Sample Matrix Spike Duplicate

190 ug/L

218 ug/L

202 ug/L

207 ug/L

817 ug/L

10

10

10

10

10

1.0

1.0

1.0

1.0

10

10

10

10

10

1.0

1.0

1.0

1.0

89

100

91

93

96

100

90

99

96

99

94

96

100

95

109

101

103

102

96

99

99

93

Run: GCMS3-C_070115A

70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

Run: GCMS3-C_070115A

01/16/07 05:57

01/16/07 06:35

20

20

20

20

20

10

10

10

10

80

80

80

80

120
120

120

120

70

70

70

70

70

80

80

80

80

130

130

130

130

130

120

120

120

120

1.3

9.2

11

3.5

5.6

0.0

0.0

0.0

0.0

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 02/22/07

Work Order: C07010481

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E624 Batch: R78547

Sample ID: 011607_LCS_3

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform
Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: 011607_MBLK_6

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: :,)-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07010488-001EMS
Bromodichloromethane

Bromoform

Chlorodibromom ethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07010488-001EMSD

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Qualifiers:

RL - Analyte reporting limit.

Laboratory Control Sample

4.92 ug/L

5.16 ug/L

4.88 ug/L

4.60 ug/L

19.6 ug/L

Method Blank

ND ug/L

ND ug/L

ND ug/L

ND ug/L

ND ug/L

1.0
1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

0.5

0.5

0.5

0.5

0.5

98
103

98

92

98

96

100

98

98

Run: GCMS3-C_070116C
70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

Run: GCMS3-C_070116C

01/16/07 11:15

01/16/07 13:10

95
96

95

98

80
80

80

80

120
120

120

120

Sample Matrix Spike

101 ug/L

108 ug/L

99.2 ug/L

210 ug/L

518 ug/L

Sample Matrix Spike Duplicate

5.0

5.0

5.0

5.0

5.0

1.0

1.0

1.0

1.0

5.0

5.0

5.0

5.0

5.0

1.0

1.0

1.0

1.0

101

108

99

95

101

96

96

93

99

94

108

97

90

98

100

98

100

98

Run: GCMS3-C_070116C
70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

Run: GCMS3-C_070116C

01/16/07 21:27

94.4
108

96.8

206

505

ug/L
ug/L

ug/L

ug/L

ug/L

70
70

70

70

70

80

80

80

80

130
130

130

130

130

120

120

120

120

7.0
0.7

2.4

2.1

2.5

0.0

0.0

0.0

0.0

01/16/07 22:05
20

20

20

20

20

10

10

10

10

ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 02/22/07

Work Order: C07010481

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E900.1 Batch: GA-0031

Sample ID: LCS-GA-0031 Laboratory Control Sample Run: TENNELEC-2_070116A 01/24/07 11:37

Gross Alpha minus Rn & U 19.0 pCi/L 1.0 90 70 130

Sample ID: MB-GA-0031 Method Blank Run: TENNELEC-2_070116A 01/24/07 12:37

Gross Alpha minus Rn & U ND pCi/L 1

Sample ID: C07010108-0011DUP Sample Duplicate Run: TENNELEC-2_070116A 01/24/07 15:38

Gross Alpha minus Rn & U ND pCi/L 1.0 0.0 124.3

Sample ID: C07010108-0021MS Sample Matrix Spike Run: TENNELEC-2_070116A 01/24/07 17:39

Gross Alpha minus Rn & U 19.7 pCi/L 1.0 93 70 130

Method: E903.0 Batch: RA226-1862

Sample ID: C07010479-OOIAMS Sample Matrix Spike Run: BERTHOLD 770-2_070116A 01/29/07 10:22

Radium 226 32 pCi/L 1.0 102 70 130

Sample ID: C07010479-001AMSD Sample Matrix Spike Duplicate Run: BERTHOLD 770-2_070116A 01/29/07 10:22

Radium 226 30 pCi/L 1.0 95 70 130 7.2 31

Sample ID: MB-RA226-1862 Method Blank Run: BERTHOLD 770-2_070116A 01/29/07 12:46

Radium 226 ND pCi/L , 0.2

Sample ID: LCS-RA226-1862 Laboratory Control Sample Run: BERTHOLD 770-2_070116A 01/29/07 12:46

Radium 226 13 pCi/L 0.20 101 70 130

Method: E907.0 Batch: R78889

Sample ID: LCS-R78889 Laboratory Control Sample Run: EGG-ORTEC_070122A 01/22/07 15:00

Thorium 230 4.30 pCi/L 0.20 88 70 130

Sample ID: C07010481-OOIDMS Sample Matrix Spike Run: EGG-ORTEC_070122A 01/22/07 15:00

Thorium 230 42.3 pCi/L 0.20 86 70 130

Sample ID: C07010481-OO1DMSD Sample Matrix Spike Duplicate Run: EGG-ORTEC_070122A 01/22/07 15:00

Thorium 230 40.0 pCi/L 0.20 81 70 130 5.6 30

Sample ID: MB-R78889 Method Blank Run: EGG-ORTEC_070122A 01/22/07 15:00

Thorium 230 ND pCi/L 0.2

ualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 02/22/07

Work Order: C07010481

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: NERHL-65-4 Batch: R78863

Sample ID: C07010481-002DDUP Sample Duplicate Run: PACKARD 3100TR_070119A 01/19/07 11:00

Lead 210 ND pCi/L 1.0 0.0 30

Sample ID: C07010481-003DMS Sample Matrix Spike Run: PACKARD 3100TR_070119A 01/19/07 11:00

Lead 210 410 pCi/L 1.0 100 70 130

Sample ID: MB-R78863 Method Blank Run: PACKARD 3100TR_070119A 01/19/07 11:00

Lead 210 ND pCi/L 1

Sample ID: LCS-R78863 Laboratory Control Sample Run: PACKARD 3100TR_070119A 01/19/07 11:00

Lead 210 82 pCi/L 1.0 113 70 130

Method: RA-05

Sample ID: LCS-228-RA226-1862

Radium 228

Sample ID: MB-RA228-1862

Radium 228

Sample ID: C07010485-001AMS

Radium 228

Sample ID: C07010485-001AMSD

Radium 228

Laboratory Control Sample

7.4 pCi/L

Method Blank

ND pCi/L

Sample Matrix Spike

23 pCi/L

Sample Matrix Spike Duplicate

21 pCi/L

1.0

1

1.0

1.0

92

113

104

Batch: RA228-1493

Run: TENNELEC-3_070116A 01/22/07 13:09

70 130

Run: TENNELEC-3_070116A 01/22/07 13:09

Run: TENNELEC-3_070116A 01/22/07 13:10

70 130

Run: TENNELEC-3_070116A 01/22/07 13:10

70 130 8.6 32.9

Jalifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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ENERGYLABORA TORIES, INC. '2393 Salt Creek Highway (82601) 'PC. Box 3258• Casper, WY82602
Toll Free 888.235.0515 - 307.235.0515 • Fax 307234. 1639 - caspergenergyab. corn- www energylab. com

ANALYTICAL SUMMARY REPORT

February 20, 2007

United Nuclear Corp

PQ Box 3077

Gallup, NM 87305

Workorder No.: C07010803

Project Name: Zone 1

Energy Laboratories, Inc. received the following 4 samples from United Nuclear Corp on 1/22/2007 for analysis.

Sample ID Client Sample ID Collect Date Receive Date Matrix Test

C07010803-001 TWQ-142 01/15/07 9:50 01/22/07 Aqueous Metals by ICP/ICPMS, Total
Alkalinity
QA Calculations
Arsenic-Ill, Total
Selenium-IV, Total
Nitrogen, Ammonia
Nitrogen, Nitrate + Nitrite
pH
Gross Alpha minus Rn222 and Uranium
Lead 210, Total
Radium 226, Total
Radium 228, Total
Thorium, Isotopic
Solids, Total Dissolved
E624 Purgeable Organics

C07010803-002 EPA-2 01/16/07 14:26 01/22/07 Aqueous Same As Above

C07010803-003 EPA-2 Duplicate 01/16/07 14:44 01/22/07 Aqueous Same As Above

C07010803-004 Field Blank 01/17/07 11:34 01/22/07 Aqueous Same As Above

There were no problems with the analyses and all data for associated QC met EPA or laboratory specifications
except where noted in the Case Narrative or Report.

If you have any questions regarding these tests results, please call.

LABCPA7CR
Report Approved By:
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/20/07

Work Order: C07010803

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A2320 B Batch: 070123_1_ALK-W

Sample ID: MBLKI_070123_1 Method Blank Run: TTR-ALK_070123A 01/23/07 08:37

Alkalinity, Total as CaCO3 ND mg/L 0.2

Bicarbonate as HCO3 ND mg/L 1

Sample ID: LCS11_070123_1 Laboratory Control Sample Run: TTR-ALK_070123A 01/23/07 08:46

Alkalinity, Total as CaCO3 5000 mg/L 1.0 100 90 110

Sample ID: C07010804-006CMS Sample Matrix Spike Run: TTR-ALK_070123A 01/23/07 09:29

Alkalinity, Total as CaCO3 186 mg/L 1.0 99 90 110

Sample ID: C07010804-006CMSD Sample Matrix Spike Duplicate Run: TTR-ALK_070123A 01/23/07 09:31

Alkalinity, Total as CaCO3 187 mg/L 1.0 100 90 110 0.5 10

Method: A2540 C Batch: 070123A-SLDS-TDS-W

Sample ID: MBLK1_070123A Method Blank Run: SLDS-BALANCE_070123B 01/23/07 08:57

Solids, Total Dissolved TDS @ 180 C ND mg/L 6

Sample ID: LCS1_070123A Laboratory Control Sample Run: SLDS-BALANCE_070123B 01/23/07 08:57

Solids, Total Dissolved TDS @ 180 C 994 mg/L 10 99 90 110

Sample ID: C07010804-001BMS Sample Matrix Spike Run: SLDS-BALANCE_070123B 01/23/07 08:59

Solids, Total Dissolved TDS @ 180 C 9030 mg/L 10 101 90 110

Sample ID: C07010804-001BMSD Sample Matrix Spike Duplicate Run: SLDS-BALANCE_070123B 01/23/07 08:59

Solids, Total Dissolved TDS @ 180 C 9030 mg/L 10 101 90 110 0.1 10

Method: A3114 B

Sample ID: MBLK

Arsenic-Ill

Sample ID: C07010803-OOIAMS

Arsenic-Ill

Sample ID: C07010803-OOIAMSD

Arsenic-Ill

Sample ID: 301-19-4

Arsenic-Ill

Method Blank

ND mg/L

Sample Matrix Spike

0.0577 mg/L

Sample Matrix Spike Duplicate

0.0534 mg/L

Laboratory Control Sample

0.0491 mg/L

0.0006

0.0010

0.0010

0.0010

114

106

98

Batch: ASIII-3114-070209

Run: CVAA-C202_070209A 02/09/07 13:29

Run: CVAA-C202_070209A 02/09/07 14:06

85 115

Run: CVAA-C202_070209A 02/09/07 14:10

85 115 7.9 10

Run: CVAA-C202_070209A 02/09/07 14:16

90 110

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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ENERG YLABORA TORIES, INC. - 2393 Salt Creek Highway (82601) P0. Box 3258 - Casper, WY82602
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/20/07

Work Order: C07010803

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A3114 B Batch: SE3114-070210

Sample ID: MBLK Method Blank Run: CVAA-C202_070210A 02/10/07 15:28

Selenium ND mg/L 0.0004

Sample ID: C07010803-003AMS Sample Matrix Spike Run: CVAA-C202_070210A 02/10/07 15:51

Selenium-IV 0.0516 mg/L 0.0010 103 85 115

Sample ID: C07010803-003AMSD Sample Matrix Spike Duplicate Run: CVAA-C202_070210A 02/10/07 15:53

Selenium-IV 0.0505 mg/L 0.0010 101 85 115 2.1 10

Sample ID: 301-19-4 Laboratory Control Sample Run: CVAA-C202_070210A 02/10/07 15:56

Selenium 0.0478 mg/L 0.0010 96 90 110

Method: A4500-H B Analytical Run: ORION555A_070123A

Sample ID: ICV1_070123_1 Initial Calibration Verification Standard 01/23/07 08:15

pH 6.88 s.u. 0.010 100 98 102

Method: A4500-H B Batch: 0701231 _lPH-W

Sample ID: C07010804-001BDUP Sample Duplicate Run: ORION555A_070123A 01/23/07 08:15

pH 5.36 s.u. 0.010 0.4 10

Method: A4500-NH3 G

Sample ID: MBLK-1

Nitrogen, Ammonia as N

Sample ID: LCS-2

Nitrogen, Ammonia as N

Sample ID: C07010803-OO1DMS

Nitrogen, Ammonia as N

Sample ID: C07010803-001DMSD

Nitrogen, Ammonia as N

Method Blank

ND mg/L

Laboratory Control Sample

19.6 mg/L

Sample Matrix Spike

1.93 mg/L

Sample Matrix Spike Duplicate

1.92 mg/L

0.02

0.20

0.050

0.050

98

89

89

Batch: A2007-01-25_1_NH3_02

Run: TECHNICON_070125A 01/25/07 13:54

Run: TECHNICON_070125A 01/25/07 13:56

80 120

Run: TECHNICON_070125A 01/25/07 14:08

80 120

Run: TECHNICON_070125A 01/25/07 14:10

80 120 0.5 20

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/20/07

Work Order: C07010803

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7 Batch: R78806

Sample ID:

Calcium

Magnesium

Potassium

Sodium

LFB-ICP25204

Sample ID: LRB

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:
Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Magnesium

Potassium

Sodium

C07010488-OO1DMS

C07010488-001 DMSD

Laboratory Fortified Blank

50.3 mg/L

50.8 mg/L

47.9 mg/L

49.1 mg/L

Method Blank

ND mg/L

ND mg/L

ND mg/L

0.05 mg/L
ND mg/L

ND mg/L

Sample Matrix Spike

869 mg/L

609 mg/L

1110 mg/L

1360 mg/L

741 mg/L

8810 mg/L

Sample Matrix Spike Duplicate

871 mg/L

611 mg/L

1120 mg/L

1370 mg/L

738 mg/L

8650 mg/L

Laboratory Fortified Blank

51.6 mg/L

51.6 mg/L

47.9 mg/L

47.8 mg/L

0.50

0.50

0.50

0.50

0.06

0.8

0.05

0.05

0.06

0.8

0.57

1.0

0.53

0.52

0.62

8.0

0.57

1.0

0.53

0.52

0.62

8.0

0.50

0.50

0.50

0.50

0.06

0.8

0.05

0.05

0.06

0.8

101

102

96

97

92

91

83

97

95

92

91

83

98

94

Run: ICP1-C_070123A

85 125

85 125

85 125

85 125

Run: ICP1-C_070123A

Run: ICP1-C_070123A

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C 070123A

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C_070123A

85 125

85 125

85 125

85 125

Run: ICP1-C_070123A

01/23/07 12:48

01/23/07 12:58

01/23/07 13:21

A

01/23/07 13:25

20

20

20

20

20

20 A

01/23/07 16:24

01/23/07 16:34

0.2
0.3

0.3

0.4

0.4

1.8

LFB-ICP25204

103

103

96

96

Sample ID: LRB

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Method Blank
ND mg/L

ND mg/L

ND mg/L

0.07 mg/L

0.4 mg/L

ND mg/L

Qualifiers:
RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. In
accordance with the method % recover/ is not calculated.
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ENERGYLABORATORIES, INC. -2393 Sail Creek Hig7way (82601) •P0 Box 3258 -Casper, WY'82602
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/20/07

Work Order: C07010803

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R78805

Sample ID: LRB

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: LFB

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Method Blank
ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

Run: ICPMS1-C_070123A 01/23/07 10:32
mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

Laboratory Fortified Blank
0.0531 mg/L

0.0493 mg/L

0.0507 mg/L

0.0526 mg/L

0.0520 mg/L

0.0520 mg/L

0.0515 mg/L

0.0504 mg/L

0.0460 mg/L

0.0522 mg/L

0.0002

3E-05

0.0002

3E-05

2E-05

3E-05

7E-05

8E-05

4E-05

9E-05

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.00030

0.0010

0.10

0.0010

0.0010

0.010

0.0010

0.010

0.10

0.050

0.00030

0.10

Sample ID:

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

C07010767-003CMS4 Post Digestion Spike

0.048 mg/L

0.052 mg/L

0.051 mg/L

0.044 mg/L

0.052 mg/L

0.048 mg/L

0.053 mg/L

0.049 mg/L

0.078 mg/L

0.049 mg/L

106

99

101

105

104

104

103

101

92

104

97

104

102

88

104

93

104

95

107

95

94

98

100

89

103

93

85

85

85

85

115

115

115

115

Run: ICPMS1-C_070123A
85 115

85 115

85 115
85 115

85 115

85 115

Run: ICPMS1-C_070123A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICPMS1-C_070123A

70 130

70 130

70 130

70 130

70 130

70 130

01/23/07 10:40

01/23/07 18:18

Sample ID: C07010767-003CMSD4
Aluminum

Beryllium

Cadmium

Cobalt

Lead

* Manganese

Qualifiers:

RL - Analyte reporting limit.

Post Digestion Spike Duplicate

0.047 mg/L

0.049 mg/L

0.050 mg/L

0.045 mg/L

0.052 mg/L

0.048 mg/L

0.10

0.0010

0.0010

0.010

0.0010

0.010

0.0

6.5

1.9

0.5

1.4

0.3

01/23/07 18:25
20

20

20

20

20

20

ND - Not detected at the reportinq limit.

Track#C07010803 Page 16
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/20/07

Work Order: C07010803

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8

Sample ID: C07010767-003CMSD4

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07010804-004AMS4

Aluminum

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Vanadium

Sample ID: C07010804-004AMSD4

Aluminum

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Vanadium

Post Digestion Spike Duplicate

0.054 mg/L

0.049 mg/L

0.089 mg/L

0.049 mg/L

Post Digestion Spike

0.0540 mg/L

0.0444 mg/L

0.0484 mg/L

0.0515 mg/L

2.01 mg/L

0.215 mg/L

0.0609 mg/L

0.0477 mg/L

Post Digestion Spike Duplicate

0.10
0.050

0.00030

0.10

0.10

0.010

0.010

0.050

0.010

0.10

0.050

0.10

0.10

0.010

0.010

0.050

0.010

0.10

0.050

0.10

105

95

129

96

89

88

85

103

122

96

93

86

89

83

105

107

85

92

Run: ICPMS1-C
70
70

70

70

Run: ICPMS1-C

70

70
70

70

70

70

70

70

070123A
130

130

130

130

070123A

130

130

130

130

130

130

130

130

0.0

0.0

13

0.0

Batch: R78805

01/23/07 18:25

20

20

20

20

01/23/07 20:18

A

Run: ICPMS1-C_070123A 01/23/07 20:25

0.0529

0.0449

0.0475

0.0525

1.99

0.207

0.0552

0.0472

mg/L

mg/L

mg/L

mg/L

mg/L
mg/L

mg/L

mg/L

70

70

70

70

70

70

70

70

130

130

130

130

130

130

130

130

0.0

1.2

1.9

1.8

0.8

3.4

9.7

0.0

20

20

20

20

20

20

20

20

A

Qualifiers:

RL - Analyte reporting limit. A - The analyte level was greater than four times the spike level. In
accordance with the method % recover. is not calculated.

ND - Not detected at the reporting limit.

Tr-ac[ttC07O01083 Page 17
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/20/07

Work Order: C07010803

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R78840

Sample ID: LRB Method Blank Run: ICPMS1-C_070124A 01/24/07 10:43

Beryllium ND mg/L 3E-05

Uranium ND mg/L 4E-05

Sample ID: LFB Laboratory Fortified Blank Run: ICPMS1-C_070124A 01/24/07 10:50

Beryllium 0.0484 mg/L 0.0010 97 85 115

Uranium 0.0492 mg/L 0.00030 98 85 115

Sample ID: C07010804-004AMS4 Post Digestion Spike Run: ICPMS1-C_070124A 01/24/07 22:39

Beryllium 0.0456 mg/L 0.010 91 70 130

Uranium 0.214 mg/L 0.00030 128 70 130

Sample ID: C07010804-004AMSD4 Post Digestion Spike Duplicate Run: ICPMS1-C_070124A 01/24/07 22:46

Beryllium 0.0508 mg/L 0.010 101 70 130 11 20

Uranium 0.196 mg/L 0.00030 92 70 130 8.8 20

Sanple ID: LRB Mevlthod Blank Run: ICPMSiS-C_070124A 01/24/07 10:43

Beryllium ND mg/L 3E-05

Uranium ND mg/L 4E-05

Sample ID: LFB Laboratory Fortified Blank Run: ICPMS1-C_070124A 01/24/07 10:50

Beryllium 0.0484 mg/L 0.0010 97 85 115

Uranium 0.0492 mg/L 0.00030 98 85 115

Method: E353.2 Batch: A2007-01-24_1_NO3_01

Sample ID: MBLK-1

Nitrogen, Nitrate+Nitrite as N

Sample ID: LCS-2
Nitrogen, Nitrate+Nitrite as N

Sample ID: C07010804-OOlDMS

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07010804-OO1DMSD

Nitrogen, Nitrate+Nitrite as N

Method Blank

ND mg/L

Laboratory Control Sample

2.52 mg/L

Sample Matrix Spike

2.07 mg/L

Sample Matrix Spike Duplicate

2.05 mg/L

Run: TECHNICON_070124A

0.03

Run: TECHNICON_070124A

0.10 101 90 110

Run: TECHNICON_070124A

0.10 102 90 110

Run: TECHNICON_070124A

0.10 101 90 110

01/24/07 11:52

01/24/07 11:54

01/24/07 12:09

01/24/07 12:12

1.0 10

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QAIQC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/20/07

Work Order: C07010803

FAnalyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E624 Batch: R78809

Sample ID: 23-Jan-07_LCS_3

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: 23-Jan-07_MBLK_6

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07010804-009EMS

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07010804-009EMSD

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Laboratory Control Sample

4.36 ug/L

4.52 ug/L

4.68 ug/L

5.12 ug/L

18.7 ug/L

1.0
1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

0.5

0.5

0.5
n.5
0.5

87
90

94

102

93

98

110

105

102

Run: GCMS2-CTARGET_070123A

70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

Run: GCMS2-CTARGET_070123A

01/23/07 14:38

01/23/07 16:33Method Blank

ND

ND

ND

ND

ND

ug/L

ug/L

ug/L

ug/L

ug/L

Sample Matrix Spike

192 ug/L

211 ug/L

213 ug/L

213 ug/L

829 ug/L

10

10

10

10

10

1.0

1.0

1.0
1.0

10

10

10

10

10

1.0

1.0

1.0

97

106

102

103

96

106

106

106

104

97

116

103

103

102

113

113

114

110

97

115

101

80

80

80

80

Run: GCMS2-CTARGET_070123A

70 130
70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

Run: GCMS2-CTARGET_070123A

01/24/07 03:39

120

120

120

120

Sample Matrix Spike Duplicate

203

226

226

227

882

ug/L

ug/L

ug/L

ug/L

ug/L

70

70

70

70

70

80

80

80

130

130

130

130

130

120

120

120

5.7

6.6

5.8

6.5

6.2

0.0

0.0

0.0

01/24/07 04:17

20

20

20

20

20

10

10

10

1.0 102 80 120 0.0 10

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/20/07

Work Order: C07010803

[Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual
Method: E900.1 Batch: GA-0034

Sample ID: LCS-GA-0034 Laboratory Control Sample Run: G5000W_070131A 02/02/07 14:23

Gross Alpha minus Rn & U 21.0 pCi/L 1.0 99 70 130

Sample ID: MB-GA-0034 Method Blank Run: G5000W_070131A 02/02/07 14:23

Gross Alpha minus Rn & U ND pCi/L 1

Sample ID: C07011014-001IMS Sample Matrix Spike Run: G5000W_070131A 02/02/07 14:23

Gross Alpha minus Rn & U 20.2 pCi/L 1.0 95 70 130

Sample ID: C07011014-OO1IMSD Sample Matrix Spike Duplicate Run: G5000W_070131A 02/02/07 14:23

Gross Alpha minus Rn & U 20.7 pCi/L 1.0 98 70 130 2.5 27.9

Method: E903.0 Batch: RA226-1876

Sample ID: C07010501-001AMS Sample Matrix Spike Run: G5000W_070124C 02/05/07 11:19

Radium 226 18 pCi/L 1.0 87 70 130

Sample ID: C07010501-001AMSD Sample Matrix Spike Duplicate Run: G5000W_070124C 02/05/07 11:19

Radium 226 17 pCi/L 1.0 78 70 130 10 26.7

Sample ID: MB-RA226-1876 Method Blank Run: G5000W_070124C 02/05/07 14:34

Radium 226 ND pCi/L 0.2

Sample ID: LCS-RA226-1876 Laboratory Control Sample Run: G5000WV070124C 02/05/07 14:34

Radium 226 13 pCi/L 0.20 105 70 130

Method: E907.0

Sample ID: LCS-R79176

Thorium 230

Sample ID: C07010803-OO1AMS

Thorium 230

Sample ID: C07010803-001AMSD

Thorium 230

Sample ID: MB-R79176

Thorium 230

Laboratory Control Sample

4.90 pCi/L

Sample Matrix Spike

54.3 pCi/L

Sample Matrix Spike Duplicate

46.7 pCi/L

Method Blank

ND pCi/L

0.20

0.20

0.20

0.2

100

111

95

Run: EGG-ORTEC

70

Run: EGG-ORTEC

70

Run: EGG-ORTEC

70

Run: EGG-ORTEC

Batch: R79176

070126B 01/26/07 15:00

130

070126B 01/26/07 15:00

130

070126B 01/26/07 15:00

130 15 30

070126B 01/26/07 15:00

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/20/07

Work Order: C07010803

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: NERHL-65-4 Batch: R79113

Sample ID: C07010803-OO1AMS Sample Matrix Spike Run: PACKARD 3100TR_070124A 01/24/07 12:00
Lead 210 440 pCi/L 1.0 106 70 130

Sample ID: C07010803-001AMSD Sample Matrix Spike Duplicate Run: PACKARD 3100TR_070124A 01/24/07 12:00

Lead 210 430 pCi/L 1.0 104 70 130 1.9 30

Sample ID: MB-R79113 Method Blank Run: PACKARD 3100TR_070124A 01/24/07 12:00

Lead 210 ND pCi/L 1

Sample ID: LCS-R79113 Laboratory Control Sample Run: PACKARD 3100TR_070124A 01/24/07 12:00

Lead 210 87 pCi/L 1.0 105 70 130

Method: RA-05

Sample ID: LCS-228-RA226-1876

Radium 228

Sample ID: MB-RA226-1876

Radium 228

Sample ID: C07010873-001AMS

Radium 228

Sample ID: C07010873-OO1AMSD

Radium 228

Laboratory Control Sample

7.6 pCi/L

Method Blank

ND pCi/L

Sample Matrix Spike

14 pCi/L

Sample Matrix Spike Duplicate
14 pCi/L

1.0

1

1.0

1.0

Run: TENNELEC-3_070124A

95 70 130

Run: TENNELEC-3_070124A

Run: TENNELEC-3_070124A

104 70 130

Run: TENNELEC-3_070124A

107 70 130

Batch: RA228-1504

01/30/07 13:25

01/30/07 13:25

01/30/07 13:25

01/30/07 13:25

3.3 34.1

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.

Track:#C:070 1O0803 Page 21



9ENERGY LABORATORIES, INC. '2393 Salt Creek Highway (82601)2 PC. Box 3258 • Casper, WY82602
Toll Free 888.235.0515 • 3072350515 ' Fax 307234. 1639 - casper@energylab.om c wwwoenergylab.com

AN TLWLP

ANALYTICAL SUMMARY REPORT

February 21, 2007

United Nuclear Corp

PO Box 3077

Gallup, NM 87305

Workorder No.: C07010492

Project Name: Zone 1

Energy Laboratories, Inc. received the following 4 samples from United Nuclear Corp on 1/12/2007 for analysis.

Sample ID Client Sample ID Collect Date Receive Date Matrix

C07010492-001 614

C07010492-002 515-A

01/10/07 8:58 01/12/07 Aqueous

01/10/07 9:43 01/12/07 Aqueous

Test

Metals by ICP/ICPMS, Total
Alkalinity
QA Calculations
Arsenic-Ill, Total
Selenium-IV, Total
Nitrogen, Ammonia
Nitrogen, Nitrate + Nitrite
pH
Gross Alpha minus Rn222 and Uranium
Lead 210, Total
Radium 226, Total
Radium 228, Total
Thorium, Isotopic
Solids, Total Dissolved
E624 Purgeable Organics

Same As Above

C07010492-003 604

C07010492-004 Field Blank

01/10/07 10:20 01/12/07 Aqueous

01/10/07 11:14 01/12/07 Aqueous

Same As Above

Same As Above

There were no problems with the analyses and all data for associated QC met EPA or laboratory specifications
except where noted in the Case Narrative or Report.

If you have any questions regarding these tests results, please call.

9-Report Approved By:

-T-ra C k'ACO--O 1 CC -D2 C.-q '7--
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/21/07

Work Order: C07010492

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A2320 B Batch: 070115_1_ALK-W

Sample ID: MBLK1I070115_1 Method Blank Run: TTR-ALK_070115A 01/15/07 08:34

Alkalinity, Total as CaCO3 ND mg/L 0.2

Bicarbonate as HCO3 ND mg/L 1

Sample ID: LCS11_070115_1 Laboratory Control Sample Run: TTR-ALK_070115A 01/15/07 08:42

Alkalinity, Total as CaCO3 5100 mg/L 1.0 102 90 110

Sample ID: C07010481-001BMS Sample Matrix Spike Run: TTR-ALK_070115A 01/15/07 09:27
Alkalinity, Total as CaCO3 1970 mg/L 1.0 96 90 110

Sample ID: C07010481-OOIBMSD Sample Matrix Spike Duplicate Run: TTR-ALK_070115A 01/15/07 09:31

Alkalinity, Total as CaCO3 1980 mg/L 1.0 104 90 110 0.5 10

Method: A2540 C Batch: 070115A-SLDS-TDS-W

Sample ID: MBLK1_070115A Method Blank Run: SLDS-BALANCE_070115A 01/15/07 15:29

Solids, Total Dissolved TDS @ 180 C ND mg/L 6

Sample ID: LCS1070115A Laboratory Control Sample Run: SLDS-BALANCE_070115A 01/15/07 15:29

Solids, Total Dissolved TDS @ 180 C 988 mg/L 10 99 90 110

Sample ID: C07010481-014CMS Sample Matrix Spike Run: SLDS-BALANCE_070115A 01/15/07 16:34

Solids, Total Dissolved TDS @ 180 C .. 8510 mg/L 10 97 90.... 110

Sample ID: C07010481-014CMSD Sample Matrix Spike Duplicate Run: SLDS-BALANCE_070115A 01/15/07 16:35

Solids, Total Dissolved TDS @ 180 C 8510 mg/L 10 97 90 110 0.0 10

Method: A3114 B

Sample ID: MBLK

Arsenic-Ill

Sample ID: 301-15-3

Arsenic-Ill

Sample ID: C07010492-OOlDMS

Arsenic-Ill

Sample ID: C07010492-OOIDMSD

Arsenic-III

Method Blank

ND mg/L

Laboratory Control Sample

0.0537 mg/L

Sample Matrix Spike

0.0577 mg/L

Sample Matrix Spike Duplicate

0.0567 mg/L

0.0006

0.0010

0.0010

0.0010

107

115

113

Batch: ASIII-3114-070116

Run: CVAA-C202_070116B 01/16/07 13:00

Run: CVAA-C202_070116B 01/16/07 13:32

90 110

Run: CVAA-C202_070116B 01/16/07 14:32

85 115

Run: CVAA-C202_070116B 01/16/07 14:34

85 115 1.7 10

*ualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.

Tr-. :3!-_ , 0 7-007010492 ,-2g e
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FLBORTORES

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/21/07

Work Order: C07010492

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A3114 B Batch: SEIV3114-070116

Sample ID: MBLK Method Blank Run: CVAA-C202_070116A 01/16/07 09:02

Selenium-IV ND mg/L 0.0002

Sample ID: 301-15-3 Laboratory Control Sample Run: CVAA-C202_070116A 01/16/07 09:28

Selenium-IV 0.0518 mg/L 0.0010 104 90 110

Sample ID: C07010492-004DMS Sample Matrix Spike Run: CVAA-C202_070116A 01/16/07 10:27

Selenium-IV 0.0441 mg/L 0.0010 88 85 115

Sample ID: C07010492-004DMSD Sample Matrix Spike Duplicate Run: CVAA-C202_070116A 01/16/07 10:29

Selenium-IV 0.0430 mg/L 0.0010 86 85 115 2.5 10

Method: A4500-H B Analytical Run: ORION555A_070115B

Sample ID: ICV1_070115_3 Initial Calibration Verification Standard 01/15/07 13:35

pH 6.93 s.u. 0.010 101 98 102

Method: A4500-H B Batch: 070115_3 PH-W

Sample ID: C07010520-005BDUP Sample Duplicate Run: ORION555A_070115B 01/15/07 14:00

pH 5.89 s.U. 0.010 0.2 10

Method: A4500-NH3 G

Sample ID: MBLK-1

Nitrogen, Ammonia as N

Sample ID: LCS-2

Nitrogen, Ammonia as N

Sample ID: C07010481-016AMS

Nitrogen, Ammonia as N

Sample ID: C07010481-016AMSD

Nitrogen, Ammonia as N

Method Blank
ND mg/L

Laboratory Control Sample

19.4 mg/L

Sample Matrix Spike

2.14 mg/L

Sample Matrix Spike Duplicate

2.13 mg/L

0.02

0.20

0.050

0.050

97

106

105

Batch: A2007-01-15_1_NH3_01

Run: TECHNICON_070115A 01/15/07 11:25

Run: TECHNICON_070115A 01/15/07 11:27

80 120

Run: TECHNICON_070115A 01115/07 12:41

80 120

Run: TECHNICON_070115A 01/15/07 12:43

80 120 0.5 20

S L-u a l fi er s: ..... . . ....... N.t.. . .ec..d.. . .... . .. ............ ..
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/21/07

Work Order: C07010492

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7

Sample ID:
Calcium

Magnesium

Potassium

Sodium

LFB-ICP25204 Laboratory Fortified Blank

50.6 mg/L

51.9 mg/L

48.2 mg/L

49.2 mg/L

Sample ID: LRB

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Method Blank

ND

ND

ND

0.07

0.09

ND

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

Sample ID:

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

C07010492-001 DMS

C07010492-001DMSD

Sample Matrix Spike

1000 mg/L

838 mg/L

1000 mg/L

1330 mg/L

889 mg/L

3480 mg/L

Sample Matrix Spike Duplicate

1030 mg/L

839 mg/L

1030 mg/L

1330 mg/L

900 mg/L

3530 mg/L

0.50

0.50

0.50

0.50

0.06

0.8

0.05

0.05

0.06

0.8

0.57

8.0

0.53

0.52

0.62

8.0

0.57

8.0

0.53

0.52

0.62

8.0

101

104

96

98

Run: ICP1-C_070118A

85 125

85 125

85 125

85 125

Run: ICP1-C_070118A

Batch: R78653

01/18/07 10:34

01/18/07 10:47

88

93

83

94

88

93

94

87

94

90

Run: ICP1-C_070118A

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C 070118A

70 130

70 130

70 130

70 130

70 130

70 130

01/18/07 13:28

A

01/18/07 13:31

20
20

20

20

20

20 A

2.6

0.1

2.2

0.2

1.2

1.6

•u alIifie rs:

RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.

T r-ac-,K(:007 0 10 49 2 P ag e 1E
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/21/07

Work Order: C07010492

I Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8

Sample ID: LRB

Aluminum

Cadmium

Lead

Molybdenum

Nickel

Vanadium

Sample ID: LFB

Aluminum

Cadmium

Lead

Molybdenum

Nickel

Vanadium

Method Blank

ND

ND

ND

0.0001

ND

ND

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

Sample ID: C07010481-01IDMS4

Aluminum

Cadmium

Lead

Molybdenum

Nickel

Vanadium

Sample ID: C07010481-01IDMSD4

Aluminum

Cadmium

Lead

Molybdenum

Nickel

Vanadium

Laboratory Fortified Blank

0.0490 mg/L

0.0519 mg/L

0.0508 mg/L

0.0518 mg/L

0.0493 mg/L

0.0514 mg/L

Post Digestion Spike

0.213 mg/L

0.230 mg/L

0.243 mg/L

0.241 mg/L

0.242 mg/L

0.266 mg/L

Post Digestion Spike Duplicate

0.206 mg/L

0.241 mg/L

0.245 mg/L

0.246 mg/L

0.239 mg/L

0.266 mg/L

0.0002

0.0002

2E-05

7E-05

8E-05

9E-05

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.10

0.010

0.050

0.10

0.050

0.10

0.10

0.010

0.050

0.10

0.050

0.10

98

104

102

103

99

103

84

92

97

97

97

105

81

96

98

99

96

105

Run: ICPMSI-C_070112A

Run: ICPMS1-C_070112A

85 115

85 115

85 115

85 115

85 115

85 115

Run: ICPMS1-C_070112A

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICPMS1-C_070112A

70 130

70 130

70 130

70 130

70 130

70 130

Batch: R78422

01/12/07 15:38

01/12/07 15:46

01/13/07 02:49

01/13/07 02:57

20

20

20

20

20

20

3.4

4.5

0.9

2.0

1.4

0.0

S u a rieie rs -- lim it...D.-.N.. . .. t.c... ... . .. . . ... .. ... .... ... .
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/21/07

Work Order: C07010492

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R78490

Sample ID: LRB

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Method Blank

ND

ND

ND

ND

ND

0.0001

ND

ND

ND

Run: ICPMS1-C_070115A 01/15/07 11:25
mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

Sample ID: LFB

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07010481-014DMS4

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07010481-014DMSD4

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

* ua lifiers:

RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

Laboratory Fortified Blank

0.0518 mg/L

0.0502 mg/L

0.0509 mg/L

0.0506 mg/L

0.0520 mg/L

0.0512 mg/L

0.0518 mg/L

0.0512 mg/L

0.0514 mg/L

Post Digestion Spike

0.236 mg/L

0.253 mg/L

0.249 mg/L

0.259 mg/L

1.99 mg/L

0.269 mg/L

0.239 mg/L

0.368 mg/L

0.258 mg/L

Post Digestion Spike Duplicate

0.221 mg/L

0.244 mg/L

0.243 mg/L

0.256 mg/L

1.92 mg/L

0.264 mg/L

0.257 mg/L

0.360 mg/L

3E-05

0.0002

3E-05

2E-05

3E-05

7E-05

8E-05

4E-05

9E-05

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.00030

0.0010

0.010

0.010
0.010

0.050
0.010

0.10

0.050

0.00030

0.10

Run: ICPMSI-C_070115A

104

100

102

101

104

102

104

102

103

94

101

96

103

107

92

102

102

85

85

85

85

85

85

85

85

85

115

115

115

115
115

115

115

115

115

01/15107 11:32

01/15/07 13:02

A

Run: ICPMS1-C_070115A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICPMS1-C_070115A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

0.010

0.010

0.010

0.050

0.010

88

98

94

102

6.8

3.5

2.2

1.2

3.3

2.0

7.3

2.1

01/15/07 13:10

20

20

20

20

20 A

20

20

20

0.10 105
0.050 99

0.00030 99

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Analyte

Method: E200.8

Sample ID: C07010481-014DMSD4
Vanadium

Method: E353.2

Sample ID: MBLK-1
Nitrogen, Nitrate+Nitrite as N

Sample ID: LCS-2
Nitrogen, Nitrate+Nitrite as N

Sample ID: C07010389-OOIBMS
Nitrogen, Nitrate+Nitrite as N

Sample ID: C07010389-OOIBMSD
Nitrogen, Nitrate+Nitrite as N

Result Units RL %REC

Post Digestion Spike Duplicate

0.257 mg/L 0.10 101

Report Date: 02/21/07

Work Order: C07010492

Low Limit High Limit RPD RPDLimit Qual

Batch: R78490

Run: ICPMS1-C_070115A 01/15/07 13:10
70 130 0.3 20

Batch: A2007-01-16_1_NO3_01

Run: TECHNICON_070116A 01/16/07 13:29

Run: TECHNICON_070116A 01/16/07 13:30
90 110

Run: TECHNICON_070116A 01/16/07 15:04
90 110

Run: TECHNICON_070116A 01/16/07 15:06
90 110 3.8 10

Method Blank
ND mg/L

Laboratory Control Sample

2.69 mg/L

Sample Matrix Spike

1.87 mg/L

Sample Matrix Spike Duplicate

1.80 mg/L

0.03

0.10

0.10

0.10

108

94

90

L-alifiers:
RL- Analyte reporting limit. ND - Not detected at the reporting limit.

T r-ac k 4 07,010.192- Page
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/21/07

Work Order: C07010492

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E624 Batch: R78547

Sample ID: 011607LCS3
Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: 011607_MBLK_6

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07010488-001EMS

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07010488-OO1EMSD

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Laboratory Control Sample

4.92 ug/L

5.16 ug/L

4.88 ug/L
4.60 ug/L

19.6 ug/L

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

0.5

0.5

0.5

0.5

0.5

98

103

98

92

98

96

100

98

98

Run: GCMS3-C_070116C

70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

Run: GCMS3-C_070116C

01/16/07 11:15

Method Blank

ND

ND

ND

ND

ND

01/16/07 13:10
ug/L

ug/L

ug/L

ug/L
ug/L

95

96

95

98

80

80

80

80

120
120

120

120

Sample Matrix Spike

101 ug/L

108 ug/L

99.2 ug/L

210 ug/L

518 ug/L

5.0
5.0

5.0

5.0

5.0

1.0

1.0

1.0

1.0

5.0

5.0

5.0

5.0

5.0

1.0

1.0

1.0

101
108

99

95

101

96

96

93

99

94

108

97

90

98

100

98

100

Run: GCMS3-C_070116C

70 130

70 130

70 130
70 130

70 130

80 120

80 120

80 120

80 120

Run: GCMS3-C_070116C

70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

01/16/07 21:27

01/16/07 22:05
20
20
20
20
20
10
10
10

Sample Matrix Spike Duplicate

94.4 ug/L

108 ug/L

96.8 ug/L

206 ug/L

505 ug/L

7.0
0.7

2.4

2.1

2.5

0.0

0.0

0.0

* ualifiers:
RL -Analyte reporting limit. ND - Not detected at the reporting limit.
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N ENERGVYLABORA TORIES, INC. •2393 Salt Creek H/qhway (82601). PC. Box 3258• Casper, WY82602
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date:

Work Order:

02/21/07

C07010492

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E624 Batch: R78547

Sample ID: C07010488-001EMSD Sample Matrix Spike Duplicate Run: GCMS3-C_070116C 01/16/07 22:05

Surr: Toluerne-d8 1.0 98 80 120 0.0 10

Method: E900.1 Batch: GA-0033

Sample ID: LCS-GA-0033 Laboratory Control Sample Run: BERTHOLD 770_070123A 01/29/07 13:18

Gross Alpha minus Rn & U 20.0pCi/L 1.0 94 70 130

Sample ID: MB-GA-0033 Method Blank Run: BERTHOLD 770 070123A 01/29/07 13:18

Gross Alpha minus Rn & U ND pCi/L 1

Sample ID: C07010804-008ADUP Sample Duplicate Run: BERTHOLD 770_070123A 01/29/07 16:43

Gross Alpha minus Rn & U 8.89pCi/L 1.0 4.0 32

Sample ID: C07010804-009AMS Sample Matrix Spike Run: BERTHOLD 770 070123A 01/29/07 16:43

Gross Alpha minus Rn & U 29.3pCi/L 1.0 82 70 130

Method: E903.0 Batch: RA226-1863

Sample ID: C07010490-OOIAMS Sample Matrix Spike Run: G5000W_070116A 01/29/07 12:07

Radium 226 21 pCi/L 1.0 98 70 130

Sample ID: C07010490-OO1AMSD Sample Matrix Spike Duplicate Run: G5000W_070116A 01/29/07 12:07

Radium 226 20 pCi/L 1.0 96 70 130 2.4 25.9

Sample ID: MB-RA226-1863 • Method Blank Run: G5000W_070116A 01/29/07 14:08

Radium 226 ND pCi/L 0.2

Sample ID: LCS-RA226-1863 Laboratory Control Sample Run: G5000W_070116A 01/29/07 14:08

Radium 226 13 pCi/L 0.20 102 70 130

Method: E907.0

Sample ID: LCS-R79091

Thorium 230

Sample ID: C07010463-OO1AMS

Thorium 230

Sample ID: C07010463-001AMSD

Thorium 230

Sample ID: MB-R79091
Thorium 230

W ua/lifiers:

RL - Analyte reporting limit.

Laboratory Control Sample

3.8OpCi/L

Sample Matrix Spike

47.OpCi/L

Sample Matrix Spike Duplicate

46.2pCi/L

Method Blank

ND pCi/L

0.20

0.20

0.20

0.2

78

96

94

Run: EGG-ORTEC_070124B

70 130

Run: EGG-ORTEC_070124B

70 130

Run: EGG-ORTEC_070124B

70 130 1.7

Run: EGG-ORTEC_070124B

Batch: R79091

01/24/07 15:00

01/24/07 15:00

01/24/07 15:00

30

01/24/07 15:00

ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/21/07

Work Order: C07010492

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: NERHL-65-4 Batch: R78704

Sample ID: C07010492-OOIDDUP Sample Duplicate Run: PACKARD 3100TR_070115A 01/15/07 12:00

Lead 210 ND pCi/L 1.0 0.0 30

Sample ID: C07010492-002DMS Sample Matrix Spike Run: PACKARD 3100TR_070115A 01/15/07 12:00

Lead 210 450 pCi/L 1.0 108 70 130

Sample ID: MB-R78704 Method Blank Run: PACKARD 3100TR_070115A 01/15/07 12:00

Lead 210 ND pCi/L 1

Sample ID: LCS-R78704 Laboratory Control Sample Run: PACKARD 3100TR_070115A 01/15/07 12:00

Lead 210 86 pCi/L 1.0 104 70 130

Method: RA-05

Sample ID: LCS-228-RA226-1863

Radium 228

Sample ID: MB-RA226-1863

Radium 228

Sample ID: C07010491-OO1AMS

Radium 228

Sample ID: C07010491-001AMSD

Radium 228

Laboratory Control Sample
7.2 pCi/L

Method Blank

ND pCi/L

Sample Matrix Spike

15 pCi/L

Sample Matrix Spike Duplicate

13 pCi/L

1.0

1

1.0

1.0

89

109

100

Batch: RA228-1494

Run: TENNELEC-3_070116B 01/23/07 11:20

70 130

Run: TENNELEC-3_070116B 01/23/07 11:20

Run: TENNELEC-3_070116B 01/23/07 11:20

70 130

Run: TENNELEC-3_070116B 01/23/07 11:20

70 130 8.9 32.7

RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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ENERGY LABORATORIES, INC. -2393 Salt Creek Highway (82601) - P0. Box 3258 -Casper, WY82602
Toll Free 888.2350515 - 307235.0515 -Fax 307234 1639 • casper6energylab.com • www.energylab.com

ANALYTICAL SUMMARY REPORT

February 21, 2007

United Nuclear Corp

PO Box 3077

Gallup, NM 87305

Workorder No.: C07010982

Project Name: Zone 1

Energy Laboratories, Inc. received the following 3 samples from United Nuclear Corp on 1/25/2007 for analysis.

Sample ID Client Sample ID

C07010982-001 EPA-4

Collect Date Receive Date Matrix Test

01/23/07 9:38 01/25/07 Aqueous Metals by ICP/ICPMS, Total
Alkalinity
QA Calculations
Arsenic-Ill, Total
Selenium-IV, Total
Nitrogen, Ammonia
Nitrogen, Nitrate + Nitrite
pH
Gross Alpha minus Rn222 and Uranium
Lead 210, Total
Radium 226, Total
Radium 228, Total
Thorium, Isotopic
Solids, Total Dissolved
E624 Purgeable Organics

C07010982-002 EPA-5 01/23/07 10:21 01/25/07 Aqueous Same As Above

C07010982-003 EPA-7 01/23/07 10:54 01/25/07 Aqueous Same As Above

There were no problems with the analyses and all data for associated QC met EPA or laboratory specifications
except where noted in the Case Narrative or Report.

If you have any questions regarding these tests results, please call.

Rý Gý
Vaop.Tý _O-Lm'.

Report Approved By:

7raclk#OO7O1O0982 Page



ENERGY LABORATORIES, INC. •2393 Salt Creek Highway (82601) P0. Box 3258 •Casper WY82602
Toll Free 888.235 0515 • 307235.0515 • Fax 307234. 1639 - casper@energylab.com - www.energylab.com

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/21/07

Work Order: C07010982

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A3114 B Batch: SE3114-070210

Sample ID: MBLK Method Blank Run: CVAA-C202_070210A 02/10/07 16:02

Selenium ND mg/L 0.0004

Sample ID: C07010982-003DMS Sample Matrix Spike Run: CVAA-C202_070210A 02/10/07 16:32

Selenium-IV 0.0549 mg/L 0.0010 110 85 115

Sample ID: C07010982-003DMSD Sample Matrix Spike Duplicate Run: CVAA-C202_070210A 02/10/07 16:34

Selenium-IV 0.0543 mg/L 0.0010 109 85 115 1.2 10

Sample ID: 301-19-4 Laboratory Control Sample Run: CVAA-C202_070210A 02/10/07 16:36

Selenium 0.0475 mg/L 0.0010 95 90 110

Method: A4500-H B Analytical Run: ORION555A_070125B

Sample ID: ICV1_070125_1 Initial Calibration Verification Standard 01/25/07 17:35

pH 6.87 s.u. 0.010 100 98 102

Method: A4500-H B Batch: 070125_1 _PH-WV

Sample ID: C07010967-001ADUP Sample Duplicate Run: ORION555A_070125B 01/25/07 18:11

pH 8.01 s.u. 0.010 0.0 10

Method: A4500-NH3 G

Sample ID: MBLK-1

Nitrogen, Ammonia as N

Sample ID: LCS-2
Nitrogen, Ammonia as N

Sample ID: C07010982-OO1AMS

Nitrogen, Ammonia as N

Sample ID: C07010982-OOIAMSD

Nitrogen, Ammonia as N

Method Blank

ND mg/L

Laboratory Control Sample

20.2 mg/L

Sample Matrix Spike

3.10 mg/L

Sample Matrix Spike Duplicate

3.11 mg/L

0.02

0.20

0.050

0.050

101

117

118

Batch: A2007-01-29_1_NH3_02

Run: TECHNICON_070129B 01/29/07 11:35

Run: TECHNICON_070129B 01/29/07 11:37

80 120

Run: TECHNICON_070129B 01/29/07 11:48

80 120

Run: TECHNICON_070129B 01/29/07 11:50

80 120 0.3 20

OQualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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ENERGY LABORA TORIES, INC. 2393 Salt Creek Highway (82601) PO. Box 3258 -Casper WY 82602
Toll Free 888.235.0515 - 3072350515 -Fax 307234. 1639 • caspernenergylab.com www.energylab.com
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/21/07

Work Order: C07010982

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7 Batch: R79100

Sample ID:

Calcium

Magnesium

Potassium

Sodium

LFB-ICP25204

Sample ID: LRB
Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:
Calcium

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Chloride

Magnesium

Sodium

Sulfate

Sample ID:

Calcium

Chloride

Magnesium

Sodium

Sulfate

C07010876-004CMS

C07010876-004CMSD

C07011039-002EMS

C07011039-002EMSD

Laboratory Fortified Blank

51.5 mg/L

52.0 mg/L

49.2 mg/L

50.4 mg/L

Method Blank

ND mg/L

ND mg/L

ND mg/L

ND mg/L

ND mg/L

ND mg/L

Sample Matrix Spike

535 mg/L

512 mg/L

1380 mg/L

711 mg/L

584 mg/L

Sample Matrix Spike Duplicate

534 mg/L

511 mg/L

1410 mg/L

709 mg/L

588 mg/L

Sample Matrix Spike

63.6 mg/L

54.6 mg/L

54.6 mg/L

154 mg/L

189 mg/L

Sample Matrix Spike Duplicate

63.9 mg/L

54.3 mg/L

55.1 mg/L

156 mg/L

189 mg/L

0.50

0.50

0.50

0.50

0.06

0.8

0.05

0.05

0.06

0.8

0.57

0.53

0.52

0.62

8.0

0.57

0.53

0.52

0.62

8.0

0.50

1.0

0.50

0.50

1.0

0.50

1.0

0.50

0.50

1.0

103

104

98

100

Run: ICP1-C_070130A

85 125

85 125

85 125

85 125

Run: ICP1-C_070130A

98

99

97

92

96

98

98

99

92

97

107

94

107

81

79

108

93

108

85

78

Run:ICP1-C_070130A

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C_070130A

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C_070130A

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C_070130A

70 130

70 130

70 130

70 130

70 130

01/30/07 14:41

01/30/07 14:51

0.2

0.2

1.8

0.3

0.7

01/30/07 16:00

01/30/07 16:03

20

20

20

20

20

01/30/07 18:44

01/30/07 18:47

20

20

20

20

20

0.5

0.6

0.9

1.4

0.4

WQualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.

TracK,#,:07010982 Page 13



ENERGY LABORATORIES, INC. •2393 Salt Creek Highway (82601) P.. Box 3258 •Casper WY82602
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/21/07

Work Order: C07010982

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7 Batch: R79100

Sample ID: LFB-ICP25204

Calcium

Magnesium

Potassium

Sodium

Laboratory Fortified Blank

52.8 mg/L

52.5 mg/L

49.8 mg/L

48.4 mg/L

Sample ID: LRB

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Method Blank

ND

0.9

ND

0.2

0.4

ND

0.50

0.50

0.50

0.50

0.06

0.8

0.05

0.05

0.06

0.8

106

105

99

96

Run: ICP1-C_070130A

85 125

85 125

85 125

85 125

Run: ICP1-C_070130A

01/30/07 19:20

01/30/07 19:30
mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

Wualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/21/07

Work Order: C07010982

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8

Sample ID: C07010982-001DMS4 Post Digestion Spike

Aluminum 0.472 mg/L 0.10

Cadmium 0.531 mg/L 0.010

Cobalt 0.495 mg/L 0.010

Manganese 4.02 mg/L 0.010

Molybdenum 0.573 mg/L 0.10

Nickel 0.496 mg/L 0.050

Uranium 0.495 mg/L 0.00035

Vanadium 0.516 mg/L 0.10

Sample ID: C07010982-001DMSD4 Post Digestion Spike Duplicate

Aluminum 0.472 mg/L 0.10

Cadmium 0.538 mg/L 0.010

Cobalt 0.493 mg/L 0.010
Manganese 4.06 mg/L 0.010

Molybdenum 0.582 mg/L 0.10

Nickel 0.495 mg/L 0.050

Uranium 0.488 mg/L 0.00035

Vanadium 0.517 mg/L 0.10

94

106

99

114

98

99

103

94

108

98

116

98

98

103

Sample ID: LRB

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Method Blank

ND

ND

ND

ND

ND

ND

0.0002

ND

ND

ND

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

0.0002

8E-05

0.0002

3E-05

6E-05

4E-05

5E-05

6E-05

6E-05

6E-05

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.00030

0.0010

Run: ICPMS1-C_070126A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICPMS1-C_070126A

70 130

70 130

70 130
70 130

70 130

70 130

70 130

70 130

Run: ICPMS1-C_070126A

Run: ICPMS1-C_070126A

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

0.1

1.3

0.4

1.0

1.6

0.2

1.6

0.3

Batch: R78966

01/26/07 13:16

A

01/26/07 13:24

20

20

20

20 A

20

20

20

20

01/26/07 11:25

01/26/07 11:32Sample ID: LFB

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Laboratory Fortified Blank

0.0518 mg/L

0.0497 mg/L

0.0528 mg/L

0.0520 mg/L

0.0527 mg/L

0.0528 mg/L

0.0545 mg/L

0.0502 mg/L

0.0510 mg/L

0.0522 mg/L

103

99

106

104

105

106

109

100

102

104

Qualifiers:
RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/21/07

Work Order: C07010982

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R78966

Sample ID: C07010982-001DMS4 Post Digestion Spike Run: ICPMS1-C_070126A 01/26/07 20:23

Aluminum 0.482 mg/L 0.10 96 70 130

Beryllium 0.485 mg/L 0.010 97 70 130

Cadmium 0.503 mg/L 0.010 101 70 130

Cobalt 0.509 mg/L 0.010 102 70 130

Lead 0.513 mg/L 0.050 102 70 130

Manganese 3.87 mg/L 0.010 70 130 A

Molybdenum 0.518 mg/L 0.10 104 70 130

Nickel 0.485 mg/L 0.050 95 70 130

Uranium 0.527 mg/L 0.00035 105 70 130

Vanadium 0.515 mg/L 0.10 103 70 130

Sample ID: C07010982-OOIDMSD4 Post Digestion Spike Duplicate Run: ICPMS1-C_070126A 01/26/07 20:30

Aluminum 0.504 mg/L 0.10 100 70 130 4.5 20

Beryllium 0.519 mg/L 0.010 104 70 130 6.8 20

Cadmium 0.507 mg/L 0.010 101 70 130 0.8 20

Cobalt 0.530 mg/L 0.010 106 70 130 4.1 20

Lead 0.521 mg/L 0.050 104 70 130 1.5 20

Manganese 4.04 mg/L 0.010 70 130 4.3 20 A

Molybdenum 0.521 mg/L 0.10 104 70 130 0.4 20

Nickel 0.514 mg/L 0.050 101 70 130 5.7 20

Uranium 0.539 mg/L 0.00035 107 70 130 2.2 20

Vanadium 0.528 mg/L 0.10 106 70 130 2.6 20

Method: E200.8 Batch: R79088

Sample ID: LRB

Beryllium

Sample ID: LFB

Beryllium

Method Blank

ND mg/L

Laboratory Fortified Blank

0.0494 mg/L

Post Digestion Spike

0.0478 mg/L

Post Digestion Spike Duplicate

0.0489 mg/L

Run: ICPMS1-C_070130A

BE-05
01/30/07 10:52

01/30/07 11:00

Sample ID:

Beryllium

Sample ID:

Beryllium

C07011039-001EMS4

C07011039-001EMSD4

Run: ICPMS1-C_070130A

0.0010 99 85 115

Run: ICPMS1-C_070130A

0.010 96 70 130

Run: ICPMS1-C_070130A

0.010 98 70 130

01/30/07 19:08

01/30/07 19:15

2.3 20

Qualifiers:
RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Analyte

Method: E353.2

Sample ID: MBLK-1
Nitrogen, Nitrate+Nitrite as N

Sample ID: LCS-2

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07010982-OO1AMS

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07010982-OO1AMSD

Nitrogen. Nitrate+Nitrite as N

Result Units RL %REC

Method Blank

ND mg/L

Laboratory Control Sample

2.45 mg/L

Sample Matrix Spike

2.09 mg/L

Sample Matrix Spike Duplicate

2.07 mg/L

0.03

0.10

0.10

0.10

Report Date: 02/21/07

Work Order: C07010982

Low Limit High Limit RPD RPDLimit Qual

Batch: A2007-01-30_1 NO3_01

Run: TECHNICON_070130A 01/30/07 13:33

Run: TECHNICON_070130A 01/30/07 13:36

90 110

Run: TECHNICON_070130A 01/30/07 14:28

90 110

Run: TECHNICON_070130A 01/30/07 14:31

90 110 1.0 10

97

101

100

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/21/07

Work Order: C07010982

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E624 Batch: R78990

Sample ID: 012607_LCS_2

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: 012607_MBLK_5
Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07010982-003EMS

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07010982-003EMSD

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Laboratory Control Sample

4.96 ug/L

5.08 ug/L

5.12 ug/L

4.16 ug/L

19.3 ug/L

Method Blank

ND ug/L

ND ug/L

ND ug/L

ND ug/L

ND ug/L

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

0.5

0.5

0.5

0.5

0.5

99

102

102

83

97

103

92

104

102

Run: GCMS3-C_070126B

70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

Run: GCMS3-C 070126B

01/26/07 15:04

01/26/07 17:12

Sample Matrix Spike

94.8 ug/L

102 ug/L

98.8 ug/L

100 ug/L

395 ug/L

5.0

5.0

5.0

5.0

5.0

1.0

1.0

1.0

1.0

5.0

5.0

5.0

5.0

5.0

1.0

1.0

1.0

1.0

100

96

102

98

95

102

99

100

99

103

99

102

99

97

98

101

94

98

96

103

98

95

80
80
80
80

Run: GCMS3-C_070126B

70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

Run: GCMS3-C_0701268

01/26/07 22:21

120
120

120

120

Sample Matrix Spike Duplicate

96.8 ug/L

98.0 ug/L

101 ug/L

94.4 ug/L

390 ug/L

70

70

70

70

70

80

80

80

80

130

130

130

130

130

120

120

120

120

2.1
3.6

2.0

5.8

1.3

0.0

0.0

0.0

0.0

01/26/07 22:59

20

20

20

20

20

10

10

10

10

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/21/07

Work Order: C07010982

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E900.1 Batch: GA-0034

Sample ID: LCS-GA-0034 Laboratory Control Sample Run: G5000W_070131A 02/02/07 14:23
Gross Alpha minus Rn & U 21.0 pCi/L 1.0 99 70 130

Sample ID: MB-GA-0034 Method Blank Run: G5000W_070131A 02/02/07 14:23
Gross Alpha minus Rn & U ND pCi/L 1

Sample ID: C07011014-OOIIMS Sample Matrix Spike Run: G5000W_070131A 02/02/07 14:23

Gross Alpha minus Rn & U 20.2 pCi/L 1.0 95 70 130

Sample ID: C07011014-001IMSD Sample Matrix Spike Duplicate Run: G5000W_070131A 02/02/07 14:23

Gross Alpha minus Rn & U 20.7 pCi/L 1.0 98 70 130 2.5 27.9

Method: E903.0 Batch: RA226-1883

Sample ID: C07011014-001IMS Sample Matrix Spike Run: BERTHOLD 770_070130B 02/12/07 12:38
Radium 226 19 pCi/L 0.20 90 70 130

Sample ID: C070110'14-001iMSD Sample Matrix Spike Dupiicate Run: BERTHOLD 770_0701306 02/12/07 13:54
Radium 226 17 pCi/L 0.20 80 70 130 12 28.5

Sample ID: MB-RA226-1883 Method Blank Run: BERTHOLD 770_070130B 02/12/07 13:54

Radium 226 ND pCi/L 0.2

Sample ID: LCS-RA226-1883 Laboratory Control Sample Run: BERTHOLD 770_070130B 02/12/07 13:54

Radium 226 13 pCi/L 0.20 99 70 130

Method: E907.0

Sample ID: LCS-R79176

Thorium 230

Sample ID: C07010803-001AMS

Thorium 230

Sample ID: C07010803-001AMSD

Thorium 230

Sample ID: MB-R79176

Thorium 230

Laboratory Control Sample

4.90 pCi/L

Sample Matrix Spike

54.3 pCi/L

Sample Matrix Spike Duplicate

46.7 pCi/L

Method Blank

ND pCi/L

0.20

0.20

0.20

0.2

100

111

95

Run: EGG-ORTEC

70

Run: EGG-ORTEC

70

Run: EGG-ORTEC

70

Run: EGG-ORTEC

Batch: R79176

070126B 01/26/07 15:00

130

070126B 01/26/07 15:00

130

070126B 01/26/07 15:00

130 15 30

070126B 01/26/07 15:00

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/21/07

Work Order: C07010982

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: NERHL-65-4 Batch: R79277

Sample ID: C07011026-001AMS Sample Matrix Spike Run: PACKARD 3100TR_070130A 01/30/07 12:00

Lead 210 480 pCi/L 1.0 116 70 130

Sample ID: C07011026-001AMSD Sample Matrix Spike Duplicate Run: PACKARD 3100TR_070130A 01/30/07 12:00

Lead 210 480 pCi/L 1.0 116 70 130 0.7 30

Sample ID: MB-R79277 Method Blank Run: PACKARD 3100TR_070130A 01/30/07 12:00

Lead 210 ND pCi/L 1

Sample ID: LCS-R79277 Laboratory Control Sample Run: PACKARD 3100TR_070130A 01/30/07 12:00

Lead 210 93 pCi/L 1.0 113 70 130

Method: RA-05

Sample ID: LCS-228-RA226-188

Radium 228

Sample ID: MB-RA226-1883
Radium 228

Sample ID: C07011014-001IMS

Radium 228

Sample ID: C07011014-001IMSE

Radium 228

3 Laboratory Control Sample

7.1 pCi/L

Method Blank

ND pCi/L

Sample Matrix Spike

13 pCi/L

Sample Matrix Spike Duplicate

11 pCi/L

1.0

1.0

1.0

89

94

83

Batch: RA228-1512

Run: TENNELEC-3_070130C 02/06/07 15:43

70 130

Run: TENNELEC-3_070130C 02/06/07 15:43

Run: TENNELEC-3_070130C 02/06/07 15:43

70 130

Run: TENNELEC-3_070130C 02/06/07 15:43

70 130 12 35.2

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 02/21/07

Work Order: C07010982

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A2320 B Batch: 070126_1_ALK-W

Sample ID: MBLK1_070126_1 Method Blank Run: TTR-ALK_070126A 01/26/07 08:37

Alkalinity, Total as CaCO3 ND mg/L 0.2

Bicarbonate as HCO3 ND mg/L 1

Sample ID: LCSl1_070126_1 Laboratory Control Sample Run: TTR-ALK_070126A 01/26/07 08:44

Alkalinity, Total as CaCO3 5080 mg/L 1.0 101 90 110

Sample ID: C07010982-002BMS Sample Matrix Spike Run: TTR-ALK_070126A 01/26/07 09:17

Alkalinity, Total as CaCO3 186 mg/L 1.0 102 90 110

Sample ID: C07010982-002BMSD Sample Matrix Spike Duplicate Run: TTR-ALK_070126A 01/26/07 09:18

Alkalinity, Total as CaCO3 186 mg/L 1.0 102 90 110 0.0 10

Method: A2540 C Batch: 070125A-SLDS-TDS-W

Sample ID: MBLK_070125A Method Blank Run: SLDS-BALANCE_070125B 01/25/07 17:02

Solids, Total Dissolved TDS @ 180 C ND mg/L 6

Sample ID: LCSI_070125A Laboratory Control Sample Run: SLDS-BALANCE_070125B 01/25/07 17:02

Solids, Total Dissolved TDS @ 180 C 994 mg/L 10 99 90 110

Sample ID: C07010936-OOIAMS Sample Matrix Spike Run: SLDS-BALANCE_070125B 01/25/07 17:06

Solids, Total Dissolved TDS @ 180 C 2220 mg/L 10 98 90 110

Sample ID: C07010936-001AMSD Sample Matrix Spike Duplicate Run: SLDS-BALANCE_070125B 01/25/07 17:06

Solids, Total Dissolved TDS @ 180 C 2220 mg/L 10 98 90 110 10

Method: A3114 B

Sample ID: MBLK

Arsenic-Ill

Sample ID: C07010984-OOlDMS

Arsenic-Ill

Sample ID: C07010984-0O1DMSD

Arsenic-Ill

Sample ID: 301-19-4

Arsenic

Method Blank

ND mg/L

Sample Matrix Spike

0.0487 mg/L

Sample Matrix Spike Duplicate

0.0483 mg/L

Laboratory Control Sample

0.0528 mg/L

0.0006

0.0010

0.0010

0.0010

97

97

106

Batch: AS3114-070214

Run: CVAA-C202_070214A 02/14/07 13:31

Run: CVAA-C202_070214A 02/14/07 13:56

85 115

Run: CVAA-C202_070214A 02/14/07 13:58

85 115 1.0 10

Run: CVAA-C202_070214A 02/14/07 14:00

90 110

CQualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.

Track#CO7O1OGB2 Page 1



ENERGY LABORATORIES, INC. -2393 Salt Creek H1ighway (82601) 'PC. Box 3258 • Casper, WY82602
- Toll Free 888.235.0515 • 307235.0515 - Fax 307234. 1639 - caspercrPenergylab. corn • www energylab. com

F-LA-adhATORIES

ANALYTICAL SUMMARY REPORT

February 20, 2007

United Nuclear Corp

PO Box 3077

Gallup, NM 87305

Workorder No.: C07010488

Project Name: Zone 3

Energy Laboratories, Inc. received the following 1 sample from United Nuclear Corp on 1/12/2007 for analysis.

Sample ID Client Sample ID Collect Date Receive Date Matrix Test

C07010488-001 613 01/09/07 11:45 01/12/07 Aqueous Metals by ICP/ICPMS, Total
Alkalinity
QA Calculations
Arsenic-Ill, Total
Selenium-IV, Total
Nitrogen, Ammonia
Nitrogen, Nitrate + Nitrite
pH
Gross Alpha minus Rn222 and Uranium
Lead 210, Total
Radium 226, Total
Radium 228, Total
Thorium, Isotopic
Solids, Total Dissolved
E624 Purgeable Organics

There were no problems with the analyses and all data for associated QC met EPA or laboratory specifications
except where noted in the Case Narrative or Report.

If you have any questions regarding these tests results, please call.

Report Approved By:
LORAXK SC--C 7

Track#C0701O0488 Page



ENERGYLABORATORIES, INC. '2393 Sail Creek Highway (82601) P0. Box 3258- Casper, WY82602
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QA/QC Summary Report

Client: United Nuclear Corporation

Project: Zone 3

Report Date: 02/20/07

Work Order: C07010488

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A2320 B Batch: 070115_1_ALK-W

Sample ID: MBLK1_070115_1 Method Blank Run: TTR-ALK_070115A 01/15/07 08:34
Alkalinity, Total as CaCO3 ND mg/L 0.2

Bicarbonate as HCO3 ND mg/L 1

Sample ID: LCS1_070115_1 Laboratory Control Sample Run: TTR-ALK_070115A 01/15/07 08:42
Alkalinity, Total as CaCO3 5100 mg/L 1.0 102 90 110

Sample ID: C07010481-001BMS Sample Matrix Spike Run: TTR-ALK_070115A 01/15/07 09:27
Alkalinity, Total as CaCO3 1970 mg/L 1.0 96 90 110

Sample ID: C07010481-001BMSD Sample Matrix Spike Duplicate Run: TTR-ALK_070115A 01/15/07 09:31
Alkalinity, Total as CaCO3 1980 mg/L 1.0 104 90 110 0.5 10

Method: A2540 C Batch: 070115A-SLDS-TDS-W

Sample ID: MBLK1_070115A Method Blank Run: SLDS-BALANCE_070115A 01/15/07 15:29
Solids, Total Dissolved TDS @ 180 C ND mg/L 6

Sample ID: LCS1_070115A Laboratory Control Sample Run: SLDS-BALANCE_070115A 01/15/07 15:29
Solids, Total Dissolved TDS @ 180 C 988 mg/L 10 99 90 110

Sample ID: C07010481-014CMS Sample Matrix Spike Run: SLDS-BALANCE_070115A 01/15/07 16:34
Solids, Total Dissolved TDS @ 180 C 8510 mg/L 10 97 90 110

Sample ID: C07010481-014CMSD Sample Matrix Spike Duplicate Run: SLDS-BALANCE_070115A 01/15/07 16:35
Solids, Total Dissolved TDS @ 180 C 8510 mg/L 10 97 90 110 0.0 10

Method: A3114 B

Sample ID: MBLK

Arsenic-Ill

Sample ID: 301-15-3

Arsenic-Ill

Sample ID: C07010481-012DMSD

Arsenic-Ill

Sample ID: C07010481-012DMS

Arsenic-Ill

Method Blank
ND mg/L

Laboratory Control Sample

0.0537 mg/L

Sample Matrix Spike Duplicate

0.0440 mg/L

Sample Matrix Spike

0.0436 mg/L

0.0006

0.0010

0.0010

0.0010

107

88

87

Batch: ASIII-3114-070116

Run: CVAA-C202_070116B 01/16/07 13:00

Run: CVAA-C202_070116B 01/16/07 13:32

90 110

Run: CVAA-C202_070116B 01/16/07 14:12

85 115 0.7 10

Run: CVAA-C202_070116B 01/16/07 14:15

85 115

Qualifiers:

RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corporation

Project: Zone 3

Report Date: .02/20/07

Work Order: C07010488

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A3114 B Batch: SEIV3114-070116

Sample ID: MBLK Method Blank Run: CVAA-C202_070116A 01/16/07 09:02
Selenium-IV ND mg/L 0.0002

Sample ID: 301-15-3 Laboratory Control Sample Run: CVAA-C202_070116A 01/16/07 09:28

Selenium-IV 0.0518 mg/L 0.0010 104 90 110

Sample ID: C07010481-011DMS Sample Matrix Spike Run: CVAA-C202_070116A 01/16/07 09:59

Selenium-IV 0.0449 mg/L 0.0010 90 85 115

Sample ID: C07010481-O11DMSD Sample Matrix Spike Duplicate Run: CVAA-C202_070116A 01/16/07 10:01

Selenium-IV 0.0450 mg/L 0.0010 90 85 115 0.3 10

Method: A4500-H B Analytical Run: ORION555A_070115B

Sample ID: ICV1_070115_3 Initial Calibration Verification Standard 01/15/07 13:35
pH 6.93 s.u. 0.010 101 98 102

Method: A4500-H B Batch: 070115_3_PH-W

Sample ID: C07010520-005BDUP Sample Duplicate Run: ORION555A_070115B 01/15/07 14:00
pH 5.89 s.u. 0.010 0.2 10

Method: A4500-NH3 G

Sample ID: MBLK-1

Nitrogen, Ammonia as N

Sample ID: LCS-2

Nitrogen, Ammonia as N

Sample ID: C07010481-016AMS

Nitrogen, Ammonia as N

Sample ID: C07010481-016AMSD

Nitrogen, Ammonia as N

Method Blank

ND mg/L

Laboratory Control Sample

19.4 mg/L

Sample Matrix Spike

2.14 mg/L

3ample Matrix Spike Duplicate

2.13 mg/L

0.02

0.20

0.050

0.050

97

106

105

Batch: A2007-01-15_1_NH3_01

Run: TECHNICON_070115A 01/15/07 11:25

Run: TECHNICON_070115A 01/15/07 11:27

80 120

Run: TECHNICON_070115A 01/15/07 12:41

80 120

Run: TECHNICON_070115A 01/15/07 12:43

80 120 0.5 20

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corporation

Project: Zone 3

Report Date: 02/20/07

Work Order: C07010488

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7

Sample ID:

Calcium

Magnesium

Potassium

Sodium

LFB-ICP25204 Laboratory Fortified Blank

50.3 mg/L

50.8 mg/L

47.9 mg/L

49.1 mg/L

Sample ID: LRB

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Method Blank

ND

ND

ND

0.05

ND

ND

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

Sample ID:

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Magnesium

Potassium

Sodium

C07010488-OOIDMS

C07010488-01IDMSD

Sample Matrix Spike

869 mg/L

609 mg/L

1110 mg/L

1360 mg/L

741 mg/L

8810 mg/L

Sample Matrix Spike Duplicate

871 mg/L

611 mg/L

1120 mg/L

1370 mg/L

738 mg/L

8650 mg/L

Laboratory Fortified Blank

51.6 mg/L

51.6 mg/L

47.9 mg/L

47.8 mg/L

Method Blank

ND mg/L

ND mg/L

ND mg/L

0.07 mg/L

0.4 mg/L

ND mg/L

0.50

0.50

0.50

0.50

0.06

0.8

0.05

0.05

0.06

0.8

0.57

1.0

0.53

0.52

0.62
. 8.0

0.57

1.0

0.53

0.52

0.62

8.0

0.50

0.50

0.50

0.50

0.06

0.8

0.05

0.05

0.06

0.8

101

102

96

97

92

91

83

97

95

92

91

83

98

94

Run: ICP1-C_070123A

85 125

85 125

85 125

85 125

Run: ICP1-C_070123A

Run: ICP1-C_070123A

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C_070123A

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C_070123A

85 125

85 125

85 125

85 125

Run: ICP1-C_070123A

Batch: R78806

01/23/07 12:48

01/23/07 12:58

01/23/07 13:21

A

01/23/07 13:25

20

20

20

20

20

20 A

01/23/07 16:24

01/23/07 16:34

0.2

0.3

0.3

0.4

0.4

1.8

LFB-ICP25204

103

103

96

96

Sample ID: LRB

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Qualifiers:

RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
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QA/QC Summary Report

Client: United Nuclear Corporation

Project: Zone 3

Report Date: 02/20/07

Work Order: C07010488

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R78560

Sample ID: LRB

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: LFB

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Method Blank

ND mg/L

ND mg/L

ND mg/L

ND mg/L

ND mg/L

ND mg/L

ND mg/L

ND mg/L

ND mg/L

Laboratory Fortified Blank

0.0519 mg/L

0.0516 mg/L

0.0499 mg/L

0.0517 mg/L

0.0499 mg/L

0.0518 mg/L
0.0526 mg/L

0.0508 mg/L

0.0502 mg/L

Post Digestion Spike

0.0502 mg/L

0.0509 mg/L

0.0476 mg/L

0.0507 mg/L

0.0493 mg/L

0.0502 mg/L

0.0510 mg/L

0.0493 mg/L

0.0482 mg/L

Run: ICPMS2-C_070116B 01/16/07 12:20

3E-05
0.0002

3E-05

2E-05

3E-05

7E-05

8E-05

4E-05

9E-05

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.00030

0.0010

0.010

0.010

0.010

0.050

0.010

0.10

0.050

0.00030

0.10

Sample ID: C07010492-004DMS4

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

104

103

100

103

100

104

105

102

100

100

101

95

101

97

100

102

99

96

101

102

96

101

97

101

100

99

96

Run: ICPMS2-C_070116B

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

Run: ICPMS2-C_070116B

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130
70 130

Run: ICPMS2-C_070116B

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

01/16/07 12:26

01/16/07 16:36

Sample ID: C07010492-004DMSD4 Post Digestion Spike Duplicate

Beryllium 0.0506 mg/L

Cadmium 0.0512 mg/L

Cobalt 0.0478 mg/L

Lead 0.0508 mg/L

Manganese 0.0496 mg/L

Molybdenum 0.0504 mg/L

Nickel 0.0504 mg/L

Uranium 0.0493 mg/L

Vanadium 0.0,181 mg/L

Qualifiers:

RL - Arialyte reporting limit.

0.010

0.010

0.010

0.050

0.010

0.10

0.050

0.00030

0.10

0.8
0.5

0.3

0.2

0.4

0.0

1.1

0.2

0.0

01/16/07 16:43
20

20

20

20

20

20

20

20

20

ND - Not detected at the reporting limit.
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ENERGrYLABORA TORIES, INC. •2393 Sail Creek Highway (82601) P0. Box 3258' Casper WY82602
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QA/QC Summary Report

Client: United Nuclear Corporation

Project: Zone 3

Report Date: 02/20/07

Work Order: C07010488

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R78610

Sample ID: LRB Method Blank Run: ICPMS2-C_070117A 01/17/07 12:23

Aluminum ND mg/L 0.0002

Sample ID: LFB Laboratory Fortified Blank Run: ICPMS2-C_070117A 01/17/07 12:30

Aluminum 0.0525 mg/L 0.0010 105 85 115

Sample ID: C07010598-002BMS4 Post Digestion Spike Run: ICPMS2-C_070117A 01/17/07 15:32

Aluminum 0.36 mg/L 0.10 70 130 A

Sample ID: C07010598-002BMSD4 Post Digestion Spike Duplicate Run: ICPMS2-C_070117A 01/17/07 15:38

Aluminum 0.35 mg/L 0.10 70 130 1.4 20 A

Method: E353.2

Sample ID: MBLK-1
Nitrogen, Nitrate+Nitrite as N

Sample ID: LCS-2 L

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07010389-001BMS

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07010389-OOIBMSD

Nitrogen, Nitrate+Nitrite as N

Miethod Blank

ND mg/L

aboratory Control Sample

2.69 mg/L

Sample Matrix Spike

1.87 mg/L

Sample Matrix Spike Duplicate

1.80 mg/L

0.03

0.10

0.10

0.10

108

94

90

Batch: A2007-01-16_1_NO3_01

Run: TECHNICON_070116A 01/16/07 13:29

Run: TECHNICON_070116A 01/16/07 13:30

90 110

Run: TECHNICON_070116A 01/16/07 15:04

90 110

Run: TECHNICON_070116A 01/16/07 15:06

90 110 3.8 10

Qualifiers:
RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.

Tr ack!.-C07010488 Page
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:e~ .

QA/QC Summary Report

Client: United Nuclear Corporation

Project: Zone 3

Report Date: 02/20/07

Work Order: C07010488

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E624 Batch: R78547

Sample ID: 011607_LCS_3
Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: 011607_MBLK_6

Bromodichloromethane

Bromoform

Chlorodibromom ethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07010488-OOIEMS

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07010488-OO1EMSD

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Laboratory Control Sample

4.92 ug/L

5.16 ug/L

4.88 ug/L

4.60 ug/L

19.6 ug/L

Method Blank

ND ug/L

ND ug/L

ND ug/L

ND ug/L

ND ug/L

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

0.5

0.5

0.5

0.5

0.5

98
103

98

92

98

96

100

98

98

Run: GCMS3-C
70

70

70

70
70

80

80

80
80

070116C
130

130

130

130

130

120

120

120

120

01/16/07 11:15

Run: GCMS3-C_070116C 01/16/07 13:10

95
96

95

98

80
80

80

80

120
120

120

120

Sample Matrix Spike

101 ug/L

108 ug/L

99.2 ug/L

210 ug/L

518 ug/L

5.0

5.0

5.0

5.0

5.0

1.0

1.0

1.0

1.0

5.0

5.0

5.0

5.0

5.0

1.0

1.0

1.0

101

108

99

95

101

96

96

93

99

94

108

97

90

98

100

98

100

Run: GCMS3-C_070116C

70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

Run: GCMS3-C_070116C

01/16/07 21:27

Sample Matrix Spike Duplicate

94.4
108

96.8

206

505

ug/L
ug/L

ug/L

ug/L

ug/L

70
70

70

70

70

80

80

80

130
130

130

130

130

120

120

120

7.0
0.7

2.4

2.1

2.5

0.0

0.0

0.0

01/16/07 22:05

20

20

20

20

20

10

10

10

1.0 98 80 120 0.0 10

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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ENERGY LABORATORIES, INC. •2393 Sal/ Creek Highway (82601) P0. Box 3258 - Casper, WY82602
Toll Free 888.235.0515 - 307235.0515 -Fax 307234. 1639 • casperzenergylab.com - www.energylab.com

QA/QC Summary Report

Client: United Nuclear Corporation

Project: Zone 3

Report D

Work Or

ate: 02/20/07

der: C07010488

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E900.1 Batch: GA-0031

Sample ID: LCS-GA-0031 Laboratory Control Sample Run: TENNELEC-2_070116A 01/24/07 11:37

Gross Alpha minus Rn & U 19.0 pCi/L 1.0 90 70 130

Sample ID: MB-GA-0031 Method Blank Run: TENNELEC-2_070116A 01/24/07 12:37

Gross Alpha minus Rn & U ND pCi/L 1

Sample ID: C07010108-0011DUP Sample Duplicate Run: TENNELEC-2_070116A 01/24/07 15:38

Gross Alpha minus Rn & U ND pCi/L 1.0 0.0 124.3

Sample ID: C07010108-0021MS Sample Matrix Spike Run: TENNELEC-2_070116A 01/24/07 17:39

Gross Alpha minus Rn & U 19.7 pCi/L 1.0 93 70 130

Method: E903.0 Batch: RA226-1863

Sample ID: C07010490-001AMS Sample Matrix Spike Run: G5000W_070116A 01/29/07 12:07

Radium 226 21 pCi/L 1.0 98 70 130

Sample ID: C07010490-001AMSD Sample Matrix Spike Duplicate Run: G5000W_070116A 01/29/07 12:07

Radium 226 20 pCi/L 1.0 96 70 130 2.4 25.9

Sample ID: MB-RA226-1863 Method Blank Run: G5000W_070116A 01/29/07 14:08

Radium 226 ND pCi/L 0.2

Sample ID: LCS-RA226-1863 Laboratory Control Sample Run: G5000W_070116A 01/29/07 14:08

Radium 226 13 pCi/L 0.20 102 70 130

Method: E907.0

Sample ID: LCS-R79091

Thorium 230

Sample ID: C07010463-OO1AMS

Thorium 230

Sample ID: C07010463-001AMSD

Thorium 230

Sample ID: MB-R79091

Thorium 230

Laboratory Control Sample

3.80 pCi/L

Sample Matrix Spike

47.0 pCi/L

Sample Matrix Spike Duplicate

46.2 pCi/L

Method Blank

ND pCi/L

0.20

0.20

0.20

0.2

78

96

94

Run: EGG-ORTEC_070124B

70 130

Run: EGG-ORTEC_070124B

70 130

Run: EGG-ORTEC_070124B

70 130

Run: EGG-ORTEC_070124B

Batch: R79091

01/24/07 15:00

01/24/07 15:00

01/24/07 15:00

1.7 30

01/24/07 15:00

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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ENERGYLABORA TORIES, INC. -2393 Salt Creek HIghway (82601)• P0. Box 3258' Casper WY82602
To// Free 888.235.0515 ' 307 235.0515 • Fax 307 234. 1639 • casperPenergylab. com www energy/ab. com

..A-' .IEU

QA/QC Summary Report

Client: United Nuclear Corpor•

Project: Zone 3

ation Report E

Work Or

late: 02/20/07

-der: C07010488

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: NERHL-6S-4 Batch: R78704

Sample ID: C07010492-OO1DDUP Sample Duplicate Run: PACKARD 3100TR_070115A 01/15/07 12:00

Lead 210 ND pCi/L 1.0 0.0 30

Sample ID: C07010492-002DMS Sample Matrix Spike Run: PACKARD 3100TR_070115A 01/15/07 12:00

Lead 210 450 pCi/L 1.0 108 70 130

Sample ID: MB-R78704 Method Blank Run: PACKARD 3100TR_070115A 01/15/07 12:00

Lead 210 ND pCi/L 1

Sample ID: LCS-R78704 Laboratory Control Sample Run: PACKARD 3100TR_070115A 01/15/07 12:00

Lead 210 86 pCi/L 1.0 104 70 130

Method: RA-05

Sample ID: LCS-228-RA226-1863

Radium 228

Sample ID: MB-RA226-1863

Radium 228

Sample ID: C07010491-001AMS

Radium 228

Sample ID: C07010491-001AMSD

Radium 228

Laboratory Control Sample

7.2 pCi/L

Method Blank

ND pCi/L

Sample Matrix Spike

15 pCi/L

Sample Matrix Spike Duplicate

13 pCi/L

1.0

1.0

1.0

Run: TENNELEC-3_070116B

89 70 130

Run: TENNELEC-3_070116B

Run: TENNELEC-3_070116B

109 70 130

Run: TENNELEC-3_070116B

100 70 130

Batch: RA228-1494

01/23/07 11:20

01/23/07 11:20

01/23/07 11:20

01/23/07 11:20

8.9 32.7

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.

TraCk#~CO7010488 P~age 12ý



ENERGY LABORATORIES, INC. •2393 Sail Creek Highway (82601) P.O. Box 3258. Caspe, WY82602
lTo/ Free 888.235.0515 • 307235.0515 ' Fax 3072341 639 • casper@energy/ab.com , www energy/ab.com

ANALYTICAL SUMMARY REPORT

March 01, 2007

United Nuclear Corp

PO Box 3077

Gallup, NM 87305

Workorder No.: C07010804

Project Name: Zone 3

Energy Laboratories, Inc. received the following 9 samples from United Nuclear Corp on 1/22/2007 for analysis.

Sample ID Client Sample ID

C07010804-001 504-B

Collect Date Receive Date Matrix

01/15/07 10:32 01/22/07 Aqueous

Test

Metals by ICP/ICPMS, Total
Alkalinity
QA Calculations
Arsenic-Ill, Total
Selenium-IV, Total
Nitrogen, Ammonia
Nitrogen, Nitrate + Nitrite
pH
Gross Alpha minus Rn222 and Uranium
Lead 210, Total
Radium 226, Total
Radium 228, Total
Thorium, Isotopic
Solids, Total Dissolved
*E624 Purgeable Organics

Same As AboveC07010804-002 719

C07010804-003 717

C07010804-004 420

C07010804-005 NBL-1

C07010804-006 EPA-13

C07010804-007 711

C07010804-008 711 Duplicate

C07010804-009 708

01/15/07 11:08 01/22/07

01/16/07 10:27 01/22/07

01/16/07 11:00 01/22/07

01/16/07 13:14 01/22/07

01/16/07 13:45 01/22/07

01/17/07 9:10 01/22/07

01/17/07 9:34 01/22/07

01/17/07 10:19 01/22/07

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

There were no problems with the analyses and all data for associated QC met EPA or laboratory specifications
except where noted in the Case Narrative or Report.

If you have any questions regarding these tests results, please call.

Report Approved By:

T r a c k.#ZO:(701 0804 P ag e
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 02/23/07

Work Order: C07010804

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A2320 B Batch: 070123_1_ALK-W

Sample ID: MBLK1_070123_1 Method Blank Run: TTR-ALK_070123A 01/23/07 08:37
Alkalinity, Total as CaCO3 ND mg/L 0.2

Bicarbonate as HCO3 ND mg/L 1

Sample ID: LCS11_070123_1 Laboratory Control Sample Run: TTR-ALK_070123A 01/23/07 08:46
Alkalinity, Total as CaCO3 5000 mg/L 1.0 100 90 110

Sample ID: C07010804-006CMS Sample Matrix Spike Run: TTR-ALK_070123A 01/23/07 09:29
Alkalinity, Total as CaCO3 186 mg/L 1.0 99 90 110

Sample ID: C07010804-006CMSD Sample Matrix Spike Duplicate Run: TTR-ALK_070123A 01/23/07 09:31
Alkalinity, Total as CaCO3 187 mg/L 1.0 100 90 110 0.5 10

Method: A2540 C Batch: 070123A-SLDS-TDS-W

Sample ID: MBLKI_070123A Method Blank Run: SLDS-BALANCE 070123B 01/23/07 08:57
Solids, Total Dissolved TDS @ 180 C ND mg/L 6

Sample ID: LCS1_070123A Laboratory Control Sample Run: SLDS-BALANCE_070123B 01/23/07 08:57

Solids, Total Dissolved TDS @ 180 C 994 mg/L 10 99 90 110

Sample ID: C07010804-001BMS Sample Matrix Spike Run: SLDS-BALANCE_070123B 01/23/07 08:59
Solids, Total Dissolved TDS @ 180 C 9030 mg/L 10 101 90 110

Sample ID: C07010804-OOIBMSD Sample Matrix Spike Duplicate Run: SLDS-BALANCEO070123B 01/23/07 08:59

Solids, Total Dissolved TDS @ 180 C 9030 mg/L 10 101 90 110 0.1 10

Method: A3114 B Batch: ASIII-3114-070209

Sample ID: MBLK

Arsenic-Ill

Sample ID: C07010803-001AMS

Arsenic-Ill

Sample ID: C07010803-OOIAMSD

Arsenic-Ill

Sample ID: 301-19-4

Arsenic-Ill

Method Blank
ND mg/L

Sample Matrix Spike

0.0577 mg/L

Sample Matrix Spike Duplicate
0.0534 mg/L

Laboratory Control Sample

0.0537 mg/L

0.0006

0.0010

0.0010

0.0010

114

106

107

Run: CVAA-C202070209A 02/09/07 13:29

Run: CVAA-C202070209A 02/09/07 14:06
85 115

Run: CVAA-C202_070209A 02/09/07 14:10

85 115 7.9 10

Run: CVAA-C202_070209A 02/09/07 14:45

90 110

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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0
Client: United Nuclear Corp

Project: Zone 3

Analyte

Method: A3114 B

Sample ID: C07010803-003AMS
Selenium-IV

Sample ID: C07010803-003AMSD
Selenium-IV

Sample ID: 301-19-4
Selenium

Sample ID: MBLK
Selenium

Method: A4500-H B

Sample ID: ICV1_070123_1
pH

Method: A4500-H B

Sample iD: C07010804-OOIBDUP
pH

Method: A4500-NH3 G

Sample ID: MBLK-1
Nitrogen, Ammonia as N

Sample ID: LCS-2
Nitrogen, Ammonia as N

Sample ID: C07010803-0O0DMS
Nitrogen, Ammonia as N

Sample ID: C07010803-OO1DMSD
Nitrogen, Ammonia as N

QA/QC Summary Report

Sam

Sam

Labo

Meth

Initia

Sam

Meth

Labo

Sam

Sam

Report Date: 02/23/07

Work Order: C07010804

Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Batch: SE3114-070210

ple Matrix Spike Run: CVAA-C202_070210A 02/10/07 15:51
0.0516 mg/L 0.0010 103 85 115

pie Matrix Spike Duplicate Run: CVAA-C202_070210A 02/10/07 15:53
0.0505 mg/L 0.0010 101 85 115 2.1 10

oratory Control Sample Run: CVAA-C202_070210A 02/10/07 15:56
0.0478 mg/L 0.0010 96 90 110

hod Blank Run: CVAA-C202_070210A 02/10/07 16:02
ND mg/L 0.0004

Analytical Run: ORION555A_070123A

I Calibration Verification Standard 01/23/07 08:15
6.88 s.u. 0.010 100 98 102

Batch: 070123_1_PH-W

pie Duplicate Run: ORION555A_070123A 01/23107 08:15
5.36 s.u. 0.010 0.4 10

Batch: A2007-01-25_1_NH3_02

od Blank Run: TECHNICON_070125A 01/25/07 13:54
ND mg/L 0.02

ratory Control Sample Run: TECHNICON_070125A 01/25/07 13:56
19.6 mg/L 0.20 98 80 120

pIe Matrix Spike Run: TECHNICON_070125A 01/25/07 14:08
1.93 mg/L 0.050 89 80 120

pie Matrix Spike Duplicate Run: TECHNICON_070125A 01/25/07 14:10
1.92 mg/L 0.050 89 80 120 0.5 20

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 02/23/07

Work Order: C07010804

[Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7

Sample ID:

Calcium

Magnesium

Potassium

Sodium

LFB-ICP25204 Laboratory Fortified Blank

50.3 mg/L

50.8 mg/L

47.9 mg/L

49.1 mg/L

Sample ID: LRB

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Method Blank

ND

ND

ND

0.05

ND

ND

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

Sample ID:
Calcium

Chloride

MagnesiJJm

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

C07010488-001DMS

C07010488-001DMSD

Sample Matrix Spike

869 mg/L

609 mg/L

1110 mg/L

1360 mg/L

741 mg/L

8810 mg/L

Sample Matrix Spike Duplicate

871 mg/L

611 mg/L

1120 mg/L

1370 mg/L

738 mg/L

8650 mg/L

0.50

0.50

0.50

0.50

0.06

0.8

0.05

0.05

0.06

0.8

0.57

1.0

0.53

0.52

0.62

8.0

0.57

1.0

0.53

0.52

0.62

8.0

101

102

96

97

92

91

83

97

95

92

91

83

98

94

Run: ICP1-C_070123A

85 125

85 125

85 125

85 125

Run: ICP1-C_070123A

Run: ICP1-C_070123A

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C_070123A

70 130

70 130

70 130

70 130

70 130

70 130

Batch: R78806

01/23/07 12:48

01/23/07 12:58

01/23/07 13:21

A

01/23/07 13:25

20

20

20

20

20

20 A

0.2
0.3

0.3

0.4

0.4

1.8

Qualifiers:
RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 02/23/07

Work Order: C07010804

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7

Sample ID:

Calcium

Magnesium

Potassium

Sodium

Sample ID:
Calcium

Magnesium

Potassium

Sodium

C07010804-003A MS

C07010804-003AMSD

Sample Matrix Spike

1120 mg/L

861 mg/L

1330 mg/L

634 mg/L

Sample Matrix Spike Duplicate

1110 mg/L

847 mg/L

1320 mg/L

626 mg/L

Sample ID: MB-13378

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Method Blank

ND

ND

ND

ND

0.1

0.9

0.57

0.53

0.52

0.62

0.57

0.53

0.52

0.62

0.06

0.8

0.05

0.05

0.06

0.8

0.50

0.50

0.50

0.50

96

92

94

92

92

89

93

90

Run: ICP1-C_070126A

70 130

70 130

70 130

70 130

Run: ICPI-C_070126A

70 130

70 130

70 130

70 130

Run: ICP1-C_070126A

Batch: R78986

01/26/07 13:12

01/26/07 13:16

20

20

20

20

01/26/07 14:22

1.4

1.6

1.0

1.3

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

Sample ID:
Calcium

Magnesium

Potassium

Sodium

LFB-ICP25204 Laboratory Fortified Blank

52.2 mg/L

52.6 mg/L

51.5 mg/L

50.8 mg/L

104

105

103

101

Run: ICP1-C_070126A

85 125

85 125

85 125

85 125

01/26/07 16:59

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 02/23/07

Work Order: C07010804

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R78805

Sample ID: LRB

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: LFS

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Method Blank

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

Run: ICPMS1-C_070123A 01/23/07 10:32
mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L
mg/L

mg/L

0.0002

3E-05

0.0002

3E-05

2E-05

3E-05

7E-05

8E-05

4E-05

9E-05

Laboratory Fortified Blank

0.0531 mg/L

0.0493 mg/L

0.0507 mg/L

0.0526 mg/L

0.0520 mg/L

0.0520 mg/L

0.0515 mg/L

0.0504 mg/L

0.0460 mg/L

0.0522 mg/L

Post Digestion Spike

0.048 mg/L

0.052 mg/L

0.051 mg/L

0.044 mg/L

0.052 mg/L

0.048 mg/L

0.053 mg/L

0.049 mg/L

0.078 mg/L

0.049 mg/L

Sample ID:
Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

C07010767-003CMS4

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.00030

0.0010

0.10

0.0010

0.0010

0.010

0.0010

0.010

0.10

0.050

0.00030

0.10

0.10

0.0010

0.0010

0.010

0.0010

106

99

101

105

104

104

103

101

92

104

97

104

102

88

104

93

104

95

107

95

94

98

100

89

103

Run: ICPMS1-C_070123A

85 115

85 115

85 115

85 115

85 115
85 115

85 115

85 115

85 115

85 115

Run: ICPMS1-C_070123A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICPMS1-C_070123A

70 130

70 130

70 130

70 130

70 130

01/23/07 10:40

01/23/07 18:18

01/23/07 18:25

20

20

20

20

20

Sample ID: C07010767-003CMSD4 Post Digestion

Aluminum 0.047

Beryllium 0.049

Cadmium 0.050

Cobalt 0.045

Lead 0.052

Qualifiers:

RL - Analyte reporting limit.

Spike Duplicate

mg/L

mg/L

mg/L

mg/L

mg/L

0.0

6.5

1.9

0.5

1.4

ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 02/23/07

Work Order: C07010804

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8

Sample ID: C07010767-003CMSD4

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07010804-004AMS4

Aluminum

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Vanadium

Sample ID: C07010804-004AMSD4

Aluminum

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Vanadium

Post Digestion Spike Duplicate

0.048 mg/L 0.010

0.054 mg/L 0.10

0.049 mg/L 0.050

0.089 mg/L 0.00030

0.049 mg/L 0.10

Post Digestion Spike

0.0540 mg/L 0.10

0.0444 mg/L 0.010

0.0484 mg/L 0.010

0.0515 mg/L 0.050

2.01 mg/L 0.010

0.215 mg/L 0.10

0.0609 mg/L 0.050

0.0477 mg/L 0.10

Post Digestion Spike Duplicate

0.0529 mg/L 0.10

0.0449 mg/L 0.010

0.0475 mg/L 0.010

0.0525 mg/L 0.050

1.99 mg/L 0.010

0.207 mg/L 0.10

0.0552 mg/L 0.050

0.0472 mg/L 0.10

93

105

95

129

96

89

88

85

103

122

96

93

86

89

83

105

107

85

92

Run: ICPMS1-C_070123A

70 130

70 130

70 130

70 130

70 130

Run: ICPMS1-C_070123A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICPMS1-C_070123A

0.3
0.0
0.0
13

0.0

Batch: R78805

01/23/07 18:25

20

20

20

20

20

01/23/07 20:18

A

01/23/07 20:25
70

70

70

70

70

70

70

70

130

130

130

130

130

130

130

130

0.0

1.2

1.9

1.8

0.8

3.4

9.7

0.0

20

20

20

20

20

20

20

20

A

Qualifiers:

RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 02/23/07

Work Order: C07010804

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R78840

Sample ID: LRB Method Blank Run: ICPMS1-C_070124A 01/24/07 10:43

Beryllium ND mg/L 3E-05

Manganese ND mg/L 3E-05

Uranium ND mg/L 4E-05

Sample ID: LFB Laboratory Fortified Blank Run: ICPMS1-C_070124A 01/24/07 10:50

Beryllium 0.0484 mg/L 0.0010 97 85 115

Manganese 0.0497 mg/L 0.0010 99 85 115

Uranium 0.0492 mg/L 0.00030 98 85 115

Sample ID: C07010804-004AMS4 Post Digestion Spike Run: ICPMS1-C_070124A 01/24/07 22:39

Beryllium 0.0456 mg/L 0.010 91 70 130

Manganese 2.22 mg/L 0.010 70 130 A

Uranium 0.214 mg/L 0.00030 128 70 130

Sample ID: C07010804-004AMSD4 Post Digestion Spike Duplicate Run: ICPMS1-C_070124A 01/24/07 22:46

Beryllium 0.0508 mg/L 0.010 101 70 130 11 20

Manganese 2.16 mg/L 0.010 70 130 2.5 20 A

Uranium 0.196 mg/L 0.00030 92 70 130 8.8 20

Sample ID: LRB Method Blank Run: ICPMS1-C_070124A 01/24/07 10:43

Beryllium ND mg/L 3E-05

Manganese ND mg/L 3E-05

Uranium ND mg/L 4E-05

Sample ID: LFB Laboratory Fortified Blank Run: ICPMS1-C_070124A 01/24/07 10:50

Beryllium 0.0484 mg/L 0.0010 97 85 115

Manganese 0.0497 mg/L 0.0010 99 85 115

Uranium 0.0492 mg/L 0.00030 98 85 115

Method: E353.2 Batch: A2007-01-24_1_NO3_01

Sample ID: MBLK-1

Nitrogen, Nitrate+Nitrite as N

Sample ID: LCS-2

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07010804-OO1DMS

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07010804-OO1DMSD

Nitrogen, Nitrate+Nitrite as N

Qualifiers:

RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

Method Blank

ND mg/L

Laboratory Control Sample

2.52 mg/L

Sample Matrix Spike

2.07 mg/L

Sample Matrix Spike Duplicate

2.05 mg/L

Run: TECHNICON_070124A

0.03

Run: TECHNICON_070124A
0.10 101 90 110

Run: TECHNICON_070124A

0.10 102 90 110

Run: TECHNICON_070124A

0.10 101 90 110

01/24/07 11:52

01/24/07 11:54

01/24/07 12:09

01/24/07 12:12

1.0 10

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
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LASORA tTORIS

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 02/23/07

Work Order: C07010804

FAnalyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E624 Batch: R78809

Sample ID: 23-Jan-07_LCS_3

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: 23-Jan-07_MBLK_6

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07010804-009EMS

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07010804-009EMSD

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromotluorobenzene

Qualifiers:

RL - Analyte reporting limit.

Laboratory Control Sample

4.36 ug/L

4.52 ug/L

4.68 ug/L

5.12 ug/L

18.7 ug/L

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

0.5

0.5

0.5

0.5

0.5

87

90

94

102

93

98

110

105

102

Run: GCMS2-CTARGET_070123A

70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

Run: GCMS2-CTARGET_070123A

01/23/07 14:38

01/23/07 16:33Method Blank

ND

ND

ND

ND

ND

ug/L

ug/L

ug/L

ug/L

ug/L

Sample Matrix Spike

192

211

213

213

829

ug/L

ug/L

ug/L

ug/L

ug/L

10

10

10

10

10

1.0

1.0

1.0

1.0

10

10

10

10

10

1.0

1.0

1.0

97

106

102

103

96

106

106

106

104

97

116

103

103

102

113

113

114

110

97

115

101

Run: GCMS2-CTARGET_070123A

80
80
80
80

120

120

120

120

01/24/07 03:39

70

70

70

70

70

80

80

80

80

130

130

130

130

130

120

120

120

120

Sample Matrix Spike Duplicate

203 ug/L

226 ug/L

226 ug/L

227 ug/L

882 ug/L

Run: GCMS2-CTARGET_070123A

70

70

70

70

70

80

80

80

130

130

130

130

130

120

120

120

5.7

6.6

5.8

6.5

6.2

0.0

0.0

0.0

01/24/07 04:17

20

20

20

20

20

10

10

10

ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 02/23/07

Work Order: C07010804

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E624 Batch: R78809

Sample ID: C07010804-009EMSD Sample Matrix Spike Duplicate Run: GCMS2-CTARGET_070123A 01/24/07 04:17

Surr: Toluene-d8 1.0 102 80 120 0.0 10

Method: E900.1 Batch: GA-0033

Sample ID: LCS-GA-0033 Laboratory Control Sample Run: BERTHOLD 770_070123A 01/29/07 13:18

Gross Alpha minus Rn & U 20.OpCi/L 1.0 94 70 130

Sample ID: MB-GA-0033 Method Blank Run: BERTHOLD 770_070123A 01/29/07 13:18

Gross Alpha minus Rn & U ND pCi/L 1

Sample ID: C07010804-008ADUP Sample Duplicate Run: BERTHOLD 770_070123A 01/29/07 16:43
Gross Alpha minus Rn & U 8.89pCi/L 1.0 4.0 32

Sample ID: C07010804-009AMS Sample Matrix Spike Run: BERTHOLD 770_070123A 01/29/07 16:43

Gross Alpha minus Rn & U 29.3pCi/L 1.0 82 70 130

Method: E903.0 Batch: RA226-1877

Sample ID: C07010881-001AMS Sample Matrix Spike Run: BERTHOLD 770_070126C 02/06/07 13:35

Radium 226 21 pCi/L 1.0 99 70 130

Sample ID: C07010881-001AMSD Sample Matrix Spike Duplicate Run: BERTHOLD 770_070126C 02/06/07 13:35

Radium 226 20 pCi/L 1.0 94 70 130 5.2 28.5

Sample ID: MB-RA226-1877 Method Blank Run: BERTHOLD 770_070126C 02/06/07 14:39

Radium 226 ND pCi/L 0.2

Sample ID: LCS-RA226-1877 Laboratory Control Sample Run: BERTHOLD 770_070126C 02/06/07 14:39

Radium 226 14 pCi/L 0.20 107 70 130

t

Method: E907.0

Sample ID: LCS-R79176

Thorium 230

Sample ID: C07010803-001AMS

Thorium 230

Sample ID: C07010803-OOIAMSD

Thorium 230

Sample ID: MB-R79176

Thorium 230

Laboratory Control Sample

4.9OpCi/L

Sample Matrix Spike

54.3pCi/L

Sample Matrix Spike Duplicate

46.7pCi/L

Method Blank

ND pCi/L

0.20

0.20

0.20

0.2

100

111

95

Run: EGG-ORTEC_070126B

70 130

Run: EGG-ORTEC_070126B

70 130

Run: EGG-ORTEC_070126B

70 130

Run: EGG-ORTEC_070126B

Batch: R79176

01/26/07 15:00

01/26/07 15:00

01/26/07 15:00

15 30

01/26/07 15:00

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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F LAS

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 02/23/07

Work Order: C07010804

F Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimlt Qual

Method: NERHL-65-4 Batch: R79113

Sample ID: C07010803-001AMS Sample Matrix Spike Run: PACKARD 3100TR_070124A 01/24/07 12:00
Lead 210 440 pCi/L 1.0 106 70 130

Sample ID: C07010803-001AMSD Sample Matrix Spike Duplicate Run: PACKARD 3100TR_070124A 01/24/07 12:00
Lead 210 430 pCi/L 1.0 104 70 130 1.9 30

Sample ID: MB-R79113 Method Blank Run: PACKARD 3100TR_070124A 01/24/07 12:00
Lead 210 ND pCi/L 1

Sample ID: LCS-R79113 Laboratory Control Sample Run: PACKARD 3100TR_070124A 01/24/07 12:00
Lead 210 87 pCi/L 1.0 105 70 130

Method: RA-05

Sample ID: LCS-228-RA226-1877

Radium 228

Sample ID: MB-RA226-1877

Radium 228

Sample ID: C07010881-002AMS

Radium 228

Sample ID: C07010881-002AMSD

Radium 228

Laboratory Control Sample

7.9 pCi/L

Method Blank

ND pCi/L

Sample Matrix Spike
14 pCi/L

Sample Matrix Spike Duplicate

13 pCi/L

1.0

1.0

1.0

98

105

101

Batch: RA228-1505

Run: TENNELEC-3_070126B 02/01/07 11:56

70 130

Run: TENNELEC-3_070126B 02/01/07 11;56

Run: TENNELEC-3_070126B 02/01/07 11:56

70 130

Run: TENNELEC-3_070126B 02/01/07 11:56

70 130 4.0 35

*q -ualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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ANALYTICAL SUMMARY REPORT

March 02, 2007

United Nuclear Corp

PO Box 3077

Gallup, NM 87305

Workorder No.: C07010984

Project Name: Zone 3

Energy Laboratories, Inc. received the following 2 samples from United Nuclear Corp on 1/25/2007 for analysis.

Sample ID Client Sample ID Collect Date Receive Date Matrix Test

C07010984-001 EPA-14 01/23/07 12:05 01/25/07 Aqueous Metals by ICP/ICPMS, Total
Alkalinity
QA Calculations
Arsenic-Ill, Total
Selenium-IV, Total
Nitrogen, Ammonia
Nitrogen, Nitrate + Nitrite
pH
Gross Alpha minus Rn222 and Uranium
Lead 210, Total
Radium 226, Total
Radium 228, Total
Thorium, Isotopic
Solids, Total Dissolved
E624 Purgeable Organics

C07010984-002 Field Blank 01/23/07 12:54 01/25/07 Aqueous Same As Above

There were no problems with the analyses and all data for associated QC met EPA or laboratory specifications

except where noted in the Case Narrative or Report.

If you have any questions regarding these tests results, please call.

Report Approved By:

T r ck. 0017'0 10984 P,9,
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 03/02/07

Work Order: C07010984

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A2320 B Batch: 070126 IALK-W

Sample ID: MBLK1_0701261 Method Blank Run: TTR-ALK_070126A 01/26/07 08:37
Alkalinity, Total as CaCO3 ND mg/L 0.2

Bicarbonate as HCO3 ND mg/L 1

Sample ID: LCS11_070126_1 Laboratory Control Sample Run: TTR-ALK_070126A 01/26/07 08:44
Alkalinity, Total as CaCO3 5080 mg/L 1.0 101 90 110

Sample ID: C07010982-002BMS Sample Matrix Spike Run: TTR-ALK_070126A 01/26/07 09:17
Alkalinity, Total as CaCO3 186 mg/L 1.0 102 90 110

Sample ID: C07010982-002BMSD Sample Matrix Spike Duplicate Run: TTR-ALK_070126A 01/26/07 09:18
Alkalinity, Total as CaCO3 186 mg/L 1.0 102 90 110 0.0 10

Method: A2540 C Batch: 070125A-SLDS-TDS-W

Sample ID: MBLK1_070125A Method Blank Run: SLDS-BALANCE_070125B 01/25/07 17:02
Solids, Total Dissolved TDS @ 180 C ND mg/L 6

Sample ID: LCSI_070125A Laboratory Control Sample Run: SLDS-BALANCE_070125B 01/25/07 17:02
Solids, Total Dissolved TDS @ 180 C 994 mg/L 10 99 90 110

Sample ID: C07010936-001AMS Sample Matrix Spike Run: SLDS-BALANCE_070125B 01/25/07 17:06
Solids, Total Dissolved TDS @ 180 C 2220 mg/L 10 98 90 110

Sample ID: C07010936-001AMSD Sample Matrix Spike Duplicate Run: SLDS-BALANCE_070125B 01/25/07 17:06
Solids, Total Dissolved TDS @ 180 C 2220 mg/L 10 98 90 110 10

Method: A3114 B Batch: AS3114-070214

Sample ID: MBLK

Arsenic-Ill

Sample ID: C07010984-OOlDMS

Arsenic-Ill

Sample ID: C07010984-OOlDMSD

Arsenic-Ill

Sample ID: 301-19-4

Arsenic

Method Blank

ND mg/L

Sample Matrix Spike

0.0487 mg/L

Sample Matrix Spike Duplicate

0.0483 mg/L

Laboratory Control Sample

0.0528 mg/L

0.0006

0.0010

0.0010

0.0010

97

97

106

Run: CVAA-C202_070214A 02/14/07 13:31

Run: CVAA-C202_070214A 02/14/07 13:56

85 115

Run: CVAA-C202_070214A 02/14/07 13:58

85 115 1.0 10

Run: CVAA-C202_070214A 02/14/07 14:00

90 110

Olu a I ifie-rs: . ..
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 03/02/07

Work Order: C07010984

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A3114 B Batch: SE3114-070210

Sample ID: C07010982-003DMS Sample Matrix Spike Run: CVAA-C202_070210A 02/10/07 16:32

Selenium-IV 0.0549 mg/L 0.0010 110 85 115

Sample ID: C07010982-003DMSD Sample Matrix Spike Duplicate Run: CVAA-C202_070210A 02/10/07 16:34

Selenium-IV 0.0543 mg/L 0.0010 109 85 115 1.2 10

Sample ID: 301-19-4 Laboratory Control Sample Run: CVAA-C202_070210A 02/10/07 16:36

Selenium 0.0475 mg/L 0.0010 95 90 110

Sample ID: MBLK Method Blank Run: CVAA-C202 070210A 02/10/07 16:40

Selenium ND mg/L 0.0004

Method: A4500-H B Analytical Run: ORION555A_070125B

Sample ID: ICVI_070125_1 Initial Calibration Verification Standard 01/25/07 17:35

pH 6.87 s.u. 0.010 100 98 102

Method: A4500-H B Batch: 070125_1_PH-W

Sample ID: C07010967-001ADUP Sample Duplicate Run: ORION555A_070125B 01/25/07 18:11

pH 8.01 S.u. 0.010 0.0 10

Method: A4500-NH3 G

Sample ID: MBLK-1

Nitrogen, Ammonia as N

Sample ID: LCS-2

Nitrogen, Ammonia as N

Sample ID: C07010982-001AMS

Nitrogen, Ammonia as N

Sample ID: C07010982-001AMSD

Nitrogen, Ammonia as N

Method Blank

ND mg/L

Laboratory Control Sample

20.2 mg/L

Sample Matrix Spike

3.10 mg/L

Sample Matrix Spike Duplicate

3.11 mg/L

0.02

0.20

0.050

0.050

101

117

118

Batch: A2007-01-29_1_NH3_02

Run: TECHNICON_070129B 01/29/07 11:35

Run: TECHNICON_070129B 01/29/07 11:37

80 120

Run: TECHNICON_070129B 01/29/07 11:48

80 120

Run: TECHNICON_070129B 01/29/07 11:50

80 120 0.3 20

RL-Aalyeiers:
RL - Analyte reporting limit. ND -Not detected at the reporting limit.

T raC k 0 70 1 09 84 P ae



£ - ENERGY LABORATORIES, INC. - 2393 Salt Creek Highway (82601) PO. Box 3258 C Gasper WY82602
- TollFree 888.235.0515 • 3072350515 • Fax 3072341639 • casper@energyab. com • Pwwwenergylab. com

:e' *R

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 03/02/07

Work Order: C07010984

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7 Batch: R79100

Sample ID:

Calcium

Magnesium

Potassium

Sodium

LFB-ICP25204

Sample ID: LRB

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Laboratory Fortified Blank

51.5 mg/L

52.0 mg/L

49.2 mg/L

50.4 mg/L

Method Blank

ND mg/L

ND mg/L

ND mg/L

ND mg/L

ND mg/L

ND mg/L

Sample Matrix Spike

63.6 mg/L

54.6 mg/L

54.6 mg/L

144 mg/L

154 mg/L

189 mg/L

Sample ID:

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

C07011039-O02EMS

0.50

0.50

0.50

0.50

0.06

0.8

0.05

0.05

0.06

0.8

0.50

1.0

0.50

0.50

0.50

1.0

0.50

1.0

0.50

0.50

0.50

1.0

103

104

98

100

107

94

107

101

81

79

108

93

108

281

85

78

Run: ICP1-C_070130A

85 125

85 125

85 125

85 125

Run: ICP1-C 070130A

Run: ICP1-C 070130A

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C 070130A

70 130

70 130

70 130

70 130

70 130

70 130

01/30/07 14:41

01/30/07 14:51

01/30/07 18:44

C07011039-002EMSD Sample Matrix Spike Duplicate

63.9 mg/L
54.3 mg/L

55.1 mg/L

143 mg/L

156 mg/L

189 mg/L

0.5

0.6

0.9

0.6

1.4

0.4

01/30/07 18:47

20

20

20

20 S

20

20

Qualifiers:
RL - Analyte reporting limit.
S - Spike recovery outside of advisory limits.

ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 03/02/07

Work Order: C07010984

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R78966

Sample ID: LRB
Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Method Blank

ND

ND

ND

ND

ND

ND

0.0002

ND

ND

ND

Run: ICPMS1-C_070126A 01/26/07 11:25
mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

Sample ID: LFB

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07010982-OOIDMS4

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Laboratory Fortified Blank

0.0518 mg/L

0.0497 mg/L

0.0528 mg/L

0.0520 mg/L

0.0527 mg/L

0.0528 mg/L

0.0545 mg/L

0.0502 mg/L

0.0510 mg/L

0.0522 mg/L

Post Digestion Spike

0.482 mg/L

0.485 mg/L

0.503 mg/L

0.509 mg/L

0.513 mg/L

3.87 mg/L

0.518 mg/L

0.485 mg/L

0.527 mg/L

0.515 mg/L

0.0002

8E-05

0.0002

3E-05

6E-05

4E-05

5E-05

6E-05

6E-05

6E-05

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.00030

0.0010

0.10

0.010

0.010

0.010

0.050

0.010

0.10

0.050

0.00035

0.10

103

99

106

104

105

106

109

100

102

104

96

97

101

102

102

104

95

105

103

100

104

101

106

104

Run: ICPMS1-C_070126A

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

Run: ICPMS1-C_070126A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICPMS1-C_070126A

70 130

70 130

70 130

70 130

70 130

01/26/07 11:32

01/26/07 20:23

A

Sample ID: C07010982-OOIDMSD4 Post Digestion Spike Duplicate

Aluminum 0.504 mg/L

Beryllium 0.519 mg/L

Cadmium 0.507 mg/L

Cobalt 0.530 mg/L

Lead 0.521 mg/L

Qualifiers:

RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

0.10

0.010

0.010

0.010

0.050

4.5

6.8

0.8

4.1

1.5

01126/07 20:30

20

20

20

20

20

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 03/02/07

Work Order: C07010984

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R78966

Sample ID: C07010982-001DMSD4 Post Digestion Spike Duplicate Run: ICPMS1-C_070126A 01/26/07 20:30

Manganese 4.04 mg/L 0.010 70 130 4.3 20 A

Molybdenum 0.521 mg/L 0.10 104 70 130 0.4 20

Nickel 0.514 mg/L 0.050 101 70 130 5.7 20

Uranium 0.539 mg/L 0.00035 107 70 130 2.2 20

Vanadium 0.528 mg/L 0.10 106 70 130 2.6 20

Method: E353.2

Sample ID: MBLK-1

Nitrogen, Nitrate+Nitrite as N

Sample ID: LCS-2

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07010982-001AMS

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07010982-001AMSD
Nitrogen, Nitrate+Nitrite as N

Batch: A2007-01-30_1_NO3_01

Method Blank

ND mg/L

Laboratory Control Sample

2.45 mg/L

Sample Matrix Spike

2.09 mg/L

Sample Matrix Spike Duplicate

2.07 mg/L

Run: TECH-NICON_070130A

0.03

01/30/07 13:33

01/30/07 13:36Run: TECHNICON_070130A

0.10 97 90 110

Run: TECHNICON_070130A

0.10 101 90 110

Run: TECHNICON_070130A

0.10 100 90 110

01/30/07 14:28

01/30/07 14:31

1.0 10

SQualifiersl
RL -Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 03/02/07

Work Order: C07010984

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E624 Batch: R78990

Sample ID: 012607_LCS_2

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: 012607_MBLK_5

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07010982-003EMS

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07010982-003EMSD

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Qualifiers:

RL - Analyte reporting limit.

Laboratory Control Sample
4.96 ug/L

5.08 ug/L

5.12 ug/L

4.16 ug/L

19.3 ug/L

Method Blank

ND ug/L

ND ug/L

ND ug/L

ND ug/L

ND ug/L

1.0
1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

0.5

0.5

0.5

0.5

0.5

99
102

102

83

97

103

92

104

102

Run: GCMS3-C_070126B
70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

Run: GCMS3-C_070126B

01/26/07 15:04

01/26/07 17:12

Sample Matrix Spike

94.8 ug/L

102 ug/L

98.8 ug/L

100 ug/L

395 ug/L

5.0
5.0

5.0

5.0

5.0

1.0

1.0

1.0

1.0

5.0

5.0

5.0
5.0

5.0

1.0

1.0

1.0

100
96

102

98

95

102

99

100

99

103

99

102

99

97

98

101

94

98

96

103

98

80
80
80
80

Run: GCMS3-C_070126B
70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

Run: GCMS3-C_070126B

70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

01/26/07 22:21

120
120

120

120

Sample Matrix Spike Duplicate

96.8 ug/L

98.0 ug/L

101 ug/L

94.4 ug/L

390 ug/L

2.1
3.6

2.0

5.8

1.3

0.0

0.0

0.0

01/26/07 22:59
20

20

20

20

20

10

10

10

ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 03/02/07

Work Order: C07010984

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E624 Batch: R78990

Sample ID: C07010982-003EMSD Sample Matrix Spike Duplicate Run: GCMS3-C_070126B 01/26/07 22:59

Surr: Toluene-d8 1.0 95 80 120 0.0 10

Method: E900.1 Batch: GA-0035

Sample ID: LCS-GA-0035 Laboratory Control Sample Run: TENNELEC-2_070207A 02/13/07 17:17
Gross Alpha minus Rn & U 21.4pCi/L 1.0 101 70 130

Sample ID: MB-GA-0035 Method Blank Run: TENNELEC-2_070207A 02/13/07 18:48
Gross Alpha minus Rn & U ND pCi/L 1

Sample ID: C07011196-001BDUP Sample Duplicate Run: TENNELEC-2_070207A 02/13/07 23:19
Gross Alpha minus Rn & U ND pCi/L 1.0 0.0 118.5

Method: E903.0 Batch: RA226-1883

Sample ID: C07011014-001IMS Sample Matrix Spike Run: BERTHOLD 770_070130B 02/12/07 12:38
Radium 226 19 pCi/L 0.20 90 70 130

Sample ID: C07011014-001IMSD Sample Matrix Spike Duplicate Run: BERTHOLD 770_070130B 02/12/07 13:54
Radium 226 17 pCi/L 0.20 80 70 130 12 28.5

Sample ID: MB-RA226-1883 Method Blank Run: BERTHOLD 770_070130B 02/12/07 13:54
Radium 226 ND pCi/L 0.2

Sample ID: LCS-RA226-1883 Laboratory Control Sample Run: BERTHOLD 770_070130B 02/12/07 13:54
Radium 226 13 pCi/L 0.20 99 70 130

Method: E907.0 Batch: R79176

Sample ID: LCS-R79176 Laboratory Control Sample Run: EGG-ORTEC_070126B 01/26/07 15:00
Thorium 230 4.90pCi/L 0.20 100 70 130

Sample ID: C07010803-OOIAMS Sample Matrix Spike Run: EGG-ORTEC_070126B 01/26/07 15:00

Thorium 230 54.3pCi/L 0.20 111 70 130

Sample ID: C07010803-OOIAMSD Sample Matrix Spike Duplicate Run: EGG-ORTEC_070126B 01/26/07 15:00
Thorium 230 46.7pCi/L 0.20 95 70 130 15 30

Sample ID: MB-R79176 Method Blank Run: EGG-ORTEC_070126B 01/26/07 15:00
Thorium 230 ND pCi/L 0.2

WQualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone'3

Report Date: 03/02/07

Work Order: C07010984

[Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: NERHL-65-4 Batch: R79277

Sample ID: C07011026-001AMS Sample Matrix Spike Run: PACKARD 3100TR_070130A 01/30/07 12:00

Lead 210 480 pCi/L 1.0 116 70 130

Sample ID: C07011026-OOIAMSD Sample Matrix Spike Duplicate Run: PACKARD 3100TR_070130A 01/30/07 12:00

Lead 210 480 pCi/L 1.0 116 70 130 0.7 30

Sample ID: MB-R79277 Method Blank Run: PACKARD 3100TR_070130A 01/30/07 12:00

Lead 210 ND pCi/L 1

Sample ID: LCS-R79277 Laboratory Control Sample Run: PACKARD 3100TR_070130A 01/30/07 12:00

Lead 210 93 pCi/L 1.0 113 70 130

J

Method:

Sample ID:

Radium 228

Sample ID:

Radium 228

Sample ID:

Radium 228

Sample ID:

Radium 228

RA-05

LCS-228-RA226-1883

MB-RA226-1883

C07011014-001iMS

C07011014-OOIIMSD

Laboratory Control Sample

7.1 pCi/L

Method Blank

ND pCi/L

Sample Matrix Spike

13 pCi/L

Sample Matrix Spike Duplicate

11 pCi/L

1.0

1

1.0

1.0

Run: TENNELEC-3_070130C

89 70 130

Run: TENNELEC-3_070130C

Run: TENNELEC-3_070130C

94 70 130

Run: TENNELEC-3_070130C

83 70 130

Batch: RA228-1512

02/06/07 15:43

02/06/07 15:43

02106/07 15:43

02/06/07 15:43

12 35.2

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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ANALYTICAL SUMMARY REPORT

June 05, 2007

United Nuclear Corp

PO Box 3077

Gallup, NM 87305

Workorder No.: C07040656

Project Name: Alluvium

Energy Laboratories, Inc. received the following 16 samples from United Nuclear Corp on 4/13/2007 for analysis.

SC
CC

Cc

CO

CO

CO

CO

CO

CO

CO

CO

CO

CO

CO

CO

CO

066

ample ID Client Sample ID Collect Date Receive Date Matrix Test

07040656-001 509-D 04/09/07 09:40 04/13/07 Aqueous Metals by ICP/ICPMS, Total
Alkalinity
QA Calculations
Arsenic-Ill, Total
Selenium-IV, Total
Nitrogen, Ammonia
Nitrogen, Nitrate + Nitrite
pH
Gross Alpha minus Rn222 and Uranium
Lead 210, Total
Radium 226, Total
Radium 228, Total
Thorium, Isotopic
Solids, Total Dissolved
E624 Purgeable Organics

)7040656-002 EPA-23 04/09/07 10:15 04/13/07 Aqueous Same As Above

)7040656-003 803 04/09/07 10:44 04/13/07 Aqueous Same As Above

17040656-004 808 04/09/07 11:10 04/13/07 Aqueous Same As Above

17040656-005 802 04/09/07 11:24 04/13/07 Aqueous Same As Above

17040656-006 801 04/09/07 13:23 04/13/07 Aqueous Same As Above

17040656-007 GW-2 04/09/07 13:51 04/13/07 Aqueous Same As Above

7040656-008 GW-1 04/09/07 14:22 04/13/07 Aqueous Same As Above

7040656-009 632 04/09/07 14:50 04/13/07 Aqueous Same As Above

7040656-010 624 04/10/07 08:57 04/13/07 Aqueous Same As Above

)7040656-011 624 Duplicate 04/10/07 09:20 04/13/07 Aqueous Same As Above

7040656-012 SBL-1 04/10/07 09:44 04/13/07 Aqueous Same As Above

7040656-013 EPA-28 04/10/07 10:13 04/13/07 Aqueous Same As Above

7040656-014 GW-3 04/10/07 11:00 04/13/07 Aqueous Same As Above

7040656-015 EPA-25 04/10/07 11:41 04/13/07 Aqueous Same As Above

7040656-016 627 04/10/07 13:16 04/13/07 Aqueous Same As Above

Trac k#C07040656 Page
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There were no problems with the analyses and all data for associated QC met EPA or laboratory specifications
*except where noted in the Case Narrative or Report.

If you have any questions regarding these tests results, please call.

Report Approved By:

Track#007040656 Page 2
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 06/05/07

Work Order: C07040656

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A2320 B Batch: 070414_1_ALK-W

Sample ID: MBLKI_070414_1 Method Blank Run: TTR-ALKO070414A 04/14/07 09:27

Alkalinity, Total as CaCO3 ND mg/L 0.2

Bicarbonate as HCO3 ND mg/L 1

Sample ID: LCSII_070414_1 Laboratory Control Sample Run: TTR-ALK_070414A 04/14/07 09:28

Alkalinity, Total as CaCO3 5030 mg/L 1.0 100 90 110

Sample ID: C07040652-006AMS Sample Matrix Spike Run: TTR-ALK_070414A 04/14/07 09:48

Alkalinity, Total as CaCO3 308 mg/L 1.0 100 90 110

Sample ID: C07040652-006AMSD Sample Matrix Spike Duplicate Run: TTR-ALK_070414A 04/14107 09:50

Alkalinity, Total as CaCO3 307 mg/L 1.0 100 90 110 0.2 10

Method: A2320 B Batch: 070417_1_ALK-W

Sample ID: MBLKI_070417_1 Method Blank Run: TTR-ALK_070417A 04/17/07 12:45

Alkalinity, Total as CaCO3 ND mg/L 0.2

Bicarbonate as HCO3 ND mg/L 1

Sample ID: LCS11070417_1 Laboratory Control Sample Run: TTR-ALK_070417A 04/17/07 13:10

Alkalinity, Total as CaCO3 5000 mg/L 1.0 100 90 110

Sample ID: C07040734-002BMS Sample Matrix Spike Run: TTR-ALK_070417A 04/17/07 13:25

Alkalinity, Total as CaCO3 274 mg/L 1.0 98 90 110

Sample ID: C07040734-002BMSD Sample Matrix Spike Duplicate Run: TTR-ALK_070417A 04/17/07 13.28

Alkalinity, Total as CaCO3 274 mg/L 1.0 98 90 110 0.0 10

Method: A2540 C Batch: 070414A-SLDS-TDS-W

Sample ID: MBLKI_070414A
Solids, Total Dissolved TDS @ 180 C

Sample ID: LCSIl070414A

Solids, Total Dissolved TDS @ 180 C

Sample ID: C07040656-009AMS

Solids, Total Dissolved TDS @ 180 C

Sample ID: C07040656-009AMSD

Solids, Total Dissolved TDS @ 180 C

Method Blank

ND mg/L

Laboratory Control Sample

990 mg/L

Sample Matrix Spike

11200 mg/L

Sample Matrix Spike Duplicate

11200 mg/L

Run: BAL-1070414B

6

Run: BAL-1_070414B

10 99 90 110

Run: BAL-1_070414B

10 99 90 110

Run: BAL-1_070414B

10 100 90 110

04/14/07 12:29

04/14/07 12:29

04/14/07 12:32

04/14/07 12:32

0.0 10

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 06/05/07

Work Order: C07040656

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A2540 C Batch: 070416A-SLDS-TDS-W

Sample ID: MBLK1_070416A Method Blank Run: BAL-1_070416B 04/16/07 12:29

Solids, Total Dissolved TDS @ 180 C ND mg/L 6

Sample ID: LCSI_070416A Laboratory Control Sample Run: BAL-1 070416B 04/16/07 12:29

Solids, Total Dissolved TDS @ 180 C 992 mg/L 10 99 90 110

Sample ID: C07040652-016AMS Sample Matrix Spike Run: BAL-1_070416B 04/16/07 12:41

Solids, Total Dissolved TDS @ 180 C 2360 mg/L 10 99 90 110

Sample ID: C07040652-016AMSD Sample Matrix Spike Duplicate Run: BAL-1_070416B 04/16/07 12:42

Solids, Total Dissolved TDS @ 180 C 2340 mg/L 10 98 90 110 0.9 10

Sample ID: C07040670-OOIAMS Sample Matrix Spike Run: BAL-1_070416B 04/16/07 12:52

Solids, Total Dissolved TDS @ 180 C 10500 mg/L 10 101 90 110

Sample ID: C07040670-OOIAMSD Sample Matrix Spike Duplicate Run: BAL-1_070416B 04/16/07 12:52

Solids, Total Dissolved TDS @ 180 C 10500 mg/L 10 99 90 110 0.6 10

Sample ID: C07040656-013AMS Sample Matrix Spike Run: BAL-1_070416B 04/16/07 12:55

Solids, Total Dissolved TDS @ 180 C 8040 mg/L 10 101 90 110

Sample ID: C07040656-013AMSD Sample Matrix Spike Duplicate Run: BAL-1_070416B 04/16/07 12:55

Solids, Total Dissolved TDS @ 180 C 8010 mg/L 10 100 90 110 0.4 10

Method: A2540 C

Sample ID: MBLKI_070418A

Solids, Total Dissolved TDS @ 180 C

Sample ID: LCS1_070418A

Solids, Total Dissolved TDS @ 180 C

Sample ID: C07040760-OOIAMS

Solids, Total Dissolved TDS @ 180 C

Sample ID: C07040760-001AMSD

Solids, Total Dissolved TDS @ 180 C

Method Blank

ND mg/L

Laboratory Control Sample

998 mg/L

Sample Matrix Spike

4950 mg/L

Sample Matrix Spike Duplicate

4940 mg/L

6

10

10

10

100

99

98

Run: BAL-1_070418D

Run: BAL-1_070418D

90 110

Run: BAL-1_070418D

90 110

Run: BAL-1_070418D

90 110

Batch: 070418A-SLDS-TDS-W

04/18/07 10:36

04/18/07 10:36

04/18/07 10:39

04/18107 10:39

0.2 10

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 06/05/07

Work Order: C07040656

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A3114 B Batch: ASIII-3114-070426

Sample ID: MBLK Method Blank Run: CVAA-C202_070426B 04/26/07 13:17

Arsenic-Ill ND mg/L 0.0006

Sample ID: C07040669-OOICMS Sample Matrix Spike Run: CVAA-C202_070426B 04/26/07 13:41

Arsenic-Ill 0.0495 mg/L 0.0010 98 85 115

Sample ID: C07040669-001CMSD Sample Matrix Spike Duplicate Run: CVAA-C202070426B 04/26/07 13:43

Arsenic-Ill 0.0530 mg/L 0.0010 105 85 115 6.8 10

Sample ID: 301-45-6 Laboratory Control Sample Run: CVAA-C202_070426B 04/26/07 13:45

Arsenic-Ill 0.0512 mg/L 0.0010 102 90 110

Method: A3114 B Batch: ASIII-3114-070503

Sample ID: MBLK Method Blank Run: CVAA-C202_070503A 05/03/07 09:12

Arsenic-Ill ND mg/L 0.0006

Sample ID: C07040656-008DMS Sample Matrix Spike Run: CVAA-C202_070503A 05/03/07 09:36

Arsenic.Ill 0.0499 mg/L 0.0010 100 85 115

Sample ID: C07040656-008DMSD Sample Matrix Spike Duplicate Run: CVAA-C202_070503A 05/03/07 09:39

Arsenic-Ill 0.0505 mg/L 0.0010 101 85 115 1.2 10

Sample ID: 301-45-6 Laboratory Control Sample Run: CVAA-C202_070503A 05/03/07 09:45

Arsenic-Ill 0.0510 mg/L 0.0010 102 90 110

Sample ID: C07040987-001EMS Sample Matrix Spike Run: CVAA-C202070503A 05/03/07 10:10

Arsenic-Ill 0.0523 mg/L 0.0010 103 85 115

Sample ID: C07040987-OOIEMSD Sample Matrix Spike Duplicate Run: CVAA-C202_070503A 05/03/07 10:12

Arsenic-Ill 0.0529 mg/L 0.0010 105 85 115 1.1 10

Method: A3114 B Batch: SEIV3114-070425

Sample ID: MBLK Method Blank Run: CVAA-C202_070425C 04/25/07 16:05

Selenium-IV ND mg/L 0.0002

Sample ID: C07040669-002CMS Sample Matrix Spike Run: CVAA-C202_070425C 04/25/07 16:28

Selenium-IV 0.0540 mg/L 0.0010 108 85 115

Sample ID: C07040669-002CMSD Sample Matrix Spike Duplicate Run: CVAA-C202_070425C 04/25/07 16:31

Selenium-IV 0.0539 mg/L 0.0010 108 85 115 0.2 10

Sample ID: 301-45-6 Laboratory Control Sample Run: CVAA-C202_070425C 04/25/07 16:33

Selenium-IV 0.0545 mg/L 0.0010 108 90 110

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp Report Date: 06/05/07

Project: Alluvium Work Order: C07040656

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A3114 B Batch: SEIV3114-070501

Sample ID: MBLK Method Blank Run: CVAA-C202_070501B 05/01/07 15:39
Selenium-IV ND mg/L 0.0002

Sample ID: C07040656-OIODMS Sample Matrix Spike Run: CVAA-C202_070501B 05/01/07 16:02
Selenium-IV 0.0504 mg/L 0.0010 101 85 115

Sample ID: C07040656-OIODMSD Sample Matrix Spike Duplicate Run: CVAA-C202_070501B 05/01/07 16:04
Selenium-IV 0.0516 mg/L 0.0010 103 85 115 2.4 10

Sample ID: 301-45-6 Laboratory Control Sample Run: CVAA-C202_070501B 05/01/07 16:06
Selenium-IV 0.0522 mg/L 0.0010 104 90 110

Sample ID: C07040987-001EMS Sample Matrix Spike Run: CVAA-C202_070501B 05/01/07 16:34

Selenium-IV 0.0534 mg/L 0.0010 107 85 115

Sample ID: C07040987-001EMSD Sample Matrix Spike Duplicate Run: CVAA-C202_070501B 05/01/07 16:36
Selenium-IV 0.0537 mg/L 0.0010 107 85 115 0.6 10

Method.: A4500-H B Analytical Run: ORION555A_070414A

Sample ID: ICVI_070414_1 Initial Calibration Verification Standard 04/14/07 08:27
pH 6.91 s.u. 0.010 101 98 102

Method: A4500-H B Batch: 0704141_PH-W

Sample ID: C07040656-009ADUP Sample Duplicate Run: ORION555A_070414A 04/14/07 08:46
pH 6.62 s.u. 0.010 0.3 10

Method: A4500-H B Analytical Run: ORION555A_070414B

Sample ID: ICV1_070414_2 Initial Calibration Verification Standard 04/14/07 11:04
pH 6.87 s.u. 0.010 100 98 102

Method: A4500-H B Batch: 070414_2_PH-W

Sample ID: C07040652-OI9ADUP Sample Duplicate Run: ORION555A_070414B 04114/07 11:23
pH 7.85 s.u. 0.010 0.1 10

Qualifiers:

RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

I Analyte

Method: A4500-H B

Sample ID: ICVI_070417_2
pH

Method: A4500-H B

Sample ID: C07040736-OO5ADUP
pH

Method: A4500-NH3 G

Sample ID: MBLK-1
Nitrogen, Ammonia as N

Sample ID: LCS-2
Nitrogen, Ammonia as N

Sample ID: C07040545-003BMS
Nitrogen, Ammonia as N

Sample ID: C07040545-003BMSD
Nitrogen, Ammonia as N

Sample ID: C07040656-008BMS
Nitrogen, Ammonia as N

Sample ID: C07040656-008BMSD
Nitrogen, Ammonia as N

Result Units RL %REC

Initial Calibration Verification Standard

6.85 s.u. 0.010 100

Sample Duplicate

6.44 s.u. 0.010

Report Date: 06/05/07

Work Order: C07040656

Low Limit High Limit RPD RPDLimit Qual

Analytical Run: ORION555A_070417B

04/17/07 12:37

98 102

Batch: 070417_2_PH-W

Run: ORION555A_070417B 04/17/07 12:59
1.7 10

Batch: A2007-04-17_1_NH3_01.

Run: TECHNICON_070417A 04/17/07 10:09

Run: TECHNICON_070417A 04/17/07 10:12
80 120

Run: TECHNICON_070417A 04/17/07 10:24
80 120

Run: TECHNICON_070417A 04/17/07 10:29
80 120 1.5 20

Run: TECHNICON_070417A 04/17/07 11:00
80 120

Run: TECHNICONO070417A 04/17/07 11:01
80 120 0.4 20

Method Blank

ND mg/L

Laboratory Control Sample

19.5 mg/L

Sample Matrix Spike

1.96 mg/L

Sample Matrix Spike Duplicate

1.99 mg/L

Sample Matrix Spike

2.35 mg/L

Sample Matrix Spike Duplicate

2.36 mg/L

0.04

0.40

0.040

0.040

0.050

0.050

97

98

100

99

99

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 06/05/07

Work Order: C07040656

'Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7 Batch: R82388

Sample ID:

Calcium

Magnesium

Potassium

Sodium

Sample ID:

Calcium

Magnesium

Potassium

Sodium

LFB-ICP25214

LFB-ICP25214

Laboratory Fortified Blank

54.2 mg/L

54.7 mg/L

52.2 mg/L

51.7 mg/L

Laboratory Fortified Blank

49.3 mg/L

50.4 mg/L

47.6 mg/L

47.1 mg/L

Laboratory Fortified Blank

51.3 mg/L

51.1 mg/L

Sample ID: LFB-CL-S04

Chloride

Sulfate

Sample ID: LRB

Calcium

Chloridu

Magnes•um

Potassium

Sodium

Sulfate

Method Blank

ND

0.3

ND

ND

0.06

ND

mg/L
mg/L

mg/L

mg/L

mg/L

mg/L

0.50

0.50

0.50

0.50

0.50

0.50

0.50
0.50

1.0

1.0

0.04

0.3

0.04

0.08

0.06

0.3

1.1

1.1

0.84

1.2

1.1

1.1

0.84

1.2

108

109

104

103

99

101

95

94

102

102

Run: ICP1-C_070418A

85 125

85 125

85 125

85 125

Run: ICP1-C_070418A

85 125

85 125

85 125

85 125

Run: ICP1-C_070418A

85 115

85 115

Run: ICP1-C_070418A

04/18/07 10:23

04/18/07 10:30

04/18/07 10:36

04/18/07 10:40

Sample ID:
Calcium

Magnesium

Potassium

Sodium

Sample ID:

Calcium

Magnesium

Potassium

Sodium

Sample ID:

Calcium

Magnesium

Potassium

Sodium

Sulfate

C07040656-001 DMS Sample Matrix Spike

1360 mg/L

793 mg/L

1380 mg/L

781 mg/L

88

90

98

90

89

90

274

86

C07040656-001 DMSD Sample Matrix Spike Duplicate

1370 mg/L

794 mg/L
1390 mg/L

765 mg/L

Run: ICP1-C_070418A

70 130

70 130

70 130

70 130

Run: ICP1-C 070418A

70 130

70 130

70 130

70 130

Run: ICP1-C_070418A

70 130

70 130

70 130

70 130

70 130

04/18/07 15:49

0.3

0.1

0.4

2.1

C07040656-007DMS Sample Matrix Spike

1160 mg/L

1220 mg/L

1350 mg/L

825 mg/L

3940 mg/L

04/18/07 15:53

20

20

20 S

20

04/18/07 17:06

A

1.1
1.1

0.84

1.2

2.3

84
71
95
86

Qualifiers:

RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.

S- Spike recovery outside of advisory limits.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 06/05/07

Work Order: C07040656

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7

Sample ID:

Calcium

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Chloride

Magnesiam

Potassium

Sodium

Sulfate

C07040656-007DMSD Sample Matrix Spike Duplicate

1150 mg/L

1220 mg/L

1370 mg/L

809 mg/L

3960 mg/L

C07040656-O1ODMS Sample Matrix Spike

1120 mg/L

641 mg/L

843 mg/L

1340 mg/L

699 mg/L

2540 mg/L

1.1
1.1

0.84

1.2

2.3

1.1

1.0

1.1

0.84

1.2

2.3

1.1

1.0

1.1

0.84

1.2

2.3

83

70

96

83

86

93

83

95

88

Run: ICP1-C_070418A

70 130

70 130

70 130

70 130

70 130

Run:ICP1-C_070418A

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C_070418A

70 130

70 130

70 130

70 130

70 130

70 130

0.3

0.4

1.0

2.0

0.6

Batch: R82388

04/18/07 17:09

20

20

20

20

20 A

04/18/07 17:46

A

04/18/07 17:49

20

20

20

20

20

20 A

C07040656-01ODMSD Sample Matrix Spike Duplicate

1130 mg/L

648 mg/L

845 mg/L
1340 mg/L

696 mg/L
2520 mg/L

86
94

84

95

88

0.2
1.1

0.2

0.1

0.4

0.8

Qualifiers:
RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 06/05/07

Work Order: C07040656

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R82331

Sample ID: LRB

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Method Blank

ND

ND

ND

ND

ND

ND

0.0001

ND

ND

ND

Run: ICPMS1-C_070417A 04/17/07 13:50

mg/L

mg/L
mg/L
mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

Sample ID: LFB

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07040656-003DMS4

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07040656-003DMSD4

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Qualifiers:
RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

Laboratory Fortified Blank

0.0508 mglL

0.0498 mg/L

0.0522 mg/L

0.0518 mg/L

0.0519 mg/L

0.0518 mg/L

0.0530 mg/L

0.0519 mg/L

0.0524 mg/L

0.0518 mg/L

Post Digestion Spike

0.242 mg/L

0.207 mg/L

0.255 mg/L

0.245 mg/L

0.261 mg/L

2.44 mg/L

0.275 mg/L

0.238 mg/L

0.386 mg/L

0.267 mg/L

0.0002

3E-05

0.0002

3E-05

2E-05

3E-05

7E-05

8E-05

4E-05

9E-05

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.00030

0.0010

0.10

0.010

0.010

0.010

0.050

0.010

0.10

0.050

0.00030

0.10

102

100

104

104

104

104

106

104

105

104

95

83

102

96

103

110

89

105

106

97

81

100

97

104

Run: ICPMS1-C0070417A

85 115

85 115

85 115

04/17/07 13:58

85
85
85
85
85
85
85

115

115

115

115

115

115

115

Run: ICPMS1-C_070417A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICPMS1-C_070417A

70 130

70 130

70 130

70 130

70 130

04/17/07 16:21

A

Post Digestion Spike Duplicate

0.247 mg/L

0.201 mg/L

0.251 mg/L

0.246 mg/L

0.262 mg/L

0.10

0.010

0.010

0.010

0.050

2.2

2.7

1.5

0.3

0.5

04/17/07 16:29

20

20

20

20

20

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 06/05/07

Work Order: C07040656

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R82331

Sample ID: C07040656-003DMSD4

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07040656-013DMS4

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07040656-013DMSD4

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07040656-016DMS4

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium0-
Qualifiers:

RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

Post Digestion Spike Duplicate

2.50 mg/L 0.010

0.274 mg/L 0.10

0.240 mg/L 0.050

0.387 mg/L 0.00030

0.264 mg/L 0.10

Post Digestion Spike

0.259 mg/L 0.10

0.218 mg/L 0.010

0.244 mg/L 0.010

0.249 mg/L 0.010

0.258 mg/L 0.050

0.816 mg/L 0.010

0.275 mg/L 0.10

0.248 mg/L 0.050

0.309 mg/L 0.00030

0.261 mg/L 0.10

109

90

105

105

102

87

98

99

103

96

110

94

106

104

92

85

94

99

102

103

109

96

105

104

Run: ICPMS1-C_070417A

70 130

70 130

70 130

70 130

70 130

Run: ICPMS1-C_070417A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130
70 130

Run: ICPMS1-C_070417A

2.3

0.4

1.0

0.3

0.9

04/17/07 16:29

20 A

20

20

20

20

04/17/07 20:29

Post Digestion Spike Duplicate

0.234

0.211

0.235

0.248

0.256

0.833

0.273

0.251

0,307

0.260

mg/L

mg/L

mg/L

mg/L

mg/L
mg/L
mg/L

mg/L
mg/L
mg/L

0.10
0.010

0.010

0.010

0.050

0.010

0.10

0.050

0.00030
0.10

0.10
0.010
0.010
0.010
0.050

0.010

0.10

0.050

0.00030

0.10

70
70

70

70

70

70

70

70

70

130
130

130

130

130

130

130

130

130

10
3.1

3.9

0.1

0.9

2.1

0.4

1.2

0.8

04/17/07 20:37
20

20

20

20

20

20

20

20

20

70 130 0.6 20

Post Digestion Spike

0.251 mg/L

0.227 mg/L

0.247 mg/L

0.249 mg/L

0.263 mg/L

0.250 mg/L

0.275 mg/L

0.253 mg/L

0.295 mg/L

0.257 mg/L

99
91

99

99

105

98

109

98

108

102

Run: ICPMS1-C_070417A
70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

04/17/07 21:15

A - The analyte level was greater than four times the spike level. In
accordance with the method % recoveryis not calculated.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 06/05/07

Work Order: C07040656

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R82331

Sample ID: C07040656-016DMSD4 Post Digestion Spike Duplicate Run: ICPMS1-C 070417A 04/17/07 21:22

Aluminum 0.246 mg/L 0.10 97 70 130 2.3 20

Beryllium 0.227 mg/L 0.010 91 70 130 0.3 20

Cadmium 0.244 mg/L 0.010 98 70 130 1.1 20

Cobalt 0.241 mg/L 0.010 96 70 130 3.4 20

Lead 0.254 mg/L 0.050 101 70 130 3.5 20

Manganese 0.244 mg/L 0.010 96 70 130 2.2 20

Molybdenum 0.276 mg/L 0.10 110 70 130 0.4 20

Nickel 0.257 mg/L 0.050 100 70 130 1.5 20

Uranium 0.291 mg/L 0.00030 106 70 130 1.4 20

Vanadium 0.252 mg/L 0.10 100 70 130 2.0 20

Method: E353.2 Batch: A2007-04-16_1_NO3_01

Sample ID: MBLK-I

Nitrogen, Nitrate+Nitrite as N

Sample ID: LCS-2

Nitrogen. Nitrate+Nitrite as N

Sample ID: C07040636-OOIBMS
Nitrogen, Nitrate+Nitrite as N

Sample ID: C07040636-OOIBMSD

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07040673-001BMS

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07040673-OOIBMSD

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07040656-006BMS

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07040656-006BMSD

Nitrogen, Nitrate+Nitrite as N

Method Blank

ND mg/L

Laboratory Control Sample

2.67 mg/L

Sample Matrix Spike

2.09 mg/L

Sample Matrix Spike Duplicate

2.13 mg/L

Sample Matrix Spike

3.23 mg/L

Sample Matrix Spike Duplicate

3.30 mg/L

Sample Matrix Spike

2.97 mg/L

Sample Matrix Spike Duplicate

2.96 mg/L

0.03

Run: TECHNICON_070416A

Run: TECHNICON_070416A

90 1100.10 106

04/16/07 12:10

04/16/07 12:12

Run: TECHNICON_070416A

0.10 100 90 110

Run: TECHNICON_070416A

0.10 102 90 110

Run: TECHNICON_070416A

0.10 101 90 110

Run: TECHNICON_070416A

0.10 104 90 110

Run: TECHNICON_070416A

0.10 97 90 110

Run: TECHNICON_070416A

04/16/07 13:05

04/16/07 13:07

1.9 10

04/16/07 13:45

04/16/07 13:47

2.1 10

04/16/07 15:02

04/16/07 15:05

0.10 96 90 110 0.3 10

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 06/05/07

Work Order: C07040656

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E624

Sample ID: 17-Apr-07_LCS_2

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: 17-Apr-07_MBLK 4

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1 ,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07040468-002BMS

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07040468-002BMSD

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Laboratory Control Sample
5.12 ug/L
5.12 ug/L
5.12 ug/L
5.32 ug/L
20.7 ug/L

1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0
1.0

0.5
0.5
0.5
0.5
0.5

102

102

102

106

103

103

107

101

101

Run: GCMS1_070417A
70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

Run: GCMSI_070417A

Batch: R82336

04/17/07 11:23

04/17/07 12:47Method Blank

ND

ND

ND

ND

ND

ug/L

ug/L

ug/L

ug/L

ug/L

Sample Matrix Spike

44.4 ug/L

48.2 ug/L

46.0 ug/L

45.4 ug/L

184 ug/L

2.5

2.5

2.5

2.5

2.5

1.0

1,0

1.0

1.0

2.5

2.5

2.5

2.5

2.5

1.0

1.0

1.0

1.0

102

111

97

101

89

96

92

91

92

98

98

103

98

96

112

103

108

105

100

99

102

97

80
80
80
80

Run: GCMSI_070417A

70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

Run: GCMS1_070417A

04/17/07 19:44

120

120

120

120

Sample Matrix Spike Duplicate

48.0

55.8

51.4

54.0

209

ug/L

ug/L

ug/L

ug/L

ug/L

70

70

70

70

70

80

80

80

80

130

130

130

130

130

120

120

120

120

7.8

15

11

17

13

0.0

0.0

0.0

0.0

04/17/07 20:26

20

20

20

20

20

10

10

10

10

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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ENERGY LABORA TORIES, INC. - 2393 Salt Creek Highway (82601) PO. Box 3258- Casper WY82602
Toll Free 888.235.0515 • 307.2350515 - Fax 307.234. 1639 - caspercenergylab. com www energylab. com

QA/QC Summary Report

Client: United Nuclear Corp Report Date: 06/05/07

Project: Alluvium Work Order: C07040656

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E900.1 Batch: GA-0046

Sample ID: LCS-GA-0046 Laboratory Control Sample Run: G5000W_070424B 04/27/07 14:41
Gross Alpha minus Rn & U 21.2pCi/L 1.0 101 70 130

Sample ID: MB-GA-0046 Method Blank Run: G5000W_070424B 04/27/07 14:41
Gross Alpha minus Rn & U ND pCi/L 1

Sample ID: C07040656-OOICDUP Sample Duplicate Run: G5000W_070424B 04/27/07 14:41
Gross Alpha minus Rn & U 1.28pCi/L 1.0 20 102.5

Sample ID: C07040656-002CMS Sample Matrix Spike Run: G5000W 070424B 04/27/07 14:41
Gross Alpha minus Rn & U 19.8pCi/L 1.0 94 70 130

Method: E900.1 Batch: GA-0051

Sample ID: LCS-GA-0051 Laboratory Control Sample Run: G5000W_070529A 05/31/07 13:39
Gross Alpha minus Rn & U 24.9pCi/L 1.0 118 70 130

Sample ID: MB-GA-0051 Method Blank Run: G5000W_070529A 05/31/07 13:39
Gross Alpha minus Rn & U ND pCi/L 1

SampleiD: C07050980-001IMS Sample Matrix Spike Run: G5000W_070529A 05/31/07 13:39
Gross Alpha minus Rn & U 18,6pCi/L 1.0 77 70 130

Method: E903.0 Batch: RA226-2007

Sample ID: C07040669-OOIDDUP Sample Duplicate Run: BERTHOLD 770_070417B 04/30/07 11:24
Radium 226 8.8 pCi/L 0.20 15 41.4

Sample ID: C07040669-002DMS Sample Matrix Spike Run: BERTHOLD 770_070417B 04/30/07 11:24
Radium 226 34 pCi/L 0.20 80 70 130

Sample ID: MB-RA226-2007 Method Blank Run: BERTHOLD 770_070417B 04/30/07 13:06
Radium 226 ND pCi/L 0.2

Sample ID: LCS-RA226-2007 Laboratory Control Sample Run: BERTHOLD 770_070417B 04/30/07 13:06
Radium 226 11 pCi/L 0.20 88 70 130

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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ENERGY LABORA TORIES, INC. • 2393 Sall Creek Highway (82601) -P.. Box 3258 . Casper WY82o02
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 06/05/07

Work Order: C07040656

I Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E903.0 Batch: RA226-2020

Sample ID: C07041011-001EMS Sample Matrix Spike Run: BERTHOLD 770_070423A 05/07/07 09:57

Radium 226 9.3 pCi/L 0.20 74 70 130

Sample ID: C07041011-001EMSD Sample Matrix Spike Duplicate Run: BERTHOLD 770_070423A 05/07/07 09:57

Radium 226 9.9 pCi/L 0.20 78 70 130 6.2 30.6

Sample ID: MB-RA226-2020 Method Blank Run: BERTHOLD 770_070423A 05/07/07 09:57

Radium 226 ND pCi/L 0.2

Sample ID: LCS-RA226-2020 Laboratory Control Sample Run: BERTHOLD 770_070423A 05/07/07 09:57

Radium 226 11 pCi/L 0.20 89 70 130

Method: E907.0 Batch: R82785

Sample ID: LCS-R82785 Laboratory Control Sample Run: EGG-ORTEC-070424B 04/24/07 15:00

Thorium 230 4.00pCi/L 0.20 82 70 130

Sample ID: C07040656-001CMS Sample Matrix Spike Run: EGG-ORTEC_070424B 04/24/07 15:00

Thorium 230 43.2pCi/L 0.20 88 70 130

Sample .D: C07040656-001CMSD Sample Matrix Spike Duplicate Run: EGG-ORTEC-070424B 04/24/07 15:00

Thorium 230 35.5pCi/L 0.20 72 70 130 .20 30

Sample ID: MB-R82785 Method Blank Run: EGG-ORTEC-070424B 04/24/07 15:00

Thorium 230 ND pCi/L 0.2

Method: NERHL-65-4

Sample ID: C07040656-016Cms

Lead 210

Sample ID: C07040656-016Cmsd

Lead 210

Sample ID: MB-R82845

Lead 210

Sample ID: LCS-R82845

Lead 210

Sample Matrix Spike

380 pCi/L

Sample Matrix Spike Duplicate

400 pCi/L

Method Blank

ND pCi/L

Laboratory Control Sample

46 pCi/L

1.0

1.0

1.0

Run: PACKARD 3100TR_070416C

93 70 130

Run: PACKARD 3100TR070416C

97 70 130 5.0

Run: PACKARD 3100TR_070416C

Run: PACKARD 3100TR070416C

64 70 130

Batch: R82845

04/16/07 12:00

04/16/07 12:00

30

04/16/07 12:00

04/16/07 12:00

S

Qualifiers:
RL - Analyte reporting limit,

S - Spike recevery outside of advisory limits.

ND - Not detected at the reporting limit.
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O.P.'M'

QA/QC Summary Report

Client: United Nuclear Corp

Project: Alluvium

Report Date: 06/05/07

Work Order: C07040656

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: RA-05 Batch: RA228-1610

Sample ID: LCS-228-RA226-2007 Laboratory Control Sample Run: TENNELEC-3_070417C 04/25/07 10:08

Radium 228 6.7 pCi/L 1.0 86 70 130

Sample ID: MB-RA226-2007 Method Blank Run: TENNELEC-3_070417C 04/25/07 10:08

Radium 228 ND pCi/L 1

Sample ID: C07040669-OOlDDUP Sample Duplicate Run: TENNELEC-3_070417C 04/25/07 10:08

Radium 228 ND pCi/L 1.0 0.0 409.2

- RER<2 (0.6) batch precision is acceptable.

Sample ID: C07040669-003DMS Sample Matrix Spike Run: TENNELEC-3_070417C 04/25/07 10:08

Radium 228 40 pCi/L 1.0 108 70 130

1

Method: RA-05

Sample ID: LCS-228-RA226-2020

Radium 228

Sample ID: MB-RA226-2020

Radium2?28

Sample ,D: C07041013-002DMS

Radium 228

Laboratory Control Sample

8.8 pCi/L

Method Blank

ND pCi/L

Sample Matrix Spike

8.3 pCi/L

Sample Matrix Spike Duplicate

8.1 pCi/L

1.0

Run: TENNELEC-3_070423A

113 70 130

Run: TENNELEC-3_070423A

Run: TENNELEC-3_070423A

Batch: RA228-1620

05/01/07 10:43

05/01/07 10:43

05/01/07 10:43

1.0 99 70 130

Sample ID:

Radium 228

C0704101 3-002DMSD Run: TENNELEC-3_070423A 05/01/07 10:43

1.0 96 70 130 2.5 36

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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ANALYTICAL SUMMARY REPORT

May 09, 2007

United Nuclear Corp

PO Box 3077

Gallup, NM 87305

Workorder No.: C07040670

Project Name: Zone 1

Energy Laboratories, Inc. received the following 4 samples from United Nuclear Corp on 4/13/2007 for analysis.

Sample ID Client Sample ID Collect Date Receive Date Matrix Test

C07040670-001 614 04/11/07 09:47 04/13/07 Aqueous Metals by ICP/ICPMS, Total
Alkalinity
QA Calculations
Arsenic-Ill, Total
Selenium-IV, Total
Nitrogen, Ammonia
Nitrogen, Nitrate + Nitrite
pH
Gross Alpha minus Rn222 and Uranium
Lead 210, Total
Radium 226, Total
Radium 228, Total
Thorium, Isotopic
Solids, Total Dissolved
E624 Purgeable Organics

C07040670-002 515-A 04/11/07 10:25 04/13/07 Aqueous Same As Above

C07040670-003 604 04/11/07 10:51 04/13/07 Aqueous Same As Above

C07040670-004 Field Blank 04/11/07 11:45 04/13/07 Aqueous Same As Above

There were no problems with the analyses and all data for associated QC met EPA or laboratory specifications
except where noted in the Case Narrative or Report.

If you have any questions regarding these tests results, please call.

Report Approved By:

Track#C07040670 Page



ENERGY LABORATORIES, INC, •2393 Salt Creek Highway (82601)- P.. Box 3258. Casper, WY82602
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QAIQC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Revised Date: 08/10/07

Report Date: 05/09/07

Work Order: C07040670

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A2320 B Batch: 070416_1_ALK-W

Sample ID: MBLK1_070416_1 Method Blank Run: TTR-ALK_070416A 04/16/07 12:41

Alkalinity, Total as CaCQ3 ND mg/L 0.2

Bicarbonate as HCO3 ND mg/L 1

Sample ID: LCSI1_070416_1 Laboratory Control Sample Run: TTR-ALK_070416A 04/16/07 12:44

Alkalinity, Total as CaCO3 5050 mg/L 1.0 101 90 110

Sample ID: C07040670-004AMS Sample Matrix Spike Run: TTR-ALK_070416A 04/16107 13:35

Alkalinity, Total as CaCO3 134 mg/L 1.0 106 90 110

Sample ID: C07040670-004AMSD Sample Matrix Spike Duplicate Run: TTR-ALK_070416A 04/16/07 13:39

Alkalinity, Total as CaCO3 134 mg/L 1.0 106 90 110 0.0 10

Method: A2540 C Batch: 070416A-SLDS-TDS-W

Sample ID: MBLK2_070416A Method Blank Run: BAL-1_070416B 04/16/07 12:42

Solids, Total Dissolved TDS @ 180 C ND mg/L 6

Sample ID: LCS2_070416A Laboratory Control Sample Run: BAL-1_070416B 04/16/07 12:42

Solids, Total Dissolved TDS @ 180 C 994 mg/L 10 99 90 110

Sample ID: C07040670-OOIAMS Sample Matrix Spike Run: BAL-1_070416B 04/16/07 12:52

Solids, Total Dissolved TDS @ 180 C 10500 mg/L 10 101 90 110

Sample ID: C07040670-001AMSD Sample Matrix Spike Duplicate Run: BAL-1_070416B 04/16/07 12:52

Solids, Total Dissolved TDS @ 180 C 10500 mg/L 10 99 90 110 0.6 10

Method: A3114 B Batch: ASIII-31114-070426

Sample ID: MBLK Method Blank Run: CVAA-C202_070426B 04/26/07 13:17

Arsenic-Ill ND mg/L 0.0006

Sample ID: C07040669-OO1CMS Sample Matrix Spike Run: CVAA-C202_070426B 04/26/07 13:41

Arsenic-Ill 0.0495 mg/L 0.0010 98 85 115

Sample ID: C07040669-001CMSD Sample Matrix Spike Duplicate Run: CVAA-C202_070426B 04/26/07 13:43

Arsenic-Ill 0.0530 mg/L

Laboratory Control Sample

0.0512 mg/L

0.0010 105 85 115

Run: CVAA-C202_070426B

0.0010 102 90 110

6.8 10

Sample ID: 301-45-6

Arsenic-Ill

04/26/07 13:45

Qualifiers:

RL - Analyte reporting limit. ND - Not detected at the reporting limit.

-1-
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Client: United Nuclear Corp

Project: Zone 1

Analyte

Method: A3114 B

Sample ID: MBLK
Selenium-IV

Sample ID: C07040669-002CMS
Selenium-IV

Sample ID: C07040669-002CMSD
Selenium-IV

Sample ID: 301-45-6
Selenium-IV

Method: A4500-H B

Sample ID: ICV1_070416_1
pH

Method: A4500-H B

Sample ID: C07040673-OOIADUP
pH

Method: A4500-NH3 G

Sample ID:' C07040656-O0BBMS
Nitrogen, Ammonia as N

Sample ID: C07040656-008BMSD
Nitrogen, Ammonia as N

Sample ID: MBLK-32
Nitrogen, Ammonia as N

Sample ID: LCS-33
Nitrogen, Ammonia as N

Meth

Sam

Sam

Labo

Initia

Sam

QA/QC Summary Report Revised Date: 08/10/07

Report Date: 05/09/07

Work Order: C07040670

Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Batch: SEIV3114-070425

hod Blank Run: CVAA-C202_070425C 04/25/07 16:05
ND mg/L 0.0002

pie Matrix Spike Run: CVAA-C202_070425C 04/25/07 16:28
0.0540 mg/L 0.0010 108 85 115

pie Matrix Spike Duplicate Run: CVAA-C202070425C 04/25/07 16:31
0.0539 mg/L 0.0010 108 85 115 0.2 10

ratory Control Sample Run: CVAA-C202_070425C 04/25/07 16:33
0.0545 mg/L 0.0010 108 90 110

Analytical Run: ORION555A_070416A

I Calibration Verification Standard 04116/07 09:44
6.90 s.u. 0.010 101 98 102

Batch: 0704161_PH-W

pie Duplicate Run: ORION555A_070416A 04116107 10:32
7.71 s.u. 0.010 0.5 10

Batch: A2007-04-17_1_NH3_01

pie Matrix Spike Run: TECHNICON_070417A 04/17/07 11:00
2.35 mg/L 0.050 99 80 120

pie Matrix Spike Duplicate Run: TECHNICON 070417A 04/17/07 11:01
2.36 mg/L 0.050 99 80 120 0.4 20

od Blank Run: TECHNICON_070417A 04/17/07 11:18
0.04 mg/L 0.02

ratory Control Sample Run: TECHNICON_070417A 04/17/07 11:20
20.0 mg/L 0.20 100 80 120

Sami

Sami

Meth

Labo

Oualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.

-2-
TRACK# C07040670 R1



- ENERGYLABORATORIES, INC. •2393 Sail creek Highway (82601)• Pa. Box 3258 C Gasper, WY82602
Toil Free 888.235.0515 - 307.235.0515 - Fax 307.234.1639 - casper@energylab.com - www.energylab.com

FL-ArOi?,VORIES

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Revised Date: 08/10/07

Report Date: 05/09/07

Work Order: C07040670

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7 Batch: R82439

Sample ID:

Aluminum

Calcium

Magnesium

Sodium

LFB-ICP25214 Laboratory Fortified Blank

1.74 mg/L

50.4 mg/L

51.2 mg/L

48.7 mg/L

Laboratory Fortified Blank

50.8 mg/L

51.5 mg/L

Sample ID: lfb-cl-so4
Chloride

Sulfate

0.10

0.50

0.50

0.50

1.0

1.0

0.008

0.04

0.3
0.04

0.08
0.06

0.3

87

101

102

97

101

103

Run: ICP1-C_070419A
85 125

85 125

85 125

85 125

Run: ICP1-C_070419A

85 115

85 115

Run: ICP1-C_070419A

04/19/07 14:08

04/19/07 14:18

04/19/07 14:21Sample ID: LRB

Aluminum

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Method Blank

ND

ND

ND

ND

0.09

0.1

ND

mg/L

mg/L
mg/L
mg/L
mg/L
mg/L
mg/L

Sample ID:

Aluminum

Calcium

Magnesium

Potassium

Sodium

Sample ID:

Aluminum

Calcium

Magnesium

Potassium

Sodium

Sample ID:

Calcium

Magnesium

Potassium

Sodium

C07040670-001CMS Sample Matrix Spike

3.71 mg/L

1070 mg/L

1070 mg/L

1400 mg/L

928 mg/L

C07040670-OO1CMSD

LFB-ICP25214

Sample Matrix Spike Duplicate
3.77 mg/L

1060 mg/L

1050 mg/L

1400 mg/L

918 mg/L

Laboratory Fortified Blank

50.5 mg/L

50.4 mg/L

47.9 mg/L

48.4 mg/L

Laboratory Fortified Blank

50.6 mg/L

51.3 mg/L

0.10

1.1

1.1

0.84

1.2

0.10

1.1

1.1

0.84

1.2

0.50

0.50

0.50

0.50

1.0

1.0

74

97

90

99

93

75
95

88

99

91

101

101

96

97

100

103

Run: ICP1-C070419A
70 130

70 130

70 130

70 130

70 130

Run: ICP1-C_070419A

70 130

70 130

70 130

70 130

70 130

Run:ICP1-C_070419A

85 125

85 125

85 125

85 125

Run:ICP1-C_070419A

85 115

85 115

1.7
0.8

1.2

0.1

1.1

04/19/07 16:06

04/19/07 16:09
20
20
20
20
20

04/19/07 19:10

04/19/07 19:20Sample ID: Ifb-cl-so4

Chloride

Sulfate

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.

-3-
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ENERG YLABORA TORIES, INC. •2393 Sail Creek Highway (82601)- PC. Box 3258 -Casper, WY82602
Toil Free 8882350515 - 307235.0515 -Fax 3072341639 • casper@energy/ab.com . www.energy/ab.corn

F

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Revised Date: 08/10/07

Report Date: 05/09/07

Work Order: C07040670

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7

Sample ID: LRB

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Batch: R82439

04/19/07 19:23Method Blank

ND

0.3

ND

ND

ND

ND

Run: iCP1-C_070419A

mg/L

mg/L

mg/L

mg/L

mg/L
mg/L

0.04

0.3
0.04

0.08

0.06

0.3

Q ualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.

-4-
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ENERGYLABORA TORIES, INC. -2393 Salt Creek Highway (82601). PC. Box 3258 -Casper WY82602
- Toll Free 888.235.0515 - 307.235.0515 - Fax 307.234.1639 - casper@energyfab.com - www. energy/ab. com

FZ2110RA

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Revised Date: 08/10/07

Report Date: 05/09/07

Work Order: C07040670

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R82331

Sample ID: LRB

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Method Blank

ND

ND

ND

ND

ND

ND

0.0001

ND

ND

ND

Run: ICPMS1-C_070417A 04/17/07 13:50
mg/L
mg/L
mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

0.0002

3E-05

0.0002

3E-05

2E-05

3E-05

7E-05

8E-05

4E-05

9E-05

Sample ID: LFB

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07040669-002CMS4

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Laboratory Fortified Blank

0.0508 mg/L

0.0498 mg/L

0.0522 mg/L

0.0518 mg/L

0.0519 mg/L

0.0518 mg/L

0.0530 mg/L

0.0519 mg/L

0.0524 mg/L

0.0518 mg/L

Post Digestion Spike

0.309 mg/L

0.271 mg/L

0.976 mg/L

0.277 mg/L

17.1 mg/L

0.286 mg/L

0.908 mg/L

0.281 mg/L

0.263 mg/L

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.00030

0.0010

0.010

0.010

0.010

0.050

0.010

0.10

0.050

0.00030

0.10

102
100
104

104

104

104

106

104

105

104

104

104

107

105

110

102

108

105

Run: ICPMS1-C_070417A

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

Run: ICPMS1-C_070417A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

04/17/07 13:58

04/18/07 03:53

A

Sample ID: C07040669-002CMSD4 Post

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

:ualifiers:

RL - Analyte reporting limit,

ND - Not detected at the reporting limit.

Digestion
0.300

0.276

0.959

0.274

17.2

0.285

Spike Duplicate
mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

0.010

0.010

0.010

0.050

0.010

0.10

Run: ICPMS1-C_070417A

100 70 130

106 70 130

101 70 130

104 70 130

70 130

110 70 130

2.9

1.8

1.8

0.9

0.6

0.4

04/18/07 04:00

20

20

20

20

20 A

20

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.

-5-
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ENERG Y LABORA TORIES, INC. •2393 Salt Creek Highway (82601) P0. Box 3258• Casper, WY82602
Toll Free 888.235.0515 - 307235.0515 • Fax 307234. 1639 • casper@energy/ab. com r www energy/ab. com

F LA,60RA

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Revised Date: 08/10/07

Report Date: 05/09/07

Work Order: G07040670

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R82331

Sample ID: C07040669-002CMSD4 Post Digestion Spike Duplicate

Nickel 0.898 mg/L 0.050

Uranium 0.274 mg/L 0.00030

Vanadium 0.262 mglL 0.10

98
105

105

Run: ICPMS1-C 070417A
70 130

70 130

70 130

1.1
2.6

0.5

04/18/07 04:00
20

20

20

Oualifiers:
RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

-6-
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ENERG YLABORA TORIES, INC. -2393 Salt Creek Highway (82601), PC. Box 3258 •Casper WY82602
Toll Free 888.235.0515 3072350515 -Fax 3072341639 -casper@energy/ab.com www energy/ab.com

FM=

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Revised Date: 08/10/07

Report Date: 05/09/07

Work Order: C07040670

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8

Sample ID: LRB

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Method Blank

ND

ND

ND

ND

ND

ND

8E-05

ND

ND

ND

mg/L

mg/L

mg/L
mg/L
mg/L
mg/L

mg/L
mg/L
mg/L

mg/L

Sample ID: LFB

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07040708-004AMS4

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Laboratory Fortified Blank

0.0550 mg/L

0.0516 mg/L

0.0515 mg/L

0.0529 mg/L

0.0528 mg/L

0.0519 mg/L

0.0522 mg/L

0.0516 mg/L

0.0526 mg/L

0.0528 mg/L

Post Digestion Spike

0.0522 mg/L

0.0468 mg/L

0.0504 mg/L

0.0488 mg/L

0.0569 mg/L

0.0574 mg/L

0.0550 mg/L

0.0538 mg/L

0.131 mg/L

0.0538 mg/L

0.0002

3E-05

0.0002

3E-05

2E-05

3E-05

7E-05

8E-05

4E-05

9E-05

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.00030

0.0010

0.10

0.010

0.010

0.010

0.050

0.010

0.10

0.050

0.00030

0.10

110

103

103
106

106

104

104

103
105

106

101
94

101

97

103

100

107

98

104

104

91

95

99

97

103

Run: ICPMSI-C_070418B

Run: ICPMS1-C 070418B

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

Run: ICPMS1-C_070418B

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICPMS1-C_070418B

70 130

70 130
70 130

70 130

70 130

Batch: R82374

04/18/07 12:51

04/18/07 12:59

04/19/07 03:14

Sample ID: C07040708-004AMSD4 Post Digestion Spike Duplicate

Aluminum 0.0474 mg/L

Beryllium 0.0475 mg/L

Cadmium 0.0497 mg/L

Cobalt 0.0486 mg/L

Lead 0.0569 mg/L

0.10

0.010

0.010

0.010

0.050

0.0

1.6

1.4

0.4

0.0

04/19/07 03:21

20

20

20

20

20

uCrualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.

-7-
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ENERG YLABORA TORIES, INC. •2393 Salt Creek Highway (82601)° P.O Box 3258- Casper, WY82602
Toll Free 888.235.0515 - 307.235.0515 - Fax 307.234.1639 - casper@energylab.com -wwwenergy/ab. com

F Lt.OR l

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Revised Date: 08/10/07

Report Date: 05/09/07

Work Order: C07040670

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R82374

Sample ID: C07040708-004AMSD4 Post Digestion Spike Duplicate Run: ICPMS1-C_070418B 04/19/07 03:21

Manganese 0.0566 mg/L 0.010 98 70 130 1.4 20

Molybdenum 0.0541 mg/L 0.10 105 70 130 0.0 20

Nickel 0.0530 mg/L 0.050 96 70 130 1.6 20

Uranium 0.132 mg/L 0.00030 106 70 130 1.1 20

Vanadium 0.0539 mg/L 0.10 104 70 130 0.0 20

Method: E353.2 Batch: A2007-04-16_1_NO3_01

Sample ID: C07040673-002BMS

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07040673-002BMSD

Nitrogen, Nitrate+Nitrite as N

Sample ID: MBLK-63

Nitrogen, Nitrate+Nitrite as N

Sample ID: LCS-64

Nitrogen, Nitrate+Nitrite as N

Sample Matrix Spike

3.09 mg/L

Sample Matrix Spike Duplicate

3.07 mg/L

Method Blank

ND mg/L

Laboratory Control Sample

2.59 mg/L

Run: TECHNICON_070416A

0.10 102 90 110

Run: TECHNICON070416A

0.10 101 90 110

04/16/07 14:22

04/16/07 14:25

0.6 10

04/16/07 14:45

04/16/07 14:47

Run: TECHNICON_070416A

0.03

Run: TECHNICON_070416A

0.10 102 90 110

IUalifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.

-8-
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A
ENERGYLABORATORIES, INC. •2393 Salt Creek Highway (82601) •P0. Box 3258 -Casper, WY82602

Toll Free 888.235.0515 • 307235.0515 - Fax 307.234.1639 • casper@energy/ab. com r www.energy/ab. com
F AOg ORE

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Revised Date: 08/10/07

Report Date: 05/09/07

Work Order: C07040670

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E624 Batch: R82542

Sample ID: 20-Apr-07_LCS_2 Laboratory Control Sample Run: GCMS2_070420B
Bromodichloromethane 4.92 ug/L 1.0 98 70 130

Bromoform 5.04 ug/L 1.0 101 70 130

Chlorodibromomethane 4.88 ug/L 1.0 98 70 130

Chloroform 5.04 ug/L 1.0 101 70 130

Trihalomethanes, Total 19.9 ug/L 1.0 99 70 130

Surr: 1,2-Dichlorobenzene-d4 1.0 99 80 120

Surr: Dibromofluoromethane 1.0 94 80 120

Surr: p-Bromofluorobenzene 1.0 100 80 120

Surr: Toluene-d8 1.0 99 80 120
- One analyte is outside of acceptance range. The sample meets the remainder of the QA criteria, therefore this batch is approved.

Sample ID: C07040670-002EMS Sample Matrix Spike Run: GCMS2 070420B
Bromodichloromethane 226 ug/L 10 113 70 130

Bromoform 226 ug/L 10 113 70 130

Chlorodibromomethane 219 ug/L 10 110 70 130

Chloroform 354 ug/L 10 113 70 130
Trihalomethanes, Total 1020 ug/L 10 112 70 130

Surr: 1,2-Dichlorobenzene-d4 1.0 98 80 120
Surr: Dibromofluoromethane 1.0 97 80 120
Surr: p-Bromofluorobenzene 1.0 102 80 120
Surr: Toluene-d8 1.0 99 80 120

- Spike recovery is high for one analyte. This is a matrix related bias since the MS MSD pair both exhibit this same behavior yet have an acceptable RPD.

04/20/07 12:41

04/20/07 22:48

Sample ID: C07040670-002EMSD Sample Matrix Spike Duplicate

Bromodichloromethane 227 ug/L

Bromoform 225 ug/L

Chlorodibromomethane 218 ug/L

Chloroform 353 ug/L

Trihalomethanes, Total 1020 ug/L

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8 -

10 114

10 112

10 109

10 113

10 112

1.0 98

1.0 92

1.0 102

1.0 97

Run: GCMS2_070420B

70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

0.7

0.4

0.7

0.2
0.2

0.0

0.0

0.0

0.0

04/20/07 23:26

20

20

20

20

20

10

10

10

10

04/20/07 14:40

- Spike recovery is high for one analyte. This is a matrix related bias since the MS MSD pair both exhibit this same behavior yet have an acceptable RPD.

Sample ID: 20-Apr-07_MBLK_6

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

W ualifiers:

RL - Analyte reporting limit.

Method Blank

ND

ND

ND

ND

ND

Run: GCMS2_070420B

ug/L

ug/L

ug/L

ug/L

ug/L

0.5

0.5

0.5

0.5

0.5

98 80

92 80

120

120

ND - Not detected at the reporting limit.
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S ENERG Y LABORATORIES, INC. -2393 Salt Creek Highway (82601) -P0. Box 3258 -Casper, WY82602
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QAIQC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Revised Date: 08/10/07

Report Date: 05/09/07

Work Order: C07040670

SAnalyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E624 Batch: R82542

Sample ID: 20-Apr-07_MBLK 5 Method Blank Run: GCMS2_070420B 04/20107 14:40

Surr: p-Bromofluorobenzene 102 80 120

Surr: Toluene-d8 98 80 120

Method: E900.1 Batch: GA-0046

Sample ID: LCS-GA-0046 Laboratory Control Sample Run: G5000W_070424B 04/27/07 14:41

Gross Alpha minus Rn & U 21.2pCi/L 1.0 101 70 130

Sample ID: MB-GA-0046 Method Blank Run: G5000W_070424B 04/27/07 14:41

Gross Alpha minus Rn & U ND pCi/L 1

Sample ID: C07040656-OOICDUP Sample Duplicate Run: G5000W_070424B 04/27/07 14:41

Gross Alpha minus Rn & U 1.28pCi/L 1.0 20 102.5

Sample ID: C07040656-002CMS Sample Matrix Spike Run: G5000W_070424B 04/27/07 14:41

Gross Alpha minus Rn & U 19.8pCi/L 1.0 94 70 130

Method: E903.0 Batch: RA226-2005

Sample ID: C07040641-001AMS Sample Matrix Spike Run: BERTHOLD 770_070416B 04/30/07 14:12

Radium 226 28 pCi/L 0.20 90 70 130

Sample ID: C07040641-001AMSD Sample Matrix Spike Duplicate Run: BERTHOLD 770070416B 04/30/07 14:12

Radium 226 25 pCi/L 0.20 79 70 130 13 29.7

Sample ID: MB-RA226-2005 Method Blank Run: BERTHOLD 770_070416B 04/30/07 15:52

Radium 226 ND pCi/L 0.2

Sample ID: LCS-RA226-2005 Laboratory Control Sample Run: BERTHOLD 770_070416B 05/01/07 07:43

Radium 226 11 pCi/L 0.20 87 70 130

Method: E907.0

Sample ID: LCS-R82751

Thorium 230

Sample ID: C07040598-OOIAMS

Thorium 230

Sample ID: C07040598-OOIAMSD

Thorium 230

Sample ID: MB-RA-TH-ISO-0217

Thorium 230

* ualifiers:

RL - Analyte reporting limit.

Laboratory Control Sample

4.5OpCi/L

Sample Matrix Spike

15.OpCi/L

Sample Matrix Spike Duplicate

14.3pCi/L

Method Blank

ND pCi/L

0.20

0.20

0.20

0.2

92

91

87

Run: EGG-ORTECO070423A

70 130

Run: EGG-ORTEC_070423A

70 130

Run: EGG-ORTEC_070423A

70 130

Run: EGG-ORTEC_070423A

Batch: R82751

04/23/07 15:00

04/23/07 15:00

04/23/07 15:00

04/23/07 15:00

ND - Not detected at the reporting limit.
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ENERGY LABORATORIES, INC. -2393 Salt Creek Highway (82601) -PC Box 3258 • Casper, WY82602
Toll Free 888.235.0515 • 307.235.0515 - Fax 307.234,1639 • casper@energylab.com • www energy/ab. com

QA/QC Summary Rel

Client: United Nuclear Corp

Project: Zone 1

)ort
Revised Date: 08/10/07

Report Date: 05/09/07

Work Order: C07040670

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: NERHL-65-4 Batch: R82846

Sample ID: C07040670-004Dms Sample Matrix Spike Run: PACKARD 3100TR_070418B 04/18/07 12:00
Lead 210 410 pCi/L 1.0 100 70 130

Sample ID: MB-R82846 Method Blank Run: PACKARD 3100TR_070418B 04/18/07 12:00
Lead 210 ND pCi/L 1

Sample ID: LCS-R82846 Laboratory Control Sample Run: PACKARD 3100TR 070418B 04118/07 12:00
Lead 210 53 pCi/L 1.0 73 70 130

Method: RA-05

Sample ID: LCS-228-RA226-201

Radium 228

Sample ID: MB-RA226-2005

Radium 228

Sample ID: C07040641-O11AMc

Radium 228

Sample ID: C07040641-O11AMc

Radium 228

05

SD

Laboratory Control Sample
7.2 pCi/L

Method Blank

ND pCi/L

Sample Matrix Spike

17 pCi/L

Sample Matrix Spike Duplicate

18 pCi/L

1.0

1

1.0

1.0

92

86

92

Batch: RA228-1608

Run: TENNELEC-3_070416C 04/24/07 14:45

70 130

Run: TENNELEC-3_070416C 04/24/07 14:45

Run: TENNELEC-3_070416C 04/24/07 14:45

70 130

Run: TENNELEC-3_070416C 04/24/07 14:45

70 130 7.2 36.7

Qualifiers:

RL - Analyte reporting limit. ND - Not detected at the reporting limit.

-11-
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ANALYTICAL SUMMARY REPORT

June 07, 2007

United Nuclear Corp

PO Box 3077

Gallup, NM 87305

Workorder No.: C07040990

Project Name: Zone 1

Energy Laboratories, Inc. received the following 7 samples from United Nuclear Corp on 4/20/2007 for analysis.

Sample ID Client Sample ID

C07040990-001 EPA-4

Collect Date Receive Date Matrix

04/16/07 09:26 04/20/07 Aqueous

Test

Metals by ICP/ICPMS, Total
Alkalinity
QA Calculations
Arsenic-Ill, Total
Selenium-IV, Total
Nitrogen, Ammonia
Nitrogen, Nitrate + Nitrite
pH
Gross Alpha minus Rn222 and Uranium
Lead 210, Total
Radium 226, Total
Radium 228, Total
Thorium, Isotopic
Solids, Total Dissolved
E624 Purgeable Organics

C07040990-002 EPA-5 04/16/07 10:34 04/20/07 Aqueous Same As Above

C07040990-003 EPA-7 04/16/07 11:02 04/20/07 Aqueous Same As Above

C07040990-004 TWQ-142 04/16/07 13:02 04/20/07 Aqueous Same As Above

C07040990-005 EPA-2 04/16/07 14:29 04/20/07 Aqueous Same As Above

C07040990-006 EPA-2 Duplicate 04/16/07 14:50 04/20/07 Aqueous Same As Above

C07040990-007 504-B 04/17/07 11:01 04/20/07 Aqueous Same As Above

There were no problems with the analyses and all data for associated QC met EPA or laboratory specifications
except where noted in the Case Narrative or Report.

If you have any questions regarding these tests results, please call.

Report Approved By:

Track#C07040990 Page



* . S - ENERGYLABORA TORIES, INC. - 2393 Salt Creek Highway (82601)• PC. Box 3258 -Casper, WY82602
, NE W Toll Free 888.235.0515 - 307.235.0515 - Fax 307.234. 1639 - casper@'energylab. com r www energylab. com

-:rA5RAMq9S

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 06/07/07

Work Order: C07040990

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A2320 B Batch: 070423_1_ALK-W

Sample ID: MBLK1_070423_1 Method Blank Run: TTR-ALK_070423A 04/23/07 08:09

Alkalinity, Total as CaCO3 ND mg/L 0.2

Bicarbonate as HCO3 ND mg/L 1

Sample ID: LCSl1_070423_1 Laboratory Control Sample Run: TTR-ALK_070423A 04/23/07 08:20

Alkalinity, Total as CaCO3 4900 mg/L 1.0 98 90 110

Sample ID: C07040985-010CMS Sample Matrix Spike Run: TTR-ALK_070423A 04/23/07 08:49

Alkalinity, Total as CaCO3 424 mg/L 1.0 99 90 110

Sample ID: C07040985-010CMSD Sample Matrix Spike Duplicate Run: TrR-ALK_070423A 04/23/07 08:50

Alkalinity, Total as CaCO3 424 mg/L 1.0 99 90 110 0.0 10

Method: A2540 C Batch: 070423A-SLDS-TDS-W

Sample ID: MBLK1070423A

Solids, Total Dissolved TDS @ 180 C

Sample ID: LCS1_070423A

Solids, Total Dissolved TDS @ 180 C

Sample ID: C07040987-007BMS

Solids, Total Dissolved TDS @ 180 C

Sample ID: C07040987-007BMSD

Solids, Total Dissolved TDS @ 180 C

Sample ID: C07040985-001CMS

Solids, Total Dissolved TDS @ 180 C

Sample ID: C07040985-OO1CMSD

Solids, Total Dissolved TDS @ 180 C

Method Blank

ND mg/L

Run: BAL-1070423B

6

Laboratory Control Sample

1010 mg/L

Sample Matrix Spike

9830 mg/L

Sample Matrix Spike Duplicate

9810 mg/L

Sample Matrix Spike

3210 mg/L

Sample Matrix Spike Duplicate

3200 mg/L

Run: BAL-1070423B

10 101 90 110

Run: BAL-1070423B

10 104 90 110

Run: BAL-1070423B

10 103 90 110

Run: BAL-1070423B

10 99 90 110

Run: BAL-1070423B

10 98 90 110

04/23/07 15:46

04/23/07 15:46

04/23/07 15:53

04/23/07 15:53

0.2 10

04/23/07 15:57

04/23/07 15:57

0.1 10

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report:Date: 06/07/07

Work Order: C07040990

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A3114 B Batch: ASIII-3114-070505

Sample ID: MBLK

Arsenic-Ill

Method Blank

ND mg/L

Run: CVAA-C202_070505A 05/05/07 12:17

0.0006

Sample ID: C07040987-008E MS Sample Matrix Spike Run: CVAA-C202_070505A 05/05/07 12:49

Arsenic-Ill 0.0604 mg/L 0.0010 121 85 115 S
- Matrix spike recoveries outside the acceptance criteria of 85 to 115 percent are considered matrix related, not system related. Reported values are within method
specifications.

Sample ID: C07040987-OOBE MSD Sample Matrix Spike Duplicate Run: CVAA-C202_070505A 05/05/07 12:51

Arsenic-Ill 0.0612 mg/L 0.0010 122 85 115 1.3 10 S
- Matrix spike duplicate recoveries outside the acceptance criteria of 85 to 115 percent are considered matrix related, not system related. Reported values are within method
specifications.

Sample ID: 301-45-6

Arsenic-Ill

Laboratory Control Sample

0.0460 mg/L

Run: CVAA-C202_070505A

0.0010 92 90 110
05/05/07 12:59

Method: A3114 B

Sample ID: MBLK

Arsenic-Ill

Batch: ASIII-3114-070508

Method Blank

ND mg/L

Run: CVAA-C202_070508A 05/08/07 14:26
0.0006

Sample ID: C07040990-007E MS Sample Matrix Spike Run: CVAA-C202_070508A 05/08/07 14:35

Arsenic-Ill 0.0515 mg/L 0.0010 77 85 115 S
- Matrix spike recoveries outside the acceptance criteria of 85 to 115 percent are considered matrix related, not system related. Reported values are within method
specifications.

Sample ID: C07040990-007E MSD Sample Matrix Spike Duplicate Run: CVAA-C202_070508A 05/08107 14:38
Arsenic-Ill 0.0531 mg/L 0.0010 80 . 85 115 3.0 10 S

- Matrix spike duplicate recoveries outside the acceptance criteria of 85 to 115 percent are considered matrix related, not system related. Reported values are within method
specifications.

Sample ID: 301-45-6

Arsenic-Ill

Laboratory Control Sample

0.0509 mg/L

Run: CVAA-C202_070508A

0.0010 102 90 110
05/08/07 14:40

Method: A3114 B

Sample ID: MBLK

Selenium-IV

Sample ID: C07040990-007E MS

Selenium-IV

Sample ID: C07040990-007E MSD

Selenium-IV

Sample ID: 301-45-6

Selenium-IV

Method Blank

ND mg/L

Sample Matrix Spike

0.0505 mg/L

Sample Matrix Spike Duplicate

0.0511 mg/L

Laboratory Control Sample

0.0523 mg/L

Run: CVAA-C202_07051 1A
0.0002

Run: CVAA-C202_070511A

0.0010 101 85 115

Run: CVAA-C202070511A

0.0010 102 85 115

Run: CVAA-C202_070511A

0.0010 105 90 110

Batch: SEIV3114-070511

05/11/07 08:24

05/11/07 08:51

05/11/07 08:53

1.1 10

05/11/07 08:55

Qualifiers:
RL - Analyte reporting limit.

S - Spike recovery outside of advisory limits.

ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 06/07/07

Work Order: C07040990

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A4500-H B Analytical Run: ORION555A_070423A

Sample ID: ICV1_070423_1 Initial Calibration Verification Standard 04/23/07 09:25

pH 6.88 S.U. 0.010 100 98 102

Method: A4500-H B Batch: 070423_1 PH-W

Sample ID: C07040987-007BDUP Sample Duplicate Run: ORION555A_070423A 04/23/07 10:04
pH 6.39 s.u. 0.010 0.3 10

Sample ID: C07040990-007BDUP Sample Duplicate Run: ORION555A_070423A 04/23/07 10:28
pH 4.46 s.u. 0.010 0.2 10

Method: A4500-NH3 G

Sample ID: MBLK-1
Nitrogen, Ammonia as N

Sample ID: LCS-2
Nitrogen, Ammonia as N

Sample ID: C07040990-003DMS

Nitrogen, Ammonia as N

Sample ID: C07040990-003DMSD

Nitrogen, Ammonia as N

Sample ID: C07040987-009DMS

Nitrogen, Ammonia as N

Sample ID: C07040987-009DMSD

Nitrogen, Ammonia as N

Method Blank

0.04 mg/L

Laboratory Control Sample

19.6 mg/L

Sample Matrix Spike

2.35 mg/L

Sample Matrix Spike Duplicate

2.35 mg/L

Sample Matrix Spike

1.84 mg/L

Sample Matrix Spike Duplicate

1.85 mg/L

0.02

0.20

0.050

0.050

0.050

0.050

98

106

106

92

93

Batch: A2007-04-24_1_NH3_01

Run: TECHNICON_070424A 04/24/07 08:48

Run: TECHNICON_070424A 04/24/07 08:50

80 120

Run: TECHNICON_070424A 04/24/07 14:20

80 120

Run: TECHNICON_070424A 04/24/07 14:28
80 120 0.0 20

Run: TECHNICON_070424A 04/24/07 14:38

80 120

Run: TECHNICON_070424A 04/24/07 14:40

80 120 0.5 20

ualifiers:
L - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Analyte

Method: A4500-NH3 G

Sample ID: MBLK-1
Nitrogen, Ammonia as N

Sample ID: LCS-2
Nitrogen, Ammonia as N

Sample ID: C07040985-005AMS
Nitrogen, Ammonia as N

Sample ID: C07040985-OO5AMSD
Nitrogen, Ammonia as N

Sample ID: C07041082-001CMS
Nitrogen, Ammonia as N

Sample ID: C07041082-001CMSD
Nitrogen, Ammonia as N

Result Units RL %REC

Method Blank

ND mg/L

Laboratory Control Sample

19.6 mg/L

Sample Matrix Spike

2.62 mg/L

Sample Matrix Spike Duplicate

2.64 mg/L

Sample Matrix Spike

2.25 mg/L

Sample Matrix Spike Duplicate

2.19 mg/L

0.02

0.20

0.050

0.050

0.050

0.050

98

93

94

108

105

Report Date: 06/07/07

Work Order: C07040990

Low Limit High Limit RPD RPDLimit Qual

Batch: A2007-04-25_1_NH3_01

Run: TECHNICON_070425A 04/25/07 09:36

Run: TECHNICON_070425A 04/25/07 09:38
80 120

Run: TECHNICON_070425A 04/25/07 10:20
80 120

Run: TECHNICON_070425A 04/25/07 10:22
80 120 0.8 20

Run: TECHNICON_070425A 04/25/07 10:54
80 120

Run: TECHNICON_070425A 04/25/07 10:56
80 120 2.7 20

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 06/07/07

Work Order: C07040990

[Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual 1
Method: E200.7

Sample ID:

Aluminum

Calcium

Magnesium

Potassium

Sodium

LFB-ICP25214 Laboratory Fortified Blank

1.89 mg/L

49.0 mg/L

50.1 mg/L

46.5 mg/L

47.3 mg/L

Laboratory Fortified Blank

49.4 mg/L

51.0 mg/L

Sample ID: LFB-CL-S04

Chloride

Sulfate

Sample ID: LRB

Aluminum

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Method Blank

ND

ND

0.5

ND

ND

0.1

ND

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

0.10
0.50

0.50

0.50

0.50

1.0

1.0

0.008

0.04

0.3

0.04

0.08

0.06

0.3

0.10
1.1
1.0
1.1

0.84

1.2

2.3

0.10

1.1

1.0

1.1

0.84

1.2

2.3

95
98

100
93
95

98
102

95
93
96
93
96
90

93
99
95
98
97
91

Run: ICP1-C_070426A

85 125

85 125

85 125

85 125

85 125

Run: ICP1-C_070426A

85 115

85 115

Run: ICP1-C_070426A

Run: ICP1-C_070426A

70 130

:70 130

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C_070426A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

Batch: R82754

04/26/07 09:46

04/26/07 09:56

04/26/07 09:59

04/26/07 13:40

A

04/26/07 13:43

20

20

20

20

20

20

20 A

04/26/07 19:19

Sample ID:
Aluminum

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Aluminum

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:
Aluminum

Calcium

Magnesium

C07040990-001 EMS

C07040990-001EMSD

Sample Matrix Spike

4.74 mg/L

1010 mg/L

522 mg/L

855 mg/L

1360 mg/L

639 mg/L

3520 mg/L

Sample Matrix Spike Duplicate

4.66 mg/L

1040 mg/L

514 mg/L

882 mg/L

1360 mg/L

643 mg/L

3510 mg/L

Laboratory Fortified Blank

1.92 mg/L

49.6 mg/L

49.9 mg/L

1.5

2.7

1.5

3.1

0.1

0.6

0.1

LFB-ICP25214

0.10 96

0.50 99

0.50 100

Run: ICP1-C_070426A

85 125

85 125

85 125

Qualifiers:
RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 06/07/07

Work Order: C07040990

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7

Sample ID: LFB-ICP25214

Potassium

Sodium

Batch: R82754

04/26/07 19:19Laboratory Fortified Blank

47.3 mg/L

46.6 mg/L

0.50 95

0.50 93

Run: ICP1-C_070426A

85 125

85 125

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 06/07/07

Work Order: C07040990

FAnalyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7 Batch: R83022

Sample ID:

Calcium

Magnesium

Potassium

Sodium

LFB-ICP25214 Laboratory Fortified Blank

50.3 mg/L

51.1 mg/L

48.6 mg/L

47.3 mg/L

Laboratory Fortified Blank

53.2 mg/L

53.5 mg/L

Sample ID: LFB-CL-S04
Chloride
Sulfate

Sample ID: LRB

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Method Blank

ND

0.5

ND

ND

0.08

ND

mg/L

mg/L
mg/L

mg/L
mg/L

mg/L

Sample ID:

Calcium
Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Magnesium

Potassium

Sodium

C07040901-001CMS

C07040901-001CMSD

LFB-ICP25214

Sample Matrix Spike

61.1 mg/L

60.9 mg/L

53.1 mg/L

149 mg/L

159 mg/L

207 mg/L

Sample Matrix Spike Duplicate

61.2 mg/L

62.1 mg/L

53.2 mg/L

149 mg/L

160 mg/L

208 mg/L

Laboratory Fortified Blank

50.6 mg/L

50.8 mg/L

48.0 mg/L

48.1 mg/L

Laboratory Fortified Blank

50.8 mg/L

51.2 mg/L

0.50

0.50

0.50

0.50

1.0

1.0

0.04

0.3

0.04

0.08

0.06

0.3

0.50

1.0

0.50

0.50
0.50

1.0

0.50

1.0

0.50

0.50

0.50

1.0

0.50

0.50

0.50

0.50

1.0

1.0

101

102

97

94

105

107

Run: ICP1-C_070502B

85 125

85 125

85 125

85 125

Run: ICP1-C_070502B

85 115

85 115

Run: ICP1-C_070502B

05/02/07 11:45

05/02/07 11:56

05/02/07.11:59

102
107

104

105

75

89

102

110

104

105

76

90

101

102

96

96

101

102

Run: ICP1-C_070502B

70 130

70 .130

70 130

70 130

70 130

70 130

Run: ICP1-C_070502B

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICPI-C_070502B

85 125

85 125

85 125

85 125

Run: ICP1-C_070502B

85 115

85 115

0.2

2.0

0.2

0.2

0.3

0.4

05/02/07 13:46

05/02/07 13:50
20
20
20
20
20
20

05/02/07 18:51

05/02/07 19:01Sample ID: LFB-CL-S04

Chloride

Sulfate

Qualifiers:

RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 06/07/07

Work Order: C07040990

SAnalyte Result Units RL %REC Low Limit High Limit RP1 RPDLimit Qual

Method: E200.7 Batch: R83022

Sample ID: LFB-CL-S04 Laboratory Fortified Blank Run: ICP1-C_070502B 05/02/07 19:01

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 06/07/07

Work Order: C07040990

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8

Sample ID: LRB

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: LFB

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Batch: R82696

04/25/07 12:35Method Blank

ND mg/L

ND mg/L

ND mg/L

ND mg/L

ND mg/L

ND mg/L

ND mg/L

ND mg/L

ND mg/L

Laboratory Fortified Blank

0.0501 mg/L

0.0521 mg/L

0.0519 mg/L

0.0529 mg/L

0.0524 mg/L

0.0524 mg/L

0.0516 mg/L

0.0519 mg/L

0.0519 mg/L

Sample Matrix Spike

0.527 mg/L

0.519 mg/L

0.515 mg/L

0.528 mg/L

0.621 mg/L

0.549 mg/L

0.529 mg/L

0.538 mg/L

0.519 mg/L

Run: ICPMS1-C_070425A

3E-05

0.0002

3E-05

2E-05

3E-05

7E-05

8E-05

4E-05

9E-05

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.00030

0.0010

0.0010

0.0042

0.0010

0.0011

0.0010

0.0018

0.0010

0.00038

0.0010

Sample ID: C07041060-003AMS

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

100

104

104

106

105

105

103

104

104

105

104

103

104

101

105

100

107

103

103

102

100

103

98

104

99

104

Run: ICPMS1-C_070425A

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

Run: ICPMS1-C_070425A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICPMS1-C_070425A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

04/25/07 12:42

04/25/07 17:58

Sample ID: C07041060-003AMSD Sample Matrix Spike Duplicate

Beryllium 0.516 mg/L 0.0010

Cadmium 0.512 mg/L 0.0042

Cobalt 0.503 mg/L 0.0010

Lead 0.525 mg/L 0.0011

Manganese 0.603 mg/L 0.0010

Molybdenum 0.544 mg/L 0.0018

Nickel 0.522 mg/L 0.0010

* Uranium 0.521 mg/L 0.00038

Qualifiers:

2.1
1.4

2.4

0.7

3.1

1.0

1.3

3.1

04/25/07 18:06

20

20

20

20

20

20

20

20

RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 06/07/07

Work Order: C07040990

7Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R82696

Sample ID: C07041060-003AMSD

Vanadium

Sample ID: C07040990-001EMS4

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample Matrix Spike Duplicate

0.513 mg/L

Post Digestion Spike

0.466 mg/L

0.502 mg/L

0.491 mg/L

0.511 mg/L

3.76 mg/L

0.548 mg/L

0.499 mg/L

0.509 mg/L

0.529 mg/L

Run: ICPMS1-C_070425A

0.0010 102 70 130

0.010
0.010
0.010
0.050

0.010

0.10

0.050

0.00038

0.10

93

100

98

102

109

99

102

106

94

101

100

103

107

100

103

105

Run: ICPMS1-C_070425A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICPMS1-C_070425A

04/25/07 18:06

1.2 20

04/26/07 03:15

A

Sample ID: C07040990-001EMSD4 Post Digestion Spike Duplicate

Beryllium 0.469 mg/L 0.010

Cadmium 0.505 mg/L 0.010

Cobalt 0.499 mg/L 0.010

Lead 0.517 mg/L 0.050

Manganese 3.76 mg/L 0.010

Molybdenum 0.538 mg/L 0.10

Nickel 0.503 mg/L 0.050

Uranium 0.513 mg/L 0.00038

Vanadium 0.525 mg/L 0.10

04/26/07 03:22

70

70

70

70

70

70

70

70

70

130
130
130
130

130

130

130

130

130

0.7

0.7

1.6
1.2

0.1

1.7

0.8

0.9

0.7

20

20

20

20

20

20

20

20

20

A

Qualifiers:
RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
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FLWORA

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 06/07/07

Work Order: C07040990

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8

Sample ID: LRB

Aluminum

Beryllium

Cobalt

Manganese

Vanadium

Sample ID: LFB

Aluminum

Beryllium

Cobalt

Manganese

Vanadium

Batch: R82742

04/26/07 12:48Method Blank

ND

ND

ND

ND

ND

Run: ICPMS2-C_070426A

mg/L
mg/L
mg/L
mg/L
mg/L

Laboratory Fortified Blank

0.0545 mg/L

0.0527 mg/L

0.0530 mg/L

0.0534 mg/L

0.0531 mg/L

Post Digestion Spike

0.0451 mg/L

0.103 mg/L

1.24 mg/L

0.0512 mg/L

Sample ID:

Beryllium

Cobalt

Manganese

Vanadium

Sample ID:

Beryllium

Cobalt

Manganese

Vanadium

Sample ID:

Aluminum

Beryllium

Cobalt

Manganese

Vanadium

Sample ID:

Aluminum

Beryllium

Cobalt

Manganese

Vanadium

C07040990-002EMS4

C07040990-002EMSD4 Post Digestion Spike Duplicate

0.0501 mg/L

0.108 mg/L

1.26 mg/L

0.0522 mg/L

0.0001

3E-05

2E-05

5E-05

3E-05

0.0010

0.0010

0.0010

0.0010

0.0010

0.010

0.010

0.010

0.10

0.010

0.010

0.010

0.10

0.10

0.0010

0.010

0.010

0.10

0.10

0.0010

0.010

0.010

0.10

109

105

106

107

106

Run: ICPMS2-C_070426A

85 115

85 115

85 115

85 115

85 115

Run: ICPMS2-C_070426A

90 70 130

90 70 130

70 130

100 70 130

Run: ICPMS2-C_070426A

100 70 130

100 70 130

70 130

102 70 130

10

4.7

2.2

0.0

04/26/07 12:55

C07041 150-001 DMS4

C07041150-001DMSD4

Post Digestion Spike

0.70 mg/L

0.26 mg/L

0.26 mg/L

0.43 mg/L

0.27 mg/L

Post Digestion Spike Duplicate

0.68 mg/L

0.26 mg/L

0.25 mg/L

0.43 mg/L

0.26 mg/L

84

106

102

103

105

79

105

100

103

104

Run: ICPMS2-C_070426A

70 130

70 130

70 130

70 130

70 130

Run: ICPMS2-C_070426A

70 130

70 130

70 130

70 130

70 130

04/26/07 22:13

A

04/26/07 22:20
20
20
20 A
20

04/26/07 23:41

04/26107 23:48
20
20
20
20
20

1.9

0.7

1.4

0.1

0.7

Qualifiers:
RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.

Track#C07040990 Page .33



* ENERG VLABORA TORIES, INC. '2393 Salt Creek Highway (82601) P0. Box 3258 -Casper, WY82602
Toll Free 888.2350515 - 307.235.0515 ' Fax 307.234 1639 ' casper@energy/ab. corn www energy/ab. comr

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

KAnalyte

Method: E353.2

Sample ID: MBLK-1
Nitrogen, Nitrate+Nitrite as N

Sample ID: LCS-2
Nitrogen, Nitrate+Nitrite as N

Sample ID: C07040987-O08DMS
Nitrogen, Nitrate+Nitrite as N

Sample ID: C07040987-008DMSD
Nitrogen, Nitrate+Nitrite as N

Sample ID: C07040994-002BMS
Nitrogen, Nitrate+Nitrite as N

Sample ID: C07040994-002BMSD
Nitrogen, Nitrate+Nitrite as N

Result Units RL %REC

Method Blank

ND mg/L

Laboratory Control Sample

2.62 mg/L

Sample Matrix Spike

1.95 mg/L

Sample Matrix Spike Duplicate

2.03 mg/L

Sample Matrix Spike

2.69 mg/L

Sample Matrix Spike Duplicate

2.77 mg/L

0.03

0.10

0.10

0.10

0.10

0.10

105

93

97

90

94

Report Date: 06/07/07

Work Order: C07040990

Low Limit High Limit RPD RPDLimit QualL

Batch: A2007-04-23_1_NO3_01

Run: TECHNICON_070423A 04/23/07 11:29

Run: TECHNICON_070423A 04/23/07 11:31
90 110

Run: TECHNICON_070423A 04/23/07 14:21
90 110

Run: TECHNICON_070423A 04/23/07 14:24
90 110 4.0 10

Run: TECHNICON_070423A 04/23/07 14:59
90 110

Run: TECHNICON_070423A 04/23/07 15:01
90 110 2.9 10

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Report Date: 06/07/07

Work Order: C07040990

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E624 Batch: R82590

Sample ID: 23-Apr-07_MBLK_7

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07040990-007FMS

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Method Blank

ND

ND

ND

ND

ND

Run: GCMS1_070423A 04/23/07 14:32

ug/L

ug/L
ug/L

ug/L
ug/L

0.5

0.5

0.5

0.5

0.5

Sample Matrix Spike

111 ug/L

100 ug/L

100 ug/L

123 ug/L

434 ug/L

Sample ID: C07040990-007FMSD Sample Matrix Spike Duplicate

Bromodichloromethane 102 ug/L

Bromoform 89.2 ug/L

Chlorodibromomethane 93.2 ug/L

Chloroform 117 ug/L

Trihalomethanes, Total 401 ug/L

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

5.0

5.0

5.0

5.0

5.0

1.0

1.0

1.0

1.0

5.0

5.0

5.0

5.0

5.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

101

103

95

101

111

100

100

123

108

104

110

98

103

102

89

93

117

100

100

109

99

102

Run: GCMS1_070423A

70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

Run: GCMS1_070423A

70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

04/23/07 22:09

80
80
80
80

120

120

120

120

9.0
11

7.0

5.0

8.0
0.0
0.0
0.0
0.0

04/23/07 22:51
20

20

20

20

20

10

10

10

10

04/23/07 23:32Sample ID: 23-Apr-07_LCS_20
Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Laboratory Control Sample

5.60 ug/L

5.44 ug/L

5.52 ug/L

6.12 ug/L

22.7 ug/L

112

109

110

122

113

99

108

111

Run: GCMS1_070423A

70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 1

Analyte

Report Date: 06/07

Work Order: C070'

RL %REC Low Limit High Limit RPD RPDLirResult Units

Method: E624 B

Sample ID: 23-Apr-07_LCS_20 Laboratory Control Sample Run: GCMS1 070423A 0

Surr: Toluene-d8 1.0 102 80 120

Method: E900.1 Ba

Sample ID: LCS-GA-0047 Laboratory Control Sample Run: BERTHOLD 770_070501A 0

Gross Alpha minus Rn & U 19.3pCi/L 1.0 91 70 130

Sample ID: MB-GA-0047 Method Blank Run: BERTHOLD 770_070501A 0

Gross Alpha minus Rn & U ND pCi/L 1

Sample ID: C07041316-001IMS Sample Matrix Spike Run: BERTHOLD 770_070501A 0

Gross Alpha minus Rn & U 19.4pCi/L 1.0 92 70 130

Sample ID: C07041316-001IMSD Sample Matrix Spike Duplicate Run: BERTHOLD 770_070501A 05

Gross Alpha minus Rn & U 19.1pCi/L 1.0 90 70 130 2.0 23.

Method: E903.0 Batch:

Sample ID: C07040990-OOIADUP Sample Duplicate Run: BERTHOLD 770_070425B 05

Radium 226 0.95pCi/L 0.20 5.9 113.

Sample ID: C07040990-004AMS Sample Matrix Spike Run: BERTHOLD 770_070425B 05

Radium 226 18 pCi/L 0.20 85 70 130

Sample ID: MB-RA226-2028 Method Blank Run: BERTHOLD 770_070425B 05

Radium 226 ND pCi/L 0.2

Sample ID: LCS-RA226-2028 Laboratory Control Sample Run: BERTHOLD 770_070425B 05

Radium 226 12 pCi/L 0.20 93 70 130

/07

$0990

rnit Qual

atch: R82590

4/23/07 23:32

tch: GA-0047

5/09/07 13:23

5/09107 13:23

5/09/07 13:23

5/09/07 13:23
2

RA226-2028

5/07/07 13:25
5

/07/07 14:49

/07/07 14:49

/07/07 14:49

Method: E907.0

Sample ID: LCS-R82908

Thorium 230

Sample ID: C07040948-001AMS

Thorium 230

Sample ID: C07040948-001AMSD

Thorium 230

Sample ID: MB-R82908
Thorium 230

Qualifiers:

RL - Analyte reporting limit.

Laboratory Control Sam

4.3OpCi/L

Sample Matrix Spike

13.5pCi/L

Sample Matrix Spike Du

13.3pCi/L

Method Blank

ND pCi/L

Batch: R82908

nple Run: EGG-ORTEC_070426A 04/26/07 15:00

0.20 88 70 130

Run: EGG-ORTEC_070426A 04/26/07 15:00

0.20 82 70 130

uplicate Run: EGG-ORTEC_070426A 04/26/07 15:00

0.20 81 70 130 1.5 30

Run: EGG-ORTEC_070426A 04/26/07 15:00

0.2

ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp Report Date: 06/07/07

Project: Zone 1 Work Order: C07040990

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: NERHL-65-4 Batch: R82962

Sample ID: C07040948-OOIAMS Sample Matrix Spike Run: PACKARD 3100TR_070425A 04/25/07 12:30
Lead 210 420 pCi/L 1.0 104 70 130

Sample ID: C07040948-OOIAMSD Sample Matrix Spike Duplicate Run: PACKARD 3100TR_070425A 04/25/07 12:30
Lead 210 330 pCi/L 1.0 80 70 130 26 30

Sample ID: MB-R82962 Method Blank Run: PACKARD 3100TR_070425A 04/25/07 12:30
Lead 210 ND pCi/L 1

Sample ID: LCS-R82962 Laboratory Control Sample Run: PACKARD 3100TR_070425A 04/25/07 12:30
Lead 210 54 pCi/L 1.0 75 70 130

Method: RA-05 Batch: RA228-1627

Sample ID: LCS-228-RA226-2028 Laboratory Control Sample Run: TENNELEC-3_070425B 05/02/07 12:06
Radium 228 7.6OpCi/L 1.0 97 70 130

Sample ID: MB-RA226-2028 Method Blank Run: TENNELEC-3_070425B 05/02/07 12:06
Radium 228 ND pCi/L 1

Sample ID: C07040990-OOIADUP Sample Duplicate Run: TENNELEC-3_070425B 05/02/07 12:06
Radium 228 1.1 pCi/L 1.0 200 305.1

Sample ID: C07040990-007AMS Sample Matrix Spike Run: TENNELEC-3_070425B 05/02/07 12:06
Radium 228 11 pCi/L 1.0 82 70 130

Method:

Sample ID:

Radium 228

Sample ID:

Radium 228

Sample ID:

Radium 228

Sample ID:

Radium 228

RA-05

LCS-228-RA226-21 00

MB-RA226-2100

C07060112-001AMS

C07060112-001AMSD

Laboratory Control Sample

7.1 pCi/L

Method Blank

ND pCi/L

Sample Matrix Spike

13 pCi/L

Sample Matrix Spike Duplicate

13 pCi/L

1.0

1.0

1.0

Run: TENNELEC-3_070604A

92 70 130

Run: TENNELEC-3_070604A

Run: TENNELEC-3_070604A

99 70 130

Run: TENNELEC-3_070604A

102 70 130

Batch: RA228-1683

06/07/07 07:06

06/07/07 07:06

06/07/07 07:06

06/07/07 07:06

3.4 37.6

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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FL4BRA- IE

ANALYTICAL SUMMARY REPORT

May 22, 2007

United Nuclear Corp

PO Box 3077

Gallup, NM 87305

Workorder No.: C07040669

Project Name: Zone 3

Energy Laboratories, Inc. received the following 3 samples from United Nuclear Corp on 4/13/2007 for analysis.

Sample ID Client Sample ID Collect Date Receive Date Matrix Test

C07040669-001 613

C07040669-002 EPA-14

04/10/07 13:58 04/13/07 Aqueous Metals by ICP/ICPMS, Total
Alkalinity
QA Calculations
Arsenic-Ill, Total
Selenium-IV, Total
Nitrogen, Ammonia
Nitrogen, Nitrate + Nitrite
pH
Gross Alpha minus Rn222 and Uranium
Lead 210, Total
Radium 226, Total
Radium 228, Total
Thorium, Isotopic
Solids, Total Dissolved
E624 Purgeable Organics

04/10/07 14:30 04/13/07 Aqueous Same As Above

C07040669-003 717 04/10/07 14:59 04/13/07 Aqueous Same As Above
There were no problems with the analyses and all data for associated QC met EPA or laboratory specifications

except where noted in the Case Narrative or Report.

If you have any questions regarding these tests results, please call.

~e6Z 42+Report Approved By:
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ENERG YLABORATORIES, INC. 2393 Salt Creek Highway (82601), P0. Box 3258 -Casper, WY82602
Toll Free 888.235 0515 ' 307 235 0515 - Fax 307 2341 639 - casper@energylab com • www•energy/ab.com

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 05/22/07

Work Order: C07040669

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A2320 B Batch: 070416_1_ALK-W

Sample ID: MBLK1_070416_1 Method Blank Run: TTR-ALK_070416A 04/16/07 12:41

Alkalinity, Total as CaCO3 ND mg/L 0.2

Bicarbonate as HC03 ND mg/L 1

Sample ID: LCS11_070416_1 Laboratory Control Sample Run: TTR-ALK_070416A 04/16/07 12:44

Alkalinity, Total as CaCO3 5050 mg/L 1.0 101 90 110

Sample ID: C07040670-004AMS Sample Matrix Spike Run: TTR-ALK_070416A 04/16/07 13:35

Alkalinity, Total as CaCO3 134 mg/L 1.0 106 90 110

Sample ID: C07040670-004AMSD Sample Matrix Spike Duplicate Run: TTR-ALK_070416A 04/16/07 13:39

Alkalinity, Total as CaC03 134 mg/L 1.0 106 90 110 0.0 10

Method: A2540 C Batch: 070416A-SLDS-TDS-W

Sample ID: MBLK2_070416A Method Blank Run: BAL-1_070416B 04/16/07 12:42

Solids, Total Dissolved TDS @ 180 C ND mg/L 6

Sample ID: LCS2_070416A Laboratory Control Sample Run: BAL-1_070416B 04/16/07 12:42

Solids, Total Dissolved TDS @ 180 C 994 mg/L 10 99 90 110

Sample ID: C07040670-OO1AMS Sample Matrix Spike Run: BAL-1_070416B 04/16/07 12:52

Solids, Total Dissolved TDS @ 180 C 10500 mg/L 10 101 90 110

Sample ID: C07040670-001AMSD Sample Matrix Spike Duplicate Run: BAL-1_070416B 04/16/07 12:52

Solids, Total Dissolved TDS @ 180 C 10500 mg/L 10 99 90 110 0.6 10

Method: A3114 B

Sample ID: MBLK

Arsenic-Ill

Sample ID: C07040669-001C MS

Arsenic-Ill

Sample ID: C07040669-001C MSD

Arsenic-Ill

Sample ID: 301-45-6

Arsenic-Ill

Method Blank

ND mg/L

Sample Matrix Spike

0.0495 mg/L

Sample Matrix Spike Duplicate

0.0530 mg/L

Laboratory Control Sample

0.0512 mg/L

0.0006

0.0010

0.0010

0.0010

98

105

102

Run: CVAA-C202_070426B

Run: CVAA-C202_070426B

85 115

Run: CVAA-C202_070426B

85 115

Run: CVAA-C202_070426B

90 110

Batch: ASIII-3114-070426

04/26/07 13:17

04/26/07 13:41

04/26/07 13:43

6.8 10

04/26/07 13:45

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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ENERGYLABORATORIES, INC. -2393 Salt Creek Highway (82601). P.C. Box 3258' Casper, WY82602
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 05/22/07

Work Order: C07040669

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A3114 B Batch: SEIV3114-070425

Sample ID: MBLK Method Blank Run: CVAA-C202_070425C 04/25/07 16:05
Selenium-IV ND mg/L 0.0002

Sample ID: C07040669-002C MS Sample Matrix Spike Run: CVAA-C202_070425C 04/25/07 16:28
Selenium-IV 0.0540 mg/L 0.0010 108 85 115

Sample ID: C07040669-002C MSD Sample Matrix Spike Duplicate Run: CVAA-C202_070425C 04/25/07 16:31
Selenium-IV 0.0539 mg/L 0.0010 108 85 115 0.2 10

Sample ID: 301-45-6 Laboratory Control Sample Run: CVAA-C202_070425C 04/25/07 16:33
Selenium-IV 0.0545 mg/L 0.0010 108 90 110

Method: A4500-H B Analytical Run: ORION555A_070416A

Sample ID: ICV1_070416_1 Initial Calibration Verification Standard 04/16/07 09:44
pH 6.90 s.u. 0.010 101 98 102

Method: A4500-H B Batch: 070416_1_PH-W

Sample ID: C07040652-016ADUP Sample Duplicate Run: ORION555A070416A 04/16/07 10:11
pH 7.96 s.u. 0.010 0.0 10

Method: A4500-NH3 G

Sample ID: MBLK-1

Nitrogen, Ammonia as N

Sample ID: LCS-2
Nitrogen, Ammonia as N

Sample ID: C07040656-008BMS

Nitrogen, Ammonia as N

Sample ID: C07040656-008BMSD

Nitrogen, Ammonia as N

Method Blank

ND mg/L

Laboratory Control Sample

19.5 mg/L

Sample Matrix Spike

2.35 mg/L

Sample Matrix Spike Duplicate

2.36 mg/L

0.04

0.40

0.050

0.050

97

99

99

Batch: A2007-04-17_1_NH3_01

Run: TECHNICON_070417A 04/17/07 10:09

Run: TECHNICON_070417A 04/17/07 10:12

80 120

Run: TECHNICON_070417A 04/17/07 11:00

80 120

Run: TECHNICONO070417A 04/17/07 11:01

80 120 0.4 20

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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* ENERGY LABORATORIES, INC. '2393 Sail Creek Highway (82601) .P0 Box 3258 -Casper, WY82602
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fffl;.r*-F OR

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 05/22/07

Work Order: C07040669

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7

Sample ID:

Calcium

Magnesium

Sodium

LFB-ICP25214 Laboratory Fortified Blank

50.4 mg/L

51.2 mg/L

48.7 mg/L

Laboratory Fortified Blank

50.8 mg/L

51.5 mg/L

0.50 101

0.50 102

0.50 97

Sample ID: Ifb-cl-so4

Chloride

Sulfate

Sample ID: LRB

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Method Blank

ND

ND

ND

0.09

0.1

ND

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

Sample ID:

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

C07040669-002CMS

C07040669-002CMSD

Sample Matrix Spike

942 mg/L

559 mg/L

930 mg/L

1370 mg/L

644 mg/L

4300 mg/L

Sample Matrix Spike Duplicate

940 mg/L

557 mg/L

928 mg/L

1370 mg/L

641 mg/L

4350 mg/L

Laboratory Fortified Blank

50.5 mg/L

50.4 mg/L

47.9 mg/L

48.4 mg/L

Laboratory Fortified Blank

50.6 mg/L

51.3 mg/L

1.0

1.0

0.04

0.3

0.04

0.08

0.06

0.3

0.50

2.8

0.50

0.80

0.63

2.7

0.50

2.8

0.50

0.80

0.63

2.7

0.50

0.50

0.50

0.50

1.0

1.0

101

103

88

95

83

97

92

88

95

82

97

91

Run: ICP1-C_070419A

85 125

85 125

85 125

Run: ICP1-C_070419A

85 115

85 115

Run: ICP1-C_070419A

Run: ICP1-C_070419A

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICP1-CO070419A

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C_070419A

85 125

85 125

85 125

85 125

Run: ICP1-C_070419A

85 115

85 115

Batch: R82439

04/19/07 14:08

04/19/07 14:18

04/19/07 14:21

04/19/07 17:40

A

04/19/07 17:43

20

20

20

20

20

20 A

04/19/07 19:10

04/19/07 19:20

0.2

0.4

0.2

0.4

0.5

1.2

LFB-ICP26214

Magnesium
Potassium
Sodium

Sample ID: lfb-cl-so4
Chloride
Sulfate0-.-

Qualifiers:
RL - Analyte reporting limit.

101

101
96

97

100

103

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.

ND - Not detected at the reporting limit.
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ENERGY LABORATORIES, INC. -2393 Salt Creek Highway (82601). P0. Box 3258• Casper, WY82602
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F LABORA

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 05/22/07

Work Order: C07040669

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7 Batch: R82439

Sample ID: LRB

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Method Blank

ND

0.3

ND

ND

ND

ND

Run: ICP1-C_070419A 04/19/07 19:23

mg/L
mg/L

mg/L

mg/L

mg/L
mg/L

0.04
0.3

0.04

0.08

0.06

0.3

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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JX¢rT*7TTZ M7

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 05/22/07

Work Order: C07040669

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7

Sample ID:

Calcium

-Magnesium

Potassium

Sodium

LFB-ICP25214 Laboratory Fortified Blank

48.6 mg/L

50.8 mg/L

47.8 mg/L

47.5 mg/L

Laboratory Fortified Blank

49.1 mg/L

50.2 mg/L

Sample ID: LFB-CL-S04

Chloride

Sulfate

Sample ID: LRB

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Method Blank

ND

0.5

ND

ND

0.09

ND

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

Sample ID:

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Calcium

Magnesium

Potassium

Sodium

C07040305-007FMS Sample Matrix Spike

718 mg/L

494 mg/L

500 mg/L

1330 mg/L

501 mg/L

1080 mg/L

0.50

0.50

0.50

0.50

1.0

1.0

0.04

0.3

0.04

0.08
0.06

0.3

0.50

2.8

0.50

0.80

0.63

2.7

0.50

2.8

0.50

0.80

0.63

2.7

0.50

0.50

0.50

0.50

1.0

1.0

97

102

95

94

97

100

90

90

95

94

89

92

95

91

100

96

91

93

95

99

93

93

98

105

Run: ICP1-C_070427A

85 125

85 125

85 125

85 125

Run: ICP1-C_070427A

85 115

85 115

Run: ICP1-C_070427A

Run: ICP1-C_070427A

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C_070427A

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C_070427A

85 125

85 125

85 125

85 125

Run: ICP1-C_070427A

85 115

85 115

Batch: R82810

04/27/07 14:53

04/27/07 15:03

04/27/07 15:07

04/27/07 15:27

C07040305-007FMSD Sample Matrix Spike Duplicate

744 mg/L

501 mg/L

522 mg/L

1340 mg/L
513 mg/L

1080 mg/L

3.6

1.4

4.3

1.1

2.4

0.2

04/27/07 15:31

20

20

20

20

20

20

04/27/07 18:07

04/27/07 18:17

LFB-ICP25214 Laboratory Fortified Blank

47.3 mg/L

49.5 mg/L

46.5 mg/L

47.2 mg/L

Laboratory Fortified Blank

49.5 mg/L

52.9 mg/L

Sample ID: LFB-CL-S04

Chloride

ulfate

Qualifiers:

RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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ENERGY LABORATORIES, INC. -2393 Sail Creek Highway (82601). PC. Box 3258 C Gasper WY82602
To//Free 888.235 0515 • 3072350515 -Fax 307234. 1639 , casper'energy/ab.com- wwwenergy/ab.com

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 05/22/07

Work Order: C07040669

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7 Batch: R82810

Sample ID: LFB-CL-S04 Laboratory Fortified Blank Run: ICP1-C_070427A

Run: ICP1-C_070427A

04/27107 18:17

04/27/07 18:21Sample ID: LRB

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Method Blank

ND

0.7

ND

0.1

0.5

0.3

mg/L
mg/L

mg/L

mg/L
mg/L
mg/L

0.04

0.3

0.04

0.08

0.06

0.3

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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ENERGY LABORATORIES, INC. - 2393 Salt Creek Highway (82601), PC. Box 3258• Casper, WY82602
Tol Free 888.235. 0515 ' 307.235 0515 • Fax 307.234. 1639 • casper@energy/ab.com -www energy/ab. com

F7:495RA

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 05/22/07

Work Order: C07040669

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R82331

Sample ID: LRB

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Method Blank

ND

ND

ND

ND

ND

ND

0.0001

ND

ND

ND

Run: ICPMS1-C_070417A 04/17/07 13:50

mg/L
mg/L

mg/L

mg/L

mg/L

mg/L
mg/L

mg/L

mg/L

mg/L

Sample ID: LFB
Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07040669-002CMS4

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07040669-002CMSD4

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Qualifiers:

RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

Laboratory Fortified Blank

0.0508 mg/L

0.0498 mg/L

0.0522 mg/L

0.0518 mg/L

0.0519 mg/L

0.0518 mg/L

0.0530 mg/L

0.0519 mg/L

0.0524 mg/L

0.0518 mg/L

Post Digestion Spike

0.309 mg/L

0.271 mg/L

0.976 mg/L

0.277 mg/L

17.1 mg/L

0.286 mg/L

0.908 mg/L

0.281 mg/L

0.263 mg/L

Post Digestion Spike Duplicate

0.300 mg/L

0.276 mg/L

0.959 mg/L

0.274 mg/L

17.2 mg/L

0.285 mg/L

0.0002

3E-05

0.0002

3E-05

2E-05

3E-05

7E-05

8E-05

4E-05

9E-05

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.00030

0.0010

0.010

0.010

0.010

0.050

0.010

0.10

0.050

0.00030

0.10

0.010

0.010

0.010

0.050

0.010

0.10

102

100

104

104

104
104

106
104

105

104

104

104

107

105

110

102

108

105

Run: ICPMS1-C070417A

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

Run: ICPMS1-C_070417A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

04/17/07 13:58

04/18/07 03:53

A

04/18/07 04:00

20

20

20

20

20 A

20

Run: ICPMS1-C_070417A

100 70 130

106 70 130

101 70 130

104 70 130

70 130

110 70 130

2.9

1.8

1.8

0.9

0.6

0.4

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
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Fn

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 05/22/07

Work Order: C07040669

_ _Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R82331

Sample ID: C07040669-002CMSD4

Nickel

Uranium

Vanadium

Post Digestion Spike Duplicate

0.898 mg/L 0.050

0.274 mg/L 0.00030

0.262 mg/L 0.10

98

105

105

Run: ICPMS1-C_070417A

70 130

70 130

70 130

1.1
2.6

0.5

04/18/07 04:00

20
20
20

Qualifiers:
RL -Analyte reporting limit. ND - Not detected at the reporting limit.
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ENERGYLABORA TORIES, INC. 2393 Salt Creek Highway (82601), P0. Box 3258- Casper, WY82602
Toll Free 888.235.0515 - 307.235.0515 • Fax 307.234 1639 - casper@energylab.com -www energylab.com

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 05/22/07

Work Order: C07040669

F Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R82407

Sample ID: LRB

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Method Blank

0.0003

ND

ND

ND

ND

ND

ND

ND

ND

ND

Run: ICPMS1-C_070419A 04/19/07 12:37
mg/L

mg/L
mg/L

mg/L

mg/L
mg/L
mg/L

mg/L

mg/L
mg/L

Sample ID: LFB

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07040670-002CMS4

Aluminum

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Laboratory Fortified Blank

0.0526 mg/L

0.0498 mg/L

0.0529 mg/L

0.0536 mg/L

0.0546 mg/L

0.0541 mg/L

0.0526 mg/L

0.0534 mg/L

0.0537 mg/L

0.0530 mg/L

Post Digestion Spike

1.21 mg/L

0.221 mg/L

0.246 mg/L

0.309 mg/L

0.258 mg/L

15.9 mg/L

0.262 mg/L

0.469 mg/L

0.263 mg/L

0.257 mg/L

0.0002

3E-05

0.0002

3E-05

2E-05

3E-05

7E-05

8E-05

4E-05

9E-05

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.00030

0.0010

0.10

0.010

0.010

0.010

0.050

0.010

0.10

0.050

0.00030

0.10

105

100

106
107

109

108

105

107

107

106

104

88

97

101

103

105

98

105

103

111

87

100

103

103

Run: ICPMS1-C_070419A

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

85 115

Run: ICPMS1-C_070419A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICPMS1-C_070419A

70 130

70 130

70 130

70 130

70 130

04/19/07 12:44

04/20/07 01:24

A

Sample ID: C07040670-002CMSD4 Post Digestion Spike Duplicate

Aluminum 1.23 mg/L

Beryllium 0.219 mg/L

Cadmium 0.252 mg/L

Cobalt 0.314 mg/L

Lead 0.260 mg/L

Qualifiers:

RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

0.10

0.010

0.010

0.010

0.050

1.4

1.3

2.5

1.5

0.7

04/20/07 01:31
20
20
20
20
20

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.

Tra-cK#CO7O4C669 Page 19



ENERGYLABORATORIES, INC. '2393 Sail Creek Highway (82601), P0. Box 3258• Casper, WY82602
Toll Free 888.235 0515 • 307 235 0515 , Fax 307. 234. 1639 - casper@energy/ab.com , www energy/ab.com

eX.5T7,&7r

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date:

Work Order:

05/22/07

C07040669

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R82407

Sample ID: C07040670-002CMSD4 Post Digestion Spike Duplicate Run: ICPMS1-C_070419A 04/20/07 01:31

Manganese 16.1 mg/L 0.010 70 130 1.2 20 A

Molybdenum 0.269 mg/L 0.10 107 70 130 2.3 20

Nickel 0.454 mg/L 0.050 92 70 130 3.4 20

Uranium 0.264 mg/L 0.00030 105 70 130 0.4 20

Vanadium 0.265 mg/L 0.10 106 70 130 2.8 20

Method: E353.2 Batch: A2007-04-16_1_NO3_01

Sample ID: MBLK-32

Nitrogen, Nitrate+Nitrite as N

Sample ID: LCS-33

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07040673-002BMS

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07040673-002BMSD

Nitrogen, Nitrate+Nitrite as N

Method Blank

ND mg/L

Laboratory Control Sample

2.63 mg/L

Sample Matrix Spike

3.09 mg/L

Sample Matrix Spike Duplicate

3.07 mg/L

Run: TECHNICON_070416A

0.03

Run: TECHNICON_070416A

0.10 104 90 110

Run: TECHNICON070416A

0.10 102 90 110

Run: TECHNICON_070416A

0.10 101 90 110

04/16/07 13:27

04/16/07 13:30

04/16/07 14:22

04/16/07 14:25

0.6 10

Qualifiers:
RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
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ENERGVYLABORA TORIES, INC. -2393 Salt Creek Highway (82601), PC. Box 3258 - Casper WY 82602
Toll Free 888.235.0515 • 307.235.0515 • Fax 307.234.1639 - casper@energy/ab. corn www. energy/ab. corn

FLýTORIES

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 05/22/07

Work Order: C07040669

SAnalyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E624 Batch: R82542

04/20/07 12:41Sample ID: 20-Apr-07_LCS_2 Laboratory Control Sample Run: GCMS2_070420B

Bromodichloromethane 4.92 ug/L 1.0 98 70 130

Bromoform 5.04 ug/L 1.0 101 70 130

Chlorodibromomethane 4.88 ug/L 1.0 98 70 130

Chloroform 5.04 ug/L 1.0 101 70 130

Trihalomethanes, Total 19.9 ug/L 1.0 99 70 130

Surr: 1,2-Dichlorobenzene-d4 1.0 99 80 120

Surr: Dibromofluoromethane 1.0 94 80 120

Surr: p-Bromofluorobenzene 1.0 100 80 120

Surr: Toluene-d8 1.0 99 80 120
- One analyte is outside of acceptance range. The sample meets the remainder of the QA criteria, therefore this batch is approved.

Sample ID: C07040670-002EMS Sample Matrix Spike Run: GCMS2_070420B

Bromodichloromethane 226 ug/L 10 113 70 130

Bromoform 226 ug/L 10 113 70 130

Chlorodibromomethane 219 ug/L 10 110 70 130

Chloroform 354 ug/L 10 113 70 130

Trihalomethanes, Total 1020 ug/L 10 112 70 130

Surr: 1,2-Dichlorobenzene-d4 1.0 98 80 120

Surr: Dibromofluoromethane 1.0 97 80 120

Surr: p-Bromofluorobenzene 1.0 102 80 120

Surr: Toluene-d8 1.0 99 80 120
- Spike recovery is high for one analyte. This is a matrix related bias since the MS MSD pair both exhibit this same behavior yet have an acceptable RPD.

04/20/07 22:48

Sample ID: C07040670-002EMSD

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample Matrix Spike Duplicate Run: GCMS2_070420B

227

225

218

353

1020

ug/L
ug/L

ug/L
ug/L

ug/L

10 114

10 112

10 109

10 113

10 112

1.0 98

1.0 92

1.0 102

1.0 97

70

70

70

70

70

80

80

80

80

130

130

130

130

130

120

120

120

120

0.7

0.4

0.7

0.2

0.2

0.0

0.0

0.0

0.0

04/20/07 23:26

20

20

20

20

20

10

10

10

10

04/20/07 14:40

- Spike recovery is high for one analyte. This is a matrix related bias since the MS MSD pair both exhibit this same behavior yet have an acceptable RPD.

Sample ID: 20-Apr-07_MBLK_5
Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Qualifiers:

RL - Analyte reporting limit.

Method Blank

ND

ND

ND

ND

ND

Run: GCMS2_070420B

ug/L

ug/L
ug/L
ug/L

ug/L

0.5

0.5

0.5

0.5

0.5

98

92

80

80

120

120

ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 05/22/07

Work Order: C07040669

F Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E624 Batch: R82542

Sample ID: 20-Apr-07_MBLK_5 Method Blank Run: GCMS2_070420B 04/20/07 14:40

Surr: p-Bromofluorobenzene 102 80 120

Surr: Toluene-d8 98 80 120

Method: E900.1 Batch: GA-0045

Sample ID: LCS-GA-0045 Laboratory Control Sample Run: G5000W070417A 04/20/07 12:53

Gross Alpha minus Rn & U 20.5pCi/L 1.0 97 70 130

Sample ID: MB-GA-0045 Method Blank Run: G5000W070417A 04/20/07 12:53

Gross Alpha minus Rn & U ND pCi/L 1

Sample ID: C07040254-OOIADUP Sample Duplicate Run: G5000W070417A 04/20/07 12:53

Gross Alpha minus Rn & U 1.45pCi/L 1.0 200 106.2

RER<2(0.68) precision

Sample ID: C07040254-002AMS Sample Matrix Spike Run: G5000W070417A 04/20/07 12:53

Gross Alpha minus Rn & U 22.8pCi/L 1.0 108 70 130

Method: E903.0 Batch: RA226-2007

Sample ID: C07040669-001DDUP Sample Duplicate Run: BERTHOLD 770_070417B 04/30/07 11:24

Radium 226 8.8 pCi/L 0.20 15 41.4

Sample ID: C07040669-002DMS Sample Matrix Spike Run: BERTHOLD 770_070417B 04/30/07 11:24

Radium 226 34 pCi/L 0.20 80 70 130

Sample ID: MB-RA226-2007 Method Blank Run: BERTHOLD 770_070417B 04/30/07 13:06

Radium 226 ND pCi/L 0.2

Sample ID: LCS-RA226-2007 Laboratory Control Sample Run: BERTHOLD 770_070417B 04/30/07 13:06

Radium 226 11 pCi/L 0.20 88 70 130

Method: E907.0

Sample ID: LCS-R82751

Thorium 230

Sample ID: C07040598-001AMS

Thorium 230

Sample ID: C07040598-001AMSD

Thorium 230

Sample ID: MB-RA-TH-ISO-0217

Thorium 230

*Qualifiers:
RL - Analyte reporting limit.

Laboratory Control Sample

4.5OpCi/L

Sample Matrix Spike

15.OpCi/L

Sample Matrix Spike Duplicate

14.3pCi/L

Method Blank

ND pCi/L

Run: EGG-ORTEC_070423A

0.20 92 70 130

Run: EGG-ORTECO070423A

0.20 91 70 130

Run: EGG-ORTEC_070423A

0.20 87 70 130

Run: EGG-ORTEC_070423A

0.2

ND - Not detected at the reporting limit.

Batch: R82751

04/23/07 15:00

04/23/07 15:00

04/23/07 15:00

04/23/07 15:00
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 05/22/07

Work Order: C07040669

[Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: NERHL-65-4 Batch: R82846

Sample ID: C07040670-004Dms Sample Matrix Spike Run: PACKARD 3100TR_070418B 04/18/07 12:00

Lead 210 410 pCi/L 1.0 100 70 130

Sample ID: MB-R82846 Method Blank Run: PACKARD 3100TR070418B 04/18/07 12:00

Lead 210 ND pCi/L 1

Sample ID: LCS-R82846 Laboratory Control Sample Run: PACKARD 3100TR_070418B 04/18/07 12:00

Lead 210 53 pCi/L 1.0 73 70 130

Method: NERHL-65-4 Batch: R83849

Sample ID: C07050259-001Edup Sample Duplicate Run: PACKARD 3100TR_070510A 05/10/07 11:00

Lead 210 ND pCi/L 1.0 0.0 30

Sample ID: MB-R83849 Method Blank Run: PACKARD 3100TR_070510A 05/10/07 11:00

Lead 210 ND pCi/L 1

Sample ID: LCS-R83849 Laboratory Control Sample Run: PACKARD 3100TR_070510A 05/10/07 11:00

Lead 210 38 pCi/L 1.0 105 70 130

Method: RA-05

Sample ID: LCS-228-RA226-2007

Radium 228

Sample ID: MB-RA226-2007

Radium 228

Sample ID: C07040669-OOIDDUP

Radium 228
RER<2 (0.6) batch precision is acceptable

Sample ID: C07040669-003DMS

Radium 228

Laboratory Control Sample

6.7 pCiiL

Method Blank

ND pCi/L

Sample Duplicate

ND pCi/L

Sample Matrix Spike

40 pCi/L

1.0

1.0

86

Batch: RA228-1610

Run: TENNELEC-3_070417C 04/25/07 10:08

70 130

Run: TENNELEC-3-070417C 04/25/07 10:08

Run: TENNELEC-3_070417C 04/25/07 10:08

0.0 409.2

Run: TENNELEC-3 070417C 04/25/07 10:08

1.0 108 70 130

JualIifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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ANALYTICAL SUMMARY REPORT

June 07, 2007

United Nuclear Corp

PO Box 3077

Gallup, NM 87305

Workorder No.: C07040987

Project Name: Zone 3

Energy Laboratories, Inc. received the following 9 samples from United Nuclear Corp on 4/20/2007 for analysis.

Sample ID Client Sample ID

C07040987-001 708

C07040987-002 711

C07040987-003 711 Duplicate

C07040987-004 NBL-1

C07040987-005 719

C07040987-006 420

C07040987-007 EPA-13

C07040987-008 517

C07040987-009 Field Blank

Collect Date Receive Date Matrix

04/16/07 11:45 04/20/07 Aqueous

Test

Metals by ICP/ICPMS, Total
Alkalinity
QA Calculations
Arsenic-Ill, Total
Selenium-IV, Total
Nitrogen, Ammonia
Nitrogen, Nitrate + Nitrite
pH
Gross Alpha minus Rn222 and Uranium
Lead 210, Total
Radium 226, Total
Radium 228, Total
Thorium, Isotopic
Solids, Total Dissolved
E624 Purgeable Organics

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

04/16/07 13:32 04/20/07

04/16/07 13:57 04/20/07

04/17/07 09:43 04/20/07

04/17/07 11:41 04/20/07

04/17/07 13:06 04/20/07

04/17/07 13:54 04/20/07

04/18/07 09:20 04/20/07

04/18/07 11:25 04120/07

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

There were no problems with the analyses and all data for associated QC met EPA or laboratory specifications
except where noted in the Case Narrative or Report.

If you have any questions regarding these tests results, please call.

Report Approved By: e9': ro,,_ 91.''
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ENERG YLABORA TORIES, INC. •2393 Sail Creek Highway (82601). P0. Box 3258 -Casper WY82602

/l To/ Free 888.235.0515 • 307.2350515 - Fax 307234.1639 • casper@energy/ab. com r www.energylab. com
LABORA TO-RIES

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 06/07/07

Work Order: C07040987

i Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: A2320 B Batch: 070423_1_ALK-W

Sample ID: MBLK1_070423_1 Method Blank Run: TTR-ALK_070423A 04/23/07 08:09
Alkalinity, Total as CaCO3 ND mg/L 0.2

Carbonate as C03 ND mg/L 1

Bicarbonate as HCO3 ND mg/L 1

Sample ID: LCSl1_070423_1 Laboratory Control Sample Run: TTR-ALK_070423A 04/23/07 08:20
Alkalinity, Total as CaCO3 4900 mg/L 1.0 98 90 110

Sample ID: C07040985-O1OCMS Sample Matrix Spike Run: TTR-ALK_070423A 04/23/07 08:49

Alkalinity, Total as CaCO3 424 mg/L 1.0 99 90 110

Sample ID: C07040985-010CMSD Sample Matrix Spike Duplicate Run: TTR-ALK 070423A 04/23/07 08:50
Alkalinity, Total as CaCO3 424 mg/L 1.0 99 90 110 0.0 10

Method: A2540 C

Sample ID: MBLKI_070423A

Solids, Total Dissolved TDS @ 180 C

Sample ID: LCS1_070423A

Solids, Total Dissolved TDS @ 180 C

Sample ID: C07040980-023BMS

Solids, Total Dissolved TDS @ 180 C

Sample ID: C07040980-023BMSD

Solids, Total Dissolved TOS @ 180 C

Sample ID: C07040987-007BMS

Solids, Total Dissolved TOS @ 180 C

Sample ID: C07040987-007BMSD

Solids, Total Dissolved TDS @ 180 C

Method Blank
ND mg/L

Run: BAL-1_070423B

6

Laboratory Control Sample
1010 mg/L

Sample Matrix Spike

5740 mg/L

Sample Matrix Spike Duplicate

5750 mg/L

Sample Matrix Spike

9830 mg/L

Sample Matrix Spike Duplicate

9810 mg/L

Run: BAL-1_070423B
10 101 90 110

Run: BAL-1_070423B

10 102 90 110

Run: BAL-1_070423B

10 103 90 110

Run: BAL-1_070423B

10 104 90 110

Run: BAL-1_070423B

10 103 90 110

Batch: 070423A-SLDS-TDS-W

04/23/07 15:46

04/23/07 15:46

04/23/07 15:50

04/23/07 15:50

0.2 10

04/23/07 15:53

04/23/07 15:53

0.2 10

Qualifiers:
RL - Analyte reporting limit. NO - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 06/07/07

Work Order: C07040987

i Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual I

Method: A3114 B Batch: ASIII-3114-070503

Sample ID: MBLK Method Blank Run: CVAA-C202_070503A 05/03/07 09:12

Arsenic-Ill ND mg/L 0.0006

Sample ID: 301-45-6 Laboratory Control Sample Run: CVAA-C202_070503A 05/03107 09:45

Arsenic-Ill 0.0510 mg/L 0.0010 102 90 110

Sample ID: C07040987-0OIEMS Sample Matrix Spike Run: CVAA-C202_070503A 05/03/07 10:10

Arsenic-Ill 0.0523 mg/L 0.0010 103 85 115

Sample ID: C07040987-OOIEMSD Sample Matrix Spike Duplicate Run: CVAA-C202_070503A 05/03/07 10:12

Arsenic-Ill 0.0529 mg/L 0.0010 105 85 115 1.1 10

Method: A3114 B Batch: SEIV3114-070501

Sample ID: MBLK Method Blank Run: CVAA-C202_070501B 05/01/07 15:39

Selenium-IV ND mg/L 0.0002

Sample ID: 301-45-6 Laboratory Control Sample Run: CVAA-C202_070501B 05/01/07 16:06

Selenium-IV 0.0522 mg/L 0.0010 104 90 110

Sample ID: C07040987-001EMS Sample Matrix Spike Run: CVAA-C202_070501B 05/01/07 16:34

Selenium-IV 0.0534 mg/L 0.0010 107 85 115

Sample ID: C07040987-OOIEMSD Sample Matrix Spike Duplicate Run: CVAA-C202_070501B 05/01/07 16:36

Selenium-IV 0.0537 mg/L 0.0010 107 85 115 0.6 10

Method: A4500-H B Analytical Run: ORION555A_070423A

Sample ID: ICV1_070423_1 Initial Calibration Verification Standard 04/23/07 09:25

pH 6.88 s.u. 0.010 100 98 102

Sample ID: CCV1_070423_1 Continuing Calibration Verification Standard 04/23/07 10:07

pH 7.09 s.u. 0.010 101 98 102

Method: A4500-H B Batch: 0704231 _PH-W

Sample ID: C07040980-023BDUP Sample Duplicate Run: ORION555A_070423A 04/23/07 09:48

pH 6.91 s.u. 0.010 0.0 10

Sample ID: C07040987-007BDUP Sample Duplicate Run: ORION555A_070423A 04/23/07 10:04

pH 6.39 s.u. 0.010 0.3 10

Qualifiers:

RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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ENERGY LABORA TORIES, INC. •2393 Salt Creek Highway (82601) 'P0. Box 3258' Casper WY82602
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

I Analyte

Method: A4500-NH3 G

Sample ID: MBLK-1
Nitrogen, Ammonia as N

Sample ID: LCS-2

Nitrogen, Ammonia as N

Sample ID: C07040987-005DMS
Nitrogen, Ammonia as N

Sample ID: C07040987-005DMSD
Nitrogen, Ammonia as N

Sample ID: C07040990-003DMS
Nitrogen, Ammonia as N

Sample ID: C07040990-003DMSD
Nitrogen, Ammonia as N

Sample ID: C07040987-009DMS
Nitrogen, Ammonia as N

Sample ID: C07040987-009DMSD
Nitrogen, Ammonia as N

Result Units RL

Method Blank

0.04 mg/L

Laboratory Control Sample

19.6 mg/L

Sample Matrix Spike

3.15 mg/L

Sample Matrix Spike Duplicate

3.15 mg/L

Sample Matrix Spike

2.35 mg/L

Sample Matrix Spike Duplicate

2.35 mg/L

Sample Matrix Spike

1.84 mg/L

Sample Matrix Spike Duplicate

1.85 mg/L

0.02

0.20

0.050

0.050

0.050

0.050

0.050

0.050

Report Date: 06/07/07

Work Order: C07040987

%REC Low Limit High Limit RPD RPDLimit Qual

Batch: A2007-04-24_1 _NH3_01

Run: TECHNICON_070424A 04/24/07 08:48

Run: TECHNICON_070424A 04/24/07 08:50

98 80 120

Run: TECHNICON_070424A 04/24/07 13:14

118 80 120

Run: TECHNICON_070424A 04/24/07 13:16

118 80 120 0.0 20

Run: TECHNICON_070424A 04/24/07 14:20

106 80 120

Run: TECHNICON_070424A 04/24/07 14:28

106 80 120 0.0 20

Run: TECHNICON_070424A 04/24/07 14:38

92 80 120

Run: TECHNICON_070424A 04/24/07 14:40

93 80 120 0.5 20

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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FLABORATORIES

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 06/07/07

Work Order: C07040987

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7 Batch: R82754

Sample ID:

Aluminum

Calcium

Magnesium

Potassium

Sodium

LFB-ICP25214

Sample ID: LFB-CL-S04

Chloride

Sulfate

Sample ID:
Aluminum

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:
Aluminum

Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

Sample ID:

Aluminum
Calcium

Chloride

Magnesium

Potassium

Sodium

Sulfate

C07040987-001 EMS

C07040987-001 EMSD

Laboratory Fortified Blank

1.89 mg/L

49.0 mg/L

50.1 mg/L

46.5 mg/L

47.3 mg/L

Laboratory Fortified Blank

49.4 mg/L

51.0 mg/L

Sample Matrix Spike

7.81 mg/L

933 mg/L

484 mg/L

1050 mg/L

1330 mg/L

589 mg/L

4270 mg/L

Sample Matrix Spike Duplicate

7.85 mg/L

917 mg/L

517 mg/L

1030 mg/L

1370 mg/L

580 mg/L

4390 mg/L

0.10

0.50

0.50

0.50

0.50

1.0

1.0

0.10

1.1

1.0

1.1

0.84

1.2

2.3

0.10

1.1

1.0

1.1

0.84

1.2

2.3

0.10

1.1

1.0

1.1

0.84

1.2

2.3

0.10

1.1

1.0

1.1

0.84

95

98

100

93

95

98

102

89

98

90

92

94

95

90

95

97

89

97

93

Run: ICP1-C_070426A

85 125

85 125

85 125

85 125

85 125

Run: ICP1-C_070426A

85 115

85 115

Run: ICPI-C_070426A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C_070426A

70 130

70 130

70 130

70 130

70 130

70 130
70 130

Run: ICP1-C_070426A

70 130

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICP1-C_070426A

70 130

70 130

70 130

70 130

70 130

0.5

1.7

6.6

1.2

3.3

1.5

2.9

04/26/07 09:46

04/26/07 09:56

04/26/07 11:03

A

04/26/07 11:06

20

20

20

20

20

20

20 A

04/26/07 13:40

A

04/26/07 13:43

20

20

20

20

20

C07040990-001EMS Sample Matrix Spike

4.74 mg/L

1010 mg/L

522 mg/L

855 mg/L

1360 mg/L

639 mg/L

3520 mg/L

95

93

96

93

96

90

Sample ID:
Aluminum

Calcium

ChlorideMagnesium

Potassium

Qualifiers:

C07040990-001 EMSD Sample Matrix Spike Duplicate
4.66 mg/L

1040 mg/L

514 mg/L

882 mg/L

1360 mg/L

93

99

95

98

97

1.5

2.7

1.5

3.1

0.1

RL - Analyte reporting limit. A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.

ND - Not detected at the reporting limit.
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FLABORATORIE5

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 06/07/07

Work Order: C07040987

, Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7 Batch: R82754

Sample ID: C07040990-001EMSD

Sodium

Sulfate

Sample ID: LFB-ICP25214

Aluminum

Calcium

Magnesium

Potassium

Sodium

Sample Matrix Spike Duplicate

643 mg/L

3510 mg/L

Laboratory Fortified Blank

1.92 mg/L

49.6 mg/L

49.9 mg/L

47.3 mg/L

46.6 mg/L

1.2

2.3

0.10

0.50

0.50

0.50

0.50

Run:ICP1-C_070426A

91 70 130

70 130

0.6

0.1

04/26/07 13:43

20

20 A

04/26/07 19:19

96

99

1.00

95

93

Run: lCP1-C_070426A

85 125

85 125

85 125

85 125

85 125

Qualifiers:
RL - Analyte reporting limit. A - The analyte level was greater than four times the spike level. In

accordance with the method % recovery is not calculated.
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L~70RTRIS

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 06/07/07

Work Order: C07040987

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R82696

Sample ID: LRB

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Method Blank

ND

ND

ND

ND

ND

ND

ND

ND

ND

Run: ICPMS1-C_070425A 04/25/07 12:35

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

Sample ID: LFB

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07041060-003AMS

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

Uranium

Vanadium

Sample ID: C07041060-003AMSD

Beryllium

Cadmium

Cobalt

Lead

Manganese

Molybdenum

Nickel

SUranium
Vanadium

Laboratory Fortified Blank
0.0501 mg/L

0.0521 mg/L

0.0519 mg/L

0.0529 mg/L

0.0524 mg/L

0.0524 mg/L

0.0516 mg/L

0.0519 mg/L

0.0519 mg/L

Sample Matrix Spike

0.527 mg/L

0.519 mg/L

0.515 mg/L

0.528 mg/L

0.621 mg/L

0.549 mg/L

0.529 mg/L

0.538 mg/L

0.519 mg/L

Sample Matrix Spike Duplicate

3E-05

0.0002

3E-05

2E-05

3E-05

7E-05

8E-05

4E-05

9E-05

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.00030

0.0010

0.0010

0.0042

0.0010

0.0011

0.0010

0.0018

0.0010

0.00038

0.0010

0.0010

0.0042

0.0010

0.0011

0.0010

0.0018

0.0010

0.00038

0.0010

Run: ICPMS1-C_070425A
85 115

04/25/07 12:42

100
104

104

106

105

105

103

104

104

105

104

103

104

101

105

100

107

103

103

102

100

103

98

104

99

104

102

85
85

85

85

85

85

85

85

115
115

115

115

115

115

115

115

Run: ICPMS1-C_070425A
70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

Run: ICPMS1-C_070425A

04/25/07 17:58

0.516
0.512

0.503

0.525

0.603

0.544

0.522

0.521

0.513

mg/L
mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

70
70

70

70

70

70

70

70

70

130
130

130

130

130

130

130

130

130

2.1
1.4

2.4

0.7

3.1

1.0

1.3

3.1

1.2

04/25/07 18:06
20

20

20

20

20

20

20

20

20

Qualifiers:

RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 06/07/07

Work Order: C07040987

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.8 Batch: R82696

Sample ID: C07040990-001EMS4 Post Digestion Spike Run: ICPMS1-C_070425A 04/26/07 03:15

Beryllium 0.466 mg/L 0.010 93 70 130

Cadmium 0.502 mg/L 0.010 100 70 130

Cobalt 0.491 mg/L 0.010 98 70 130

Lead 0.511 mg/L 0.050 102 70 130

Manganese 3.76 mg/L 0.010 70 130 A
Molybdenum 0.548 mg/L 0.10 109 70 130

Nickel 0.499 mg/L 0.050 99 70 130

Uranium 0.509 mg/L 0.00038 102 70 130

Vanadium 0.529 mg/L 0.10 106 70 130

Sample ID: C07040990-001EMSD4 Post Digestion Spike Duplicate Run: ICPMS1-C_070425A 04/26/07 03:22

Beryllium 0.469 mg/L 0.010 94 70 130 0.7 20

Cadmium 0.505 mg/L 0.010 101 70 130 0.7 20

Cobalt 0.499 mg/L 0.010 100 70 130 1.6 20

Lead 0.517 mg/L 0.050 103 70 130 1.2 20

Manganese 3.76 mg/L 0.010 70 130 0.1 20 A

Molybdenum 0.538 mg/L 0.10 107 70 130 1.7 20

Nickel 0.503 mg/L . 0.050 100 70 130 0.8 20

Uranium 0.513 mg/L 0.00038 103 70 130 0.9 20

Vanadium 0.525 mg/L 0.10 105 70 130 0.7 20

Method: E353.2 Batch: A2007-04-23_1 NO3_01

Sample ID: MBLK-1

Nitrogen, Nitrate+Nitrite as N

Sample ID: LCS-2

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07040985-010AMS

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07040985-010AMSD

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07040987-008DMS

Nitrogen, Nitrate+Nitrite as N

Sample ID: C07040987-008DMSD

Nitrogen, Nitrate+Nitrite as N

Method Blank

ND mg/L

Laboratory Control Sample

2.62 mg/L

Sample Matrix Spike

2.15 mg/L

Sample Matrix Spike Duplicate

2.15 mg/L

Sample Matrix Spike

1,95 mg/L

Sample Matrix Spike Duplicate

2.03 mg/L

Run: TECHNICON_070423A

0.03

Run: TECHNICON_070423A

0.10 105 90 110

Run: TECHNICON_070423A

0.10 91 90 110

Run: TECHNICON_070423A

0.10 91 90 110

Run: TECHNICON_070423A

0.10 93 90 110

Run: TECHNICON_070423A

0.10 97 90 110

04/23/07 11:29

04/23/07 11:31

04/23/07 13:41

04/23/07 13:44

0.0 10

04/23/07 14:21

04/23/07 14:24

4.0 10

Qualifiers:
RL - Analyte reporting limit. A - The analyte level was greater than four times the spike level. In

accordance with the method % recovery is not calculated.
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FLABORATORIES

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 06/07/07

Work Order: C07040987

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual i

Method: E624 Batch: R82590

04/23/07 14:32Sample ID: 23-Apr-07_MBLK_7

6romodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Method Blank

ND

ND

ND

ND

ND

Run: GCMS1_070423A

ug/L

ug/L

ug/L

ug/L

ug/L

0.5

0.5

0.5

0.5

0.5

Sample ID: C07040990-007FMS

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: C07040990-007FMSD

Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: Dibromofluoromethane

Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample ID: 23-Apr-07_LCS_20
Bromodichloromethane

Bromoform

Chlorodibromomethane

Chloroform

Trihalomethanes, Total

Surr: 1,2-Dichlorobenzene-d4

Surr: DibromofluoromethaneS Surr: p-Bromofluorobenzene

Surr: Toluene-d8

Sample Matrix Spike

111 ug/L

100 ug/L

100 ug/L

123 ug/L

434 ug/L

Sample Matrix Spike Duplicate
102 ug/L

89.2 ug/L

93.2 ug/L

117 ug/L

401 ug/L

5.0

5.0

5.0

5.0

5.0

1.0

1.0

1.0

1.0

5.0

5.0

5.0

5.0

5.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

1.0

101

103

95

101

111

100

100

123

108

104

110

98

103

102

89

93

117

100

100

109

99

102

112

109

110

122

113

99

108

111

102

Run: GCMS1_070423A

70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

Run: GCMS1 070423A

04/23/07 22:09

04/23/07 22:51

20

20

20

20

20

10

10

10

10

04/23/07 23:32

80
80

80

80

120

120

120

120

70

70

70

70

70

80

80

80

80

130

130

130

130

130

120

120

120

120

9.0

11

7.0

5.0

8.0

0.0

0.0

0.0

0.0

Laboratory Control Sample

5.60 ug/L

5.44 ug/L

5.52 ug/L

6.12 ug/L

22.7 ug/L

Run: GCMS1070423A

70 130

70 130

70 130

70 130

70 130

80 120

80 120

80 120

80 120

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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F-,LABORATORIES

QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 06/07/07

Work Order: C07040987

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E900.1 Batch: GA-0048

Sample ID: LCS-GA-0048 Laboratory Control Sample Run: G5000W_070504B 05/11107 12:59

Gross Alpha minus Rn & U 20.5pCi/L 1.0 97 70 130

Sample ID: MB-GA-0048 Method Blank Run: G500OW_070504B 05/11/07 12:59

Gross Alpha minus Rn & U ND pCi/L 1

Sample ID: C07050151-0011DUP Sample Duplicate Run: G5000W_070504B 05/11/07 12:59

Gross Alpha minus Rn & U ND pCi/L 1.0 0.0 196.7

Sample ID: C07041317-001IMS Sample Matrix Spike Run: G5000W 070504B 05/11/07 12:59

Gross Alpha minus Rn & U 20.8pCi/L 1.0 92 70 130

Method: E903.0 Batch: RA226-2029

Sample ID: C07041052-OOIDMS Sample Matrix Spike Run: BERTHOLD 770_070425C 05/08/07 13:29

Radium 226 10 pCi/L 0.20 77 70 130

Sample ID: C07041052-OOlDMSD Sample Matrix Spike Duplicate Run: BERTHOLD 770_070425C 05/08/07 13:29

Radium 226 9.8 pCi/L 0.20 75 70 130 2.1 29.9

Sample ID: MB-RA226-2029 Method Blank Run: BERTHOLD 770 070425C 05/08/07 14:34

Radium 226 ND pCi/L 0.2

Sample ID: LCS-RA226-2029 Laboratory Control Sample Run: BERTHOLD 770_070425C 05/08/07 14:34

Radium 226 12 pCi/L 0.20 91 70 130

Method: E907.0

Sample ID: LCS-R83279

Thorium 230

Sample ID: C07040987-002AMS

Thorium 230

Sample ID: C07040987-002AMSD

Thorium 230

Sample ID: MB-R83279

Thorium 230

Laboratory Control Sample

4.2OpCi/L

Sample Matrix Spike

92.9pCi/L

Sample Matrix Spike Duplicate

81.3pCi/L

Method Blank

ND pCi/L

0.20

0.20

0.20

0.2

86

93

81

Batch: R83279

Run: EGG-ORTEC_070501B 05/01/07 15:00

70 130

Run: EGG-ORTEC_070501B 05/01/07 15:00

70 130

Run: EGG-ORTEC_070501B 05/01/07 15:00

70 130 13 30

Run: EGG-ORTEC_070501B 05/01/07 15:00

Qualifiers:
RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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QA/QC Summary Report

Client: United Nuclear Corp

Project: Zone 3

Report Date: 06/07/07

Work Order: C07040987

Analyte Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: NERHL-65-4 Batch: R82962

Sample ID: C07040948-001AMS Sample Matrix Spike Run: PACKARD 3100TR_070425A 04/25/07 12:30
Lead 210 420 pCi/L 1.0 104 70 130

Sample ID: C07040948-OOIAMSD Sample Matrix Spike Duplicate Run: PACKARD 3100TR_070425A 04/25/07 12:30
Lead 210 330 pCi/L 1.0 80 70 130 26 30

Sample ID: MB-R82962 Method Blank Run: PACKARD 3100TR_070425A 04/25/07 12:30
Lead 210 ND pCi/L 1

Sample ID: LCS-R82962 Laboratory Control Sample Run: PACKARD 3100TR_070425A 04/25/07 12:30
Lead 210 54 pCi/L 1.0 75 70 130

Method: RA-05

Sample ID: LCS-228-RA226-2029

Radium 228

Sample ID: MB-RA226-2029

Radium 228

Sample ID: C07041053-OO1GMS

Radium 228

Sample ID: C07041053-001GMSD

Radium 228

Laboratory Control Sample

8.4 pCi/L

Method Blank

ND pCi/L

Sample Matrix Spike

8.0 pCi/L

Sample Matrix Spike Duplicate

7.7 pCi/L

1.0

1

1.0

1.0

Run: TENNELEC-3
107 70

Run: TENNELEC-3

Run: TENNELEC-3

103 70

Run: TENNELEC-3

99 70

Batch: RA228-1628

070425C 05103/07 10:35

130

070425C 05/03/07 10:35

070425C 05/03/07 10:35

130

070425C 05/03/07 10:35

130 3.3 37.9

Qualifiers:

RL - Analyte reporting limit. ND - Not detected at the reporting limit.
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