
Source I D  SN Isotope QTY (niCi) Cal Date Test Results 
I E-vial 1159-73-16 co-57 5.523 1 -Feb-06 <.005 uCi 

E-Vial 14348-22 Cs-137 0.250 1 -Jul-O 1 <.005 uCi 
<.005 uCi i . .  Co-57 Flood 1203- 167 co-57 I-Dec-06 

Background (cprn) 
Counter: Capintec Caprac Co-57 Cs-137 
Calibration Source Analysis 

MDA Isotope DPM Gross Ct Efficiency 
Efficiency: CO-57 234082.49 168900 95.85% 86 

Cs-137 161553.39 44500 27.35% 100 

Precision of measurements: 95% confidence level 
All sources NlST traceable with +/- 5% accuracy 

Sample Analysis 
SN Isotope CPM DPM uCi 

Samples: 1 159-73- 16 Co-57 300 -13 -5.64E-06 
743-48-22 Cs-137 300 -44 -1.98E-05 

n 1203- 167 CO-57 Flood 300 -13 -5.64E-06 
95% Confidence Level 
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