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~ Troxler Electronic Laboratories, inc. - Troxler International, Ltd. 
3008 Cornwallis Road, P.O. Box 12057, Research Triangle Park. NC 27709 - USA 
Telephone: 91 91549-8661 Telefax: 9196494761 

February I ,  2008 

City of Billings 
Public Works Department 
510 N Broadway, 4'h Floor 
Billings, MT. 59101 

Attn: Rob Miller 

This is to acknowledge receipt of the below-referenced nuclear gauge(s) under 
North Carolina Radioactive Materials License #032-0182-1. You should retain 
this letter in your files to document transfer of the gauge. 

Date Received: 05-30-02 

Repair Order 
63208 

Model 
341 1 

Serial Number 
13042 

Regards, 
Emily Davis 
Service/Repai r Department 
Troxler Electronics 
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Troxler Electronic Laboratories, Inc. 
3008 Cornwallis Rd., P.O. Box 12057 
Research Triangle Park, NC 27709 

License: NC 032-01 82-1 
Tel: (877) 876-9537 Fax: (919) 485-2250 

Min Detectable Acbvrty (Bq) 2.2E-01 

Troxler Leak Test 
RTP, NC 

1.1E+00 

LEAK TEST CERTIFICATE 

This certifies that the leak test results are: 

Less than 185 Bq (0.005 uCi) 1 Greater than 185 Bq (0.005 uCi) 
< 

DEVICE: 

Model: 3411 Serial No: 13042 

SEALED SOURCES: 
Serial No. Measure Date Nuclide GBq mCi 
47-8352 08/25/1985 AM-241 :BE 1.48 40 
50-1 420 0911 611 985 cs-I 37 0.296 8 

Rev. 9/2006 


