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U.S. NUCLEAR REGULATORY COMMISSION

TELEPHONE CONVERSATION RECORD

Date:  09:50

Time: February 5, 2008

Mail Control
or  Report No(s).

N/A License No(s). 06-21253-02G Docket No(s). 03020101

Name of Licensee: Integrated Industrial Systems, inc.

Name of Participant(s): Randy Stevens, Radiation Safety Officer
Steven R. Courtemanche, Health Physicist, NRC RI

Telephone No. 203-265-5684
610-337-5075

Subject:
(NOTE:  This will be used as the 
 Documents Title in ADAMS)

EN43954 (Commonwealth of MA Event Report)

Summary: I spoke with Mr. Stevens about the above Agreement State Event
Report.  He stated that the cause of the failure of the gauge to operate
lay within the electronics of the operating mechanism.  The gauge itself
and the source assembly were in perfect condition.  The gauge was an
LFE Corporation Model SS-3A and was distributed under a general
license.  There is no need for a Part 21 report.  I suggested to Mr.
Stevens that he call the Commonwealth of MA regulatory authority to
give them the findings so that they could update their Event Report. 

Action Required: Place in ADAMS To be reviewed at next scheduled inspection.
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