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PROGRAM SCOPE

The licensee is a service contractor which handles Gd-153 at hospitals as part of the hospital’s PET
scanning program. The Gd-153 are used as line sources and point sources for PET. The licensee has
service contractors, working out of their residences, perform service calls as needed. The licensee has
approximately $00 emplorees that can perform service under the license. Service operations do not
inciuding takm$ Bossess on of the Gd-153 sources nor transportation. NOTE: The radiation safety officer
works out of NY but can be reached from the Wisconsin facility.

Performance Observations

The inspector reviewed a selected sample of records including training records, dosimetry records and
survey meter calibration records.; no abnormal issues were identified. The inspector interviewed the
radiation safety officer and several techniclans that perform service under the license; each individual had
a sufficient amount of knowledge to ensure the safe use of licensed material. The inspector could not
perform a field inspection as none was available during the inspection.
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