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REPORT NUMBER(S) 2-g- -1  

arwal & Associates, M.D.'s, P.C. 

4. During this inspection certain 01 your activities, as described below and/or attached, were in violation of NRC requirements and are being 
cited. This form is a NOTICE OF VIOLATION, which may be subject to posting in accordance with 10 CFR 19.1 1. 

lvilations and Corrective Actions) 

2. NRClREGlONAL QFFlCE 

U.S. Nuclear Regulatory Commission 
Re ion 111 
2423 Warrenville Road 
Suite 210 
Lisle, Illinois 60532-4351 

~- ~ ~~ 
~ .~ 
Licensee's Statement of Corrective Actions for Item 4, above. 

I hereby State that. within 30 days, the actions described by me to the inspector will be taken to correct the violations identified. This statement of 
:orrective actions is made in accordance with the requirements 01 10 CFR 2.201 (corrective steps already taken, corrective steps which will be taken, 

date when lull compliance will be achieved). I understand that no further written response to NRC will be required, unless specifically requested. 
Title ~. Printed Name ~ Date 
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030-36037 

4. LICENSEE NUMBER(S) TF(S) OF INSPECTION 
21-32405-01 I I a. &&a53 
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(102W3)10CFA2201 Docket File Information COMMISSION 

LICENSEE 

Aggarwali3 Associates, M.D.’s, P.C. 
3EPORT 
JUMBER(S) 2008-001 

SAFETY INSPECTION REPORT 
AND COMPLIANCE INSPECTION 

2 NRCIREGIONAL OFFICE 

Re ion 111 
2433 Warrenvilie Road, Suite 210 
Lisle, IL 60532 

I DOCKETNUMBER(S) 

03036037 
I INSPECTION PROCEDURES USED 

87130 (10/24/02) 

The licensee was a cardiology medical clinic with locations as specified on the license in the 
Detroit, Michigan vicinity. The Warren, MI location was staffed with two nuclear medicine 
technologists (NMT) who rotate on Mondays and Wednesdays each week and each NMT 
conducts an average of 7-8 cardiac studies each day tests are scheduled. Licensed material is 
received from a nearby Livonia, MI pharmacy. 

4 LICENSE NUMBER@) 5 DATE(S) OF INSPECTION 

21-32405-01 April 30,2008 
7 INSPECTION FOCUS AREAS 

03.01-03.07 

Performance Observations 

I PROGRAM COOE(S) 

02201 

During the inspection, the licensee’s NMT demonstratedldiscussed: (1) unit dose prep and safe 
use; (2) package check-in and return procedures; (3) wipe test counting: (4) dose calibrator tests; 
(5) security of license materials; (6) radiation safety program reviews; (7) surveys; (8) sealed 
source inventory; and (9) any minor contamination events. 

2 PRIORITY 3 LICENSEE CONTACT 4 TELEPHONE NUMBER 
5 1. Aggarwal, M.D., RSO 81Ol751-6270 
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