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From: Walt Hill, Manager 
Institute Calibration Laboratory 

The purpose of this notice is to alert you of a condition, which may have caused 

to determine if the instrument listed below had an impact and if further action is required. 

Your revievdevaluation should be conducted in accordance with your organizational 
quality policy and procedural requirements. Please contact the Institute Calibration 

i .;s ( , J r r  u h F  ,-3 u atTjT’l’l 
--Man ctu r: “vais la w o  . ~7~~ ‘\.\ ii-’u 
\L/, Y 

Description: TempIHumidity Probe Serial Number: Y 1 1 20007 

Last Calibration: April 31, 2007 

Date Received for Senrice: Apr. 17, 2008 Work Order Number: 303080667 

Remarks: Out of tol. See Measurement Report. 
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303080667 Mfr: Vaisala Work Order: 
Asset No: 01 0786 Model: HMP76B w- MI70 Meter 
Serial No: Y 1 120007 Type: Temp/Humidity Meter 

Southwest Research Institute 
Calibration Laboratory 
Measurement Report 

Technician: blt 

Cal Date: 05-May-08 

Per customer Limits set to +/-I .O"C 

FunctiodRange Test Point TI Reading Difference +/-Limit +/-Uncertainty Found 
Result Humidity %RH 
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%RH %RH %RH %RH 
at 25 OC 20.00 

39.98 
60.01 
79.93 

Temperature 
25 "C at %RH 

Set Points 

Humidity 
at 50 "C 

Temperature 
50 "C at %RH 

Set Points 

Hum id i ty 
at 70 "C 

Temperature 
70 "C at %RH 

Set Points 

OC 
25.287 
25.149 
25.168 
25.182 

%RH 
19.82 
40.03 
59.97 
79.97 

OC 
50.01 8 
49.1 10 
49.238 
49.41 5 

%RH 
20.01 
40.01 
59.98 
69.19 

OC 
68.742 
68.881 
69.01 6 
80.020 

19.78 -0.22 
40.55 0.57 
60.21 0.20 
79.33 -0.60 

OC OC 
25.24 -0.05 
25.14 -0.01 
25.17 0.00 
25.19 0.01 

%RH %RH 
19.85 0.03 
41.06 1.03 
61.20 1.23 
81.02 1.05 

OC OC 
49.35 -0.67 
48.42 -0.69 
48.59 -0.65 
48.83 -0.59 

%RH %RH 
19.91 -0.10 
40.99 0.98 
61.33 1.35 
68.28 -0.91 

OC OC 
67.58 -1.16 
67.73 -1.15 
67.99 -1.03 
80.66 0.64 

END OF REPORT 
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%RH 
2.0 
2.0 
2.0 
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2.0 
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OC 
1 
1 
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0.58 
0.58 
0.58 
0.58 

OC 
0.062 
0.062 
0.062 
0.062 

%RH 
0.58 
0.58 
0.58 
0.58 

OC 
0.062 
0.062 
0.062 
0.062 

%RH 
0.58 
0.58 
0.58 
0.58 

OC 
0.062 
0.062 
0.062 
0.062 

Pass 
Pass 
Pass 
Pass 

Pass 
Pass 
Pass 
Pass 

Pass 
Pass 
Pass 
Pass 

Pass 
Pass 
Pass 
Pass 

Pass 
Pass 
Pass 
Pass 

Pass 

Fail 
Fail 
Fail 
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