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U.S. NUCLEAR REGULATORY COMMISSION Amendment No. 11

MATERIALS LICENSE

Pursuant to the Atomic Energy Act of 1954, as amended, the Energy Reorganization Act of 1974 (Public Law 93-438), and Title 10,
Code of Federal Regulations, Chapter I, Parts 30, 31, 32, 33, 34, 35, 36, 39, 40, and 70, and in reliance on statements and
representations heretofore made by the licensee, a license is hereby issued authorizing the licensee to receive, acquire, possess, and
transfer byproduct, source, and special nuclear material designated below; to use such material for the purpose(s) and at the place(s)
designated below; to deliver or transfer such material to persons authorized to receive it in accordance with the regulations of the
applicable Part(s). This license shall be deemed to contain the conditions specified in Section 183 of the Atomic Energy Act of 1954, as
amended, and is subject to all applicable rules, regulations, and orders of the Nuclear Regulatory Commission now or hereafter in effect
and to any conditions specified below.

Licensee In accordance with letter dated

May 21, 2008

1. Hot Springs County Memorial Hospital 3. License number 49-26949-01 is amended in
Its entirety to read as follows:

2. 150 East Arapahoe __{ F:ﬁ.é_E_xijtion date March 31, 2015

Thermopolis, Wyomming 82443 . fi’a Ts.Lao&gﬁt{ug 030-30651
C, L= Referen?:edg_lo >

=
%i'} N . L . .
6. Byproduct, source, and/or 7. -.Q: ical and/or physical form ’ =8. Maximum amount that licensee
special nuclear material - i ' may possess at any one time
E-" % under this license
" S ra
A. Any byproduct o . . ; o iA_.I As needed

material permitted  _

by 10 CFR 35.100%k ) A O

===

—

(i > . : _ —
. Any byproduct | [/ Br As needed
material permitted .::1 I ==
by 10 CFR 35.200 ﬂ:h

af L Faeel, e : .
. Any byproduct ) (i y~ C. 1000 millicuries
material permitted
by 10 CFR 35.300

Authorized use:
A. Any uptake, dilution and excretion study permitted by 10 CFR 35.100.
B. Any imaging and localization study permitted by 10 CFR 35.200.

C. Any use permitted by 10 CFR 35.300.
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SUPPLEMENTARY SHEET 030-30651

Amendment No. 11

10.

CONDITIONS

Licensed material may be used or stored only at the licensee’s facilities located at:

A.

150 East Arapahoe Street, Thermopolis, Wyoming.

The Radiation Safety Officer for this license is James R. Taylor, M.D.

Licensed material is only authorized for qﬁe‘by oﬂ!nﬁer eflsuperwsmn of:

A.

KV
"'R.-' .'
Individuals permitted to wo teﬁrfan authorlzed user, authonéedppuclear pharmacist, and/or authorized
medical physicist in aCCQ:Etahce with 10 CFR 35.13 and 35.14.7 P

r\.' i

. The following |nd|V|du§13 are authorized users for the material and hf_gﬂcal uses indicated:

4 4
Authorized Usersr__;“r \,_k_ Material andtJse = =~

James R. Taylof-M.D. . u;\ 35 109,55*200 35.300

P |

L-,I

) ]
For sealed sourcesjnot associate E:WIth r’l CFR Pa 35 u§b the»followmg con‘gltlons apply:
; o Aa=3
Sealed sourcés lhall be test : contamlnatl)oh at mtax:yals not to exceed the
intervals specifli,ad in th i of registration issued t eU.S. Nuglear Regulatory
Commission und'e"l;. 10C 211 nder equn[agent re tions oLf."a_'n Agreement State.

’th&%la dition, Seafed:sources deérgned to primarily emit alpha

mimatian at mtiwms not to exceed 3 months.

In the absence of a cerf’fo%ate from a trans tror indicating that‘a leak test has been made within the
intervals specified in the certificate of registration.issued by the U.S. Nuclear Regulatory
Commission under 10 CFR 32.210 orunderequivalent regulations of an Agreement State, prior to
the transfer, a sealed source received from another person shall not be put into use until tested and
the test results received.

Sealed sources need not be tested if they contain only hydrogen-3; or they contain only a
radioactive gas; or the half-life of the isotope is 30 days or less; or they contain not more than
100 microcuries of beta- and/or gamma-emitting material or not more than 10 microcuries of
alpha-emitting material.

Sealed sources need not be tested if they are in storage and are not being used; however, when
they are removed from storage for use or transferred to another person and have not been tested
within the required leak test interval, they shall be tested before use or transfer. No sealed source
shall be stored for a period of more than 10 years without being tested for leakage and/or
contamination.
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The leak test shall be capable of detecting the presence of 0.005 microcurie (185 becquerels) of
radioactive material on the test sample. If the test reveals the presence of 0.005 microcurie
(185 becquerels) or more of removable contamination, a report shall be filed with the U.S. Nuclear
Regulatory Commission in accordance with 10 CFR 30.50(c)(2), and the source shall be removed
immediately from service and decontaminated, repaired, or disposed of in accordance with
Commission regulations. The report shall be filed within 5 days of the date the leak test result is
known with the U.S. Nuclear Regulatory Commission, Region 1V, 612 East Lamar Boulevard, Suite
400, Arlington, Texas 76011-4125, ATTN: Director, Division of Nuclear Materials Safety. The
report shall specify the source mvotyed‘ the'fést_ce?uj,ts and corrective action taken.

A4 ff
Tests for leakage and/or cbptamlnatlon including leak fes't sample collection and analysis, shall be
performed by the Ilcen§ee or by other persons specifically Ilcens'ed by the U.S. Nuclear Regulatory
Commission or an Agxeement State to perform such services. =

Ml

H. Records of leak tés_) results shall be kept in units of microcuries and%‘r;,all be maintained for 3 years.

.|'
The licensee shall nQ_ repalr r place or alter afﬂ)ﬁe following: e[gctrlcal and mechanical
systems that control source or s ‘%Ho:ve Atsthe i ad ator’s shielding.or sealed source, safety

interlocks, or any cdrhponent that?tnay affect sq,fa operation of the irradiator.These activities shall be
performed by a persen spemﬂcall%‘ihcen[s d by,.m_ ommi smn:br an Agreeme,nt State to perform such
services. by . —

J % -."5 f ”f: e
Sealed sources containing lic T shaII not bpoﬁen%j},é'ources:'@moved from source

holders by the licensée.s, b '

The licensee shall conddct.a phy, ' As, or at othér intervals approved by the
U.S. Nuclear Regulatory'Cdmmlssmn teac quau sﬁ"' es and/ “F'pewces received and possessed
under the license. Records offnventories shaltibg \aintained for 3'§zears from the date of each inventory
and shall include the radionuclides, quantltles manufacturer's name and model numbers, and the date of
the inventory.

In addition to the possession limits in Item 8, the Iiéensee shall further restrict the possession of licensed
material to quantities below the minimum limit specified in 10 CFR 30.35(d) for establishing financial
assurance for decommissioning.

The licensee is authorized to transport licensed material in accordance with the provisions of 10 CFR
Part 71, “Packaging and Transportation of Radioactive Material.”
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Except as specifically provided otherwise in this license, the licensee shall conduct its program in
accordance with the statements, representations, and procedures contained in the documents, including
any enclosures, listed below. This license condition applies only to those procedures that are required to
be submitted in accordance with the regulations. Additionally, this license condition does not limit the
licensee’s ability to make changes to the radiation protection program as provided for in 10 CFR 35.26.
The U.S. Nuclear Regulatory Commission's regulations shall govern unless the statements,
representations, and procedures in the licensee's application and correspondence are more restrictive

than the regulations.
A. Application dated October 12 ..20‘@- 'EE

B. Letter dated February 16
C. Facsimile dated March 4% 5

FOR THE U.S. NUCLEAR REGULATORY COMMISSION

/RA/
Date September 12, 2008

Jacqueline D. Cook, Senior Health Physicist
Nuclear Materials Safety Branch B

Region IV

Arlington, Texas 76011-4125
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