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TO, Mr. Steven Courtemanche Nuclear Regulatory Commission  
Radiation Dosimetry Report:   Year Max.  (1)  2003 WHBODY 5 MREM  RFINGER M (2) 2004 WHBODY 6 MREM  RFINGER M (3) 2005 WHBODY 4 MREM  RFINGER 30 MREM (4) 2006 WHBODY 2 MREM a. RFINGER M (5)   2007 WHBODY 9 MREM a. RFINGER M (6)   2008 (YTD – 10/02/08) WHBODY 2 MREM a. RFINGER M 
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X-ray Source Test Dates: Source: Fe55  Source Model #: NER – 462 Serial #: F-2774 Activity: 100mCi Calibration Date: 8/01/1995 Source Manufacturer:  DuPont Merck Pharmaceutical Co.   Year Date Result (µCi) (1)   2003 3/06/03 0.0000      8/07/03 0.0000 (2)   2004 2/27/04 0.0000 i. 7/20/04 0.0000 (3)   2005 1/26/05 0.0000 i. 7/26/05 0.0000 (4)   2006 3/02/06 0.0000 i. 6/09/06 0.0000 (5)   2007 2/13/07 0.0000 i. 8/15/07 0.0000 (6)   2008 1/18/08 0.0000 i. 7/28/08 0.0000  



 
 IMAGING GROUP 

INDUSTRIAL GROUP 
SPECTROSCOPY GROUP 
X-RAY GROUP  

3660 QUAKERBRIDGE ROAD 
TRENTON, NJ 08619 USA   
TEL: 609 587 9797  |  FAX: 609 587 1970 
 
WWW.PRINCETONINSTRUMENTS.COM 

X-ray Monitoring Instrument Calibration:   Detector Model: 44-7 Serial No.: PR 112716 Mfg.: Ludlum Measurements Inc. Instrument Model: 177-35 Serial No.: 105007 Mfg.: Ludlum Measurement Inc.   Year  Calibration Date (1)   2002 9/23/02 (2)   2005 3/01/05 (3)   2006 4/21/06 (4)  
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