
Week# 12A Tritium Data Reduction Data Processed: 11/22/05 10:41 PM

•___.__ SAMPLE INFORMATION _ _______ ANALYSISIDATA

SN Volume Unit,#. SampleID, - uCi/mI CPM Notes

1 2.50 3 Blank 6.95E+00
2 2.50 3. Calibration Standard 4.49E-02 1.24E+05
3 2.50 3 Control Standard 2.64E-03. 7.31 E+03
4 2.50 2 S/G COMPOSITE W/E 11/16/05 1.84E-06 • 5.11EE+00

• 5 2.50 2 NCD QUARTERLY INFLUENT 11/18/05 9.20E-06 ," 2.55E+01
6 2.50 2 NCD WE OCTOBER2005 7.30E-06 • 2.02E+01

• 7 2.50 2 SFDS M/EOCTOBER 2005 9.31 E-07 2.58E+00
8 2.50 2 WDST M/E OCTOBER 2005 1.02E-01 • 2.83E+05
9 0.50 2 RCS 11/20/05 1.36E+00 • 7.53E+05
10 2.50 3 S/G W/E COMP W/E 11/19/05 1.28E•06 x 3;55E+00
11 0.50 3 L/W W/E COMP W/E 11/19/05 7.04E-01 • 3.90E+-05
12 0.50 3 RCS 11/20/05 10:31 1.18E+00 6.53E+05
13 2.50 3 BLANK <MDA • 5.OOE-02
14 2;50 3 CALIBRATION STANDARD, 4.49E-02 • 1.24E+05
15 2.50 2 FSB WELL WATER(P-1)DRUM #118NOV05 1.77E-04 ' 4.89E+02
16 2.50 2 FSB WELL.WATER(P-1)DRUM #218NOV05 3.99E-04 : 1.11E+03
17 2.50 2 FSB WELL WATER(P-1)DRUM #318NOV05 3.58E-04 9.92E+2
18 2.50 3 CST 11/21/05 08:05 8.41 E-07 _ 2.33E+00
19 2.50 2 FSB CRACK WATER 11/21/05 - 72 HR 1.79E-02 4.97E+04

CALIBRATION SOURCE DATA S/N 66838-40 Crit Level = 1.76E+00 cpm
Date of Source: 09/17/03 5.07E-02 uCi/ml Efficiency= 49.94% Pm/,dpm

Date & Time Sample Counted: 11/22/05 22:41; . 4.49E-02 uCi/ml Background= 6.95 cpm
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Performed By: I L_& 4 ýý I
(NOTE: Background is automatically

subtracted from counts)

Control Chart Updated: /1j nitial)

SCINTILATOR USED:

.Beekman / Trlcarb 2900
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