
From: Sandra Gabriel 
Sent: Saturday, February 21, 2009 7:22 PM 
To: ROBERT TOKARZ 
Subject: Additional information for NRC license amendment for Saint Peter's 

University Hospital (add Erwin Ruff as AMP), mail control 143106 
 
Licensee:  Saint Peter's University Hospital 
License No.: 29-07566-01 
Docket No.: 03002502 
Mail Control No.: 143106 
 
To: Bob Tokarz, Radiation Safety Officer 
 
This is in response to the license amendment request dated December 8, 2008.  Additional 
information is needed in order to approve the portion of the request asking to name Erwin Ruff 
as authorized medical physicist.  Please provide a response by March 9, 2009.  This information 
may be mailed or faxed to my attention at 610-337-5269, referencing mail control 143106.  
Alternatively, the signed response may be scanned and submitted by return e-mail.  If a fax is to 
be sent, please consider leaving a voicemail or e-mail message to alert me to look for it. 
 
Please send a return e-mail message to confirm receipt and understanding of this message. 
 
     1.  Provide documentation of Mr. Ruff's M.S. degree from Columbia University, including the 
date the degree was awarded and field of major study.  You may provide either (a) a copy of the 
transcript, or (b) copy of the diploma and certificate of completion of Medical Physics program.  
An official copy of the transcript is not required. 
 
     2.  The documentation of Mr. Ruff's HDR training is all described as occurring at White Plains 
Hospital in White Plains, New York.  If Mr. Ruff has been authorized as an HDR AMP under this 
license, please provide a copy of the license. 
 
     3.  It is necessary to confirm that Mr. Ruff received training in hands-on device operation, 
safety procedures, clinical use, and treatment planning system operation for the same HDR 
model authorized on Saint Peter's NRC license, and that he received training in Saint Peter's 
emergency response procedures .  It is also necessary to provide specific dates (or ranges of 
dates) on which this training was provided.  If Mr. Ruff received vendor training on the Varian 
VariSource HDR unit, please provide a copy of the training documentation. 
 
     4.  Confirm that Mr. Ruff's training and supervised work experience in medical physics at 
White Plains Hospital was on a full-time basis during the period 10/06 to 11/08 and included 
linear accelerator treatment planning, calibration, and quality assurance. 
 
Region I would like to issue this amendment by March 13, 2009, which will require you to 
provide a complete response by March 9 at the latest.  Please let me know if you do not believe 
this to be a realistic time frame.  
 
Thank you for your help.  If you have any questions, you may e-mail or call at 610-337-5182. 
 
Sandy Gabriel 
Senior Health Physicist 



Medical Branch 
NRC Region I 
610-337-5182 
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