2100 SE BLUE PARKWAY ¢ LEE’S SUMMIT, MISSOURI 64063 * (816) 282-5000

N
February 17, 2009 N
, oo
U.S. Nuclear Regulatory Commission, Region 111 Lee S Summ]_t
Materials Licensing Branch MEDICAL CENTER

2443 Warrenville Road. Suite 210
Lisle. IL 60532-4352

Your HCA Midwest Hospital

RE: Amendment Request.

LICENSEE: Midwest Division - LSH, LLC
(d/b/a Lee’s Summit Hospital)
NRC License No. 24-24660-01

Dear Sirs,
We wish to amend NRC License No. 24-24660-01 in the following ways:

1. Remove 530 N.W. Murray Road, Lee’s Summit, Missouri as an address ot use from our
license. The restricted areas at 530 N.W. Murray Road were decommissioned on
01/29/09. The following documents are enclosed to support this request:

Decommssioning Report for Nuclear Medicine (01/29/09)

Certificate of Instrument Calibration Report (s/n: 1151)

Certificate of Instrument Calibration Report (s/n: 98558)

Final Sealed Source Leak Test Report (08/12/08)

Sealed Source Transfer Statements (3)(01/29/09)

Inventory Utilization Report for 01/01/06 to 01/29/09

Radioactive Waste Disposal Record (Final)

Waste Bins Disposition Report 01/01/08 to 01/29/09

S mo a0 oW

3. Change our mailing address to:

Lee’s Summit Medical Center
2100 S.E. Blue Parkway
Lee’s Summit, Missouri 64063

2. Add the following naturally occurring and accelerator-produced radioactive material
(NARM) to our license for both locations ot use.

— = St e St i A=

Authorized Use | ~ Requested NARM | Form | Maximum Ameunt __...
10 CFR 35.100 1-123 Any As needed
| 10CFR35.200 | TI-201,In-111, Ga-67.1-123 ~Any As needed
I0CFR35.65 | (o057 | Sealed Not exceeding 1.11 GBq |
- . B - Sources | (30mCi) per source

RECEIVED FEB 2 4 2q09

WWW.LEESSUMMITMEDICALCENTER.COM



We have reviewed our Radiation Protection Program and radioactive materials license
application and we have no program changes to report to the NRC as a result of adding
the requested NARM to our license. We do not use PET isotopes at our facility.

Sincerely,

g l—

Tracy Miller
Director of Imaging

Enclosure:  Documentation of Nuclear Medicine Decommissioning
Missouri DHSS Registration #1174



Missouri Radiation Control Program

FINALIZED Registration of Radioactive Materials P/
0 P.O. Box 570 1617 Southridge, Jefferson City MO 65102 Phone: 573-751-6083 Fax: 573-751-6158 o st
DHSS Registration# 1174 lFuility LEE‘S SUMMIT MEDICAL CENTER —lPHONE: (816) 969-6605
FAX: (816) 969-6341 Addreas 2100 SE BLUE PARKWAY LEE'S SUMMIT MO 64063
County JACKSON Alternative Address:
Pareat Facility: Physicist: Joel McAllister, MS

Primary Facility Contact Person: __ Tracy Miller, Director of Radiology Rad Safety Officer: John Scott, MD

andioactive Materials Robest G Schwegler-MD, John E Scott-MD, William M Chase-MD, Craig M Bruner-MD, Gary W Hinson-MD, Paul L Chesis-MD,
Authorized Users Douglas W Nemmers-MD, Michael B Parsa-MD, Breat E Cully-MD, Jeffrey R anlw:y-MD, Kevin D Brown-MD,

Current RAM g MO DBSS NOTE: This form

Registration Date: . 06/29/2007 :nthori?:yon : does NOT include
o . pprova NRC regulated RAM

Registration Expires: August 10, 2009 Joha W Langston, MRCP regu

RAMcomment:

NRC License: (¥ 24-24660-01) exp date: 10/31/11 — Physicist: Joel McAllister-MS — continued users — John F Eurich-MD, William Brooks-MD, Ira Cox-
MD, Kelly Hart-MD, Rick Moritz-MD, Thomas Zinn-MD, William B Davix-MD, Sarsh L Sherard-MD, Donald J Stallard-MD, Daniel H Dunker-MD, James E
Sear-MD, Michael Brian Robertson-MD, Bradley Mcllney-MD, Pablo Delgado-MD

Isotope Symbol/Name Max Qty Chemical/Physical Form RAM Usage Usual Dose
Co 57 Cobalt 57 50 mCi Capsules/Liquid Diagnostic Imaging Unknown
Co57 Cobalt 57 50 mCi - Sealed Source Calibration & Quality Control Unknown
Ga67  Galllum 67 50 mCi Liquid Diagnostic Imaging Unknown
1123 Iodine 123 50 mCi Capsules/Liquid Diagnostic Imaging Unknown
In1ll  Indium111 50 mCi Liquid Diagnostic Imaging Unimown

| TH201  Thalllum 208 50 mCi Liquid Dinagnostic Imaging Unknown

.



Decommissioning Report

REPORT
DECOMMISSIONING OF NUCLEAR MEDICINE

Printed: 2/16/2008

Date: 01/29/09
Location of Decommissioning: Lee's Summit Hospital, Summit Ridge Campus
530 NW Murray Road
Lee's Summit, Missouri 64081
Rooms Decommissioned: Hot Lab
Imaging Room #1
Imaging Room #2
Treadmill Room 106/108
Management Representative: Don King, COO
Radiation Safety Officer: John Scott, M.D.
Chair RSC: John Scott, M.D.

Nuclear Medicine Technologist: ~Cammie Camille, CNMT; Mary Beck, CNMT

Nuclear Re
Region Il

RADIOACTIVE MATERIALS LICENSES

gulatory Commission License Number: 24-24660-01
Amendment Number: 20
Expiration Date: 10/31/11

DECOMMISSIONING RESULTS

The last patient exam in the Nuclear Medicine Department was on 08/20/07.
The last dose shipment to Nuclear Medicine for camera QC was on 09/19/08.

2 The Nuclear Medicine Department was decommissioned on 01/29/09.
All remaining decay-in-storage waste was disposed on 01/29/09
All sealed sources were transferred to Cardinal Health on 01/29/089.
3 The exposure rate survey was acceptable.
The fixed contamination survey was acceptable.
The removable contamination survey was acceptable.
vl 2/khpa .
Medical Physics Consultant: Joel McAlNster/ DGBR, CHP Date '/
Diagrestic Technology Consultants, Inc.
5930 Roe Avenue (913) 236-6000
Mission, Kansas 66204 (913) 236-6655 FAX
¢ y 2 ~ 1N~
UL ¢ o L-11-69
Radiation Safety Officer: Joh#i Scott, MD. Y Date '

\

Diagnostic Technology Consultants, Inc 5930 Roe Avenus, Mission, Kansas 66205 (913) 236-6000
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Decommissioning Report Printed: 2/16/2009

Licensee: Lee's Summit Hospital, Summit Ridge Campus License Number: 24-24660-01 N\
Address: 530 NW Murray Road Expiration: 10/31/11 |
Lee's Summit, Missouri 64081 D 1'x1' North
SURVEY MAP
01/29/09 Survey Area:  3'x3'
Corridor
Hot Lab
7114121|28(35|42|49
6|13|20]|27|34|41|48 62 69 Utility
Corridor 5(12(19]|26(33|40|47
4111]|18]25|32|39|46
3[10]17]24|31|38|45 61 68 75 81 87
2| 9(16]23(30]/37|44
1] 8[15|22]|29|36|43
60 67 74 80 86
Office
Alcove 59 66 73 79 85 Lab
Imaging #1
58 65 72 78 84
Copier
57 64 71 77 83
56 63 70 76 82
Corriodor Office
Imaging #2

Diagnostic Technalogy Consultants, Inc 5930 Roe Avenue, Mission, Kansas 66205 (913) 235-6000 Page 2 of 10



Decommissioning Report

Licensee: Lee's Summit Hospital, Summit Ridge Campus
Address: 530 NW Murray Road
Lee's Summit, Missouri 64081

License Number: 24-24660-01
Expiration: 10/31/11

SURVEY MAP
01/29/09
Imaging #1
Corridor Office
102 108 114 120 126 132
Exam

101 107 113 119 125 131
100 106 112 118 124 130

Imaging #2
99 105 111 117 123 129
Exam 98 104 110 116 122 128
97 103 109 115 121 127

Reading Room

Diagnostic Taechnalogy Consultants, Inc

5830 Roe Avenue, Mission, Kansas 66205 (913) 235-6000

Lab

|:]1'x1'

Survey Area:

)\

I
North

3'x3'

Printed: 2/16/2009
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Decommissioning Reporl Printed: 2/16/2009

Licensee: Lee's Summit Hospital, Summit Ridge Campus License Number: 24-24660-01 N
Address: 530 NW Murray Road Expiration: 10/31/11 |
Lee's Summit, Missouri 64081 [t North
SURVEY MAP
01/29/09 Survey Area:  3'x3'
Exterior
147 1563 159 165 168 171 174 177 179
178
146 152 158 164 167 170 173 176
Treadmill Treadmill
181 183 Rm 106 Rm 108
145 151 157 163 166 169 172 175
180 1182
144 150 156 162
143 149 155 161 Computer Area
Rm 104 Rm 110
142 148 154 160
Corridor

Diagnostic Technology Censultants, Inc 5930 Roe Avenue, Mission, Kansas 66205 (913) 236-6000 Page 4 of 10



Decommissioning Report

Printed: 2/16/2009

Diagnostic Technology Consultants, Inc

5930 Roe Avenus, Mission, Kansas 66205 (913) 236-6000

Licensee: Lee's Summit Hospital, Summit Ridge Campus License Number: 24-24660-01
Address: 530 NW Murray Road Expiration: 10/31/11
Lee's Summit, Missouri 64081
RADIATION SURVEY
01/29/09
Exposure Rate Fixed Contamination Removable Contamination
SURVEY Victoreen 451-P Ludlum 14C with 44-2 Picker Spectro 4
(s/n: 1151) (s/n: 98558) (s/n: 20574)
Number Room Location Area 1 meter 1¢cm (dpm / (cpm/ (dpm / Results
(UR/hr) (uR/hr) (cpm) 100cm?) 100cm?) 100cm?)
Background 3 3 300 74

1 Hot Lab Floor Restricted 3 3 300 0 78 NDA PASS

2 Hot Lab Floor Restricted 3 3 300 0 78 NDA PASS

3 Hot Lab Floor Restricted 3 3 300 0 78 NDA PASS

4 Hot Lab Floor Restricted 3 3 300 0 70 0 PASS

5 Hot Lab Floor Restricted 3 3 300 0 70 0 PASS

6 Hot Lab Floor Restricted 3 3 300 0 70 0 PASS

7 Hot Lab Floor Restricted 3 3 300 0 60 0 PASS

8 Hot Lab Floor Restricted 3 3 300 0 60 0 PASS

9 Hot Lab Floor Restricted 3 3 300 0 60 0 PASS

10 Hot Lab Floor Restricted 3 3 300 0 75 NDA PASS

11 Hot Lab Floor Restricted 3 3 300 0 75 NDA PASS
12 Hot Lab Floor Restricted 3 3 300 0 75 NDA PASS
13 Hot Lab Floor Restricted 3 3 300 0 83 NDA PASS
14 Hot Lab Floor Restricted 3 3 300 0 83 NDA PASS
15 Hot Lab Floor Restricted 3 3 300 0 83 NDA PASS
16 Hot Lab Floor Restricted 3 3 300 0 72 0 PASS
17 Hot Lab Floor Restricted 3 3 300 0 72 0 PASS
18 Hot Lab Floor Restricted 3 3 300 0 72 0 PASS
19 Hot Lab Floor Restricted 3 3 300 0 76 NDA PASS
20 Hot Lab Floor Restricted 3 3 300 0 76 NDA PASS
21 Hot Lab Floor Restricted 3 3 300 0 76 NDA PASS
22 Hot Lab Floor Restricted 3 3 300 0 77 NDA PASS
23 Hot Lab Floor Restricted 3 3 300 0 77 NDA PASS
24 Hot Lab Floor Restricted 3 3 300 0 77 NDA PASS
25 Hot Lab Floor Restricted 3 3 300 0 72 0 PASS
26 Hot Lab Floor Restricted 3 3 300 0 72 0 PASS
27 Hot Lab Floor Restricted 3 3 300 0 72 0 PASS
28 Hot Lab Floor Restricted 3 3 300 0 78 NDA PASS
29 Hot Lab Floor Restricted 3 3 300 0 78 NDA PASS

Page 5 of 10



Decommissioning Report
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Diagnostic Technology Consultants, Inc
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5930 Roe Avenue, Mission, Kansas 66205 (913) 236-6000
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Printed: 2/16/2009
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Decommissioning Report
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5930 Roe Avenus, Mission, Kansas 66205 (913) 236-6000
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Decommissioning Report
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Decommissioning Report

153 Treamill Rm Floor Restricted 3 3 300 0 78 NDA PASS
154 Treamill Rm Floor Restricted 3 3 300 0 71 0 PASS
155 Treamill Rm Floor Restricted 3 3 300 0 71 0 PASS
156 Treamill Rm Floor Restricted 3 3| 300 0 71 0 PASS
167 Treamill Rm Floor Restricted 3 3 300 0 76 NDA PASS
158 Treamill Rm Floor Restricted 3 3 300 0 76 NDA PASS
159 Treamill Rm Floor Restricted 3 3 300 0 76 NDA PASS
160 Treamill Rm Floor Restricted 3 3 300 0 83 NDA PASS
161 Treamill Rm Floor Restricted 3 3 300 0 83 NDA PASS
162 Treamill Rm Floor Restricted 3 3 300 0 83 NDA PASS
163 Treamill Rm Floor Restricted 3 3 300 0 64 0 PASS
164 Treamill Rm Floor Restricted 3 3 300 0 64 0 PASS
165 Treamill Rm Floor Restricted 3 3 300 0 64 0 PASS
166 Treamill Rm Floor Restricted 3 3 300 0 92 NDA PASS
167 Treamill Rm Floor Restricted 3 3 300 0 92 NDA PASS
168 Treamill Rm Floor Restricted 3 3 300 0 92 NDA PASS
169 Treamill Rm Floor Restricted 3 3 300 0 80 NDA PASS
170 Treamill Rm Floor Restricted 3 3 300 0 80 NDA PASS
171 Treamill Rm Floor Restricted 3 3 300 0 80 NDA PASS
172 Treamill Rm Floor Restricted 3 3 300 0 73 0 PASS
173 Treamill Rm Floor Restricted 3 3 300 0 73 0 PASS
174 Treamill Rm Floor Restricted 3 3 300 0 73 0 PASS
175 Treamill Rm Floor Restricted 3 3 300 0 80 NDA PASS
176 Treamill Rm Floor Restricted 3 3 300 0 80 NDA PASS
177 Treamill Rm Floor Restricted 3 3 300 0 80 NDA PASS
178 Treamill Rm Floor Restricted 3 3 300 0 88 NDA PASS
179 Treamill Rm Floor Restricted 3 3 300 0 88 NDA PASS
180 Treamill Rm Floor Restricted 3 3 300 0 66 0 PASS
181 Treamill Rm Floor Restricted 3 3 300 0 66 0 PASS
182 Treamill Rm Floor Restricted 3 3 300 0 67 0 PASS
183 Treamill Rm Floor Restricted 3 3 300 0 68 0 PASS
184 Treamill Rm Sink Restricted 3 3 300 0 69 0 PASS
185 TreamillRm  Sink Trap Restricted 3 3 300 0 70 0 PASS
186 Treamill Rm Door Handles Restricted 3 3 300 0 71 0 PASS
187 Treamill Rm Light Switches Restricted 3 3 300 0 72 0 PASS

Printed: 2/16/2009

Diagnostic Technology Consultants, Inc

5930 Roe Avenue, Mission, Kansas 66205 (913) 236-6000
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Decommissioning Report Printed: 2/16/2009

Licensee: Lee's Summit Hospital, Summit Ridge Campus License Number: 24-24660-01
Address: 530 NW Murray Road Expiration: 10/31/11
Lee's Summit, Missouri 64081

Instruments
Serial Probe Serial Calibration | Probe Area | Background | Efficiency Le Lo MDC
Meter Model Number Number Date (cm?) (cpm) (cpm/dpm) (counts) (counts) | (dpm/100 cm?)
Victoreen 451-P 1151 lon - 08/19/08 - 3 uR/hr - - - -
Ludlum 14C 98558 44-2 105941 10/07/08 5.1 300 0.156 40 83 10464
5.1 300 0.100 40 83 16324
Picker Spectro 4 20574 Nal Well 472 06/30/08 - 65 0.656 19 40 61
- 65 0.489 19 40 82
Decision Limit (L¢) = 2.33"SQRT(Bkg CPM)
Detection Limit (Lp) = 2.71 + 4.65*"SQRT(Bkg CPM)
Minimum Detectable Concentration (MDC) for Probe = (2.71 + 4 65*"SQRT(Bkg CPM)) / ((Efficiency)*(Probe Area cm?/100 cmz))
Minimum Detectable Concentration (MDC) for Well = (2.71 + 4 65"SQRT(Bkg CPM)) / (Efficiency)
No Detectable Activity (NDA) = Wipe CPM equal to or less than (Bkg CPM + 2.33*SQRT(Bkg CPM))
Instrument:  Picker Spectroscaler 4 (s/n: 20574) with Model 2804E Welt Detector (s/n: 472)
Standard Source Information Count Data
Source Serial No. Activity Calibration Source Bkg Efficiency
(uCi) Date Date (5 min) (5 min) (c/d)
Ba-133 1036-32-2 0.1056 02/01/04 01/02/09 518267 377 0.611
Co-57 1212-32-3 0.09933 06/01/07 01/02/09 164692 377 0.656
Co-60 NENO02118 0.121 02/26/80 01/13/09 11920 414 0.382
Cs-137 962-51-9 0.09755 03/01/04 01/02/09 229571 377 0.237

Survey Method

10 CFR 30.36()) Acceptable Acceptable
Levels* Levels™
Survey Method Units (beta-gamma emitters) (1-131)
Exposure Rate Survey at 1 meter and 1 cm from the surface of each area grid uR/hr Equivalent to background Equivalent to background
Fixed Contamination Survey at 1 cm from the surface of each area grid dpm/100cm? 5000 Average 1000 Average
156000 Maximum 3000 Maximum
Removable Contamination |Wipe an alcohol pad over 100 cm? of the area grid dpm/100cm? 1000 200

*Acceptable surface contamination levels for uncontrolled release of facilities and equipment.

Diagnostic Technology Consultants, Inc 5930 Roe Avenue, Mission, Kansas 66205 (913) 2366000 Page 10 of 10
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Certlflcate of Instrument Callbratlon

Facility: D|agnost|c Technology Consultants ID# DTC
Manufacturer .~ Cardinal Health Model: 451-P. Serial' No. 1151
Detector Type +lonization } = " Battery: OK . 3 ) Window: . -Fixed
Tem,peratur_e .. 752 oF . A * Humidity: . 39% ‘Pressure: ~ 30.09 inHg-
Calibration Geometry: ' Perpendicular ~ ... Dedjcated Check'Source: ' n/a uR/hr
Sc‘ale : Distance Calculated Meas_n'red -, Correctlon
Muitiplier . (cm) Readlng mR/hr Factor
23.9 4000 3600 | 111
47.8 . .41000° 3900 1.1
755 400 - 360 0
53l B : # 11‘00 .94 _ 1.06
2389 7 biagn, 37 _ 1.08
;2260 ; g [(h 9.4 1.06
231.0. ORIt 3.7 1,08
1496 : 1.0 0.93 1.08
“ “URIhr - uR/hr
a3eEl i S 400 380 | 1:11

1446 e 10071 <290 At

Mid-America Callbratlons Inc ' Calibrated By /%;

808 SW- Nautica Court- ; g :
Z,Lees Summlt Mlssourl 64082 e g Date Callbrated " 'f. 7 August 19 2008{
816.537.4147 - Vs e : Date Due: SRy August19 2009

20 : NRC Llcense # 24- 32531-01 el

The above instrument was calibrated with a J L, Shepherd Model ZB-GA calibrator, senal #10018/1.2 Ci Cs- 137, 3M 4FGH source senal #2824 ora Ludlum Model 500-2 Pulser,
seorial #127533. The output is lraceable to the NBS (N 1.8.T) and ail ms[rumenls are callbrated in accordance with MIL= STD 45662A and ANSI N323 1978 e



Certlflcate of Instrument Callbratlon

Facmryr Diagnostic' Technology Ccnsu[tants _ ID#: DTC.
Manufacturer: - Ludlum- © ~Model: 14c o Serial No. 98558
Detector Type: Scintillation A% ~ Detector Model: 44-2 Serial No. - 105941
" Temperature: 752 oF : Humidity: 51% Pressure: 29.97 inHg
Battery Check:  OK it Dedicated Check Source: 95 Kcpm
. Calibration Geometry: = Pulse Calibrated . : Window: . Fixed
- Scale - Diétén'&e : - Calculated Measured Correction
Multiplier - (cm) .Reading ' Reading. "~ Factor
X 1000 © - oo 1500 1450 ; RS %103
X 1000---- : 67. 6 i s 500 520 : 0.96"
X100 R 200,000 200,000 ~1.00
X400 " g e 100,000 100,000 1.00
XA0st g 20,000 20,000 1:00
x40 - e e TR : 10,000 10,000 1.00
X S i i 2000 +12,000. } 1.00
X1 _ _ e 1,000 1,000 1.00
X0.1 ; =G 200 © 200 : 1.00
xX01 - : = : 100 100 1.00

'Measured: ~ 150 - Kcpm/mR/hr

Mid-America Calibrations, lnc Cali-bra_t_ed_‘By%

808 Sw: Nautica Court. | _ ;

Lee's Summlt MISSOUI‘I 64082 Date Calibrated: October:7, 2008

816.537.4147 B ] Date Due: October 7, 2009
NRC License # 24-32531-01

The above instrument was calibrated with a J L. Shepherd Mode! 28-6A calibrator, serial #10018, 1.2 Ci Cs-137, 3M 4F6H, source serial # 2824 or a Ludlum Model 500-2 Pulssr,
serial #12753& The’bulpul is lraceable to lhe NBS (N.1 S T.} and all instruments are calibrated in accordance with MIL-STD 45662A and ANSI N323-1978



Nuclear Medicine Program Audit Printed: 8/15/2008

Licensee: Lee's Summit Hospital, Summit Ridge Campus License Number: 24-24660-01
Address: 530 NW Murray Road Expiration: 10/31/11
Lee's Summit, Missouri 64081

SEALED SOURCE LEAK TEST CERTIFICATE

08/12/08
LEAK TEST Wipe Bkg Wipe
REQUIRED  Source Serial Number  Manufacturer Model Count Count Activity Acceptable
35.67(f) (5 min) (5 min) (uCi) 35.67(e)
X Cs-137 11816-33 Nuc Assoc 67-356 294 303 NDA YES
Ba-133 S$358008-015 Dupont NES-358 307 303 NDA YES
X Co-57 BMO01102226 RadQual BM01-10 239 303 NDA YES
Leak Test Performed By: Joel McAllister, CHP Background Count: 303
Leak Test Performed On: 08/12/08 Delta1 (net counts) 41
l.eak Test Samples Counted By: Teresa Stika Delta2 (net counts) 84
Leak Test Samples Counted On: 08/12/08 Decision Limit (gross counts) 344
) Method: Each leak test sample was collected by wiping an alcohol pad over the exposed surface of the source

with special attention to seams, covers, lids, screw caps, and olher potential areas of leakage.

Instrument: Picker Spectroscaler 4 (s/n: 20574) with Model 2804E Well Detector (s/n: 472)

Standard Source Information Count Data
Source Serial No. Activity Calibration Source Bkg Efficiency MDA
(uCi) Date Date - (5 min) (5 min) (c/d) (uCi)
Ba-133° 1036-32-2 0.1056 02/01/04 06/30/08 547260 323 0.624 6.2E-05
Co-57 1212-32-3 0.09933 06/01/07 06/30/08 262859 323 0.652 6.0E-05
Cs-137 962-51-9 0.09755 03/01/04 06/30/08 215185 323 0.219 1.8E-04
I-129 NES211S 0.087 10/23/80 06/30/08 62552 323 0.064 6.0E-04
Test Date: 08/12/08 l-?egulation: 10 CFR 35.67(b)
Results: PASS Frequency: Semi-Annual
Next\[est Due: 2/12/09 Recordkeeping: 3 years

Joel McATl MEB'QZ?EHP k It Prsicist— D%%{AV
TS ML € ofog

John Scott, M.D. Rﬁo : Date
]

Diagnostic Technology Consultants, Inc 5830 Roe Avenue, Mission, Kansas 66205 (913) 236-6000 Page 8 of 10



Sealed Source Transfer Statement

Licensee: | g0/ %Jvm ,‘,NJ M%LQ License #: 2 - 24, (o) - O|

Location: < 37 N Lo Mooy [ZQQ Date: [ - 24 - Oéf
J
Lees Geomnt, MO LYK

Source Information

Isotope: C/cbx (Y- Manufacturer: Nce Agjog/
Model #: (v - DS Lo Serial #: (130 - Yo,
Remaining . Calibration

Activity: O\ 2\ mC Date: T1-1-3 \{

T.I. Source Measurements
Bkg Reading: 0-03 mR/nr

1. Surface Reading Q 7 mR/hr 1. Meter Reading (). /S mR/hr
2. Surface Reading mR/hr 2. Meter Reading mR/hr
3. Surface Reading mR/hr 3. Meter Reading mR/hr

Transfer Information

Licensee: C oA Nal V\Q_Q,cuu/(f\) License #: 3(- 299006

Location: (4 ¥ YW Yedag Date: (-9 -9
; J

K auseen CJKE MAS o2 T

Shipper/Licensee

Radiation Safety Officer: Wm Date: P “fuv-—0Y
Recipient W Sy ’p?
Radiation Safety Officer: VV\' O Date: = /




Sealed Source Transfer Statement

Licensee: j_}/’(/} Femna i J‘—\%MM License #: ALY -XY (0O -Of
Location: °>0 ~NULO M WAooy L. Date: (-2 O A
)

Lecy EWMA/Q* Wian | MOl

Source Information

Isotope: e | 3 33-) Manufacturer: @upoy\;\*

Model #: M2 -35F Serial #: S525% OO -oOLS
Remaining ) Calibration

Activity: E-ONA il Date: A-26 -0

T.I. Source Measurements
Bkg Reading: w mR/hr

1. Surface Reading & .9 mR/hr 1. Meter Reading 0 - /i mR/hr
2. Surface Reading mR/hr 2. Meter Reading mR/hr
3. Surface Reading mR/hr 3. Meter Reading mR/hr

Transfer Information

Licensee: a%&nﬁﬂ L_\{(,,Q;é/c\) License #: 21 -Q 200 -6/ M D

Location: Aly¢¥ "Méncen Peclag Date: \-29- 04
: i

Viwsis by | waes e 1D
Shipper/Licensee ,
Radiation Safety Officer: %«% W\’\ Date: ; "/ O~ % 07

Recipient i e e
Radiation Safety Officer: WW” Date: ?\ / o %
J | |




Sealed Source Transfer Statement

Licensee: | ,qn }\,MWU_,,‘JL LE‘@MQQ License #: QY- Yy (.0~ O\

Location: S>0 KNMLO My . Date: |-29-29

J

lzes Dt WD (U]
Source Information
Cadd
Isotope: Co- 59 Manufacturer: B néh M~ Q,(k @Q
Model #: - ANpl- 16 Serial #: Moozl ule
Remaining - Calibration
Activity: A. V2% e Date: Y -2 Olo
T.1. Source Measurements

Bkg Reading:% mR/hr
1. Surface Reading /7 (O mR/hr 1. Meter Reading 0. mR/hr
2. Surface Reading mR/hr 2. Meter Reading mR/hr
3. Surface Reading mR/hr 3. Meter Reading mR/hr

Transfer Information

Licensee: (o« i (\a.Q M License #: 2 —élq 200Gl M0

Location: Ay % Molcn (leday — Date: | -2% -0

7
Yowrsves e Mp LbYIF

Shipper/Licensee /F}jj 5 g
Radiation Safety Officer: : ?M ‘V\Q Date: ]_ ~| v UC/
Radiation Safety Officer: %f‘ - Date: l - / oY




Lee's Summit Medical Ctr.

Nuclear Medicine
530 NW Murray Rd.

Inventory Utilization Report

Lee's Summit, MO 64081  Department Default Department for 1/1/06 to 1/29/09
Unit Doses Activity Volume (mi)

Product Vendor - Re__c-;ived Used o o Received Used Units % Received Used %

COLD PYP SYRINGE CARDINAL t 26 23 88 26.00 23.00 88
1131 DIAGNOSTIC CARDINAL } 6.30 21.35 mCi 339 0.00

1131 THERAPY CARDINAL t 63.00 63.00 mCi 100

1131 THERAPY MALLINCKR 10.00 10.00 mCi 100

IN111 DTPA MALLINCKR 1500.00 1449.56 uCi 97 1.50 1.45 g7
IN111 WBC MALLINCKR 3 3 100 1161.00 1267.85 uCi 106 6.20 6.32 102
PYP KIT CARDINAL

SOURCE VENDOR 10.00 mCi 0

TC9SM CARDIOLITE 3M 1 1 100 35.00 31.52 mCi 90 0.52 0.47 90
TC9SM CARDIOLITE CARDINAL t 1292 1139 88 32479.00 27888.56 mCi 86 990.58 833.74 84
TC99M CERETEC WBC CARDINAL } 7 7 100 162.10 159.24 mCi 98 8.01 7.96 99
TC99M CERETEC WBC MALLINCKR 1 1 100 21.00 18.36 mCi 87 3.40 2.97 87
TCO3M CHOLETEC CARDINAL t 354 301 85 1770.00 1533.69 mCi 87 187.93 162.156 86
TCS3M DTPA CARDINAL t 87 78 90 3480.00 2999.51 mCi 86 90.42 74.86 83
TCO99M FILTERED SULFUR CC CARDINAL t 8 4 50 1.25 1.09 mCi 87 0.90 0.1 12
TCI9M MAA CARDINAL t 87 81 93 696.00 622.78 mCi 89 75.41 66.89 89
TC99M MAG3 CARDINAL + 63 57 90 690.00 §25.22 mCi 89 61.37 54.00 88
TC99M MDP CARDINAL t 375 335 89 11250.00 9949.75 mCi 88 246.42 217.56 88
TC99M MDP MALLINCKR 1 1 100 30.00 29.47 mCi 98

TC99M SODIUM PERTECHNE™ CARDINAL t 159 110 69 3018.00 1528.07 mCi 51 96.30 52.33 54

- — — e =

12909 10:35:54 (v1.0)

10of1




Unit Doses Activity Volume (ml)
Product Vendor Received Used % Received Used Units % Received Used %
TC99M SOURCES CARDINAL I 182.00 mCi 0 6.91 0
TC99M SULFUR COLLOID CARDINAL 444 371 84 919.00 773.24 mCi 84 74.93 62.13 83
TC99M ULTRA TAG 31 0 930.51 77474 mCi 83 62.30 53.06 85
TL201 THALLIUM CARDINAL 4 4 100 16.00 16.62 mCi 104 5.35 5.56 104
TL201 THALLIUM MALLINCKR 1 0 4.00 mCi 0 1.80 0
ULTRA TAG KIT CARDINAL t
;;_09 10:35:54 (v1.0) - ﬂ—Z_c;fPZ - o _



Lee's Summit Hoépital
Summit Ridge Campus
530 NW Murray Road
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INSTRUMENT: Lundlum 14C




Lee's Summit Medical Ctr.

Nuclear Medicine
530 NW Murray Rd.

Waste Bins Disposition Report

Lee's Summit, MO 64081 Department Default Departme for 1/1/08 to 1/29/09

Bin Number Bin Date Opened Date Disposed Disposal Survey Inst Surface Reading: Wipe Inst Wipe Reading:
Bin Type Volume: Date Closed Disposed By Location Serial #: Bkg. Reading Serial #: Bkg. Reading
1151233 03/11/08 01/29/09 9:39 RETURN TO VENDOR  LUDLUM 14C SURVEY ME 0.01 mR/Hr CAPINTEC CAPTUS 3000 0 DPM
card-03/11 08:25 01/29/09 Cammie Johnson 45112 0.02 mR/Hr 800457 0 CPM

129:09 16:41:57 (vl 1)
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