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Name: Lawrence J. Slate    License No. 25-10994-04 
Organization: Bozeman Deaconess Foundation  Docket No.  030-33305 
 dba Bozeman Deaconess Hospital  Control No. 472058 
E-mail address: lslate@bdh-boz.com     
Phone: 406-522-1626  
From: Jacqueline D. Cook 
Date: March 8, 2009 
Subject: Application dated November 10, 2008 for License Amendment to add HDR 

unit 
Pages: 3 
 
Mr. Slate: 
 
Corrected cover page to specify the correct organization. 
 
Per your application dated November 10, 2008, the items on the next page are deficiencies which 
require your response.  Please respond to this fax by Monday, March 23, 2009.  If you are unable 
to respond by this due date, please don’t hesitate to contact me so we can discuss an extension to 
the date.  Our fax number is (817) 860-8263.  You may respond by email in pdf format if you=d like.  
My email address is Jackie.Cook@nrc.gov.  If you have any questions regarding this fax, please call 
me at (817) 860-8132.  When responding to this fax, please include the license, docket and control 
numbers located at the top of this page. 
 
Thanking you in advance for your cooperation, assistance, and prompt response in this matter. 
 
 
 
                  /RA/   
Jacqueline D. Cook 
Senior Health Physicist 
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1. Please clarify that the licensee’s legal name is Bozeman Deaconess Foundation dba 
Bozeman Deaconess Hospital. 

 
 Please note that in Items 2 and 3 of your application amendment request, the licensee is 

listed as “Bozeman Deaconess Hospital”; however, in Item 1 of your current license, 
License No. 25-10994-04, the licensee is listed as “Bozeman Deaconess Foundation dba 
Bozeman Deaconess Hospital.:” 

 
 Please explain this discrepancy and confirm that a name change or change of ownership 

or change of control has not occurred. 
 
2. Please confirm that you do not want to apply for a broad scope license.  On the cover page 

to your license application for amendment, you state, in part, “please find attached for your 
review and consideration a broad scope license amendment to add HDR to our existing 
license.” 

 
 If so, please submit responses to NUREG-1556, Vol. 11, Appendix C, as appropriate. 
 
3. Please confirm that the Radiation Safety Officer (RSO) will receive vendor training as 

specified in 10 CFR 35.50(e).  Please note that this information can be documented on 
NRC Form 313A(RSO). 

 
4. Please complete preceptor form NRC Form 313A(AUS) (http://www.nrc.gov/reading-

rm/doc-collections/forms/nrc313a(aus).pdf) to document Dr. Koeplin’s training and 
experience for the proposed 10 CFR 35.600 material. 

 
5. Please specify the manufacturer and model of the HDR unit that you were authorized for 

under the Minnesota Department of Health license. 
 
6. A. Please commit to the following statement:  “We have developed and will implement 

and maintain written survey meter calibration procedures in accordance with the 
requirements in 10 CFR 20.1501 and that meet the requirements of 10 CFR 35.61.” 

 
 B. Please include a description of the instrumentation (e.g., gamma counter, solid state 

detector, portable or stationary count rate meter, portable or stationary dose rate or 
exposure rate meter, single or multichannel analyzer, liquid scintillation counter, 
proportional counter) that will be used to perform required surveys. 

 
 C. Please commit to the following statement:  “We reserve the right to upgrade our 

survey instruments as necessary as long as they are adequate to measure the type 
and level of radiation for which they are used.” 

 
7. Please expand your therapy unit calibration and use procedures to include full calibration 

measurements on remote afterloader units as outlined in 10 CFR 35.633. 
 
8. Please provide procedures required by 10 CFR 35.643. 
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9. Please expand your drawing of the remote afterloader facility to include a description of the 
following: 

 
 A. Warning systems and restricted area controls (e.g., locks, signs, warning lights and 

alarms, interlock systems) for each therapy treatment room 
 
 B. Viewing and intercom systems 
 
 C. Steps that will be taken to ensure that no two units can be operated simultaneously, if 

other radiation-producing equipment (e.g., linear accelerator, X-ray machine) is in the 
treatment room 

  
 D. Methods to ensure that whenever the device is not in use or is unattended, the 

console keys will be inaccessible to unauthorized persons 
 
 E. Emergency response equipment 
 
10. Please submit procedures required by 10 CFR 35.610. 
 
11. Please commit to the following statement:  “We have developed and will implement and 

maintain written procedures for area surveys in accordance with 10 CFR 20.1101 that 
meet the requirements of 10 CFR 20.1501 and 10 CFR 35.70.”  

 
12. Please commit to the following statement:  “We have developed and will implement and 

maintain procedures for safe use of unsealed byproduct material that meet the 
requirements of 10 CFR 20.1101 and 10 CFR 20.1301.” 
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