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Wipe Test of Sealed Sources(using Victoreen Wipe Test Counter)

(BKG 193, Calibration 112.2)
and
Area Contamination Testingand Surveys

(using a Bicron Geiger Counter with a BKGof 0.01 mR/hr)
All Wipes and Surveys performed by BerniceBuck, RT(N), CNMT
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Date Radioisotope | Typeof | Srid Room Survey (P/F)
Source | Nuntoer mR/br | Pass/Fail
4/13/ 09 Co-57 Vial 1194-2611 P
4/13/ 09 (o-57 \Vd 1194-2613 P
4/13/ 09 Co-57 \d 1366-9-2 P
4/13/ 09 Q0-57 Biton N/A P
4/13/ 09 @-57 Biton N/A P
4/13/09 G-137 Vial 561-21-11 P|
4/13 09 G137 \d 561-47 P
4/13/ 09 Co-57 Shest 1202-002 3
413/ 09 Co-57 Sheet 1202-001 P
\
4/ 13/ 09 Hot Lab — L ead Cadle 0.0L P
4/ 13/ 09 Hot Lab—Lead Sield Q0L -
4/13/ 09 Hi Lab = Counter Top 0.01 P
4/13/09 Hot Lab - aa P
Radioactive Waste Boxes !
4/ 13/ 09 Stress Lab QaL P,
4/ 13/ 09 Sress Lab =Hoor 0.01 P
413/ 09 Treadml| & EKG Machine | QQL P
4/13/09 Stress Table Qal P
413/ 09 Stress Lab-DressngRoom 1| Q0L P!
4/13/ 09 Stress Lab-Dressing Room?2 | 0.01 P!
4/13/09 Stress Lab Frep Room& aaL P
Surrounding H oor s ‘
4/13/ 9 Patient Bat hr oom QaL P
4/13/ 09 Employee Bathroom QaL P
4/ 13/ 09 ExamRoom!1 Q0L P
413709 ExamRoom? Q0L =
4/13/ 09 Exam Room 3 001 P
4/13/ 09 Ultrasound Lab 001 P,
4/ 13/ 09 Officet 1 0.01 P
4/13/ 09 Office#2 001 P
4/ 13/ 09 Medi cal Assi stant aa
Vor k Area
4/13/09 Font Office QaL . P
4/ 13709 Kitchen/Break Room 0.01 P
4/ 13/ 09 Patient Waiting Room 0.0L P
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Wipe Test of Sealed Sour ces (using Victoreen Wipe Test Counter) (BKG 193,
Calibration 112.2)

and

Area Contamination Testing and Surveys
(usng aBicron Geiger Counter with a BKG of 0.01 mR/hr) |
All Wipesand Surveysperformed by Bernice Buck, RT(N), CNMT |

|

Date | Radioisotope | Type Serial Calibration Date/ (P/F),
OP Number Activity Pass/F il

Source |

4/ 13/ 09 Co-57 Vial 1194-2611 8/ 06 5mCi P
4/ 13/ 09 Co-57 Vial, | 1194-2613 8/06 5 mCi P
4/13/ 09 Co-57 Via 1366-9-2 3/1/ 0955 mCi P
4/13/09 Co-57 Button N/A 1 uCi P |
4/13/09 Co-57 Button N/A 1 uCi P |
4/13/09 Cs-137 Vial | 561-21-11 |7/01/99 0.220 mCi P
4/13/09 G- 137 Vial 561-47 4/15/97 0.247 mCi P 1
4/13/09 Co-57 Shedt 1202-002 9/06 15 mCi P
4/13/09 Co-57 Shest 1202-001 9/06 15 mCi P |

9 Sealed Sources werepicked up by the Cardina Hedlth delivery person (Mark)
on Monday April 13,2009 at 11:25am.

Survey of the Outgoing Sour ces (mR/hr)

Source

BKG

1 Meter

Surface |

2-Co57 Shedt
Sourcesin
Lead Lined Cases

0.01

0.02

0.2

Cardina Hedth Case
with
3 Co-57 vials, 2 Cs-
137 vials and
2 & 137 huttons

0.0l

0.06

1.0
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112.2)
and
Area Contamination Testingand Surveys
(using a Bicron Geiger Counter with a BKG of 0.01 mR/hr) |
All Wipes and Surveys performed by Bernice Buck, RT(N), CNMT |

Wipe Test of Sealed Sour ces(using Victoreen Wipe Test Counter) (BKG 193, Calibratﬁon

Date Room Survey (P/F)
mR/hr Pass/Fail
4/13/09 Hot Lab - Lead Castle 0.01 P
4/13/09 Hot Lab - Lead Shidd 0.01 P
4/13/09 Hot Lab — Counter Top 0.01 P
4/13/09 Hot Cab - 0.01. P
Radioactive Waste Boxes
4/13/09 StressLab 0.01 P
4/13/09 Stress Lab — Floor 001 P
4/13/09 Treadmill & EKG Machine 0.01 P
4/13/09 Stress Table 0.01 P
4/13/09 Stress Lab-Dressing Room 1 0.01 P
4/13/09 Stress Lab-Dressing Room 2 0.01 p
4/13/09 | Stress Lab Prep Room & Surrounding Floors 0.01 P
| 4/13/09 Patient Bathroom 0.01 P
| 4/13/09 Employee Bathroom 0.01 |
4/13/09 Exam Room 1 0.01 P
4/13/09 Exam Room 2 0.01 P
4/13/09 Exam Room 3 0.01 p
4/13/09 Ultrasound Lab 0.01 P
4/13/09 Office # 1 0.01 P
4/13/09 Office #2 001 P
4/13/09 Medical Assistant 0.01 P
Work Area
4/13/09 Front Office 0.01 P
4/13/09 Kitchen/Break Room 0.01 P
4713/09 Patient Waiting Room 0.01 P




